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The epidemic levels of drug-resistant tuberculosis (DR-TB) in high-burden countries such as South 
Africa, which is currently ranked as third highest in the world, is the result of a synergistic 
relationship between the increased transmission of DR strains, poor patient adherence as well as 
Human-Immunodeficiency Virus (HIV)-coinfection. The impact of these combined factors on the 
rise of DR-TB led to an urgent need for the development of new diagnostic tools to rapidly detect TB 
and its associated drug susceptibility profile. The Foundation for Innovative New Diagnostics 
(FIND) has taken the onus upon them to ensure that laboratory strengthening becomes a reality by 
having developed, and still developing, new diagnostic assays in order to improve the laboratory 
turn-around time (TAT), whereby the transmission of DR-TB strains can be stopped. Laboratory 
strengthening does not solely rely on new diagnostic assays alone, and thus a Quality Management 
System, discussed in the dissertation, must be in place to ensure that the rapid result is accurate and 
reliable.   
The series of studies encompassed in this dissertation includes methodological validations (both 
technical and operational) of rapid TB diagnostic assays in order to rapidly and accurately diagnose 
the disease, and thus reducing the diagnostic delay associated with conventional diagnostic 
platforms. The studies were conducted “in-house” at the National Health Laboratory Service (NHLS) 
Reference TB laboratory in Green Point, Cape Town, which is a high-volume public health 
laboratory.  
The need to rapidly detect resistance to the first line anti-tubercular drugs Isoniazid and Rifampicin 
was a priority and thus the performance of a commercial line probe assay (LPA), the 
GenoType®MTBDRplus Ver1.0 LPA, was assessed for use on smear positive direct patient material. 
The performance characteristics was superior to that of conventional drug susceptibility testing, 
where the sensitivity and specificity for the detection of multi-drug resistant TB (MDR-TB) was 98.8 
and 100%, respectively, with results in 1-2 days. Based on this study, the World Health Organization 
(WHO) endorsed the use of molecular LPA for the rapid detection of DR-TB. Furthermore, the need 
for quality assurance associated with the GenoType®MTBDRplus LPA in the diagnostic laboratory 
is essential and thus a user manual for the molecular detection of Drug Resistant Tuberculosis in 
resource-limited settings has also been developed 
(http://www.finddiagnostics.org/export/sites/default/resource-center/reports brochures/docs/LPA 
LaboratoryManual22Mar2012.pdf) for which Global Laboratory Initiative (GLI) status is pending. 
With the outbreak of extensively  drug resistant TB (XDR-TB) in Tugela Ferry area in KwaZulu-
Natal and the rest of the world, the need to rapidly detect resistance to the second line drugs arose, 
and thus the performance characteristics of the GenoType®MTBDRsl LPA was assessed for use on 
smear positive direct patient material. The performance characteristics proved to be excellent once 
again, with a 93.3% reduction in TAT.  The data was scrutinized by the WHO, where it may be used 
as a triage test to guide treatment, but to date, no final policies on the use thereof has been finalized.  
The need for rapid point-of-care (POC) testing led to the implementation of the Xpert®MTB/RIF 
assay in the referral laboratories, for use on both smear positive and smear negative direct patient 
material. In order to accommodate for laboratories where the LPA has been implemented already, the 
GenoType®MTBDRplus Ver2.0 LPA was developed, which is aimed for use on all smear types as 
well. A head-to-head assessment was done between these assays to determine their performance 
characteristics and it was shown to be equally good.   
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In this study we have shown the utility of molecular diagnostic assays to rapidly diagnose TB and its 
associated drug susceptibility patterns. This will have a significant impact on diagnostic delay and 
clinical decision making as well as patient outcome.  
 
  




Die epidemiese vlakke van middel-weerstandige tuberkulose (MW-TB) in hoë-lading lande,  soos 
Suid Afrika wat tans derde hoogste op die wêreld ranglys is, is die nagevolge van „n sinergistiese 
verband tussen die verhoogde voorkoms van transmissie van MW stamme, swak pasiënt deelname 
aan die voorgeskrewe behandelings programme, asook Menslike Immuniteitsgebreksvirus (MIV) ko-
infeksie.  Die impak van hierdie drie faktore saam, gee aanleiding tot „n verhoging in MW-TB en dus 
was daar „n daadwerklike behoefte vir die ontwikkeling van nuwe diagnostiese toetse wat nie net TB 
kan identifiseer nie, maar wat ook die gepaardgaande middel-weerstandigheids profiel aandui.   Die 
“Foundation for Innovative New Diagnostics” (FIND) het die onus van laboratorium versterking op 
hulself geneem, deur te verseker dat die nuut ontwikkelde diagnostiese toetse, asooks steeds 
ontwikkelende diagnostiese toetse, gebruik kan word om die konsep van laboratorium versterking „n 
realiteit te maak. Die doel is dus om sodoende die tyd-tot-resultaat  tussen geneesheer en 
laboratorium te verbeter, terwyl die transmissie van MW-TB ook die hok geslaan kan word. 
Nietemin, laboratorium versterking berus nie net op nuwe diagnostiese toetse nie, en dus is dit 
noodsaaklik dat „n Kwaliteitbestuursisteem, soos bespreek in hierdie verhandeling, in plek is om te 
verseker dat die resultaat spoedig, akkuraat en betroubaar is. 
Die samevattende reeks studies in hierdie verhandeling behels metodologiese validasies (beide 
tegnies en operasioneel van aard) van spoedige TB diagnostiese toetse met die doel om die siekte so 
vinnig en akkuraat as moontlik te diagnoseer en dus die diagnostiese vertraging, wat histories met 
konvensionele metodes geassosiëerd is, te verminder. Al die studies is uitgevoer in die “National 
Health Laboratory Service (NHLS)” TB verwysingslaboratorium in Groenpunt, Kaapstad, wat n hoë-
volume publieke gesondheidslaboratorium is.  
Die noodsaaklikheid om weerstandigheid teenoor die eerste-linie antituberkulose middels isoniasied 
en rifampisien so spoedig moontlik te diagnoseer het „n groot bekommernis geword, en dus is die 
laboratorium daartoe genoop om  die prestasie eienskappe van „n kommersiëel beskikbare “line 
probe assay” (LPA), die “Genotype®MTBDRplus Ver1.0 LPA”,  te asseseer vir die gebruik daarvan 
op direkte pasientmateriaal wat smeer positief is.  Die prestasie eienskappe was beter as die van 
konvensionele middelvatbaarheidstoetse, waar die sensitiwiteit en spesifisiteit vir die diagnosering 
van MW-TB 98.8 en 100%, respektiewelik, was. Verder was die resultate ook binne 1-2 dae 
beskikbaar. Op grond van dié bevindinge het die Wêreldgesondheidsorganisasie (WGO) die gebruik 
van hierdie molekulêre “LPA” vir die spoedige diagnose van MW-TB  onderskryf.  Nietemin, die 
belangrikheid van gehalteversekering wat met die “GenoType®MTBDRplus LPA” in die 
diagnostiese laboratorium geassosieerd is, is essentiëel en dus is „n gebruikershandleiding vir die 
molekulêre diagnose van MW-TB in beperkte hulpbron-instellings ontwikkel 
(http://www.finddiagnostics.org/export/sites/default/resource-center/reports brochures/docs/LPA 
LaboratoryManual22Mar2012.pdf) waarvoor daar op„n “Global Laboratory Initiative (GLI)”  status 
in afwagting is.  
Met die uitbraak van ekstensiewemiddelweerstandige TB (EMW-TB) in die Tugela Ferry distrik in 
KwaZulu-Natal asook in die res van die wêreld, het die noodsaaklikheid onstaan om weerstandigheid 
teenoor die tweede-linie middels ook so spoedig moontlik te diagnoseer, en die laboratorium is dus 
weereens daartoe genoop om die prestasie eienskappe van die “GenoType®MTBDRsl LPA” (ook 
vir die gebruik op direkte pasient materiaal wat smeer positief is) te asseseer. Die prestasie 
eienskappe was weereens verbysterend, en het „n 93.3% afname in tyd-tot-resultaat getoon. Die data 
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is deur die WGO aangevra, en daar is besluit dat die toets gebruik kan word om behandeling in 
werking te stel, maar geen finale onderskrywings is tot op hede nog gemaak nie.   
Die behoefte aan „n punt-van-sorg toets het gelei tot die implementering van die “Xpert®MTB/RIF” 
toets in die verwysingslaboratorium, en is geoogmerk vir die gebruik op beide smeer positiewe en -
negatiewe direkte pasient materiaal. Omrede die “LPA” al in verskeie laborotoriums geimplementeer 
was, is die “GenoType®MTBDRplus Ver2.0 LPA” ontwikkel, waarvan die gebruik onafhanklik is 
van die smeerresultaat. „n Direkte assesering tussen die twee toetse was gedoen en daar is bevind dat 
beide se prestasie eienskappe vergelykend was.    
In hierdie studies het ons bewys dat die gebruik van molekulêre diagnostiese toetse in staat is om TB 
en die gepaargaande middel-weerstandigheids profiel spoedig te diagnoseer. Hierdie bevindinge sal 
„n groot impak hê op die vetraging van tyd-tot-resultaat, op die mediese besluitneming asook op die 



























Though only my name appears on the cover of this dissertation, a great many people and others have 
contributed to its production.  I would like to express my sincere thanks and appreciation to the following 
people, without whom this thesis would not have been possible.  
 
Firstly, to Profs. Rob Warren and Nico Gey van Pittius, who took me under their wings and acted as my 
promoters for this degree. Their knowledge, guidance, insight, and research enthusiasm, has helped me to 
develop my research endeavours whereby I am able to actively apply theory and information to real life 
science in the diagnostic laboratory, thus making me a better scientist.     
Secondly, to Mrs. M. Bosman, Technologist in Charge at the National Health Laboratory Service (NHLS), in 
whose laboratory this work took place. 
Thirdly, to Dr. Gerrit Coetzee, Mrs. Elsie van Schalkwyk, Prof. Hendrik Koornhof, Prof. Paul van Helden, Dr. 
Akos Somoskovi, Dr. Heidi Albert, Dr. Richard O‟Brien, and last but not least, Ms. Annemie Jordaan.  
 
Thanks are also due to my colleagues at the NHLS Green Point TB reference laboratory for their undying 
effort in the fight against TB, as well as the various funders of the projects: FIND (Foundation for Innovative 
















Stellenbosch University  http://scholar.sun.ac.za
x 
 
LIST OF ABBREVIATIONS, TERMS AND ACRONYMS 
 
C Degrees Celsius 
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AG Aminoglycoside 
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AMK Amikacin 
AP Alkaline Phosphatase 
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CP Cyclic Peptide 
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DNA Deoxyribonucleic Acid 
dNTP Deoxyribonucleotide Triphosphate 
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DR-TB Drug-Resistant Tuberculosis 
dsDNA Double Stranded DNA 
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EMB Ethambutol 
ENC Extraction Negative Control 
EQA External Quality Assessment 





EU European Union 
EUCAST European Committee On Antimicrobial Susceptibility Testing 
FIND Foundation For Innovative New Diagnostics 
FLQ Fluoroquinolone 
FNA Fine-Needle Aspirates 
GLI Global Laboratory Initiative 
GMT Good Microbiological Techniques 
GU Growth Unit 
HIV Human Immunodeficiency Virus 
HYB Hybridization Buffer 
ICELT International Centre For Excellence In Laboratory Training 
IFU Instructions For Use 
ILCA Inter-Laboratory Comparative Analysis 
INH Isoniazid 
INV Invalid 
IQC Internal Quality Control 
IQR Inter Quartile Range 
ISO International Organization Of Standards 
IUATLD International Union Against Tuberculosis And Lung Disease 
JCM Journal Of Clinical Microbiology 
KM Kanamycin 
L Litre 
LCC Low Copy Clade 
LED Light Emitting Diode 
LIMS Laboratory Information Management System 
LIS Laboratory Information System 
LJ Lowenstein-Jensen 
LPA Line Probe Assay 
LV Lost Viability 
M. avium Mycobacterium Avium 
M. kansasii Mycobacterium Kansasii 
M. tuberculosis Mycobacterium Tuberculosis 
M.tb /MTB Mycobacterium Tuberculosis 
MDR Multidrug Resistant  
MDR-TB Multi-Drug Resistant Tuberculosis 
MgCl2 Magnesium Chloride 
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MGIT Mycobacterial Growth Indicator Tube 
MGW Molecular Grade Water 
MIC Minimal Inhibitory Concentration 
MNC Master Mix Negative Control 
MOH Ministries Of Health 
MOTT Mycobacteria Other Than Tuberculosis 
MTBC Mycobacterium Tuberculosis Complex 
MUT Mutant  
N/D Not Done 
N/S No Sensitivities Requested 
NAAT Nucleic Acid Amplification Tests 
NALC N-Acetyl-L-Cysteine 
NAOH Sodium Hydroxide 
NCCLS National Committee on Clinical Laboratory Standards 
NHLS National Health Laboratory Service 
NICD National Institute for Infectious Diseases 
NPV Negative Predictive Value 
NTBCP National Tuberculosis Control Programs 
NTBRL National Tuberculosis Reference Laboratory 
NTM Non-Tuberculous Mycobacteria 
NTP National Tuberculosis Programs 
OADC Oleic Acid/Albumin/Dextrose/Catalase 
OCC Overall Correct Classification 
OFX Ofloxacin 
PCR Polymerase Chain Reaction 
PNM Primer Nucleotide Mix 
POC Point-Of-Care 
PPE Personal Protective Equipment 
PPV Positive Predictive Value 
PT Proficiency Testing 
PZA Pyrazinamide 
QA Quality Assurance 
QC Quality Control 
QI Quality Indicator 
QMS Quality Management System 
QSE Quality System Essential 
QUADAS Quality Assessment Of Diagnostic Accuracy Studies 
R Resistant  




RIN Rinse Solution 
RNA Ribonucleic Acid 
S Susceptible 
SA South Africa 
SAMRC/MRC South African Medical Research Council 
SANAS South African National Accreditation System 
SLN Supranational Laboratory Network 
SNP Single Nucleotide Polymorphism 
SOP Standard Operating Procedure 
ssDNA Single Stranded DNA 
STAG-TB Strategic and Technical Advisory Group for TB 
STARD Standards For Reporting Of Diagnostic Accuracy 
STR Streptomycin 
STR (Chapter 5) Stringent Wash Buffer 
SUB Substrate Solution 
Taq Thermis Aquaticus 
TAT Turn-Around Time 
TB Tuberculosis 
TTP (Chapter 1) Total Testing Process 
TTP (Chapter 4) Time-To-Positivity 
UNG Uracil N-glycosylase 
UPS Uninterrupted Power Supply 
UV Ultra-Violet 
WHO World Health Organization 
WT Wild Type 











The cartoon below can be seen as the way in which TB diagnostics has been performed since its discovery by 
Robert Koch in 1882. Today, the diagnostic methods utilised in the detection of this mammoth disease, 
however, can be summated in the words of Carl Sagan, ”We live in a society exquisitely dependent on 











However, Max Planck said that “an experiment is a question which science poses to Nature, and a 
measurement is the recording of Nature's answer”, and it is these measurements which will allow us to 
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Tuberculosis remains one of the primary causes of morbidity and mortality worldwide, with over 95% 
of tuberculosis cases and deaths occurring among adults in developing countries.  According to the 
World Health Organization (WHO), 182 countries are currently implementing the recommended 
strategy for tuberculosis control, Directly Observed Therapy, Short-Course (DOTS), and global 
tuberculosis prevalence and mortality are declining.  Despite these apparent successes, global 
tuberculosis incidence continues to increase and is solely due to cases in sub-Saharan Africa, which 
are largely attributed to the HIV/AIDS epidemic. The emergence of drug resistant strains of 
Mycobacterium tuberculosis (M. tuberculosis) is proving to be one of the most formidable obstacles 
faced by national tuberculosis programs (NTPs).  Resistance develops due to spontaneous mutations 
in the bacterial genome which typically occur at rates ranging from 1 X 10-7 to 3 X 10-9 per cell per 
generation for first-line line anti-tuberculosis drugs (isoniazid, rifampicin, ethambutol, streptomycin).  
Thus, the M. tuberculosis population within a given host is likely to contain at least a small proportion 
of spontaneous drug resistant mutants which are then selected for when inadequate or ineffective 
chemotherapy is administered. This selection process not only expands the drug resistant population 
within the infected individual, but also allows for the transmission of resistant M. tuberculosis strains. 
In turn, transmitted strains can then develop further resistances to additional anti-tuberculosis drugs 
through their own spontaneous mutations, creating a cycle of transmission and amplification of drug 
resistance. Such events have led to the development and spread of multi-drug resistant TB (MDR-
TB), defined as M. tuberculosis disease resistant to at least isoniazid and rifampicin. Of greater 
concern is the occurrence of extensively drug resistant (XDR) TB, with resistance to the most potent 
second-line drugs as well, resulting in disease that is virtually untreatable.  Recently, a highly lethal 
outbreak of XDR-TB in association with HIV infection was described in South Africa.  In response to 
this crisis, an eight point Global XDR-TB Action Plan emphasizing the need for the strengthening of 
diagnostic services due to their absence in many parts of the developing world was issued by the 
World Health Organization/Stop TB partnership. This plan calls for the wide-scale implementation of 
rapid assays for detecting MDR-TB to enable prompt and appropriate treatment of MDR-TB patients 
with the vision of decreasing TB morbidity and mortality and interrupting TB transmission.  The aims 
and objectives were to evaluate new molecular-based diagnostic assays for the rapid detection of 
drug-resistant TB, and to develop a manual for the implementation of the molecular-based LPA in 
resource limited settings. Our extensive evaluation of the Genotype® MTBDRplus line probe assay 
(LPA) in South Africa led to the endorsement of this assay by the WHO for the diagnosis of 
Mycobacterium tuberculosis complex and first-line drug resistance (isoniazid and rifampicin) using 
smear positive patient material. Subsequently the WHO endorsed the Xpert®MTB/RIF assay for use 
on patient material, regardless of the smear gradation. The Xpert®MTB/RIF assay is now being rolled 
out in South Africa as a primary screening tool, whilst the GenoType®MTBDRplus and GenoType® 
MTBDRsl LPAs are used in the reference laboratories to screen for resistance to the first- and second-
line anti-tubercular drugs respectively. The Xpert® MTB/RIF assay has the advantage of having a 
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short turn-around-time, while the GenoType® MTBDRplus (v2.0) LPA showed the advantage of 
being able to diagnose isoniazid resistance in both smear negative and smear positive cases. We 
demonstrated that the Genotype® MTBDRplus (v2.0) LPA has the potential to improve the time to 
diagnosis of TB and drug resistance in HIV-coinfected patients. In addition, this assay will 
complement the Xpert®MTB/RIF screening assay by validating rifampicin susceptibility on smear 
positive and smear negative specimens and providing information on isoniazid susceptibility which 
may be critical in guiding appropriate treatment. In addition, residual extracted DNA from this front-
line assay can be used to determine if the patient‟s specimen is genotypically resistant to a 
fluoroquinolone (e.g. ofloxacin/moxifloxacin) or any one of the three injectables (amikacin, 
kanamycin or capreomycin) using the GenoType® MTBDRsl LPA. The evaluation data obtained for 
the use of the GenoType®MTBDRsl LPA on smear positive patient material has been used by the 
WHO, with subsequent endorsement pending. Using this combination of assays it will be possible to 
diagnose MDR- and XDR-TB in days rather than months.  Laboratory strengthening however, also 
relies heavily on the skills and competencies of the personnel performing the tasks and thus the need 
to assess training and implementation of the GenoType® MTBDRplus LPA in laboratories without 
prior experience in molecular testing arose. A user manual was developed after on-site training 
sessions in Ethiopia, India, Myanmar, Tanzania, Côte d‟Ivoire, Lesotho and South Africa in 
collaboration with the African Centre for Integrated Laboratory Training (ACILT), The Foundation 
for Innovative New Diagnostics (FIND), the International Center for Excellence in Laboratory 
Training (ICELT), and the National Health Laboratory Service (NHLS), in order to facilitate the 
transition from conventional drug susceptibility testing into the new era of molecular TB diagnostics. 
The incorporation of molecular-based diagnostic assays in African laboratories promises to enhance 
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If “Quality is not an act, but a habit” (Aristotle), and if “what gets measured gets managed” 
(Peter Drucker), then we must be able to control TB by routinely applying quality diagnostics 
which can be measured. 
 
Laboratories play a critical role not only in the rapid molecular diagnosis of tuberculosis 
(TB), but also by monitoring treatment efficacy by relying on conventional culture and 
identification of acid-fast bacilli, to ensure that the TB control programme is fully effective2.  
The primary goal of The Global Plan to Stop TB is “to improve access to and use of 
diagnostic services in an effort to increase early TB case detection and to improve the 
diagnosis of drug-sensitive and resistant TB and TB/ human immunodeficiency virus (HIV) 
co-infection”3.  Accurate diagnosis of active TB is a pre-requisite for any successful TB 
control programme4, and one of the high-priority topics for the improvement of TB 
diagnostics is the “definition and evaluation of the performance of new diagnostic tests, such 
as molecular assays, in terms of feasibility,  cost-effectiveness, reduced diagnostic delay and 
impact on clinical decision making and patient benefit”3;5, as well as the rapid scale-up 
thereof in order to see a tangible impact on the diagnosis of drug-resistant TB in resource-
limited settings3;5. This review will discuss the quality of diagnosis and the associated quality 
management system (QMS) that is required for the implementation of World Health 
Organization (WHO) endorsed nucleic acid amplification tests (NAAT) used for the 
detection of Mycobacterium tuberculosis (M.tb) complex and first-line drug resistance6;7. The 
GenoType® MTBDRplus line probe assay (LPA), (HainLifeScience GmbH, Nehren, 
Germany) and the GeneXpert®MTB/RIF assay, (Cepheid, Sunnyvale, CA, USA), are 
considered as diagnostic tools which hold the most promise for the scaling up of laboratory 
capabilities2, as set out in the laboratory strengthening goals of the Global Plan Stop TB 
2011-20158. The use of other diagnostic test methods for the diagnosis of TB and their 
performance characteristics will not be discussed as these have been documented and 
extensively reviewed by others3;4;9-25. Quality Assurance in the diagnosis of TB is a critical 
issue not only for phage-based assays, microscopy, culture and drug susceptibility testing, but 
also for nucleic acid testing methods2, and thus the application of the topics discussed is not 
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limited to the GenoType® MTBDRplus LPA and the Xpert®MTB/RIF assays and should be 
applied to all molecular TB diagnostic assays. 
 
GenoType®MTBDRplus LPA and GeneXpert® MTB/RIF assay 
Both the GeneXpert®MTB/RIF assay and the GenoType®MTBDRplus LPA are dependent 
on good quality specimens in order to obtain good quality molecular diagnostic results, and 
subsequently the GenoType®MTBDRplus LPA is dependent on good quality smear results. 
Furthermore, the successful implementation of these assays are also dependent on a properly 
functional culture facility which will enable the verification of GeneXpert®MTB/RIF assay 
drug susceptibility results with the GenoType® MTBDRplus LPA obtained from the cultured 
isolates. By verifying the results obtained with the GenoType® MTBDRplus LPA, additional 
pharmacogenetic information is obtained for specimens requiring information on isoniazid 
(INH) susceptibility found to be resistant to rifampicin (RIF) on the GeneXpert® MTB/RIF 
assay, or conventional drug susceptibility testing (DST) to confirm molecular resistance. 
Most of the quality issues discussed when using NAATs focus on the inclusion of quality 
controls during routine analytical investigations26. Molecular assays should participate in 
both External Quality Assessments (EQA) and Internal Quality control (IQC) and should be 
performed in ISO 15189 accredited laboratories (or those in the process of becoming 
accredited) where quality systems are well managed and the modalities employed are 
standardized, thus ensuring a high degree of quality assurance27. In order to ensure quality 
diagnostics for the GenoType® MTBDRplus LPA and the GeneXpert® MTB/RIF assay, the 
WHO guideline recommendations6;7, as well as the 12 Quality System Essentials (QSEs) of 
the QMS model, have been combined as summarized in Table 1.  
 
Quality Management System & Standardization 
The use of molecular methods in laboratory medicine to diagnose disease and to guide 
treatment selection has not been as widely used for infectious diseases and cancers as it has 
been used in clinical genetics28. The implementation of these new methods (GenoType® 
MTBDRplus LPA and GeneXpert® MTB/RIF assay) in various settings may lead to 
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discrepant results between laboratories and even laboratory workers in the same laboratory, 
where inter-reader-variability may result in the incorrect diagnosis. Even though it has been 
reported that Proficiency Testing (PT)/EQA programs as well as inter-laboratory comparative 
analysis (ILCA) have a high degree of agreement, it is essential that both the interpretation 
and reporting of results should be standardized28. Furthermore, there is a critical need to 
assure quality within the routine diagnostic laboratory in order to achieve the goals of the TB 
control program. It is the laboratory‟s duty to ensure that quality is built into the work 
processes. However, the “need to improve” must be met by both the TB laboratories and at 
the clinic level. 
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Table 1: Requirement and Quality System Essential Matrix for the implementation and 
use of the WHO endorsed molecular assays for the rapid diagnosis of drug resistant TB 
to ensure quality assured diagnostics. 







Adoption of assay to be decided by Ministry of Health in order to 
appropriately manage TB (MDR-TB and HIV-associated TB). 
  
All QSEs (International, 
national, regional, local 
and organizational 
requirements to be 
considered). 
Development of screening algorithms.   PM; CF; IM;  CI; 
Access to quality-assured first- and second-line anti-tuberculosis drugs.   ALL QSEs 
Performance characteristics have been adequately validated (smear 
positive and smear negative). 
11;17;29 29;30 
AS; DR; PM; EQ; CI 




New molecular assays to be subjected to adequate validation, i.e. 
published laboratory validation studies, should be equal in performance 
to conventional assays, including feasibility and performance 
consistency. 
  
AS; DR; CI 
Need for conventional culture and DST still required.   CF; ORG;FS;  
Need to establish/expand conventional culture and DST for quality-
assured susceptibility testing of second-line drugs, based on WHO 




Assay to be stored as per manufacturer‟s instructions.   PI; PM; DR 
Management of Inventory Required.   PI; DR 




Rapid reporting mechanisms required to aid in rapid initiation of 
treatment due to use of rapid assay. (E.g. results interface with 
laboratory information system – limited in resource poor settings). 
  
IM; DR; PM; CF 
AS = Assessments; CI = Continual Improvement; DR = Documents and Records; IM = Information Management; NEM = 
Nonconforming Event Management; PL = Personnel; PI = Purchasing and Inventory; EQ = Equipment; PM = Process 
Management; ORG = Organization; CF = Customer Focus; FS = Facilities and Safety  
 
Effective TB diagnosis needs to be supported by a well-maintained and fully functional 
laboratory system3, since the validity of diagnostic assay result depends on the pre-analytical, 
analytical, and post-analytical measures used to obtain reliable results. To ensure consistently 
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reliable results, it is essential that the laboratory system includes quality assurance (QA), 
quality control (QC) and quality assessment. The framework for laboratory workflow 
management (Figure 1), as set out in the 2011 QMS model, is based on 12 inter-related 
quality systems essentials (QSEs), which form the building blocks which support the 
laboratory workflow1. The foundation of the 12 QSEs is in turn based on specific 
requirements within the global, national, regional, local, and organizational arenas, to 
ultimately ensure the highest quality of patient care. To ensure all 12 QSEs are equally 
represented, seven  key areas have been identified in order to improve and sustain the 
laboratory diagnosis of TB 3;31 and include: 
1. Laboratory infrastructure, appropriate biosafety measures, and maintenance, 
2. Equipment validation and maintenance, 
3. Specimen transport and referral mechanisms, 
4. Management of laboratory commodities and supplies, 
5. Laboratory information and data management systems, 
6. Laboratory quality management systems, 
7. Appropriate, adequate strategies and funding for laboratory human resource 
development. 
 
These 7 recommendations in conjunction with the 12 QSEs form part of the requirement and 
QSEs matrix, which enables the improvement of the molecular diagnosis of TB. This in turn 
allows for a) the evaluation of new molecular assays4;32 (in terms of assay performance 
characteristics), b) economic costing analyses for the different molecular assays 33;34 (due to 
the costs involved when setting up a PCR laboratory), c) algorithm development35 (as 
recommended by the guidelines for WHO endorsed molecular assays), d) improvement of 
national TB programs36 (due to rapid initiation of treatment which is a direct result of the use 
of rapid molecular diagnostic assays), e) the development of a sustainable supply chain as 
dictated by the operational requirements of the TB laboratory in order to establish a 
standardized laboratory system37, and f) to ultimately guide proper treatment38(for example 
being able to report on the inhA gene which is associated with low-level resistance to 
isoniazid (INH)  by using the first-line LPA whereupon the clinician may increase the dosage 
of INH). Additionally, insufficient work areas dedicated for molecular diagnostics will result 
in contamination of the specimens with DNA and/or amplicons and hence possible false 
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positive results might be reported, with dire ramifications. It is also necessary to calibrate and 
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ISO 15189 is a standard that contains the requirements necessary for diagnostic medical 
laboratories to demonstrate their competence to deliver reliable services. ISO 15189 
addresses the competence of personnel involved in medical laboratory examinations, 
equipment, physical facilities, QA considerations, reagents and supplies, pre-analytical 
factors, analytical factors, and post-analytical factors39. Furthermore, it provides guidelines 
on several QA issues including: the collection of patient samples; the acceptable turn-around-
times from specimen receipt to reporting of results; and the role of the laboratory in training 
and education for health care providers, both at POC (point-of-care) level and in the 
laboratory. Regulatory and professional bodies within each country should monitor all 
laboratories to ensure adherence to the quality standards listed in ISO 15189:2007 standard. 
Chapter 5 of the ISO 15189:2007 does not specifically address the requirements for 
molecular diagnostics, and thus the South African National Accreditation System (SANAS) 
has developed a document which stipulates the technical requirements for the accreditation of 
molecular biology in medical laboratories40, to assist assessors during internal and external 
audits.  
 
Technical Requirements for the Accreditation of Molecular Biology in 
Medical Laboratories related to the 12 Quality System Essentials, as per 
SANAS documentation. 
 
The technical requirements are delineated into the most important QSEs (indicated in 
parenthesis), and state that the[TB]laboratoryquality manual should state under its scope of 
activities that it provides testing for infectious diseases (QMS). Furthermore,  
 
 all staff shall undergo competency testing on an annual basis, and that they will sign 
confidentiality agreements before commencement of work (personnel), 
 there shall be documented standard operating procedures (SOPs) for sample 
preparation (process management), 
 the appropriate current method in use shall be accessible as the reference standard 
as needed (assessments),  
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 adequate measures shall be taken to prevent cross-contamination of material 
between samples (facilities and safety),  
 filter tips be used for template preparation as well as for reagent, PCR, and detection 
set-up, that  dedicated pipettes be used (equipment),  
 the different procedures shall be carried out in a designated areas separated from the 
rest of the working area (facilities and safety).  
 
Where the assurance of quality of the examination procedures are concerned (process 
management), it is required that: 
 a reagent blank control shall be used with every batch of tests,  
 negative and positive controls shall be used in each batch,  
 controls shall be set up last, at the end of each batch, with the blank control set up 
always last. 
 
In addition to these exogenous controls, it is also required that, when applicable, an internal 
control shall be used in every sample, as in the case of the two WHO endorsed molecular 
assays.  
 
Furthermore, process management requirements also states that:  
 if the diagnosis depends of the presence of a PCR product, all results shall only be 
valid when the positive/internal/negative controls have worked, 
 all positive samples are to be repeated if the positive control fails and the negative 
control passes, 
 should the negative control fail (i.e. give a positive result) , all samples are to be 
repeated,  
 for quantitative assays, such as the GeneXpert® MTB/RIF assay, all positive samples 
must be repeated if the positive control fails to amplify. 
 
Where instruments are concerned it states that: 
 Thermal cyclers (equipment) are to be subjected to annual temperature validation 
checks and subsequent performance assessment by means of verifying the 
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functionality of the instrument post service and repair as well as after it has been 
moved. 
 
This equipment requirement must also be extrapolated to all other instruments used in 
molecular diagnosis of TB, such as the pipettes used to ensure the accurateness and 
preciseness thereof. 
 
For the post-analytical stages concerning the reporting of results, it is stated that: 
 the report should contain comments relating to the quality and quantity of sample 
submitted for examination, and thus it would be recommended to record if the 
specimen received for molecular TB diagnosis is salivary, mucoid, purulent, or muco-
purulent, and  
 that where appropriate, the interpretation of the laboratory findings shall be 
available on the report.    
 
Concerning laboratory safety, accommodation and environmental conditions (facilities and 
safety), it states that: 
 appropriate safety precautions shall be used when working with infectious organisms 
(facilities and safety),  
 the cabinets must be inspected bi-annually by an accredited authority (equipment), 
 the DNA/RNA isolation and preparation, reagent set-up and PCR reaction 
preparation, and the amplification and detection be carried out in separate areas of 
the laboratory (facilities and safety).  
 the thermal cycler also needs to be separated from the set-up area in order to prevent 
cross-contamination with amplicons,  
 the flow of traffic between the separated areas must be unidirectional,  
 dedicated laboratory coats and gloves must be used in these areas,  
 the equipment and reagents used must also be dedicated to those areas, and 
 any items (e.g. tube racks) must also be decontaminated using standard procedures 
where 1% sodium hypochlorite followed by 70% alcohol are used, if they are to be re-
used between the areas.    
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Strict adherence to these requirements will determine if the molecular TB laboratory will 




Accreditation is indicative that a laboratory produces competent results on a consistent and 
sustainable basis. It is the responsibility of the laboratory for maintaining the quality of 
testing by continuously improving services by maintaining the laboratory accreditation status. 
By knowing that a laboratory is accredited, clinicians are able to make informed decisions 
when selecting a laboratory, as it demonstrates competence, impartiality and capability, 
thereby underpinning the credibility and performance of services39. However, not all 12 QSEs 
are included in the molecular biology specific requirements, but are included in the general 
ISO 15189:2007 quality standards41, and thus there is a need to develop requirements 
specifically for molecular TB diagnostics, which can be used as an adjunct to these already 
existing requirements in order for the molecular TB laboratory to become accredited.  
 
Diagnostic Test Evaluation 
One specific QSE included in the molecular biology requirements is that of Assessments, 
which include evaluation and demonstration studies of molecular diagnostic TB assays. The 
effort by National TB Control Programs (NTBCP) to introduce new diagnostic tools into the 
existing diagnostic services, allows for the integration of these in control strategies, and is 
referred to as “retooling”42. However, the implementation of new TB diagnostic assays holds 
bias between the accuracy obtained in the research and development laboratories and the 
accuracy obtained in the clinical laboratory due to lack of methodological rigor43. In order to 
ensure that the patient obtains the most benefit from new TB diagnostics, a validated quality 
tool has been developed to assess the accuracy of all new diagnostics and is referred to as the 
„quality assessment of diagnostic accuracy studies‟ (QUADAS) tool 44. One of the 12 QSEs 
of any system is that of continual improvement, and based on the needs and requirements of 
the diagnostic community, QUADAS-2 has been developed where the applicability of a 
diagnostic test is assessed against an index test, patient selection, and a reference standard45. 
These, in addition to flow and timing, as per the QMS process, form the four domains of the 
QUADAS-2 assessment tool, each under scrutiny of risk of bias upon assessing the new 
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diagnostic test. This will allow for transparency in the process of bias rating and the 
applicability of primary diagnostic accuracy studies in order to allow for informed decision 
making regarding the implementation of a new diagnostic test. 
In order to complement quality methodology, it is crucial that the quality of the reporting of 
the results also subscribes to defined definitions and international standards. The need for 
improvement of quality reporting thus lead to the development of the „standards for reporting 
of diagnostic accuracy‟ (STARD)46, which assures the reporting of diagnostic accuracy based 
on a checklist.  The general principles for the evaluation of diagnostic tests for infectious 
diseases, requires that both performance characteristics and operational characteristics of the 
test be assessed for accuracy47. 
 
Validation & Verification 
In order for a new diagnostic test to be implemented into a clinical laboratory and to establish 
its clinical utility, its performance characteristics and limitations needs to be assessed48. The 
terms validation and verification are contextualized in the development and use of new 
assays48, where validation is defined as “confirmation, through the provision of objective 
evidence, that requirements for a specific intended use or application has been fulfilled” 
48(laboratory specifications such as the use of the MTBDRplus [ver1.0] LPA on smear 
positive specimens only6;49) whereby it is essentially determined if the correct test is being 
done. Verification is defined as “ confirmation, through the provision of objective evidence, 
that specified requirements have been fulfilled” (such as performing as expected from an 
analytical perspective, in terms of manufacturers or product literature, or proficiency testing) 
whereby it is essentially determined if the test is being done correctly48. 
Even though many manufacturers provide validation data, the onus of establishing the 
analytical sensitivity and specificity as well as other indicators of “on-site” test performance 
lies with the implementing laboratory. Furthermore, the laboratory needs to assess the 
“diagnostic fit” of the assay  as well as identify possible sources or error 48, which may lead 
to uninterpretable results, false negative or false positive results. The clinical utility of the 
assay addresses both pre-analytic and post-analytic aspects such as48: 
1. The purpose of the test (“rule-in” screening, diagnosis, monitoring) 
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2. Specimen types (pulmonary, extra-pulmonary, blood cultures, contaminated cultures) 
3. Collection and handling of specimens 
4. Rejection criteria 
5. Target population, and 
6. The use of the test results in patient management. 
Validation also includes the drawing up of detailed protocols and the procedures to be used in 
the laboratory processes to validate reagents, controls, instruments and methodologies and 
goes beyond the scope of this review. It must be noted however, that new methodologies and 
instrumentation must be validated or verified prior to implementation as a routine procedure 
in the laboratory, after repairs, after relocation, and after each service, after which 
functionality tests need to be performed and documented. 
 
Performance Characteristics 
Diagnostic assay evaluations must report on the sensitivity of the test (the probability that a 
truly infected individual will test positive), the specificity of the test (the probability that a 
truly uninfected individual will test negative), and the “accuracy” of the test which refers to 
the amount of agreement between information from the test under evaluation and the 
recognized reference or gold standard47;48, defined as “the best available method for 
establishing the presence or absence of the condition of interest”46. The positive predictive 
value (PPV) and the negative predictive value (NPV), both not only dependent on the 
sensitivity and specificity of the test, but also on the prevalence of infection in the population, 
are the two remaining important test measures. The latter is indicative of the probability that 
those who tested negative are truly negative, whilst the former is indicative of the probability 
that those who tested positive are truly infected individuals47.    The performance 
characteristics of the GenoType® MTBDRplus and GenoType® MTBDRsl LPAs have been 
reported on by various investigators at different locations 10-12;17;18;50-54, whilst meta-analyses 
on the GenoType®MTBDRplus LPA only13;15, showed an overall sensitivity and specificity 
for rifampicin resistance of >97% and 99%, respectively6. Similarly, meta-analyses on the 
GeneXpert®MTB/RIF assay30;55 has shown that the overall sensitivity and specificity for 
rifampicin resistance was 95.1% and 98.4%, respectively 7. The remaining test characteristic 
is that of reproducibility (the extent to which the same test results are achieved) and should be 
done on the same specimens using different reagent kit lot numbers (lot-to-lot testing), 
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between different laboratories (inter-laboratory comparative analysis – ILCA) within a QMS, 
as well as between users of the test in the same laboratory (inter-operator comparative 
analysis) to ensure accurate, standardized reporting of results48;49.  The competency of the 
operators in a specific laboratory can be assessed by allowing an operator to perform the 
analysis during the proficiency testing round of the EQA programme.  The results returned 
from the EQA will thus not only determine the proficiency of the testing laboratory, but will 
also determine the competency of that specific operator. By allowing different operators to 
perform the panel testing allows for the competence assessment of that operator, which is a 
requirement of the “Personnel” QSEs in the QMS. Furthermore, the policy on the use of the 
GenoType® MTBDRplus LPA in 20086 and the GeneXpert® MTB/RIF assay in 20107,  
necessitates the need for accreditation as set out by the International Organization of 
Standards (ISO) in the use of the test method in all laboratories involved in mycobacterial 
diagnostics, of which ILCA is a key constituent56 and falls under the “Assessments” QSE of 
the QMS . 
 
Operational Characteristics 
The operational characteristic is defined as the “time taken to perform the test, its user-
friendliness, user acceptability and the stability of the test under user specific conditions”47. 
The implementation of the new diagnostic test into the laboratory workflow is however, not 
as simple as the aforementioned aspects when considering that all 12 QSEs needs to be met to 
ensure quality results within the total turn-around time (TAT). The total TAT will ultimately 
determine the impact of using the GenoType® MTBDRplus LPA and the 
GeneXpert®MTB/RIF assay on the treatment of drug-resistant TB.   Another important 
operational aspect is cost. The future goal in laboratory medicine is to apply business 
management strategies such as Lean and six-sigma (6 ) management57-59, originally applied 
in order to improve the quality of process outputs by identifying errors (Assessments QSE), 
minimizing variables (Nonconforming Event Management QSE), and eliminating diagnostic 
delay (Process Management QSE),  in order to ensure accurate diagnosis (Continual 
Improvement QSE). For the QSE “Customer Focus” any new diagnostic assay must be cost-
effective due to budgetary constraints imposed upon both by the local and global health 
budgets.  The use of 6 , the quality level defined as the near-perfect defect rate of 3.4 defects 
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per million opportunities60, enables the customer and laboratory to assess the cost-
effectiveness of implementing a new assay and also assists in  the transition of new 
diagnostic tests from the research and development laboratories into the routine laboratory 
setting60. It should be noted however that a sigma-level 3 is sub-optimal where a false-
negative or false-positive TB result will have negative ramifications on the treatment 
programme, the health budget and the patient61, and thus the ideal would be to obtain sigma-
level 6, where there is zero-tolerance for the incorrect diagnosis. 
Lean management in the TB diagnostic laboratory can be applied to the use of the 
GenoType®MTBDRplus/MTBDRsl/CM/AS LPAs as well as the GeneXpert®MTB/RIF 
assay in the diagnostic algorithm. If a specimen is found to be resistant to rifampicin on the 
GeneXpert® MTB/RIF, the follow-up specimen is subjected to the GenoType®MTBDRplus 
LPA to confirm rifampicin resistance. If this specimen, or any other specimen that did not 
receive an initial GeneXpert® MTB/RIF assay, is found to be resistant to any of the first line 
drugs on the GenoType®MTBDRplus LPA, the same DNA can be used for the detection of 
resistance to the second-line drugs using the GenoType®MTBDRsl LPA. Should the 
specimen not be identified as M. tuberculosis complex, even though the culture was positive 
for AFB, the same DNA can be used for the GenoType® CM/AS kits in order to differentiate 
the species e.g. M. avium complex, M. intracellulare. The use of already extracted DNA thus 
eliminates the waste of consumables and more importantly, time, thereby improving work 
flow to produce accurate, reliable, rapid results within  3 to 4 days, post smear result, thereby 
using the “assessments” and “process management” QSEs in the QMS.  
 
Measuring Quality to Control the Disease 
Lean and 6  management strategies, now built-in into the fourth edition of the QMS model, 
encompass Total Quality Management, otherwise known as Continuous Quality 
Improvement.  6 however, focuses on the use of statistical measures to ensure process 
uniformity60, and is built-in into the QUADAS-2 and STARD guidelines for reporting 
molecular as well as other diagnostic evaluation studies. Furthermore, QA by a specific 
laboratory which aims to implement new molecular TB diagnostic platforms, needs to make 
use of the 6 improvement model to „Define, Measure, Analyze, Improve and Control‟ 
(DMAIC) the diagnostic algorithm (processes) and to perform root cause analysis in order to 
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improve the quality of results and the quality of the service62.  In addition to streamlining the 
process of quality improvements, six-sigma also translates into cost-effectiveness studies due 
to the financial implications of adopting new molecular assays. The use of 6 will enable 
advisory committees and regulatory bodies to investigate laboratory quality63, it will enable 
intra- and inter-laboratory benchmarking, as well as measure the improvement of laboratories 
performance over a period of time60;64. 6 has been used to avoid cross-contamination in 
laboratories working with cell lines60;65 and also to reduce errors in molecular biology 
laboratories60;66. The implementation of 6 can thus be applied in mycobacteriology 
laboratories, where culture contamination is rife, as well in molecular mycobacteriology 
laboratories, where the GenoType®MTBDRplus/MTBDRsl/CM/AS LPAs and 
GeneXpert®MTB/RIF assays are used to improve the total TAT. The validation of new 
molecular TB diagnostic assays, must thus ensure that the needs of the laboratory (both 
performance and operational characteristics) are met, whilst establishing documented 
evidence that the needs will be met on a constant basis with a high degree of assurance, 
thereby assuring the appropriateness of use48 or “diagnostic fit” thereof. 
 
Reference Materials 
The use of reference and QC materials are crucial in all laboratory test methods. The 
reference material used in the clinical TB laboratory is the M.tb H37Rv ATCC strain, which 
is tested alongside clinical specimens in order for the laboratory to rule out the possibility of 
carry-over contamination (processing/DNA extraction  error) or poor technique (operator 
specific)28;49 during the GenoType® MTBDRplus LPA procedure. Furthermore, it is a 
requirement of ISO 15189 to include a positive and negative control in all molecular based 
assays41;48;67. The use of this strain as a daily reference material, however, has not been 
implemented for use on the GeneXpert®MTB/RIF assay due to the associated cost involved 
of testing each module (Lesley Scott, personal communication). 
 
Laboratory Management and Training  
Quality planning and the integration of a QMS are directly related to the areas within the 
organization which require improvement as indicated by the needs assessment, established 
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during the “continual improvement” QSE.   It is crucial that interventions, such as training, 
which supports infrastructure development in order to build laboratory capacity are 
concomitantly facilitated by management where new technologies are being implemented 3, 
since accurate diagnosis requires good infrastructure4. Due to the lack of POC diagnostic 
tests, the need to link the acquisition of molecular skills to the knowledge associated with the 
molecular assays is met by providing one-on-one training in the use of molecular assays68 at 
international LPA training sites such as the African Centre for Integrated Laboratory Training 
(ACILT) in Johannesburg, South Africa, the Ethiopian Health and Nutrition Research 
Institute (EHNRI) in Addis Ababa, and the International Centre of Excellence in Laboratory 
Training (ICELT) in Bangalore, India, as well as in-house training at reference laboratories 
such as the NHLS. Training enables the efficiency and accuracy of molecular TB diagnosis 
by ensuring that the laboratory interprets the results correctly, which in turn ensures that the 
correct results are reported to the clinician, thereby ensuring the correct treatment regimen. 
 
Laboratory Errors 
Clinical laboratories are concerned with analytical standardization, QC and quality 
assessment as it is critical that a comprehensive approach to quality in laboratory medicine be 
maintained during the pre-analytical, analytical and post-analytical steps involved in all areas 
of  laboratory testing69.  Errors occur during all three phases of the laboratory path of 
workflow70 and evidence from clinical laboratories has indicated that the error rate during the 
post-analytic phase is significantly higher than that obtained during the analytical phase69;71 
and is documented as “the management of errors” or “nonconformance event management” 
in laboratory testing and in the ISO 15189 standards for medical laboratories41;72.  Errors 
which may occur where the GenoType® MTBDRplus LPA is concerned include, a) carry-
over contamination, b) uninterpretable results due to technical incompetence during the 
extraction process, c) the reagent preparation step, and d) the misinterpretation of the banding 
patterns on the strip as well as transcription errors during result entering. Similarly, errors that 
arise where the GeneXpert® MTB/RIF assay is concerned include, a) technical incompetence 
during the processing step where the sputum specimen might not have been lysed properly 
resulting in pressure build up in the cartridge, b) where insufficient specimen volume has 
been processed, or c) where “air bubbles” have been introduced into the system to name a 
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few, resulting in high error rates. In order to carefully monitor the extra-analytic steps it is 
required that one is able to identify reliable quality indicators (QIs [defined as an objective 
measure that potentially evaluates all critical care domains such as patient safety, 
effectiveness, patient-centeredness, timeliness and efficiency])  for these assays in order to 
quantify the quality of the results obtained during all stages of the total testing process 
(TTP)69;73. Monitoring quality indicators enables the enhancement of consistency, 
standardization and effectiveness of key processes69. The identification of workflow 
problems and the drilling down to the root cause of these (root cause analysis), allows for 
improved performance during the different stages of the TTP by implementing corrective 
actions, such as re-training, in order to rectify the problems encountered and thus 
continuously improving the methods utilized74. 
 
Turn -Around Time Quality Indicators 
 
TAT, a key service performance indicator, is used to assess the quality of a laboratory and 
can be classified by test, priority, population and the different activities included therein75. In 
order to monitor the quality of the laboratory, the laboratory must develop, implement and 
maintain various quality indicators, in order to capably satisfy the needs and expectations of 
the customer75. Clinicians are mostly concerned with service quality of which timeliness, 
cost, and availability, takes precedence to relevance and total test error75;76. Fast and reliable 
results are keywords in TB diagnostics, but the analytical quality should not be compromised 
to ensure a faster TAT.  An important indicator for the applicability of these two WHO 
endorsed molecular assays is the TAT, which should be monitored in phases, in order to 
establish if there is delay in the laboratory workflow path should the TAT not be met. Due to 
various factors outside the control of the laboratory, TAT is restricted to intra-laboratory 
activities (which may vary in definition from laboratory to laboratory) since up to 96% of 
total TAT is due to non-analytical delays75. In the diagnostic TB laboratory, the first phase to 
be monitored (pre-analytical) is the time from when the specimen was taken from the patient 
until it was received in the laboratory. The second phase (both pre-analytical and analytical 
and only applicable to the GenoType® MTBDRplus LPA) is the time in the laboratory from 
the receipt of the specimen and registration thereof until the reading and reporting of the 
smear result (1 - 2 days), after initial NaOH-NALC decontamination procedures77. The third 
phase (analytical and only applicable to the GenoType® MTBDRplus LPA) will consist of 
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the time required for extraction of the smear-positive or smear-negative culture-positive 
specimens through to result entering on the laboratory information management system 
(LIMS), whilst the final phase (post-analytical) will consist of the time that the result was 
entered into the LIS until it was reviewed and reported49.  Furthermore, it is important to note 
that the definition of TAT is different for the laboratory and the clinician. TAT for the 
laboratory is the time from specimen collection until the report time, whilst TAT for the 
clinician is seen as the time from the clinician‟s request until reporting75. Sometimes the 
clinician only requests a smear and identification without requesting first-line sensitivities, 
and only when confirmed positive for M. tuberculosis, does the clinician send a fax 
requesting sensitivities. This may be a potential pitfall when determining TAT, since it may 
happen that the total TAT is measured from initial request until the additionally requested 
sensitivity results become available two or three days after the initial positive identification 
results which may have been incubating for up to 42 days in the BACTEC MGIT 960 
instrument. To address the associated diagnostic delay, genetic-based tests have been 
developed with the view to provide a diagnosis of both the presence of M. tuberculosis 
complex as well as to identify mutations conferring resistance to the most important first-line 
TB antibiotics, viz INH and/or RIF17 by significantly reducing the TAT78. The notion that 
TAT could be minimized was supported by results obtained within 1-2 days using the 
molecular assay, from a pilot study in a high-volume public health laboratory in South 
Africa17.  The evidence obtained from  this study as well as that of others11;79 culminated in 
the release of a WHO policy statement, recommending the use of the GenoType® 
MTBDRplus LPA for the rapid detection of MDR-TB in smear-positive specimens6, whilst 
the evidence obtained for endorsement of the GeneXpert® MTB/RIF assay by the WHO7, 
was influenced by the fact that a result can be obtained within 2 hours. Faster TAT does not 
necessarily improve patient outcome, but the GenoType® MTBDRplus LPA is able to guide 
treatment regimens since it provides information on the level of INH resistance and the use of 
Rifabutin instead of RIF80, based on specific mutations screened for in the assay, thereby 
ensuring clinical relevance38. The increased TAT gained by using the GeneXpert® MTB/RIF 
assay for RIF resistance can be used as a marker for MDR-TB, thus allowing for the initiation 
of treatment. However, the use of RIF resistance as a marker for MDR-TB has been 
questioned by some due to the low incidence of RIF mono-resistance in these settings29;81, 
and thus the need for rapid screening with the GenoType® MTBDRplus LPA to confirm 
drug resistance to INH and RIF. 
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Current  External Quality Assurance/Panel Testing Programs 
 
To date there is no WHO/IUALTD supranational laboratory network (SLN) QA programme 
available for testing molecular diagnostics for TB. Progress, however, has been made in the 
European Union (EU) by the “Baltic-Nordic TB-Laboratory Network, the ERLN-TB  
network, and the TB PAN-NET project, by providing  EQA panels for first- and second-line 
DSTs which include the use of LPAs (Doris Hilleman, personal communication). 
Furthermore, FIND has developed a lyophilized EQA for the GeneXpert®MTB/RIF assay 
which will subsequently be optimized for LPA as well (Akos Somoskovi, personal 
communication). In developing countries such as South Africa and India, some EQA 
programs have been developed and implemented on national levels49. Furthermore, there is 
little consensus on EQA for the molecular diagnosis of TB as opposed to that of the Supra-
National Reference Laboratories for liquid culture and DST, where standardization of DST is 
still problematic82. It was found that many diagnostic laboratories do not use adequate QC 
during the three analytical stages in the laboratory workflow path26. Measures to ensure the 
reliability of testing with the GenoType® MTBDRplus LPA, however,  have been proposed78 
and include:  
 the use of a full set of controls,  
 the confirmation of rifampicin resistance when detected and, 
 the participation in EQA programs.  
 
The implementation of these three measures will allow for consistent results, thereby 
ensuring quality assured diagnosis of TB, since EQA alone does not invariably improve the 
overall performance of the laboratory83. The need for similar measures for the GeneXpert® 
MTB/RIF assay, however, has not been addressed in the literature. However, EQA efforts 
have been made by the National Health Laboratory Services (NHLS) in South Africa where 
dried “spot specimens” that have been embedded on FTA cards (Whatman) have been sent 
out for panel testing, as well as by the Centres for Disease Control and Prevention (CDC) on 
an international level.  
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The implementation of the GenoType® MTBDRplus and the GeneXpert® MTB/RIF assay, 
as well as future molecular diagnostic assays such as the GenoType® MTBDRsl LPA for 
second-line drugs, enhances the need to ensure the quality of services. In order to perform 
these assays, it is essential that (1) the diagnostic testing is based on a strong QA program, (2) 
that the laboratory infrastructure adheres to guidelines developed by the WHO, and (3) that 
the required equipment is functioning properly. 
 
Impact of Quality Assurance 
It has been shown that the implementation of quality indicators (QI) within  the clinical 
laboratory significantly reduces  poor internal QC results as well as that of EQA/PT 
programs69. There are numerous inadequacies in medical laboratory services in Africa as well 
as deficiencies in the QSE such as equipment, personnel (lack of skills and training 
programs), purchasing and inventory (logistic support and consumable shortages) as well as 
assessments (lack of national standards and quality assessments)83. The reduction in error 
rates, as identified by the QI, as well as the action taken to rectify and prevent it from 
reoccurring by use of corrective actions, ultimately depends on the laboratory infrastructure, 
staff and equipment. If any of these components are lacking in any capacity, the laboratory 
runs the risk of making costly errors which will have negative repercussions on the 
laboratory, the patients and on the NTBCP. 
 
Assuring Quality Assurance for Molecular TB Diagnostics 
The year 2015 has been earmarked for universal access to quality assured TB diagnostic 
services84. In order to meet the laboratory strengthening requirements, at set out in the Global 
Plan Stop TB 2011-2015, the main indicators are to increase the current percentage of AFB 
smear-negative cases diagnosed and newly notified TB cases screened using culture and/or 
molecular-based tests to 50% or more by 2015, which was less than 1% in 20098. Laboratory 
diagnosis needs to be accurate and reliable to ensure that a TB case is in fact a definite case 
of TB, and in 2009, less than 5% of all national reference laboratories had implemented a 
quality management system (QMS) based on international standards, especially where 
molecular diagnostics applied to the detection of TB and its associated drug resistance is 
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concerned. This lack in QA for molecular diagnosis of TB thus became another laboratory 
strengthening indicator, and resulted in the need for the implementation of a QMS in 50% or 
more of all national TB reference laboratories by 20158. 
The enhanced diagnostic capabilities obtained by implementing the Genotype® MTBDRplus 
and the GeneXpert® MTB/RIF assay has revolutionized the work processes in the diagnostic 
TB laboratory and the associated TAT. However, one of the most crucial QSEs that is 
sometimes taken for granted is that of Purchasing and Inventory. The increased demand for 
GeneXpert® MTB/RIF assays has recently resulted in a shortage of assays, which in turn has 
had a negative impact on both TAT and Lean management strategy due to the increased need 
for consumables used for conventional smear diagnosis. This QSE, as well as the other 11, 
needs to be met in order for the molecular laboratory to be deemed as being accredited.  The 
GenoType®MTBDRplus LPA has met the technical requirements as outlined in this 
document40, but the GeneXpert® MTB/RIF assay still lacks clear requirements and thus it is 
suggested that the compulsory requirements be tailored to accommodate for the modalities‟ 
characteristics, without lowering the standards, e.g. to still include both positive and negative 
controls regardless of cost.   Nonetheless, the continual improvement of TB diagnostics can 
be moved forward by applying lean 6 management strategies, thereby allowing for both 
clinical and laboratory reliability in the effort to control the disease. It is estimated that up to 
80% of all medical decision making is guided by laboratory tests48, and thus it is crucial that 
more than 50% of all national TB reference laboratories implement a QMS in order to 
become accredited by 20158. At the moment only 340 diagnostic laboratories (all disciplines) 
in Africa are accredited, 92% (312/340) of which are in South Africa85. By becoming 
accredited, African TB laboratories, as well as TB laboratories in developing countries such 
as India will be able to produce rapid quality results, thereby preventing the amplification of 
drug resistant TB and the transmission thereof. By capitalizing on the benefits obtained from 
a quality system specific to molecular diagnostics, such as being able to ensure the quality of 
the complete process, being able to detect and reduce errors, being able to improve 
consistency within and between laboratories, being able to reduce costs, and being able to 
ensure customer satisfaction, we as health care professionals will be able to control the 
disease because we will be able to monitor and measure not only quality in the molecular TB 
diagnostic laboratory, but also the trends in the evolution of drug resistance by making use of 
molecular diagnostic TB assays such as the GenoType® MTBDRplus LPA and GeneXpert® 
RIF/MTB assay.  
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Abstract 
Rationale: The dual challenges to tuberculosis (TB) control of HIV infection and multidrug 
resistance are particularly pressing in South Africa. Conventional methods for detecting 
Mycobacterium tuberculosis drug resistance take weeks to months to produce results. Rapid 
molecular testing for drug resistance is available but has not been implemented in high-TB-
burden settings.   
 
Objectives: To assess the performance and feasibility of implementation of a commercially 
available molecular line-probe assay for rapid detection of rifampicin and isoniazid 
resistance. 
  
Methods: We performed the assay directly on 536 consecutive smear positive sputum 
specimens from patients at increased risk of multidrug-resistant (MDR) TB in a busy routine 
diagnostic laboratory in Cape Town, South Africa. Results were compared with conventional 
liquid culture and drug susceptibility testing on solid medium.  
 
Results: Overall, 97% of smear-positive specimens gave interpretable results within 1–2 days 
using the molecular assay. Sensitivity, specificity, and positive and negative predictive values 
were 98.9, 99.4, 97.9, and 99.7%, respectively, for detection of rifampicin resistance; 94.2, 
99.7, 99.1, and 97.9%, respectively, for detection of isoniazid resistance; and 98.8, 100, 100, 
and 99.7%, respectively, for detection of multidrug resistance compared with conventional 
results. The assay also performed well on specimens that were contaminated on conventional 
culture and on smear negative, culture-positive specimens.  
 
Conclusions: This molecular assay is a highly accurate screening tool for MDR TB, which 
achieves a substantial reduction in diagnostic delay. With overall performance characteristics 
that are superior to conventional culture and drug susceptibility testing and the possibility for 
high throughput with substantial cost savings, molecular testing has the potential to 
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The dual epidemics of human immunodeficiency virus (HIV) infection and multidrug-
resistant tuberculosis (MDR TB) threaten global TB control, especially in sub-Saharan 
Africa.  These problems are especially severe in South Africa which has nearly 20% of the 
world’s reported HIV-associated TB cases (1) and the second largest reported number of 
MDR-TB cases in the world (2,3). Extensively drug-resistant TB (XDR-TB), defined as 
MDR TB, {i.e, resistance to rifampicin (RIF) and isoniazid (INH)}, with additional resistance 
to a fluoroquinolone antibiotic and at least 1 of 3 injectable drugs used for MDR TB 
treatment (capreomycin, kanamycin and amikacin)(4,5), has heightened the challenge faced 
in controlling the dual epidemics of TB and HIV.  In the much publicized outbreak of XDR-
TB among HIV-infected patients in KwaZulu-Natal, South Africa, 52 of 53 patients died with 
a median survival time of 16 days from the date of diagnosis (6). 
 
The diagnosis of MDR and XDR TB is based on mycobacterial culture and drug 
susceptibility testing (DST) on liquid or solid media with results available in weeks to 
months.  However, mycobacterial culture and DST capacity is severely limited, especially in 
resource poor countries.  In response to the growing problem of MDR TB and the threat of an 
epidemic of virtually incurable XDR TB, the World Health Organization and the Stop TB 
Partnership have issued a call for significant expansion of mycobacterial culture and drug 
susceptibility testing capacity (7).  The Stop TB Partnership’s Global Plan to Stop TB 2006-
2015 is currently being revised to include provision of universal access to diagnose and treat 
all MDR TB patients by 2015 (8). 
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These plans also call for accelerated access to rapid testing for rifampin resistance to improve 
case detection in all patients with suspected MDR and XDR TB.   While rapid molecular 
methods are available for detecting drug-resistant tuberculosis (9,) there have been questions 
surrounding the feasibility of their implementation in high burden settings in the developing 
world.   To address this concern and respond to the urgent need for improved MDR and XDR 
TB diagnosis, the Foundation for Innovative New Diagnostics (FIND) has accelerated large-
scale demonstration projects of the Genotype® MTBDRplus assay, a PCR amplification and 
reverse hybridization assay for detecting RIF and INH resistance (10).  The assay detects 
mutations in the rpoB gene for RIF resistance, the katG gene for high level INH resistance, 
and the inhA gene for low-level INH resistance, directly from smear-positive sputum, with 
results available within 1 day (11).  
 
As a prelude to the demonstration project in South Africa, a validation of the test was 
undertaken in one of the National Health Laboratory Service (NHLS) laboratories.  The aim 
of the study was to investigate the feasibility of implementation of the assay in a routine 
diagnostic laboratory in a high burden setting and to validate its performance compared with 
conventional culture and DST prior to use of assay results for patient management in the 
demonstration project.   Some of the results of this study have been previously reported in the 
form of an abstract (12). 
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Materials and Methods   
  
Study setting 
This study took place in the National Health Laboratory Services (NHLS) TB laboratory in 
Greenpoint, Cape Town, a referral laboratory for the Western Cape province, serving a 
population of approximately 4.25 million people.  The estimated TB incidence in the 
province was 932 per 100, 000 with an average TB-HIV co-infection rate of 28.2% in 2001 – 
2002, and the estimated MDR rate was 0.9% and 3.9% in new and previously treated cases 
respectively (3). The laboratory has an exceedingly high workload for TB diagnostic testing, 
with approximately 400,000 smears, 150,000 cultures, and 50, 000 first-line DSTs performed 
annually. Testing was performed on residual portions of routine clinical specimens submitted 
for culture and DST.  Results were de-linked from patient identifiers, and no patient 
information was collected.  Therefore informed consent was not required for the study. 
             
Sputum specimens 
All manipulations with potentially infectious clinical specimens were performed in a Class II 
safety cabinet in a BSL2 laboratory.  Sputum specimens were decontaminated with N-acetyl-
L-cysteine-sodium hydroxide (13).  Following centrifugation, the pellet was suspended in 1.0 
ml of phosphate buffer pH 6.8.  A concentrated auramine smear was prepared and examined 
under x 500 magnification using a fluorescent microscope and graded according to IUATLD 
guidelines (14).  A 0.5ml portion of the sediment was cultured using the BACTEC MGIT 960 
system (BD Diagnostics Systems, Sparks, MD, USA), including MGIT tubes with PANTA 
and OADC.  Culturing on solid media was not done.  Positive cultures were confirmed as M. 
tuberculosis complex using Ziehl-Neelsen (ZN) staining and p-nitrobenzoic acid testing (15). 
Indirect DST was performed using the proportion method on Middlebrook 7H11 agar slants 
with 1.0µg/ml RIF and 0.2µg/ml INH respectively (13) .  
 
Specimens with a smear grading of 1+ or greater were selected for MTBDRplus testing.  Five 
hundred and thirty six acid fast bacilli (AFB) smear-positive sputum specimens were 
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collected from 528 patients between 31 January and 1 March 2007, consisting of all smear-
positive sputum specimens submitted to the laboratory for smear, culture and DST during that 
period.  In addition, MTBDRplus testing was also performed on 100 randomly selected 
smear-negative specimens submitted for culture and DST. 
 
Rapid drug resistance testing 
The Genotype® MTBDRplus assay (MTBDRplus) was performed according to the 
manufacturer’s instructions (10).  The test is based on DNA strip technology and has three 
steps: DNA extraction, multiplex polymerase chain reaction (PCR) amplification, and reverse 
hybridization.  A 500μl portion of the decontaminated sediment was used for DNA 
extraction, a one hour process that included heating, sonification, and centrifugation.  The 
amplification procedure that consisted of preparation of the master mix and addition of the 
DNA also required one hour.  These steps were carried out in separate rooms with restricted 
access and uni-directional workflow.  Hybridization was performed with the GT Blot 48, an 
automated hybridization machine (10).   Following hybridization and washing, strips were 
removed and allowed to air dry then fixed on paper.  All tests were performed independent of 
culture and DST and prior to the culture and DST results being available.    
Interpretation of results   
Each strip consists of 27 reaction zones (bands), including six controls (conjugate, 
amplification, M. tuberculosis complex, rpoB, katG and inhA controls), eight rpoB wild-type 
(WT) and four mutant (MUT) probes, one katG wild-type and 2 mutant probes, and two inhA 
wild-type and four mutant probes (Figure 1).  Results were interpreted according to the 
manufacturer’s instructions. 
Turnaround time of results 
Turnaround time (TAT) was calculated from the specimen collection date and the date of 
reporting of the conventional DST result (on the computerized laboratory system), or the date 
of availability of the MTBDRplus result.    
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Statistical tests were performed using Intercooled STATA 8.0 software (Statacorp LP, 
College Station, TX, USA).  Results were considered significant at p<0.05. 
  
Stellenbosch University  http://scholar.sun.ac.za
48 Chapter 2 
 
Results 
Genotype® MTBDRplus testing from smear-positive sputum 
Table 1 is a summary of MTBDRplus results of all smear-positive specimens tested (n=536).  
Eight patients submitted two smear-positive specimens for MTBDRplus testing.  Identical 
results were achieved in each case.  15 specimens (2.8%) were culture negative and therefore 
no conventional DST result was available.  Of these 15 culture negative specimens, 13/15 
(86.7%) gave interpretable results by the MTBDRplus method.  A further two specimens lost 
viability during RIF DST and therefore no results were available (one of these gave an 
interpretable RIF MTBDRplus result).  6 specimens lost viability during INH DST and 
therefore no results were available (five of these gave an interpretable INH MTBDRplus 
result).  Of the specimens with conventional DST results, 88 (19.2%) were MDR, 9 (2.0%) 
were RIF mono-resistant, 34 (7.4%) were INH mono-resistant and 327 (71.4%) were RIF and 
INH susceptible by conventional DST. 
 
Table 1. Summary of results of rifampicin and isoniazid resistance by Genotype® 




Conventional MGIT Culture and DST 
GenoType 
MTBDRplus Resistant Susceptible 
Not Done  
(MGIT contaminated) 
Not Done   
(MGIT culture negative) 




     
     Resistant 94 2 4 0 0 
     Susceptible 1 357 47 13 1 
     Uninterpretable 2 8 4 2 1 
Isoniazid      
     Resistant 114 1 4 1 0 
     Susceptible 7 330 48 12 5 
     Uninterpretable 1 7 3 2 1 
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A further 55 (15.4%) conventional DST results were not performed due to contamination of 
the primary MGIT culture.  Of these, 51/55 (92.7%) gave interpretable RIF MTBDRplus 
results and 52/55 (94.5%) had an interpretable INH result. Of the specimens which had a 
reportable DST result, MTBDRplus also had a reportable result in 97.8% (454/464) of 
specimens for RIF resistance, and 98.3% (452/460) for INH resistance.  A total of 14 
specimens were initially discrepant with MTBDRplus being INH susceptible and INH DST 
being resistant.  Upon re-examination of DST results, an error was detected in the 
performance of a batch of results due to faulty INH-containing medium.  This batch of tests 
was subsequently repeated and 7 results were reassigned as INH susceptible by conventional 
DST.  The data presented are the repeat INH DST results. 
Table 2 shows results for detection of multidrug-resistance (resistance to both RIF and INH).  
Performance parameters for detection of RIF, INH and multidrug-resistance (Table 3) were 
calculated from specimens for which both rapid and conventional results were available. 
 
Table 2. Summary of results of multidrug resistance by Genotype® MTBDRplus 
compared with conventional culture and drug susceptibility testing. 
 


















        
MDR 85 0 0 0 3 0 0 
RIF Monoresistant 1 8 0 2 1 0 0 
INH  Monoresistant 0 0 28 1 1 1 0 
RIF and INH 
Susceptible 
0 1 6 318 
46 12 5 
Uninterpretable 2 0 0 8 4 2 1 
Definition of abbreviations: DST = drug susceptibility testing; INH = isoniazid; MDR = multidrug resistant; MGIT = 
mycobacterial growth indicator tube; MGIT contam = MGIT culture contaminated; RIF = rifampicin 
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Overall, a significantly higher proportion of MTBDRplus results (96.8%) were interpretable 
compared with conventional culture and DST (86.6%) (p<0.001).   
 
Table 3. Performance of Genotype® MTBDRplus in detecting rifampicin, isoniazid, and 







Sensitivity 98.9 (94.3-100.0) 94.2 (88.4-97.6) 98.8 (93.7-100.0) 
Specificity 99.4 (98.0- 99.9)  99.7 (98.3- 100.0)  100 (99.0- 100.0)* 
Overall accuracy 99.3 (98.1- 99.9) 98.2 (96.5 - 99.2) 99.8 (98.8-100.0) 
PPV 97.9 (92.7- 99.7) 99.1 (95.3- 100.0) 100 (95.8- 100.0)* 
NPV 99.7 (98.5-100.0) 97.9 (95.8 -99.2) 99.7 (98.5-100.0) 
Definition of abbreviations: NPV = negative predictive value, PPV = positive predictive value. Values are percentages with 
95% confidence interval in parentheses. * One-sided, 97.5% confidence interval. 
 
 
There was no significant difference in the proportion of interpretable MTBDRplus results in 
specimens with 1+ smear grading (94.6%) compared with 2+ (98.2%) and 3+ (97.1%)  
smear-positive specimens (p=0.513 for rifampicin resistance, and p=0.350 for isoniazid 
resistance).  
The MTBDRplus test performed very well on specimens whose MGIT culture was 
contaminated, with 92.7% of results from such specimens giving interpretable MTBDRplus 
results, compared with 99.6% and 98.2% interpretable results for MTBDRplus tests 
performed on specimens with an uncontaminated MGIT culture and a conventional DST 
result.   
Conventional culture and DST for smear-positive specimens had a total turnaround time of 
42 ± 9 days (mean ± standard deviation) with a range of 23 to 99 days.  For MTBDRplus 
testing, the test took between 1-2 days for smear-positive specimens once specimens had 
been selected for testing based on positive sputum smear results.   Turnaround time for 
smear-negative specimens was also 1-2 days. 
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Table 4 shows the distribution of different banding patterns in drug resistant isolates, 
including multidrug-resistant, INH mono-resistant and RIF mono-resistant strains. Typical 
banding patterns obtained on the MTBDRplus strips are shown in Figure 1.  For detection of 
RIF resistance, S531L mutation (MUT3 band) occurred the most commonly, with 70.5% of 
all RIF resistant strains (76.4% of MDR and 37.5% of RIF mono-resistant strains) having the 
mutation.  This difference in prevalence of S531L mutation between MDR and RIF mono-
resistant strains was significant (p=0.0115).  One MDR strain had both a S531L and D516V 
mutation, while one RIF mono-resistant strain had both S531L and H26Y mutations.  Other 
mutations in the 530 to 533 region were also common, as detected by lack of binding to the 
WT8 probe in the absence of S531L mutation.  A significantly higher proportion of RIF 
mono-resistant strains (18.8%) had a H526Y mutation (MUT2A band) compared with MDR 
strains (2.2%) (p=0.0015).  Other mutations occurred at rpoB516 (9.5% overall), and one 
MDR strain had complete deletion of the rpoB gene. There was no significant difference in 
the presence of other bands between MDR and RIF mono-resistant strains.  Two “false” RIF 
resistant results were obtained compared with the conventional DST result.  One strain had 
the WT2 band missing (Q513L mutation), a rare mutation which has previously only been 
detected theoretically (in silico).  The second strain had a S531L mutation, which is likely to 
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Table 4. Pattern of gene mutations in resistant Mycobacterium tuberculosis strains using 
the Genotype® MTBDRplus assay. 
Definition of abbreviations: INH = isoniazid; MDR = multidrug resistant; RIF = rifampicin. Values are numbers, with 








figure 1. Examples of GenoType MTDBRplus strips (Hain Lifescience, Nehren, Germany). (Lane 1) 
Mycobacterium tuberculosis, susceptible to isoniazid (INH) and rifampin (RIF). (Lane 2) M. tuberculosis, INH 
monoresistant (katG S315T1 mutation). (Lane 3) Multidrug-resistant tuberculosis (MDR TB), rpoB S531L 
mutation and katG S315T2 mutation. (Lane 4) MDR TB rpoB S531L mutation and katG S315T1 and inhA C15T 
mutations. (Lane 5) M. tuberculosis, RIF monoresistant (mutation in rpoB 530–533 region). (Lane 6) MDR TB, 
rpoB D516V and katG S315T1 mutations. (Lane 7) MDR TB, rpoB S531L, and katG S315T2 mutations. (Lane 8) 
MDR TB, rpoB, D516V, katG S315T1 mutation and inhA mutation at 215/216. (Lane 9) Uninterpretable result, 
no M. tuberculosis complex (TUB) band. (Lane 10) Negative control. 
Gene Band 
Gene Region of 
Mutation 
MDR 
(n = 89*) 
INH Monoresistant 
(n = 28) 
RIF Monoresistant 
(n = 16) 
      
rpoB WT1 506-509 88 (99) 28 (100) 16 (100) 
 WT2 510-513 88 (99) 28 (100) 14 (88) 
 WT3 513-517 78 (88) 28 (100) 16 (100) 
 WT4 516-519 78 (88) 28 (100) 16 (100) 
 WT5 518-522 88 (99) 28 (100) 16 (100) 
 WT6 521-525 88 (99) 28 (100) 16 (100) 
 WT7 526-529 83 (93) 28 (100) 14 (88) 
 WT8 530-533 19 (21) 28 (100) 9 (56) 
 MUT1 D516V 8 (9) 0 (0) 2 (13) 
 MUT2A H526Y 2 (2) 0 (0) 3 (19) 
 MUT2B H526D 3 (3) 0 (0) 1 (6) 
 MUT3 S531L 68 (76) 0 (0) 6 (38) 
      
katG WT 315 26 (29) 16 (57) 16 (100) 
 MUT1 S315T1 34 (38) 10 (36) 0 (0) 
 MUT1 S315T2 31 (35) 3 (11) 0 (0) 
      
inhA WT1 -15/-16 55 (62) 13 (46) 16 (100) 
 WT2 -8 89 (100) 28 (100) 16 (100) 
 MUT1 C15T 32 (36) 15 (54) 0 (0) 
 MUT2 A16G 1 (1) 0 (0) 0 (0) 
 MUT3A T8C 0 (0) 0 (0) 0 (0) 
 MUT3B T8A 0 (0) 0 (0) 0 (0) 
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Of all INH resistant strains, 64.1% (70.8% of MDR strains, and 42.9% of INH mono-resistant 
strains) had a mutation in the katG gene, and 41.9% (38.2% of MDR strains and 53.6% of 
INH mono-resistant strains) had a mutation in the inhA gene.  This difference in prevalence 
of mutations in MDR strains compared with INH mono-resistant strains was significant for 
katG (p=0.0073) but not for inhA (p=0.1497).  12 strains had mutations in both the katG and 
inhA genes.  There was one “false” INH resistant MTBDRplus result compared with 
conventional DST.  This isolate had an inhA C15T mutation.  Twenty-seven percent (24/89) 
of MDR strains did not have a mutation in the katG gene, and were detected as INH resistant 
by a mutation in the inhA gene.  53.6% (15/28) INH mono-resistant strains were also detected 
by the presence of a mutation in inhA only.   
 
Genotype® MTBDRplus testing from smear-negative sputum 
A secondary part of the study included testing of 100 smear-negative sputum specimens.  Of 
100 smear-negative specimens tested, 25% (n = 25) were culture-positive.  20 culture-
positive specimens were put up for conventional DST (3 specimens were contaminated and 2 
specimens did not have DST requested). Of these specimens, 16/20 (80%) gave interpretable 
MTBDRplus results for RIF, and 14/19 (74%) for INH resistance.  Furthermore, 
MTBDRplus results were available for two specimens in which no conventional DST result 
was available due to contamination.  No MTBDRplus results were interpretable for any of the 
culture-negative specimens (n = 77). There was 100% correlation in the results for detection 
of both RIF (16/16 sensitive strains) and INH resistance (4 resistant and 10 susceptible 
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The performance of the Genotype® MTBDRplus test directly from smear-positive sputum 
correlated very highly with conventional culture and DST.  The sensitivity for detection of 
rifampicin resistance, isoniazid resistance and multidrug-resistance was 99%, 94% and 99%, 
respectively.  Specificity for detection of rifampicin, isoniazid and multidrug-resistance was 
99%, 100% and 100% respectively.   These performance characteristics suggest that the assay 
is equivalent to conventional Lowenstein-Jensen medium-based DST performed in quality-
assured reference laboratories (16).  Considering that the test performs well on specimens that 
subsequently are contaminated on culture, its overall performance for detection of MDR TB 
is superior to conventional methods.  
As anticipated, detection of mutations in the 81 base pair region of the rpoB gene correlated 
very highly with RIF resistance (17,18), with 99% of RIF resistant strains being identified in 
this study.  However, test sensitivity for RIF-resistance may be lower in other settings where 
mutations outside the 81 base pair region of the rpoB gene, which are not detected by the 
assay, are responsible for RIF resistance (19).  In agreement with most other studies, we 
found the commonest mutations at codon 531, 526 and 516.  We found a higher proportion of 
RIF resistance due to S531L mutations than that reported in other geographical locations 
(70.5% in all rifampin-resistant strains in this study compared with between 36.1% and 
56.7%).  Mutations at codon 526 were less common than reported in many other countries 
(8.6% in all rifampin-resistant strains compared with between 6.8% and 39.3%, with 6 of 9 
countries having greater than 20% mutations at codon 526).  The rate of mutations at 516 
(9.6% in all rifampin-resistant strains) was within the range reported elsewhere (20).  
Twenty-seven percent of MDR strains and 54% of INH mono-resistant strains were detected 
as INH resistant by a mutation in the inhA gene only.  These strains would not have been 
detected as MDR by the previous version of the assay (Genotype® MTBDR) which only 
tested for mutations in the katG gene (20 – 22).  In this setting, the presence of probes for 
inhA substantially increased the sensitivity for detection of INH resistance (and MDR TB).  
The prevalence of mutations in the inhA and katG genes appears to vary widely in different 
geographic locations.  For example, katG mutations were found in 97% (77/79) and  inhA 
mutations in 24% (19/79) of INH resistant isolates from KwaZulu Natal (23), while van Rie 
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and colleagues reported  katG mutations in 72% of INH resistant isolates (41/57) and 
mutation in the inhA gene in only 2% (1/57) isolates in the Western Cape province of South 
Africa (18). Studies from other countries have confirmed this variability in the contribution of 
different mutations to INH resistance (24,25).  Mutations in inhA were rarely reported in 
Germany (11).  A high prevalence of katG mutations has been reported to account for a high 
proportion of INH resistance in high TB prevalence countries, and for a much lower 
proportion in lower TB prevalence settings, presumably due to ongoing transmission of these 
strains in high burden settings (25).   
A high proportion of interpretable results (80%) was also obtained from smear-negative 
culture-positive specimens tested by the MTBDRplus assay.  One hundred % correlation was 
seen for specimens in which both MTBDRplus and conventional DST results were available.  
However, as only 25% of smear-negative specimens were culture-positive in this laboratory, 
the overall yield of interpretable results would be low (14-16%) if routine screening of all 
smear-negative specimens were implemented.  Nevertheless, the ability to obtain rapid MDR 
screening results on smear-negative sputum specimens in a high HIV prevalence setting such 
as South Africa, where a large proportion of HIV co-infected TB patients (at risk of MDR-
TB) are smear-negative, is very advantageous. 
Receipt of specimens and decontamination of sputum for conventional culture and DST was 
performed according to usual NHLS procedures by the main TB laboratory staff.  This 
laboratory is a very high volume facility, with over 600 specimens per day set up for culture, 
and approximately 1000 - 1200 specimens per day received for smear microscopy.  The high 
correlation of the Genotype® MTBDRplus results with conventional results reflects well on 
the performance of the test in this high volume laboratory.  Although a trained molecular 
biologist was responsible for the molecular testing, the decontamination of specimens and all 
conventional testing was performed by the general TB laboratory technical staff.  The facility 
for PCR testing was separate from the routine TB laboratory, and had strictly controlled and 
limited access, enabling PCR contamination to be avoided during this study. These results 
suggest that this test can be successfully implemented in a high-volume routine TB diagnostic 
laboratory with well-qualified technical staff.  The MTBDRplus assay is rapid, very reliable, 
and easy to interpret.   
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Although the MTBDRplus assay can produce results within 8 hours, in this high volume 
facility a longer turn around time of 2 working days was routinely reported from the time of 
selection of specimens for testing based on positive smear results, as the limitations of 
general laboratory space for DNA extraction, as well as reading of sputum smears, did not 
permit the whole MTBDRplus procedure to be completed on a single day.  This equates to a 
total turnaround time of less than 7 days when specimen transport time, time to perform 
smear microscopy and reporting of results is included.  This is a substantial reduction 
compared with conventional culture and DST. 
Calls from WHO and other international agencies to urgently expand access to culture and 
DST in response to the dual challenges that HIV and MDR-TB (and XDR-TB) pose 
significant challenges to TB control programs and TB laboratory services (7).  The cost and 
complexity of establishing culture and DST capacity to meet the anticipated need, especially 
in low-income countries where these services are not generally available, present 
overwhelming challenges.  Consequently, other diagnostic methods, and in particular 
molecular testing, should be considered as alternatives.  This study shows that it is feasible to 
perform molecular-based rapid MDR screening with the Genotype® MTBDRplus test 
routinely in a high volume laboratory with no previous experience of routine implementation 
of molecular assays.   The high degree of accuracy, the substantial reduction in reporting 
time, and the possibility for high throughput with substantial cost savings suggest that 
molecular testing has the potential to revolutionize the diagnosis of MDR TB.  Based on 
FIND-negotiated prices, the cost of the molecular assay is less than 50% of that for 
conventional liquid culture and DST for INH and RIF.  Simplification of specimen 
processing for molecular testing may allow for easier referral of specimens to central 
laboratories, as well as contributing to large scale drug resistance surveillance studies.   
However, the impact of such rapid assays on patient outcomes is highly dependent on the 
quality of the rest of the TB control program, including specimen transport system, reporting 
of results, and patient follow-up.  Strengthening of the whole program is required if such new 
technologies are to bring real benefit to patients (26).  Strengthening the capacity of 
laboratories is also necessary to enable full benefit to be drawn from emerging new TB 
diagnostic technologies.   
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Abstract 
Rationale: Conventional culture-based drug susceptibility testing (DST) for the second-line 
anti-tuberculosis drugs is slow, leading to diagnostic delay with associated exacerbation of 
transmission, amplification of resistance and increased mortality. 
Objectives: To assess the diagnostic performance of the GenoType® MTBDRsl line probe 
assay (LPA) for the rapid detection of mutations conferring resistance to ofloxacin (OFX), 
amikacin (AMK) and ethambutol and to determine the impact of implementation on the 
turnaround time in a high throughput diagnostic laboratory. 
Methods: 657 direct patient acid-fast bacilli (AFB) smear positive specimens resistant to 
isoniazid, rifampin, or both according to the GenoType® MTBDRplus assay were 
consecutively tested using the GenoType® MTBDRsl LPA. The diagnostic performance was 
assessed relative to the gold standard culture-based method and the laboratory turnaround 
times for both methods were determined.   
Results: A total of 516/657 patient specimens had valid results for both tests. The sensitivity 
for detecting OFX, AMK and extensive drug resistance using the GenoType® MTBDRsl 
LPA was 90.7% (95% CI: 80.1% - 96.0%), 100% (95% CI: 91.8% – 100%) and 92.3% 
(75.9% – 97.9% CI), respectively, while the specificity for detection was 98.1% (95% CI: 
96.3% – 99.0%), 99.4% (98.2% – 99.8% CI) and 99.6% (98.5% - 99.9%), respectively. 
Implementation of this test significantly reduced the turnaround time by 93.3% (p < 0.001) 
calculated from the date that the specimen was received at the laboratory to reporting second-
line results. Additionally, a significant increase in diagnostic yield of 20.1% and 19.3% (p < 
0.001) for OFX and AMK resistance, respectively, was obtained for isolates that were either 
contaminated or had lost viability. 
Conclusions: The GenoType® MTBDRsl LPA is a rapid and reliable DST which can be 
easily incorporated into the diagnostic algorithm. This assay significantly improved 
diagnostic yield (p < 0.001) while simultaneously decreasing diagnostic delay for reporting 
second-line DST. The rapid dissemination of second-line DST results will guide initiation of 
appropriate treatment thereby reducing transmission and improving treatment outcome. 
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Introduction  
The increasing burden of drug-resistant tuberculosis (TB) poses an escalating threat to 
national and global TB control programs. It is estimated that there were 8.8 million new and 
retreatment cases of TB in 2010 and 1.45 million deaths.1 The estimated number of multidrug 
resistant TB (MDR TB) cases (resistant to at least isoniazid (INH) and rifampin (RIF)) has 
risen sharply from 440 000 in 20082 to 650 000 in 2010.1 Alarmingly, only 16% of these 
MDR-TB cases were reported to be enrolled for treatment.1 This in part can be ascribed to the 
fact that only 5% of TB cases are tested for MDR-TB.1 The emergence of extensively drug-
resistant TB (XDR-TB, defined as MDR-TB with additional resistance to a fluoroquinolone 
(e.g. ofloxacin (OFX), and one of three injectable second-line drugs amikacin (AMK), 
capreomycin (CM), or kanamycin (KM)),3,4 further exacerbates resistance amplification, with 
more than 40 000 cases reported in more than 58 countries in 2010.5 By 2011 XDR TB had 
been reported from 77 countries and WHO estimated that there were over 58,000 prevalent 
cases.6  However, the true burden of XDR-TB cannot be accurately estimated on a global 
scale due to the absence of laboratory infrastructure in many parts of the developing world.7-9 
 
The WHO Stop TB Department  recently emphasized the need for the strengthening of 
diagnostic services and highlighted the need for the development of rapid diagnostics.1 
Currently, the gold standard drug susceptibility testing (DST) method measures phenotypic 
resistance using the culture-based indirect proportion method, which has been standardized 
for solid and liquid media for the detection of OFX and AMK resistance.7,10 Using these 
platforms DST may take between 10 days and 6 weeks,7 and even longer if a contaminant is 
present. This delay contributes to ongoing transmission of drug-resistant strains within the 
community and amplification of resistance with associated higher mortality rates among 
infected patients.11  
 
According to the development pipeline for new diagnostics as set out in the WHO report on 
Global Tuberculosis Control 2011, line probe assays (LPA) for XDR-TB at the reference 
laboratory level are categorized as being in the late stages of development.1 In order to 
achieve the objectives of the WHO development pipeline for new diagnostics, diagnostic 
assays must be standardized, efficient and rapid, in order to diagnose, guide treatment 
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regimens and stop the transmission of drug-resistant strains of M. tuberculosis. Furthermore, 
there is a need to reduce the costs of implementing these late-stage diagnostic tests. In 
addition, national tuberculosis control programs must consider the ease with which these new 
assays can be incorporated into already existing diagnostic algorithms utilized in the routine 
diagnostic laboratory.  
 
LPAs have been approved by the WHO for the detection of mutations conferring resistance to 
INH and RIF.12 LPAs targeting resistance to second-line anti-TB drugs are under 
evaluation.13 These assays aim to detect mutations in the gyrA gene (fluoroquinolone 
resistance), rrs gene (KM, AMK and CM resistance) and embB gene (ethambutol (EMB) 
resistance) and are intended to complement the Hain GenoType® MTBDRplus LPA for the 
detection of XDR-TB. The sensitivity of these tests as well as Hain GenoType® MTBDRplus 
LPA depend on the inclusion of all mutations conferring resistance and the analysis of the 
frequency at which these mutations are found in TB strains in different geographical settings 
to establish their predictive value. Performance evaluations of the newly developed 
GenoType® MTBDRsl LPA have suggested that the sensitivity for detecting fluoroquinolone 
resistance is between 75.6% and 90.6%, and the sensitivity for the aminoglycoside/cyclic 
peptide resistance is between 77% and 100%.13-20 Two studies however, found that the 
sensitivity for detecting KM resistance was between 25.0% and 42.7%,15,16 while the 
sensitivity for detecting ethambutol (EMB) resistance was between 56.0% and 70%.13-15,17-20 
However, most of these studies have evaluated the GenoType® MTBDRsl LPA on cultured 
isolates.14-16,19,20 Only 3 studies have reported an evaluation using direct patient material that 
when combined totaled only177 specimens from 139 patients.13,17,18  Thus there is a need to 
establish the reliability of this test in a routine diagnostic laboratory and to establish the 
“diagnostic fit” of the assay into the existing diagnostic algorithm.   
 
In this study we have evaluated the GenoType® MTBDRsl LPA (Hain LifeScience, Nehren, 
Germany) on patient specimens as an adjunct to the GenoType® MTBDRplus LPA for the 
rapid diagnosis of OFX and AMK resistance through the detection of mutations in the gyrA 
and rrs genes, respectively.  
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Materials and Methods 
Setting 
 
The study was approved by the Health Research Ethics Committee at Stellenbosch University 
and was conducted at the National Health Laboratory Service (NHLS) Tuberculosis 
Reference laboratory in Green Point, South Africa. This is a high-volume public health 
laboratory that receives specimens from clinics and hospitals throughout the Western Cape 
Province. Approximately 750 patient specimens are processed on a daily basis by 
decontamination with N-acetyl-L-cysteine-sodium hydroxide (NaOH-NALC) with a final 
concentration of 1%, as per published guidelines.21 This is followed by acid-fast bacilli 
(AFB) smear microscopy and inoculation into BBLTM MGIT960TM medium. In this setting, 
residual sample material from smear positive specimens is analyzed using the GenoType® 
MTBDRplus LPA 12,22 for the detection of mutations conferring resistance to INH and RIF. 
On day 0, the smear-positive specimens are selected and DNA is extracted according to the 
manufacturer’s instructions for use (IFU) after the addition of a small volume of 0.01% 
Tween 80 saline. On day 2, the PCR and reverse hybridization are completed and the results 
are entered into the Laboratory Information Management System (LIMS) via interfaced 
networks, after which the results are manually reviewed.  If INH- or RIF-mono-resistant or 
MDR-TB is found, the results are faxed to the respective clinics. All LPA tests are done 
according to ISO 15189 standards.23 The laboratory performing the LPA tests participates in 
External Quality Assurance (EQA) programs from the NHLS Quality Assurance Division, 
the South Africa National Tuberculosis Reference Laboratory, and the South Africa Medical 
Research Council. Since 2008, all results reported had a 100% concordance with the EQA 
specimens. All controls were successful, indicating that the DNA extraction area and the PCR 
master-mix area were free of contaminants and amplicons and that the extraction procedure 
was performed correctly. 
 
Routinely, second-line DST for OFX and AMK is immediately performed on all MGIT 
culture isolates that are positive for M. tuberculosis complex as well as resistant to INH, RIF, 
or both drugs by the GenoType® MTBDRplus LPA test performed either directly on smear-
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positive decontaminated specimens or on smear-negative, culture-positive isolates.  For this 
evaluation, however, only smear-positive decontaminated specimens were used. Second-line 
DST is performed on 7H11 agar slants containing 2µg/ml OFX and 4µg/ml AMK using the 
indirect-proportion method.24 An additional DST for INH (0.1µg/ml) is done for all isolates 
that are RIF mono-resistant by the GenoType® MTBDRplus LPA. Routine DST for EMB 
was stopped in 2010 due to frequent ambivalent resistance patterns observed within the 
laboratory, which was supported by literature review.25  
 
Selection Criteria for the GenoType® MTBDRsl® LPA Procedure 
 
During the period from 23 March 2010 to 5 September 2011 a total of 736 smear positive 
specimens which exhibited resistance to either INH, RIF, or both, by the GenoType® 
MTBDRplus LPA, were concurrently tested by the GenoType® MTBDRsl LPA from the 
same DNA extract that was used for the Genotype® MTBDRplus LPA. The selection 
contained both pulmonary and extra-pulmonary specimens, all decontaminated as previously 
described.26 Routine practise allows for the decontamination of extra-pulmonary specimens 
such as fine-needle aspirates (FNAs) and cerebrospinal fluid (CSF) if the volume is more 
than 10ml.26 The PCR for the GenoType® MTBDRsl LPA was done on day 2 and the 
reverse hybridization of the amplified products of the GenoType® MTBDRsl LPA was done 
the following day following the manufacturer’s IFU. The presence of a mutant band or the 
absence of a wild-type band for a specific gene on the strip was indicative of resistance to the 
drug associated with the specific gene, while the presence of all the wild-type probes as well 
as a mutant probe was considered to be heteroresistant.  The possibility of silent mutations 
resulting in no change to the amino acid was also assessed. 
Time Difference in Diagnosis 
 
The difference in diagnosis time between the two tests, was calculated from the NHLS LIMS. 
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Statistical analyses were done using EP Evaluator, EPI INFO27 and STATA 10.0 software 
(Statacorp LP, College Station, TX). The sensitivity, specificity, and positive and negative 
predictive values were calculated for each drug and compared to culture-based DST as the 
gold standard. The Kappa value and overall correct classification (OCC) were taken as 
measures of agreement, where a Kappa value of 75% or more is considered as “high” 
agreement, and an OCC value close to 100% is considered as good. The data were not 
normally distributed so medians and inter-quartile ranges (IQR) were calculated. Differences 
in medians between the total turnaround time (TAT) of the two assays were calculated using 
the Mann-Whitney U test for TAT and the increased yield in diagnostic result for cultures 
that had lost viability and were contaminated. Results were considered statistically significant 
at p < 0.05.   
 
Genetic Sequencing 
Sequencing of the gyrA, rrs, and embB genes was performed on a representative sample of 
isolates with discrepant LPA and DST results (n = 12) and XDR isolates (n = 11), as well as 
on randomly selected OFX mono-resistant isolates (n =4), AMK mono-resistant isolates (n = 
4), and  OFX and AMK susceptible isolates (n = 16). The methodology for the sequencing 
has been published elsewhere.28 
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During the period 23 March 2010 to 5 September 2011 a total of 736 smear positive 
specimens which were resistant to INH, RIF, or both according to the GenoType® 
MTBDRplus LPA were analyzed using the GenoType® MTBDRsl LPA. After exclusion of 
serial specimens, the first available specimens from 657 patients were included in the 
performance evaluation. These included 56.5% (371/657) MDR, 27.7% (182/657) INH 
mono-resistant, and 15.8% (104/657) RIF mono-resistant specimens. Interpretable 
GenoType® MTBDRsl LPA results for OFX, AMK and EMB were 98.13% (632/657), 
97.20% (626/657), and 97.82% (630/657), respectively. The overall interpretability was 
97.7% (SD = 0.389).  
To assess the performance of the GenoType® MTBDRsl LPA test, isolates which lost 
viability, were culture negative or contaminated,  or had an invalid GenoType® MTBDRsl 
LPA result were excluded (Figure 1). A total of 516 (78.5%) isolates were included in the 
final analysis of which 57.5% (297/516) were MDR, 27.3% (141/516) were INH mono-
resistant and 15.1% (78/516) were RIF mono-resistant. Table 1 summarises the performance 
of the GenoType® MTBDRsl LPA for the detection of mutations conferring OFX and AMK 
resistance as well as detection of XDR-TB relative to phenotypic DST on culture isolates. 
Test sensitivity for detecting ofloxacin, amikacin and extensive drug resistance was 90.7% 
(95% CI: 80.1% - 96.0%), 100% (95% CI: 91.8% – 100%) and 92.3% (75.9% – 97.9% CI), 
respectively, while the specificity for detection was 98.1% (95% CI: 96.3% – 99.0%), 99.4% 
(98.2% – 99.8% CI) and 99.6% (98.5% - 99.9%), respectively. Tables 2 and 3 show the 
results of OFX and AMK resistance by GenoType® MTBDRsl compared with MGIT culture 
and DST, respectively.   
Of the 516 isolates tested 54 were phenotypically resistant to OFX and 43 were resistant to 
AMK. Only 8.7% (26/297) of the MDR specimens were XDR, while none of the non-MDR 
specimens exhibited resistance to both OFX and AMK, and thus resistance to OFX and AMK 
was strongly associated with MDR-TB (Fischer’s exact test p = 0.0001).  
 
Even though there is no gold standard against which the performance characteristics for EMB 
could be measured, it was found that 35.3% (182/516) were resistant to EMB based on the 
GenoType® MTBDRsl LPA. Of these, 92.3% (24/26) exhibited resistance in the XDR 
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strains, 56.3% (18/32) in the OFX mono-resistant strains, 85% (17/20) in the AMK mono-




736 smear-positive specimens with 
rpoB, inhA and /or katG mutations 
detected  
First available specimen from 
657 individual patients 
Serial specimens (n = 79) 
Total number of specimens 
included in performance 
evaluation 
(n = 516) 
Culture negative isolates (n = 8) 
Valid LPA result (n = 5) 
Isolates lost viability on solid media (n = 42) 
Valid LPA OFX result (n = 42) 
Valid LPA AMK result (n= 34) 
Contaminated isolates (n = 62) 
Valid LPA OFX result (n = 60) 
Valid LPA AMK result (n = 58) 
Isolates for which no drug susceptibilities were done (n = 14) 
Valid LPA result (n = 14) 
Isolates with an invalid LPA (n = 15) 
Invalid LPA OFX result (n = 7) 
Invalid LPA AMK result (n = 15) 
Figure 1. Flow diagram of specimens included in the study. 
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Table 1.  Performance of Genotype® MTBDRsl LPA  in detecting OFX and AMK 











Table 2.  Summary of results of ofloxacin resistance by Genotype® MTBDRsl compared 
with MGIT culture and DST. 
 
OFL LPA CONTAM 
CUL 
NEG LV N/D N/S R S 
Grand 
Total 
R 4 0 11 1 0 49 9 74 
S 56 5 31 12 1 5 453 563 
INV 2 3 0 0 0 0 7 12 
AMK INV 0 0 0 0 0 0 8 8 
Grand 
Total 62 8 42 13 1 54 477 657 
Definition of abbreviations: CONTAM, not done due to contaminated culture; CUL NEG, not done due to 
negative culture; LV, lost viability during DST; ND, not done; N/S, not done as sensitivities (DST) not requested; 




% (95% CI) 
AMK 
% (95% CI) 
XDR-TB 
% (95% CI) 
Sensitivity 90.7  (80.1 – 96.0) 100 (91.8 – 100) 92.3% (75.9 – 97.9) 
Specificity 98.1  (96.3 – 99.0) 99.4 (98.2 – 99.8) 99.6% (98.5 – 99.9) 
PPV 84.5 (73.1 – 91.6) 93.5 (82.5 – 97.8) 92.3% (75.9 – 97.9) 
NPV 98.9 (97.5 – 99.5) 100 (99.2 – 100) 99.6% (98.5 – 99.9) 
OCC 97.3 (95.5 – 98.4) 99.4 (98.3 – 99.8) 99.2% (98.0-99.7) 
Kappa 86.0 (77.4 – 94.6) 96.3 (87.7 – 100) 91.9% (83.3-100) 
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Table 3.  Summary of results of amikacin resistance by Genotype® MTBDRsl compared with 
MGIT culture and DST. 
AMK LPA CONTAM 
CUL 
NEG LV N/D N/S R S 
Grand 
Total 
R 9 0 4 3 0 43 3 62 
S 49 5 30 10 1 0 470 565 
INV 4 3 1 0 0 1 14 23 
OFL INV 0 0 0 0 0 0 7 7 
Grand 
Total 62 8 35 13 1 44 494 657 
Definition of abbreviations: CONTAM, not done due to contaminated culture; CUL NEG, not done due to 
negative culture; LV, lost viability during DST; ND, not done; N/S, not done as sensitivities (DST) not requested; 
R, resistant; S, susceptible; INV, invalid (no bands on strip);  OFL INV, deleted from data set due to invalid OFL 
data. 
 
Table 4 shows the distribution of different banding patterns in drug-resistant specimens, 
including XDR, OFX mono-resistant, and AMK mono-resistant strains and OFX/AMK 
susceptible strains. Only two of the 516 OFX mutation patterns had the gyrA WT1 absent 
with no corresponding MUT band. The amino acid changes for these were cysteineserine 
and alanine threonine. The correlation between phenotypic DST and the GenoType® 
MTBDRsl LPA and OFX resistance was 100%. There were no silent mutations observed for 
AMK, while 23 specimens showed the absence of the WT probe without a corresponding 
MUT band for EMB, where the amino acid change was from methionineisoleucine. 
Because there was no phenotypic DST available, no comparisons could be made.   
 
Table 5 shows the results of genetic sequencing of the gyrA, rrs, and embB genes for selected 
isolates.  The results support the accuracy of the LPA results over the phenotypic DST 
results.  All 12 isolates with discordant LPA and DST results had sequencing results 
supporting the LPA. 
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Table  4. Pattern of gene mutations in resistant mycobacterium tuberculosis strains 
using Genotype® MTBDRsl assay  




Gene Region or  
mutation 
XDR 
(n = 26) 
FLQ 
Monoresistant 
(n = 32) 
AG/CP 
Monoresistant 
(n = 20) 
FLQ/AG/CP 
Susceptible 
(n = 438) 
EMB 
Resistant 
gyrA       
 gyrA WT1 85-90 C88S, A88T 24 (92.3) 32 (100) 20 (100) 0 
 gyrA WT2 89-93  21 (80.8)  25 (78.1) 20 (100) 0 
 gyrA WT3 92-97  10 (38.5)  16 (80.0) 20 (100) 0 
 gyrA MUT1  A90V 7   (26.9)  10 (31.2) 0 0 
 gyrA MUT2  S91P 0 1  (3.1) 0 0 
 gyrA MUT3A  D94A 6   (23.1) 3  (9.4) 0 0 
 gyrA MUT3B  D94N, D94Y 3   (11.5) 8 (25) 0 0 
 gyrA MUT3C  D94G 9   (34.6) 12  (37.5) 0 0 
 gyrA MUT3D  D94H 0 1  (3.1) 0 0 
 gyrA WT1-3, 
MUT3C 
85-97 D94G 
3   (11.5)   4  (12.5) 0 0 
 gyrA WT1-3, 
MUT1,MUT3C 
85-97 A90V, D94G 
0 1  (3.1) 0 0 
 gyrA WT1-3, 
MUT3A 
85-97 D94A 
0  2  (6.25) 0 0 
 gyrA WT1-3, 
MUT3B 
85-97 D94N, D94Y 
0  2  (6.25) 0 0 
        
rrs        
 rrs WT1 1401, 1402  0 32 (100) 0 0 
 rrs WT2 1484  26 (100) 32 (100) 20 (100) 0 
 rrs MUT1  A1401G, C1402T 26 (100) 0 20 (100) 0 
 rrs MUT2  G1484T 0 0 0 0 





1  (3.8) 0 0 0 
        
embB        
 embB WT1 306  2   (7.7) 14 (44.8) 3 (15) 324 (73.8) 
 embB MUT1A  M306I 
(ATGATA) 
11 (42.3) 7   (21.9) 7 (35) 23   (5.25) 
 embB MUT1B  M306V 5   (19.2)        10 (31.2) 4 (20)     92  (21) 
 Absent WT1  M306I 
(ATGATC/ATT) 
8   (30.8) 1  (3.1) 6 (30) 8 (1.8) 
 WT1, MUT 1A   0 0 0 1 (0.2) 
 WT1, MUT1B   0 0 0 8 (1.8) 
Definition of abbreviations: XDR = MDR-TB with additional resistance to a fluoroquinolone (FLQ) and one of 
three injectable second-line drugs amikacin (AMK), capreomycin (CM), or kanamycin (KM); FLQ = 
fluoroquinolone; AG/CP = amino glycoside/cyclic peptide; EMB = ethambutol. 
Values are numbers, with percentages in parenthesis. 
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 Table 5: Sequence analysis of a representative sample set of discrepant isolates, XDR-, 
OFX mono-resistant, AMK mono-resistant and susceptible isolates. 
Results Group 












Valid Invalid  Amino acid change (nucleotide changes) 
  gyrA rrs embB 
XDR (OFL:AMK)    
     XDR 11 11 10 1 A90V A1401G M306I 2 (18.2) 
D94A A1401G M306I 1 (9.10) 
D94A A1401G INV 1 (9.10) 
D94G A1401G M306I 4 (36.7) 
D94G A1401G WT 1 (9.10) 
S91P A1401G M306V 1 (9.10) 
D89N INV INV 1 (9.10) 
     *Discordant DSTR:R/LPAS:R/SeqS:R 2 2 2 0 WT A1401G M306I 2 (100) 
OFL       
     Mono-resistant 4 4 4 0 D94G WT WT 2 (50) 
S91P WT WT 1 (25) 
A90V WT WT 1 (25) 
     Discordant DSTR/LPAS/SeqS 3 3  3 0 WT WT M306V 1 (20) 
    WT WT WT 1 (20) 
    WT WT WT 1 (20) 
    WT A1401G M306I 2 (40)*  
     Discordant DSTS/LPAR/SeqR 5 5 5 0 A90V WT M306V 1 (20) 
A90V WT WT 1 (20) 
A90V INV M306I 1 (20) 
D94G WT M306V 1 (20) 
D94Y WT M306V 1 (20) 
AMK (n = 4)      
     Mono-resistant 4 4 4 0 WT A1401G M306I 2 (50) 
WT A1401G M306V 1 (25) 
WT A1401G WT 1 (25) 
     Discordant DSTR/LPAS/SeqS 0 0 0 0 - - - 0 
     Discordant DSTS/LPAR/SeqR 1 1 1 0 D94N A1401G M306I 1 (100) 
     Discordant DSTS/LPAXDR/SeqR    1         1 1         0 A90V A1401G M306I 1 (100) 
OFL/AMK Susceptible      
     Susceptible 12 12 12 
0 
WT WT WT 7 (58.3) 
WT WT M306V 5 (41.7) 
     Discordant DSTS:S/LPAS:S/SeqR:R 0 0 1 0 A90V A1401G WT 1 (100) 
     Discordant DSTS:S/LPAS:S/SeqS:R 0 0 1 0 WT A1401G M306V 1 (100) 
     Discordant DSTS:S/LPAS:S/SeqR:S 0 0 2 0 A90V WT M306V 1 (50) 
    D94G WT M306V 1 (50) 
EMB (n = 47)      
     LPAR/SeqR ND 27 27 2 WT WT M306V 6 (22.2) 
WT A1401G M306I 4 (14.8) 
WT A1401G M306V 2 (7.4) 
A90V INV M306I 1 (3.7) 
A90V A1401G M306I 2 (7.4) 
A90V WT M306V 2 (7.4) 
D89N INV INV 1 (3.7) 
D94A A1401G M306I 1 (3.7) 
D94A A1401G INV 1 (3.7) 
D94G A1401G M306I 4 (14.8) 
D94G WT M306V 2 (7.4) 
D94N A1401G M306I 1 (3.7) 
D94Y WT M306V 1 (3.7) 
S91P A1401G M306V 1 (3.7) 
     LPAR/SeqS ND 0 0 0 - - - 0 
     LPAS/SeqR ND 1 1 0 A90V A1401G M306I 1 (100) 
     LPAS/SeqS  ND 17 17 0 WT WT WT 9 (52.9) 
     WT A1401G WT 1 (5.88) 
     S91P WT WT 1 (5.88) 
     D94G A1401G WT 1 (5.88) 
     D94G WT WT 2 (11.8) 
     A90V A1401G WT 1 (5.88) 
     A90V WT WT 2 (11.8) 
 
DST = conventional drug susceptibility testing; OFL = Ofloxacin; AMK = Amikacin; EMB = ethambutol; R = resistant; S = susceptible, LPA = line probe assay; Seq = 
sequencing; ND = not done; INV = invalid; * count included in discordant XDR group 
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The specimens consisted of 4.4% (29/657) extra-pulmonary specimens of which one (1/29) 
gave an uninterpretable result on the GenoType® MTBDRsl LPA, and 9 (9/29) had no DST 
due to contamination and loss of viability. One of the XDR results which correlated 100% 
between the two methods was a fine needle aspirate, suggesting that the Genotype® 
MTBDRplus LPA and the GenoType® MTBDRsl LPA can be used on extra-pulmonary 
specimens. 
 
In order to determine whether the use of the GenoType® MTBDRsl LPA could reduce the 
TAT for reporting resistance to the second-line drugs OFX and AMK, laboratory reporting 
records documented on the NHLS LIMS were analyzed. This analysis showed that the TAT 
from receipt of specimens in the laboratory to the reporting of smear results was achieved 
within 24 hours. On the same day, the smear positive specimens were selected and screened 
for genetic-based DST. The median TAT from receipt of specimens  to reporting INH and 
RIF resistance using the GenoType® MTBDRplus LPA was 2 days (range 1 to 4 days), while 
the median TAT for reporting the GenoType® MTBDRsl LPA was one additional day. Thus 
the total TAT for the genetic diagnosis of resistance to OFX and AMK was 3 days (range 2 to 
5 days). This was significantly shorter than for culture-based DST. In this routine diagnostic 
laboratory, the average time for the MGIT to become positive for AFB growth detection was 
12 days (range 6 to 47 days) for the isolates tested. In addition, the TAT for reporting second-
line DST results was 31 days (range 13 to 82 days), and the overall culture-based TAT (from 
the date that the specimen was received at the laboratory to reporting second-line results) was 
45 days (range 27 to 122 days). Thus, the implementation of the GenoType® MTBDRsl LPA 
significantly reduced the TAT to 3 days (93.3%, Mann-Whitney U two-tailed test, p < 0.001). 
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This is the first reported study to assess the performance of the GenoType® MTBDRsl LPA 
under routine diagnostic conditions in a high throughput TB laboratory using decontaminated 
smear-positive specimens which were resistant to INH, RIF, or both by the GenoType® 
MTBDRplus LPA. In this study, the correlation between of the Genotype® MTBDRsl LPA 
results and conventional culture-based DST for OFX and AMK was good. The sensitivity for 
detection of OFX and AMK resistance and XDR-TB was 90.7%, 100%, and 92.3% 
respectively. Similarly, the specificity for detecting OFX and AMK resistance, and XDR-TB 
was 98.1%. 99.4% and 99.6% respectively.  
 
To date, the only comparative DST proficiency testing studies to which the indirect 
proportion method can be assessed are those for the first-line drugs.29 However, the European 
Union Tuberculosis Reference Laboratory Network has made progress in testing a range of  
antituberculosis drugs, including the fluoroquinolones and the injectables,  in their quest to 
standardize second-line DST and strengthen laboratories.30  
 
Of the three injectable drugs, only AMK can be missed when comparing the conventional 
DST result to that of the rapid GenoType® MTBDRsl LPA result, since the absence of the 
rrs WT1 probe is not associated with phenotypic resistance to AMK.31 The possibility that 
XDR isolates might have been missed which were phenotypically susceptible to AMK but 
could potentially have been phenotypically resistant to kanamycin or capreomycin might be 
plausible since the wild-type and mutant probes on the GenoType® MTBDRsl LPA 
associated with phenotypic resistance to kanamycin and capreomycin falls within the rrs 
gene. However, treatment with KM results in the acquisition of mutations in 3 other genes 
(tlyA, eis promoter, and gidB) associated with injectable drug resistance and may result in 
phenotypic resistance.32  Furthermore, there might also be rare mutations outside the rrs gene 
region, and thus it is suggested that all strains found to be FLQ mono-resistant on the 
GenoType® MTBDRsl LPA be subjected to phenotypic AMK/KM DST in order to “rule-in” 
XDR-TB. This is similar to what is being done to rule in MDR-TB for other INH resistance 
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associated mutations when strains are found to be RIF mono-resistant on the GenoType® 
MTBDRplus LPA.  
 
The percentage of interpretable results for the GenoType® MTBDRsl LPA was comparable 
to that found for the GenoType® MTBDRplus LPA.22 These results are comparable with 
previous performance evaluation studies using direct patient material.13,17,19 To date only one 
study has reported a poor performance of the assay, which was ascribed to the possibility that 
a proportion of the M. tuberculosis strains circulating in that setting had evolved resistance 
through mutations not included in the assay.15  
 
The low percentage of EMB resistance (35.3%) observed in strains exhibiting drug resistance 
to INH, RIF, or both is notable, since the majority of XDR strains (92.3%) and AMK mono-
resistant strains (85%), were resistant to EMB based on the GenoType® MTBDRsl LPA. 
Published studies indicate that the sensitivity for EMB when comparing the GenoType® 
MTBDRsl LPA to DST on solid media ranges from 56.2% - 64.2%13-15,19 and ranges from 
67.6% - 86% in liquid media.16-18  Another study also described the difference in sensitivity 
for EMB between solid media (27.3%) and liquid media (81.7%) on the same set of isolates31 
and thus strengthens the argument that conventional EMB DST is fraught with problems.33  
Considering this observation, it appears that liquid DST for EMB gives a greater sensitivity 
when compared to the GenoType® MTBDRsl LPA.  
 
In this study, the lower sensitivity for  OFX resistance relative to AMK resistance may be 
explained by resistance that can occur through mutations in the gyrB gene34 which are not 
included in the GenoType® MTBDRsl LPA. Furthermore, a recent study showed that 
heteroresistance accounted for approximately 25% of OFX resistant isolates which showed 
resistance in the absence of gyrA mutations.35 Should the heteroresistant specimens have been 
excluded from the performance analysis, the sensitivity, specificity and kappa-value would 
have been 84.2% (71.2% - 92.1% CI),  98.9% (97.3% - 99.6% CI) and 85.7%, respectively, 
resulting in lower performance characteristics. Upon repeat LPA and DST on culture isolates 
of the heteroresistant specimens, both wild-type and mutant probes were again seen, and after 
an incubation period of greater than two weeks the DST proved to be resistant. This 
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illustrates the need for standardized DST, as reported in even well-established laboratories.36 
The advantage of the GenoType® MTBDRsl LPA in that it is able to detect in a standardized 
fashion heteroresistant cases, the phenomenon of which is ascribed to super-infections and 
strain segregation that occur over time.37 Accordingly, it has been suggested that genetic-
based DST should be used as a “rule in” test for OFX and AMK resistance and that repeating 
the test during the course of therapy for initially drug susceptible patients may be essential in 
order to “rule in” drug resistance that emerges during treatment.28 
 
Contamination of the primary MGIT culture used for second-line DST or the loss of viability 
of the culture during the DST are two “diagnostic delay drivers”. According to the current 
South African guidelines, in such instances a new specimen must be obtained from the 
patient thereby delaying the diagnosis and the initiation of appropriate treatment. This in turn 
may exacerbate transmission to close contacts and impact on treatment outcome. Of the 104 
specimens whose cultures were either contaminated or had lost viability, 102 (98%) gave a 
valid LPA result for OFX, while 98 (94%) gave a valid LPA result for AMK. This resulted in 
a significant increase in the yield of DST results of 20.1% for OFX (p < 0.001) and 19.3% for 
AMK (p < 0.001). This in turn will have significant cost-saving implications by reducing the 
number of tests required and will reduce diagnostic delay associated with culture 
contamination or loss of viability. 
 
The use of molecular tools enables a reduction in TAT33 and, in this study the GenoType® 
MTBDRsl LPA in conjunction with the GenoType® MTBDRplus LPA proved to 
significantly reduce the TAT  for second-line DST compared to conventional culture-based 
DST. On average the TAT to reporting second-line DST was reduced by 42 days, where the 
current TAT is 45 days (range 27 to 122 days) (p<0.001). The rapid diagnosis of resistance to 
either OFX or AMK has the potential to impact on treatment outcome, transmission and 
amplification of resistance. This is a significant benefit given the high degree of mortality 
associated with XDR-TB in HIV-coinfected patients.38,39  
Currently the GenoType® MTBDRsl LPA is designed for the direct analysis of smear-
positive specimens. However,  in settings where TB/HIV co-infection is high, due to the high 
proportion of smear negative cases40  its utility will not have the same impact. Despite this 
Stellenbosch University  http://scholar.sun.ac.za
80 Chapter 3 
 
limitation, the reduction in TAT of 31 days (range 13 to 82 days) can still be achieved when 
using the primary culture from smear negative cases. This is routine practice in laboratories 
which rely on the GenoType® MTBDRplus LPA for diagnosis of INH and RIF resistance. 
Rapid second-line DST results will enable appropriate patient treatment where 
heteroresistance is observed, since it has been observed that the population structure of clones 
may change during treatment, resulting in emerging resistance.35 The heteroresistant patterns 
observed in the GenoType® MTBDRsl LPA is thus an early indication of emerging 
resistance.  
The high proportion of RIF mono-resistant specimens (15.8%) in this study further supports 
the described increase of RIF mono-resistant strains in the Western Cape,41 where it was 
found that the most significant percentages were from the  Beijing strain family (27.9%), 
Family 11 (7.7%), and the Low Copy Clade (LCC) family 6.7%. Furthermore, none of the 
RIF mono-resistant strains that were submitted for INH DST exhibited resistance towards the 
drug, even though 6-7% of all RIF mono-resistant strains are resistant to INH at 0.1µg/ml 
(unpublished data from the NHLS LIMS), indicating that the genes responsible for INH 
resistance other than katG and inhA must also be screened for.  
In summary, the results obtained in this study suggest that the GenoType® MTBDRsl LPA is 
a rapid and reliable DST for OFX and AMK. Because the GenoType® MTBDRsl LPA 
makes use of the same equipment and standard operating procedures as the GenoType® 
MTBDRplus LPA, this allows for “diagnostic-fit” within the diagnostic algorithm,42 thereby 
drastically decreasing the diagnostic delay for second-line drug resistance results. The 
availability of this information will guide initiation of appropriate treatment regimens thereby 
reducing transmission and improving treatment outcome. The implementation of this assay 
will also reduce laboratory costs thereby alleviating the financial burden of the national 
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Abstract 
Rationale: Molecular-based diagnostics for Mycobacterium tuberculosis have recently been 
endorsed by the World Health Organization. The Xpert®MTB/RIF assay was endorsed for 
use on patient material, regardless of the smear gradation, while the Genotype® MTBDRplus 
(version 1) has been limited for use on smear positive patient material.  
Objectives: To evaluate the diagnostic performance of the Xpert®MTB/RIF and Genotype® 
MTBDRplus (version 2) assays on smear-positive and smear-negative patient specimens 
submitted to a high throughput diagnostic laboratory.  
Methods: A total of 282 consecutive specimens were subjected to the two new molecular 
assays and their performance characteristics were assessed relative to the routine diagnostic 
standard. Both assays showed similar diagnostic performance characteristics.  
Results: The sensitivity of the Genotype® MTBDRplus (v2.0) and Xpert®MTB/RIF assay 
for the detection of culture positive M. tuberculosis was 73.1% and 71.2%, respectively, 
while the specificity for both assays was 100%. Both assays were able to diagnose the 
presence of M. tuberculosis in 57-58% of smear negative cases suggesting that the 
performance characteristics were dependent on bacillary load. The detection of M. 
tuberculosis in culture negative specimens confirmed that molecular-based assays should not 
be used for treatment monitoring. The sensitivity and specificity for rifampicin resistance 
detection was 100% in both assays; however, the Genotype® MTBDRplus (v2.0) assay 
provided additional information on isoniazid susceptibility.  
Conclusions: The Genotype® MTBDRplus (v2.0) assay will complement the 
Xpert®MTB/RIF screening assay by validating rifampicin susceptibility and providing 
information on isoniazid susceptibility. In addition, the Genotype® MTBDRplus (v2.0) will 
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Smear microscopy is the primary method for screening for tuberculosis (TB) in high burden 
countries (29), but its performance characteristics are poor with a case detection rate of only 
56 - 68% (28). This is further reduced to 43 -51% in patients co-infected with the Human 
Immune-deficiency Virus (HIV)(7) which often leads to paucibacillary disease (23). In 2010, 
it was reported that 2 million of the 5.8 million (34.4%) globally notified cases of TB were 
smear negative (30). In order to improve the sensitivity and specificity of TB diagnostic 
modalities it is critical that new, rapid and reliable diagnostics are developed (29). Culture-
based methods have been greatly improved over the past decade and remain the gold standard 
for TB diagnosis. However, the time-to-positivity is dependent on the replication rate of M. 
tuberculosis complex as well as the bacillary load in the specimen, which may be low in 
sputum samples from patients with HIV co-infection (9). This implies that the time to a 
bacteriological culture-based diagnosis may range from weeks to months (20,22). 
Furthermore, an additional test is required to confirm the presence of M. tuberculosis 
complex. To address the associated diagnostic delay, molecular-based tests have been 
developed with the view to provide a diagnosis of both the presence of M. tuberculosis 
complex as well as to identify mutations conferring resistance to the most important first-line 
TB antibiotics, viz isoniazid (INH) and/or rifampicin (RIF) (3). In 2008, the Genotype® 
MTBDRplus (version 1.0) line probe assay (LPA) was endorsed by the World Health 
Organization (31). The Genotype® MTBDRplus (v1.0) LPA is used for the rapid detection of 
M. tuberculosis complex and its associated susceptibilities to RIF and INH (6). However, this 
test provides interpretable results on only 14% to 16% (3) of smear negative specimens. For 
this reason this version of the assay has been limited for use on smear positive patient 
material. If the smear result is found to be negative, the LPA can be done on the 
corresponding cultured isolate if the culture becomes positive for acid-fast bacilli (AFB). 
In 2010, the Xpert®MTB/RIF assay was endorsed by the World Health Organization for use 
on patient material, regardless of the smear gradation (27). This assay rapidly identifies M. 
tuberculosis complex with sensitivities of 95% for smear positive cases and 55% for smear 
negative cases (24). The Xpert®MTB/RIF assay is now being rolled out in many settings as 
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the primary diagnostic modality with the view to improve case detection. In addition, this 
assay provides a rapid diagnosis of RIF resistance as a marker for multi-drug resistant TB 
(MDR-TB) (despite a number of false positive RIF resistance results having been observed 
(2,25)) and thereby initiates a request for additional drug susceptibility testing (DST). In most 
instances this requires cultured based DST with the associated diagnostic delay (20). The 
downstream implication of utilizing both molecular-based tests will be that of cost savings to 
the national tuberculosis control programme, due to reduced transmission which in turn is 
brought about by the early detection of drug susceptible and drug resistant TB, and hence the 
treatment thereof. It is also expected that early diagnosis will significantly impact on 
treatment outcome. 
In this study we investigate the diagnostic performance characteristics of the 
Xpert®MTB/RIF assay and Genotype® MTBDRplus (v2.0) LPA in comparison to the 
routine diagnostic standard in a high-volume public health tuberculosis laboratory in South 
Africa.  
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This study was done in the National Health Laboratory Service (NHLS) TB referral 
laboratory for the Western Cape Province in Green Point, Cape Town, South Africa. This 
study was approved by the Health Research Ethics Committee at Stellenbosch University.  
Routine diagnostic standard 
In this setting, clinical specimens are routinely submitted for smear, culture and Genotype® 
MTBDRplus (v1.0) LPA (Hain Life Sciences, Germany) sensitivities. All sputum processing 
and manipulations are carried out in Class II biological safety cabinets and routine laboratory 
tests are done as previously described (3). Specimens are processed on a daily basis by 
decontamination with N-acetyl-L-cysteine-sodium hydroxide (NaOH-NALC, final 
concentration of 1%) as per CDC guidelines (14). Thereafter, each sediment is resuspended 
in approximately 2.0 ml phosphate buffer (pH 6.8). An aliquot of 0.05 ml of the concentrated 
sediment is subjected to smear microscopy using the Auramine O fluorescence method (7) in 
combination with the royal blue LED light source to increase the sensitivity of detecting AFB 
(16). From the concentrated sediment a 0.5 ml aliquot is inoculated into MGIT medium. If 
the original specimen was smear positive, crude DNA is extracted from an aliquot of 0.5 ml 
by heat-killing for 15 minutes at 95°C followed by gentle sonication for 20 minutes. M. 
tuberculosis complex and mutations conferring resistance to INH and RIF are detected by the 
Genotype® MTBDRplus (v1.0) LPA (3,31) using DNA extracted directly from 
decontaminated specimens (smear positive) or from MGIT cultures that become positive for 
AFB (smear negative specimens). All LPA assay runs adhered to ISO 15189 standards, 
which require the use of an ATCC M. tuberculosis H37Rv laboratory strain for a positive 
control. Two negative controls were used to test for area-specific contamination. The 
laboratory participates in External Quality Assurance (EQA) from the NHLS Quality 
Assurance (QA) Division, the National Tuberculosis Reference Laboratory (NTBRL) EQA 
program and the EQA program of the Medical Research Council (MRC). Since participation 
in these programmes in 2008, all the results reported showed 100% concordance with the 
EQA testing panels.  
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Diagnostic performance evaluation 
For this study, 282 consecutive specimens from suspected retreatment TB cases were 
collected within two working days. Retreatment cases were selected given their high risk of 
associated drug resistance (15). Each specimen was subjected to the routine diagnostic 
standard.   
A small volume of 0.01% Tween 80-saline was added to the residual decontaminated 
specimen to a final volume of 1.5ml. The suspension was then vortexed in order to 
homogenize the acid-fast bacilli, thereby ensuring adequate representation within the sample 
volumes to be extracted. After vortexing, the specimen was split into two equal aliquots (700 
µl). One aliquot was processed according to Xpert®MTB/RIF instruction manual (cartridge 
version 3). Briefly, two volumes of lysis buffer was added to each specimen and mixed. 
Following incubation at room temperature for 5 minutes the suspension was mixed and then 
incubated for a further 10 minutes. Thereafter, 2 ml of the lysate was added to the labelled 
cartridge and was inserted into a GX16 instrument. The results for the first batch of 16 
specimens were available in approximately 2 hours.  
DNA was extracted from the remaining aliquot using the GenoLyse® kit according to the 
manufacturer’s instructions to generate the substrate for PCR amplification and hybridization 
using the Genotype® MTBDRplus® LPA (v2.0). Briefly, 700μl of the decontaminated 
sample was centrifuged for 15 minutes at 10 000xg and the pellet was resuspended in 100µl 
of lysis buffer and incubated for 5 minutes at 95ºC. Thereafter 100µl of neutralising buffer 
was added to the lysate, mixed and centrifuged at full speed for 5 minutes. The top 100ul of 
the supernatant was aliquoted into a clean 1.5 ml tube and used for the PCR reaction and the 
residual portion was discarded. The PCR reaction mix was prepared by mixing 10µl of 
amplification mix A (AM-A) (contains the 10X buffer, nucleotides and DNA polymerase), 
with 35µl of amplification mix B (AM-B) (contains the MgCl2, the biotinylated primers and 
dye) after which 5µl of the GenoLyse® purified DNA was added. PCR amplification for the 
Genotype® MTBDRplus® LPA (v2.0) was done using the PCR programme recommended 
by the manufacturer´s instructions. Following PCR amplification, the reverse-hybridization 
step and the interpretation of the hybridization results was done as previously described (3). 
Results for this test were available after 48 hours of receipt of the specimen. 
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Statistical Analysis 
Statistical analyses were done using EPI Info (US Centre for Disease Control and Prevention, 
Atlanta, GA, USA). The sensitivity, specificity, and positive and negative predictive values 
were calculated for each method and compared to the gold standard of smear, MGIT culture 
and Genotype® MTBDRplus (v 1.0) LPA.  
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Results  
Of the 282 sputum specimens tested by the routine diagnostic standard, seven specimens gave 
instrumentation errors when tested in the Xpert®MTB/RIF assay. Six of these were due to 
“probe failure” and one was due to “valve motion not detected”. After exclusion of these 
specimens, the total cohort was reduced to 275 specimens. Twenty-one of the 22 smear and 
culture positive specimens were confirmed to be M. tuberculosis complex according to the 
Genotype® MTBDRplus (v1.0) LPA. The remaining smear and culture positive specimen 
was shown to be M. kansasii. Of the smear negative specimens, 18.5% (46/248) were culture 
positive for acid-fast bacilli, of which 67.4% (31/46) were confirmed to be M. tuberculosis 
complex. All of the remaining 15 culture positive specimens were classified as non-
tuberculosis mycobacteria based on Ziehl-Neelsen (ZN) smear microscopy, since neither the 
classic coiling could not be observed, nor could these be speciated using the CM/AS kits 
(Hain Lifescience, Nehren, Germany) (data not shown). This may reflect laboratory 
contamination with unknown environmental acid-fast bacilli. Of the 52 specimens (18.9%) 
that were found to be positive for M. tuberculosis complex (51 by the GenoType® 
MTBDRplus LPA and 1 by the capilia TB assay), 71% (37/52) and 73% (38/52) were 
detected by the Xpert®MTB/RIF and the Genotype® MTBDRplus® LPA (v2.0), 
respectively. The Genotype® MTBDRplus® LPA (v2.0) detected all of the smear/culture 
positive TB cases while the Xpert®MTB/RIF detected 19/21 (90.5%) of the smear/culture 
positive TB cases. The detection rate for the identification of M. tuberculosis complex in 
smear negative/culture positive specimens was 18/31 (58%) and 17/31 (56.6%), for the 
Xpert®MTB/RIF assay and the Genotype® MTBDRplus® LPA (v2.0), respectively. The 
median time-to-positivity (TTP) for the specimens that could not be identified by the two 
modalities was 27 days (range 10 to 37). Table 1 shows the performance parameters for the 
two tests compared to smear positivity and the routine MGIT culture-positive for AFB and 
positive identification for the M. tuberculosis complex.  
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Table 1. Performance of the Xpert®MTB/RIF and Genotype® MTBDRplus (v2.0) LPA 
in combination with the GenoLyse® kit, relative to routine smear and culture positive 
results.  
 

















Total Sensitivity Specificity PPV NPV 
Xpert®MTB/RIF 
        
     MTB+ 20 22 42 37 0 37 
74.1%* 
(55.3 – 86.8) 
 
91.1%* 
(86.9 – 94.1) 
47.6%* 
(33.4 – 62.3) 
97.0%* 
93.9 – 98.5) 
     MTB- 7 226 233 15 16 31 
71.2%§  
(57.7 – 81.7) 
100%§  
(80.74 – 100) 
100% § 
(90.6 – 100) 
51.6% § 
(34.8 – 68.0) 
Total 27 248 275 52 16 68     
Genotype® 
MTBDRplus (v2.0) 
LPA & GenoLyse® 
kit 
    
    
     MTB+ 22 26 48 38 0 38 
81.5%* 
(63.3 – 91.8) 
 
89.5%* 
(85.1 – 92.7) 
45.8%* 
(32.6 – 59.7) 
97.8%* 
(94.9 – 99.1) 
     MTB- 5 222 227 14 16 30 
73.1%§  
(59.8 – 83.2) 
100% § 
(80.6 – 100) 
100% § 
(90.8 – 100) 
53.3%§  
(36.1 – 69.8) 
Total 27 248 275 52 16 68     
MTB+ Mycobacterium tuberculosis complex present, MTB- Mycobacterium tuberculosis complex 
absent, * Smear results used as the gold standard,§ Culture results used as the gold standard. 
 
The Xpert®MTB/RIF assay and the Genotype® MTBDRplus LPA (v2.0) identified M. 
tuberculosis complex in 5 and 10 culture negative specimens, respectively. Review of 
historical diagnostic data from the laboratory information management system showed that 
all of these patients had submitted specimens within the last year, thereby confirming that the 
specimen tested was not a diagnostic specimen but rather a specimen submitted to monitor 
treatment response.  
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First-line DST results was available for 51 of the 52 M. tuberculosis complex positive 
specimens using the GenoType® MTBDRplus (v1.0) LPA as standard diagnostic algorithm 
test; 9.8% (5/51) were MDR, 1.96% (1/51) were RIF mono-resistant, 1.96% (1/51) were INH 
mono-resistant, and 86.3% (44/51) were susceptible to both RIF and INH. Tables 2 and 3 
show the performance parameters for the two tests for the detection of mutations conferring 
RIF and INH resistance, respectively, compared to the routine diagnostic standard.  
Table 2.  Performance of the Xpert®MTB/RIF and Genotype® MTBDRplus (v2.0) LPA in combination 
with the GenoLyse® kit, relative to routine RIF susceptibility testing.  
  
 
 RIF susceptibility 




Sensitivity Specificity PPV NPV 
Xpert®MTB/RIF 
     
     S 33 0 33 
100%  
(89.6 – 100) 
100%  
(43.9 – 100) 
100%  
(89.6 – 100) 
100%  
(43.6 – 100) 
     R 0 3 3 
     MTB- 12 3 15     
Total 45 6 51     
Genotype® 
MTBDRplus (v2.0) 
LPA & GenoLyse® 
   
 
 
     S 34 0 34 
100%  
(89.9 – 100) 
100%  
(43.9 – 100) 
100%  
(89.9 – 100) 
100%  
(43.9 – 100) 
     R 0 3 3 
     MTB- 11 3 14     
Total 45 6 51     
* According to the Genotype® MTBDRplus (v1.0) LPA, MTB-, Mycobacterium tuberculosis complex absent, 
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Table 3: Performance of the Xpert®MTB/RIF, and GenoType ® MTBDRplus® (v2.0) LPA in combination 
with the GenoLyse® kit, relative to routine INH susceptibility testing. 
  
 
 INH susceptibility 
Performance (95% CI) 
 S R 
Total* 
Sensitivity Specificity PPV NPV 
Xpert®MTB/RIF 
     
     S 
Test specific for RIF only      R 
     MTB- 
Total        
 Genotype® 
MTBDRplus (v2.0) 
LPA & GenoLyse® 
   
 
 
     S 34 0 34 
100%  
(89.9 – 100) 
100%  
(43.9 – 100) 
100%  
(89.9 – 100) 
100%  
(43.9 – 100) 
     R 0 3 3 
     MTB- 11 3 14     
Total 45 6 51     
* According to the Genotype® MTBDRplus (v1.0) LPA, MTB-, Mycobacterium tuberculosis complex  
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Discussion 
This is the first study to compare the diagnostic performances of two molecular-based TB 
diagnostic modalities relative to the routine diagnostic standard used in a high throughput 
diagnostic laboratory. Under these routine laboratory conditions the Xpert®MTB/RIF and 
Genotype® MTBDRplus (v2.0) LPA diagnostic modalities showed sensitivities of 71.2% and 
73.1%, respectively and similar specificities of 100%, which compared well with previous 
studies using the Xpert®MTB/RIF (5,8,11). The overall sensitivity of both tests was largely 
influenced by the fact that M. tuberculosis complex DNA could not be detected in 23.5% of 
culture positive samples. This was reflected by the TTP of these specimens. This suggests 
that the number of bacilli in these specimens was below the detection limit (dynamic range) 
for both of the molecular-based tests and above the detection limit for culture-based test 
(4,10).  
Both tests were able to rapidly diagnose the presence of M. tuberculosis complex DNA in 
most smear positive cases as well as in 56-58% of the smear negative culture positive 
samples. This increased the number of TB cases diagnosed by between 32.6% and 34.6% for 
the Genotype® MTBDRplus (v2.0) LPA and Xpert®MTB/RIF, respectively, in this study 
setting relative to smear alone (3). This confirms the utility of both of these methods as initial 
screening tools for “ruling in” the presence of M. tuberculosis complex disease. Three MDR-
TB cases were not detected within the culture positive group probably as a result of the 
bacterial load being below the detection limit of both assays. 
Both tests appear to over-diagnose the presence of M. tuberculosis complex DNA in culture 
negative samples. This phenomenon has been previously described in various studies and 
may be explained by the amplification of DNA released from non-viable bacilli in the sputum 
samples (1,12,13,17-19). Alternatively, the presence of M. tuberculosis complex DNA in 
these samples may be explained by either laboratory cross-contamination (13) or a 
transcription error which has failed to indicate that the sample was a treatment follow-up 
sample rather than a diagnostic sample. We favour the latter, as historical follow-up records 
confirmed in all instances that these samples were taken from patients who had had a 
previous specimen(s) submitted for diagnosis suggesting that these patients were either on 
treatment or were previously treated and that the positive test results reflect the presence of 
dead bacilli, given their inability to grow in the MGIT tube (1,12,13,17-19). These findings 
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support the notion that molecular-based assays should not be used for treatment monitoring 
(18).  
The Xpert®MTB/RIF showed a significant advantage in the time to diagnosis of the presence 
of M. tuberculosis complex DNA. However, the number of Xpert®MTB/RIF modules 
required by high throughput laboratories to deliver the same amount of test results as an 
automated Genotype® MTBDRplus system must not be ignored.  
The most important advantage of the Genotype® MTBDRplus® v2.0 assay is its enhanced 
sensitivity and the ability to determine INH susceptibility. These characteristics have the 
potential to improve the current diagnostic algorithm within the context of a high throughput 
laboratory by improving both the number of cases that can be screened (inclusion of smear 
negative cases) and the concomitant improved time to diagnosis. If the screening tool is the 
Xpert®MTB/RIF assay then RIF resistance can be rapidly validated with the Genotype® 
MTBDRplus® (v2.0) LPA irrespective of the smear status and without the need for prior 
culture. Similarly, INH susceptibility can be rapidly determined when RIF susceptible 
samples are identified by the Xpert®MTB/RIF assay. Data from the laboratory information 
management system (unpublished data), indicated that 86% of drug-resistant isolates had 
associated INH resistance thereby supporting the need for susceptibility testing of INH (21). 
Considering this, it is suggested that RIF resistant results are validated by the Genotype® 
MTBDRplus® (v2.0) LPA, after which the GenoType® MTBDRsl LPA (second–line drug 
LPA) can be performed with the same protocols as for the first-line LPA, to determine XDR-
TB status, thus allowing for “diagnostic fit”.   
A limitation observed in the study is that the performance characteristics might have been 
improved if the residual specimen material was directly used after decontamination in the 
routine diagnostic algorithm, since the dilution, homogenisation and splitting may not have 
contained sufficient bacteria due to prior manipulations, since it was found that two smear 
positive, culture positive specimens were not detected by the Xpert®MTB/RIF assay.  
In summary, the Genotype® MTBDRplus (v2.0) LPA has the potential to improve the time 
to diagnosis of TB and drug resistance in HIV co-infected smear negative patients. In 
addition, this assay will complement the Xpert®MTB/RIF screening assay by validating RIF 
susceptibility on smear positive and smear negative specimens, thereby providing information 
on INH susceptibility as well as pharmacogenetic information which may be critical in 
guiding appropriate treatment (26).  
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Chapter 1: BACKGROUND 
 
Drug resistance is a major threat to worldwide control of tuberculosis (TB). Drug-resistant 
and multidrug-resistant (MDR-TB; resistant to at least isoniazid [INH] and rifampin [RMP]) 
strains of Mycobacterium tuberculosis are man-made problems mainly related to poor case 
management and lack of quality drugs. Treating patients with MDR-TB requires expensive 
and toxic chemotherapy and often results in extremely low cure rates and increased mortality. 
Accurate and rapid detection of resistant strains is critical to provide appropriate treatment 
and to intercept the transmission of drug-resistant TB. However, lack of access to quality 
laboratory diagnostics continues to jeopardize efforts to control the worldwide transmission 
of TB. This situation has been further complicated by the recent emergence of extensively 
drug-resistant (XDR) TB. XDR-TB is caused by MDR strains of M. tuberculosis that have 
developed resistance to any fluoroquinolone and at least one of the following three injectable 
drugs: capreomycin, kanamycin and amikacin. The global threat of XDR-TB is a greater 
public health concern than MDR-TB since it requires more complex treatment and prolonged 
hospitalisation, particularly in subjects with disseminated TB. Rapid laboratory detection of 
MDR- and XDR-TB is critical, as delays in treatment can result in increased transmission in 
the community. HIV-positive individuals are especially susceptible to co-infection with TB. 
Poor diagnostic capacity and lack of infection control for both drug-susceptible and drug-
resistant TB play a significant role in enhancing disease transmission to severely immuno-
compromised individuals, especially those with HIV.  
 
CONVENTIONAL DRUG SUSCEPTIBILITY TESTING 
 
Shortly after the first anti-tuberculosis drugs were introduced into clinical practice in the late 
1940‟s, resistance to these drugs was observed. In 1961, the Pasteur Institute developed the 
proportion method, using critical concentrations of drugs for laboratory detection and 
confirmation of TB drug resistance. This assay became the gold standard for TB drug 
susceptibility testing (DST). Conventional DST is carried out on solid or, more recently, in 
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liquid media after detection and identification of the pathogen previously grown from clinical 
specimens. Initial growth, detection and identification may take 2 - 8 weeks and susceptibility 
testing for first line drugs on solid medium may take an additional 3 - 6 weeks. When using 
automated liquid culture systems, these turnaround times can be reduced to 3 - 21 days and 4 
- 7 days for isolation and DST respectively (an average reduction of 15 days in total when 
using automated liquid systems). When resistance to first-line drugs is detected, DST for 
second-line drugs may result in further, even more significant delays in treatment. 
Unfortunately, current methods for DST are time consuming, labour intensive, and costly. 
Problems with standardization of the tests and the stability of the drugs in different culture 
media further limit the ability of these assays to yield accurate results. Furthermore, correct 
execution of the assay and interpretation of results require extensive experience and 
demonstrated proficiency; these skills are essential, as the quality of results greatly impact 
both the survival and contagiousness of patients. Finally, performance of conventional DST 
requires a biosafety level 3 (BSL-3) laboratory, which is costly to establish and maintain 
especially in resource-poor settings. 
Late diagnosis of drug resistance is potentially a major contributor to the transmission of TB 
and may compromise the efficacy of therapy. Therefore, more advanced, robust, rapid and 
affordable technologies are needed to strengthen laboratory capacity for rapid and accurate 
diagnosis of both drug-susceptible and drug-resistant strains of M. tuberculosis. Rapid 
diagnosis of drug-resistant TB will have several benefits. These include earlier initiation of 
treatment of patients, which will in turn save more lives, reducing the time spent on 
inadequate treatment when infected by drug-resistant strains (therefore promoting 
development of additional drug resistance), and reducing the spread of MDR-TB in the 
community. Moreover, early identification of MDR-TB will lead to faster initiation of 
laboratory testing for XDR-TB.  
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MOLECULAR DRUG SUSCEPTIBILITY TESTING 
 
Recently, an improved understanding of the molecular basis of drug resistance and methods 
for extracting DNA directly from bacteria in clinical samples has resulted in the ability to 
determine susceptibility or resistance to anti-TB drugs in less than 24 hours. In today‟s 
laboratory, molecular techniques have become important adjuncts to traditional culture-based 
procedures, as they provide more rapid detection of drug resistance-associated mutations in 
the slow-growing M. tuberculosis. In addition, molecular detection of drug-resistance may be 
applied directly to clinical specimens (without the need for isolating the strain first on solid or 
liquid culture). Molecular methods can also be used on specimens that are not suitable for 
growth–based assays, such as specimens containing non-viable bacteria (killed by heat or 
chemical inactivation during drug therapy), specimens highly contaminated with non-
mycobacterial flora, or specimens with mixed TB and non-tuberculous mycobacteria (NTM). 
Additional advantages of the use of non-viable specimens include the simplification and 
reduction of biosafety requirements for both laboratory testing and specimen transport. 
Molecular methods allow the processing of a large number of specimens at the same time, 
and automation of the methodology provides standardization and quality assurance of testing 
that is independent of the proficiency of the user. Molecular methods are also able to detect 
mutations associated with lower levels of phenotypic resistance (Minimal Inhibitory 
Concentration; MIC). Such low-level resistance-associated mutations may represent an early 
stage in the development of high-level resistance. The ability to identify these mutations may 
therefore be clinical useful in optimizing treatment by switching the more potent drug 
regimens: an advantage over conventional DST that reports only the results from the critical 
concentration tested.  
Finally, for some classes of antibiotics (e.g. aminoglycosides), the detection of specific 
mutations allows one to predict drug resistance to an entire family of drugs. 
The major advantage of molecular methods is that they are fast, robust, may be adapted for 
high throughput use, and can require significantly fewer manipulations and technical skills 
compared to growth detection and conventional DST. The assays require relatively simple-to-
use equipment that can also serve as a platform for testing specimens for other diseases or 
purposes. Also, as previously mentioned, molecular assays do not require viable bacteria, 
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therefore specimen transport conditions do not affect test outcomes, unlike culture, and 
specimens can be shipped by regular mail. 
 
REQUIREMENTS FOR MOLECULAR TESTING 
 
When using molecular assays to test clinical specimens (especially those suspected of 
containing TB), a BSL-2 laboratory is required, however when testing viable mycobacterial 
isolates, preparation of the isolates for DNA isolation should be performed in a BSL-3 
laboratory, along with use of appropriate personal protective equipment. Only after heat-
killing of the organism and DNA isolation can the sample be considered non- infectious and 
moved to the molecular laboratory. It is important to bear these prerequisites in mind when 
integrating molecular drug-resistance testing for TB into existing molecular facilities that 
have been established for other diseases.  
If organized on a one-to-one basis, the training required for establishing laboratory staff 
proficiency in a particular molecular method can be accomplished within a few weeks. 
Interestingly, it appears to be more challenging for trainees to establish confidence and 
accuracy on the proper interpretation of molecular results than on actually performing the 
tests. These issues are described in more detail below. 
 
MOLECULAR MECHANISMS OF DRUG RESISTANCE TO INH AND RMP 
 
The number of drugs currently available for effective anti-TB treatment is limited due to the 
intrinsic or natural resistance of Mycobacterium tuberculosis to the majority of common 
antibiotics. This is due to the fact that M. tuberculosis and other members of the M. 
tuberculosis complex use several strategies to resist the action of antimicrobial agents. First, 
the mycobacterial cell is surrounded by a specialized, highly hydrophobic cell wall that 
results in decreased permeability to many compounds. Active drug efflux systems, degrading 
or inactivating enzymes, and the genes associated with these functions, have been identified 
in M. tuberculosis. However, genetic studies indicate that resistance to anti-mycobacterial 
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drugs is the consequence of spontaneous mutations in genes encoding either the target of the 
drug, or enzymes involved in drug activation. Resistance-associated point mutations, 
deletions, or insertions have been described for all first-line drugs (isoniazid [INH], rifampin 
[RMP], pyrazinamide [PZA], ethambutol and streptomycin) and for several second-line and 
newer drugs (ethionamide, fluoroquinolones, macrolides and nitroimidazopyrans). However, 
no single genetic alteration has yet been found that results in the MDR phenotype (resistance 
to at least INH and RMP). Rather, MDR develops by sequential acquisition of mutations at 
different loci, usually because of inappropriate patient treatment. Because MDR strains are 
the result of accumulative mutations, growth of M. tuberculosis can be successfully 
controlled in the host by concomitant treatment with more than one drug. Thus, treatment 
regimens consisting of three to four drugs are used routinely to treat TB patients. Table 1 
shows the principal M. tuberculosis genes implicated in resistance to key anti-TB drugs.  
The frequency of mutations that cause the onset of resistance is nearly 10-6 for INH and 
streptomycin, 10-8 for RMP and 10-5 for ethambutol. It follows that the frequency of 
concurrent mutations, conferring resistance to both INH and RMP, is 10-14, making the 
combined resistance to these two drugs a rare occurrence in naive patients. It appears that 
patients with large populations of M. tuberculosis could host “a priori” resistant organisms. 
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INH inhibits the synthesis of mycolic acids of actively growing mycobacteria. A lack of 
mycolic acid synthesis eventually results in the loss of cellular integrity and viability. INH is 
a pro-drug that is activated in the bacterial cell by the mycobacterial enzyme catalase. The 
emergence of INH resistance is multi-factorial and involves mutations in several genes such 
as katG, which encodes the activating enzyme, catalase, or regulatory genes such as inhA, 
ahpC-oxyR, ndh and furA. 
More than 60% of INH-resistant strains of M. tuberculosis isolated from patients have 
missense mutations or small deletions/insertions in katG. Most katG mutations are found 
between codons 138 and 328 with the most commonly observed gene alteration at codon 315 
(60 - 80% of cases). The most frequent mutation at codon 315 is a SerThr substitution that 
is estimated to occur in 30 – 60% of all INH-resistant isolates. Interestingly, the katG 463 
(CGG-CTG) (Arg-Leu) amino acid substitution is the most common polymorphism found in 
katG and is not associated with isoniazid resistance. 
In the mid-1950‟s, Middlebrook et al. demonstrated that loss of catalase-peroxidase activity 
can result in INH resistance. The peroxidase activity of this enzyme is essential to convert 
INH into its active form, capable of killing TB. The enzymatic activity of catalase in INH-
Table 1: Principal M. tuberculosis genes implicated in resistance to key anti-TB drugs 
 





RNA pol (β subunit) 
 
hot-spot region (98%) cod. 508 to 535; 
N-term region 







cod. 315 (60-80%) 
Polymorphism Leu463Arg 
 inhA  
NADH-dep enoyl-ACP red 
 
promoter region (ribosome binding site) pos. -8; -15 (15%); 
coding region (example: Ser94Ala) 
 ndh NADH dehydrogenase coding region 
 ahpC small subunit of alkylhydroperoxide reductase promoter region (mutations relatively rare) 





NADH-dep enoyl-ACP red 
 
Ribosome binding site pos. -8; -15 
coding region:  cod. 16, 21, 47, 78, 94, 95 
 ethA monooxygenase coding region 
 ethR  putative monooxygenase repressor coding region 
 ndh NADH DH coding region 







ERDR (70%) cod. 306; 239, 240, 247, 282, 285, 299, 311, 330, 368, 397, 
466, 469, 471, 630 
 embC Arabinosyl transferase cod. 251, 254, 270 





DNA gyrase (sub. A) 
 
QRDR (nt. 220 to 339) cod. 74, 88, 90, 91, 94 (70%) 
Polymorphism at cod. 95 
 gyrB DNA gyrase (sub. B) QRDR (nt. 1414 to 1530) cod. 495, 516, 533 
 mfpA protein that mimic DNA ? 
STREPTOMYCIN rpsL 12S ribiosomal protein cod. Lys43Arg, Lys88Gln/Arg, Arg9His, Val93Met (60%) 
 Rrs  
16S rRNA 
 
reg. 530: C to T 491, 512, 516; A to C/T 513 (8%); 
reg. 915: C to A/G 903; A to G 904; C to T 798; G to A 877; A to C 906 
CAPREOMYCIN rrs 16S rRNA A to G 1401 
 tlyA rRNA methyltransferase coding region 
VIOMYCIN rrs 16S rRNA coding region 
KANAMYCIN rrs 16S rRNA C to T 1402; 1401, 1483, (>) 1400 (67%) 
AMIKACIN rrs 16S rRNA 1400 
    
    
    
    
 E 
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resistant mutants is significantly lower or absent, compared to INH susceptible wild-type 
strains.  
Several studies have shown that certain strains with low-level INH resistance frequently 
develop co-resistance to ethionamide, suggesting that the two drugs share at least one 
molecular target. Although the two drugs have a different activation mechanism, other studies 
revealed that both of them are targeting the inhA gene. inhA encodes a mycobacterial enoyl-
ACP reductase enzyme that is probably involved in the biosynthesis of mycobacterial cell 
wall fatty acids. INH and ethionamide act to neutralize this enzyme, which in turn inhibits 
cell wall synthesis of the bacteria. The most common mutations of inhA occur in the promoter 
region of the gene and are most frequently seen at positions -24 (gt), -16 (ag), or -8 
(tg/a) and -15 (ct). Changes in this region result in increased expression and production 
of the enoyl-ACP reductase enzyme, which consequentially increases the level of the drug 
target and counterbalances the interruption in cell wall synthesis due to drug titration. Strains 
bearing mutations in the coding region of inhA show low-level resistance. Six point mutations 
associated with INH resistance within the structural inhA gene have been identified: Ile16Thr, 
Ile21Thr, Ile21Val, Ile47Thr, Val78Ala and Ile95Pro. These mutations in the structural inhA 
gene are rarely found in clinical isolates of M. tuberculosis. Overall approximately 70–80% 
of INH resistance in clinical isolates of M. tuberculosis can be attributed to mutations in the 
katG and inhA genes. 
It is interesting to note that mono-resistance to INH is relatively common while mono-
resistance to RMP is quite rare. In fact, nearly 90% of RMP-resistant strains are also INH-
resistant. Therefore, resistance to RMP may be used as a surrogate marker for MDR-TB. 
However, some evidence suggests that this may not be true in every setting, emphasizing the 
importance of collecting information on the local prevalence of drug resistance patterns 
before implementing a molecular assay.  
RELEVANCE OF SPECIFIC MUTATIONS 
 
A low-level resistant organism is an organism with a „MIC higher than is common for the 
susceptible population, devoid of any acquired resistance mechanism‟. As defined by the 
European Committee on Antimicrobial Susceptibility Testing (EUCAST), low-level 
resistance starts at the upper limit of the cut-off values. It affects the relationship between the 
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bacteria and the antimicrobial agent to a degree where treatment success cannot be 
guaranteed. 
Studies determining MICs have shown that high-level RMP resistance is associated with 
mutations in codon 526 and 531, whereas alterations in codon 511, 514, 515, 516, 518, 521, 
522 and 533 result in low-level RMP resistance. Some mutations affecting codon 526 such as 
HisLeu and HisAsn represent an exception and do not confer high-level resistance. It has 
been shown that certain mutations in rpoB (Leu511Pro; Asp516Tyr; Leu533Pro) showed a 
gradual increase in growth indices in the presence of 2 mg/ml RMP in the BACTEC 460TB 
system. RMP-susceptible strains do not grow in the presence of this concentration of drug, 
while high-level resistant strains grow much more rapidly. In addition, in contrast to drug 
susceptible controls, these strains were shown to be resistant to RMP at 0.5 mg/ml indicating 
elevated MICs. A recent report on highly discordant RMP susceptibility results during 
proficiency testing highlights the importance of determining the frequency of strains with 
mutations such as these, and the shortcomings of conventional methods. In a recent 
systematic sampling from Hong Kong, these rpoB mutations were found in 22% of all RMP-
resistant strains tested.  
Formation of reactive-oxygen-species, due to treatment with low levels of bactericidal 
antibiotics, can lead to mutagenesis and the emergence of a range of mutations, which may 
result in varying MICs and resistance to a wide range of antibiotics. Treatment with one drug 
class can lead to heterogeneous increases in MIC against other classes of antibiotics.  
Since drug resistance may not always be uniform throughout a population, some cells within 
a population may remain susceptible to the antibiotic, whereas other cells display varying 
degrees of drug resistance, a phenomenon referred to as hetero-resistance. Hetero-resistance 
has been reported for several anti-TB drugs (INH, RMP and ethambutol) based on the 
simultaneous detection of wild type and mutant molecular susceptibility. Hetero-resistance 
likely represents a natural variation in the population of cells of M. tuberculosis and could 
play a significant role in the emergence of resistance.  
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CONSIDERATIONS WHEN IMPLEMENTING MOLECULAR TESTING 
 
A critically important question is the clinical significance of predicting drug resistance by 
molecular methods. There are at least two important issues that require attention in this 
regard.  
The first is the detection limit of molecular tests when testing a hetero-resistant population of 
cells. As mentioned previously, in the early stages of the development of drug resistance in 
TB, only a relatively small proportion of resistant bacteria are present in the total population. 
Drug resistance will influence the treatment outcome in the patient only if the number of 
these strains reaches a clinically significant proportion, previously described as 1% of the 
population when performing the agar proportion method. However, the ability of molecular 
tests to detect a clinically significant proportion of resistant cells in the patient specimen has 
not been properly addressed. Evaluations of these tests have primarily focused on the 
analytical sensitivity (total amount of DNA detected). Recently, the detection limit of the 
Inno-LiPa Rif line probe assay (LPA) was assessed with mixtures of DNA from RMP-
susceptible and resistant strains and compared to the detection limit with an in-house 
multiplex PCR-based macroarray. The Inno-LiPa Rif LPA was able to detect 20% RMP-
resistant DNA in the presence of 80% wild type DNA, while the macroarray was able to 
detect 2% resistant DNA. In a similar experiment, where heat-killed mixtures of RMP-
susceptible H37Rv and H37Rv rpoB mutants were mixed at different ratios (from 0 to 100% 
resistant cells), the GenoType® MTBDRplus LPA was able to detect as low as 5% resistant 
cells. 
The second issue relates to the ability of molecular methods to provide information on the 
level of resistance, particularly to INH. As described above, there is general agreement that 
mutations in katG tend to confer high-level resistance to INH, while mutations in inhA or its 
promoter region generally confer low-level INH resistance. Thus, identifying and reporting 
whether the specific mutation was detected in katG or inhA would help the clinician 
determine whether the patient would benefit from continuing treatment with a higher dose of 
INH. It is essential not to discontinue INH unnecessarily, especially since INH has potent 
bactericidal activity that rapidly reduces the infectivity of newly diagnosed cases. 
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LINE PROBE ASSAYS 
 
Reverse hybridization-based assays, referred to as line probe assays (LPAs), are available 
commercially and are being tested under field conditions in endemic areas for rapid detection 
of mutations resulting in resistance to INH and RMP. These assays are a useful tool for cost-
effective detection of drug resistance in selected patients. In brief, LPAs are based on the 
hybridization of PCR products from patient specimens to specific probes for wild-type and 
mutant alleles of genes involved in drug resistance and have shown high specificity and 
sensitivity. 
The Genotype MTBDR (Hain Lifescience, Nehren, Germany) is a commercial LPA 
developed for the detection of RMP and/or INH resistance in M. tuberculosis. The assay is 
based on reverse hybridization between amplicons derived from a multiplex PCR and 
nitrocellulose-bound probes covering wild-type sequences and, in this first version of the 
assay, includes the most frequent mutations in the 81 base-pair region of rpoB and mutations 
at codon 315 in katG. 
In order to increase the capacity for detection of drug resistance, a new version of the assay, 
called GenoType® MTBDRplus, was developed. This version has the ability to detect a 
broader variety of rpoB gene mutations and has added probes for wild type and mutations in 
inhA. By covering mutations in the regulatory region of inhA, additional INH-resistant strains 
have been detected. In fact, the identification of mutations in the promoter region of inhA has 
increased sensitivity for molecular detection of INH resistance up to 31.4% as compared to 
detecting only mutations at codon 315 in katG. In particular, Brossier and colleagues 
demonstrated that the identification of mutations in the inhA promoter region allows an 
increase of over 50% in the detection of low-level INH-resistant strains. 
In spite of the ease of performance of the assay, correct interpretation of LPA patterns 
appears to be a problem, even for technically skilled laboratorians in the field. As described 
above, LPA results are based on banding patterns detected on a strip following hybridization 
with PCR products amplified from target DNA in a patient specimen. Often, confusion arises 
if a wild-type band (found in drug-susceptible strains) is missing, but a corresponding 
mutation band (found in drug-resistant strains) is not present. It is likely that this banding 
pattern is the result of a drug resistance-associated mutation different from the common ones 
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identified by the specific probes on the strip. However, there is a slight possibility that the 
pattern represents a silent mutation, one that does not result in an amino acid change. This is 
one of the reasons that mutations observed with molecular methods should be confirmed with 
a phenotypic assay. Even if the known molecular mechanism is showing a high level of 
association with the respective phenotypic drug resistance (rpoB and RMP resistance, pncA 
and PZA resistance, katG and INH resistance), the molecular test may not include probes for 
all possible mutations. Most molecular tests (including the LPAs, molecular beacons and real 
time PCR) only interrogate the 81 base-pair hot spot of rpoB and the 315 codon of katG, 
while resistance-associated mutations may occur in other parts of these genes. Furthermore, 
molecular mechanisms are not fully identified and understood for all drugs, and therefore 
mutations in known targets may not be associated with phenotypic drug resistance in all cases 
(e.g. INH, aminoglycosides, fluoroquinolones etc.).  
Systematic reviews and meta-analyses of the performance of LPAs compared to conventional 
DST methods showed that LPAs are highly sensitive (>=97%) and specific (>=99%) for the 
detection of RMP resistance, alone or in combination with INH (sensitivity >=90%; 
specificity >=99%), on isolates of M. tuberculosis and on smear-positive sputum specimens. 
When RMP resistance alone was used as a marker for MDR, the overall accuracy for 
detection of MDR was equally high, at 99%. These results were confirmed by laboratory 
validation and field demonstration data in several countries, most notably in the large-scale 
demonstration project in South Africa, executed by FIND (Foundation for Innovative New 
Diagnostics), the South African Medical Research Council (SAMRC) and the South African 
National Health Laboratory Service (NHLS). Data from the studies in South Africa also 
indicated the feasibility of introducing LPAs in high-volume public health laboratories. 
Detailed costing data from South Africa showed that by using the LPAs in routine diagnostic 
algorithms, the reduction in cost amounted to between 30% and 50% when compared to 
conventional DST methods. As expected, the cost was lowest when the LPA was applied 
directly to smear-positive specimens and highest when the assay was used on isolates from 
liquid primary culture. Introducing these assays into screening and diagnostic algorithms 
could significantly reduce the need for sophisticated and costly conventional laboratory 
infrastructure, still vastly inadequate in most high-burden countries. Based on these studies, 
the use of LPAs has been recommended by WHO according to the following guidelines: 
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 Adoption of LPAs for rapid detection of MDR-TB should be decided by Ministries of 
Health (MOH) within the context of country plans for appropriate management of MDR-
TB patients, including the development of country-specific screening algorithms and 
timely access to quality-assured second-line anti-TB drugs 
 The performance characteristics of the LPA have been adequately validated in direct 
testing of sputum smear-positive specimens, and on isolates of the MTBC grown from 
smear-negative and smear-positive specimens. Direct use of LPAs on smear-negative 
clinical specimens is not recommended. 
 The use of commercial LPAs, rather than in-house assays, is recommended to ensure 
reliability and reproducibility of results, as in-house assays have not been adequately 
validated or used outside limited research settings 
 Any new or generic LPAs should be subject to adequate validation when first introduced 
into the field, that is, published validation studies, adequate data to allow systematic 
review and meta-analysis (including assessment of data quality), and results from field 
demonstration projects documenting feasibility and consistent performance equal to 
conventional methods and commercial LPAs 
 Adoption of LPAs does not eliminate the need for conventional culture and drug-
susceptibility testing (DST) capability; culture remains necessary for definitive diagnosis 
of TB in smear-negative patients, and conventional DST is required to diagnose XDR-
TB. However, the demand for conventional culture and DST capacity may change, based 
on the local epidemiological situation and the use of LPAs in country-specific screening 
algorithms 
 As current LPAs only detect resistance to RMP and/or INH, countries with documented 
or suspected cases of XDR-TB should establish or expand conventional culture and DST 
capacity for quality-assured susceptibility testing of second-line drugs, based on current 
WHO policy guidance. 
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Implementing Nucleic Acid Amplification Testing (NAAT) using the line probe assay (LPA) 
to detect Mycobacterium tuberculosis and mutations associated with drug resistance often 
necessitates laboratory scale-up and strengthening. Before the LPA can be implemented for 
routine use, both the design and layout of a mycobacteriology laboratory must be carefully 
planned with regard to biosafety (containment of M. tuberculosis within the facility) and bio-
risk (containment of DNA and DNA-related products). Appropriate consideration of these 
issues is essential to avoid contamination of personnel, the environment and exogenous 
samples, as well as to maintain a high standard of quality-assured diagnostic output.  
This section will focus on the layout requirements for a basic PCR laboratory, which consists 
of three to four smaller areas or “rooms”, and the associated levels of biosafety and bio-risk 
in each. Knowledge and know-how of Good Laboratory Practice is strongly advised and must 




There are two diagnostic PCR facility layouts that can be used by tuberculosis (TB) 
laboratories planning to implement the LPA, whether these are new or existing. 
The ideal PCR facility consists of four small areas as follows: 
1. Pre-amplification area (reagent preparation)  
2. DNA extraction area (specimen preparation) 
3. Amplification area (template addition & amplification)  
4. Post-amplification area (hybridization/detection) 
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The most basic PCR laboratory must consist of at least three different areas, each dedicated 
to the different processes involved in the LPA, namely: 
1. Pre-amplification 
2. DNA extraction 
3. Amplification and post-amplification (which normally houses the Thermal Cycler as well 
as the hybridization detection area) 
This arrangement will aid in avoiding the risk of cross-contamination or carry-over 
contamination. Figure 1 illustrates the setup of the two different facilities.  
 
A Biological Safety Cabinet (BSC) must be used for both specimen decontamination and 
DNA extraction. If existing laboratories are to be renovated or changed to accommodate 

















Ideal physical layout for
4-room PCR facility




2 3 4 
3 
Figure 1: An illustration of the work flow for both the ideal physical design layout (4-room PCR facility) and a basic 
three-room PCR facility. Reagent Preparation in the pre-amplification room must always be performed before any 
other procedure can be done.   
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pressure is already in place) can be used for DNA extraction. The advantage of using an 
existing BSC is that it eliminates the need to purchase a new BSC, which would require a 
large double-door for installation and accommodation for exhaust and proper ventilation. 
Smaller rooms can be used for the other areas since the pre-amplification and DNA addition 
areas must be located in positive pressure environments. However these smaller areas must 
be access-controlled, with doors closed at all times and may also include an anteroom. Some 
laboratories go so far as to have their DNA extraction area in another building or on another 
floor to ensure that new specimens are not contaminated with DNA from previously 
amplified specimens. When converting an existing laboratory, it is essential that the entire 
area be thoroughly decontaminated before beginning molecular diagnostic work.  
It is imperative that the separate areas have their own dedicated instruments, supplies, 
reagents and pipettes. In addition, it is equally essential that area 2 and area(s) 3 and 4 or 




When setting up a PCR facility for the LPA, it is important to distinguish between two types 
of “risk”. The “biohazard risk” is the potential that a laboratory worker will become infected 
when working with live M. tuberculosis, while the “bio-risk” is the potential that specimens 
and/or reagents will become contaminated with DNA, amplified products (amplicons) or 
exogenous contaminants that lead to false positive PCR results. It is crucial that only DNA 
extracted from the new specimen enters the PCR reaction as the template. To ensure this, 
DNA extraction must be performed in a laboratory with adequate and appropriate biosafety 
level precautions i.e. BSL-2 and BSL-3, depending on the sample. DNA extraction from 
clinical specimens can be performed in either a BSL-2 or BSL-3 laboratory, while DNA 
extraction from TB isolates must be performed in a BSL-3 laboratory. The other two areas, 
for amplification and post-amplification, only require a BSL-1 laboratory. The WHO 
Laboratory Biosafety Manual (Third Edition, available from WHO website) provides 
practical guidance on biosafety techniques and equipment for all biosafety levels and the 
development of national codes of practice (Table 2).  
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Assigning an infectious agent to a specific biosafety level for laboratory work must be based 
on risk assessments. At present, it is widely acknowledged that decontamination, 
concentration and inoculation of culture media with clinical specimens suspected of 
containing TB can be performed in a BSL-2 laboratory with a certified and well maintained 
BSC. DNA preparation using concentrated sediments can also be performed in this setting. 
However, handling positive cultures of viable M. tuberculosis grown on solid or liquid media 
(for the purposes of identification, drug susceptibility testing or molecular methods) must 
occur in a BSC within a BSL-3 containment laboratory. The main requirements for the 
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Chapter 2: INFRASTRUCTURE REQUIREMENTS 
 





TYPE        
LABORATORY 




Basic - Biosafety 
Level 1   
Basic teaching, 
research   
GMT1 None, open bench 
work
________________________________________________________________________________________________________ 








Open bench plus 














BSC and/or other 













Same as Level 3 
plus airlock entry, 




Class III BSC or 
positive pressure 
suits in conjunction 
with Class II BSCs, 
double-ended 
autoclave (through 
the wall), filtered air
________________________________________________________________________________________________________  
1 GMT- good microbiological techniques 
2 BSC - biological safety cabinet 
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Table 3: Summary of main biosafety level requirements 
 
 
Biosafety Levels 1 2 3 4 
Functional isolation of laboratory No No Yes Yes 
Room sealable for decontamination No No Yes Yes 
Ventilation: 
 inward airflow  
 controlled ventilating system  

















Double-door entry No No Yes Yes 
Anteroom No No Yes - 
Autoclave: 
 on site  
 in laboratory room  

















Biological safety cabinets No Desirable* Yes Yes 
Personnel safety monitoring capability   No No Desirable Yes 
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In a BSL-2 laboratory, access should be limited and the entrance labeled with a biohazard 
sign (preferably make from fire resistant material). Access to a BSL-3 laboratory should be 
restricted to authorized personnel only. This can be controlled both administratively and 
physically, using the following biosafety measures: 
 The laboratory should be physically separated from other laboratories within the same 
complex.  
 The laboratory should have a double door entry system i.e. two inter-lockable doors. The 
laboratory doors should remain closed, preferably equipped with a self-locking device. 
 The international biohazard warning symbol and sign for BSL-3 containment (Figure 2) 
must be displayed on laboratory access doors. 
 The name and contact details of the laboratory supervisor (i.e. the person who controls 
access to the laboratory) should also be displayed on laboratory access doors. 
 Maintenance personnel should only be allowed to enter a BSL-3 laboratory if 
accompanied by laboratory staff with experience in biosafety measures. Maintenance 
personnel should also be educated as to the risks involved.  
 Additional protective gowns suitable for visitors, maintenance and emergency response 
personnel should be available and, if possible, distinguishable from that worn by the 
routine workers. 
The Fourth Edition of the WHO Laboratory Biosafety Manual contains several sections that 
focus specifically on TB and provides basic guidance on laboratory design to ensure 
biosafety standards are maintained. Based on a risk assessment for each technical procedure, 
the manual describes the minimum requirements for facilities performing the following tests: 
 Direct sputum microscopy (Basic TB)  
 Concentrated sputum microscopy, culture and/or line probe assay (LPA) 
 Culture manipulation, drug susceptibility testing (DST) and LPA 
Note. Upgrades to any laboratory facility should always be preceded by a comprehensive risk 
assessment. 
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Biosafety in laboratories includes three components:  
1. Facility layout  
2. Essential equipment, purchased according to standard specifications with a serviceable 
maintenance plan (including [re-]certification) 
3. Work practice. It is generally acknowledged that good laboratory practice and good 
microbiological techniques are essential to minimize the generation of infectious aerosols 
and the spread of DNA (genomic products and amplicons). 
Also in the WHO manual, the following issues are addressed and elaborated for each 
laboratory type: 
 Code of Practice: 
o Biosafety Management 
o General Laboratory Safety 
o Personal protection and Personal protective equipment 
o Laboratory Procedures 
o Organization of the laboratory working areas 
 Laboratory Design 
 Laboratory Equipment 
 Health and Medical Surveillance 
 Training 
 Waste handling 
 Chemical, fire, electrical, radiation and equipment safety. 
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ADMITTANCE TO AUTHORIZED PERSONNEL ONLY 
 
Responsible Investigator: _________________________ 
 
In case of emergency call: ________________________ 
 
Special conditions: _______________________________ 
 
Daytime phone: __________Home phone: ___________ 
 
Authorization for entrance must be obtained from 
the Responsible Investigator named above. 
Figure 2: International biohazard warning symbol and sign for BSL-3 containment areas 
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LABORATORY LAYOUT AND SETUP 
 
1. Pre-amplification area  
 
The pre-amplification area (Figure 3) is the “ULTRA-CLEAN area” and is dedicated to the 
preparation of reagents for the “master mix”, to be used during the amplification procedure. 
Unlike the DNA extraction area, this area does not require negative pressure, but rather 
positive pressure so that, upon entering the room, all air currents brought in with the 
laboratorian are pushed back out. It is therefore important to have an air-conditioner in the 
room, optimally placed directly opposite the door, with the condenser on the outside of the 
building. 
The room must be large enough (at least 9 m2) to house a refrigerator/freezer combination for 
the storage of the PCR reagents, as well as an adequately sized bench top with space to work. 
There is no need for a BSC since the room is used only to prepare the reagents for the PCR 
master mix: no specimens, DNA or amplicons should ever be brought into this room. If there 
is cause for concern, a PCR “dead-box” can be used for contamination prevention, provided 
the bench top is large and sturdy enough. It is also advisable to equip this area with a small 
under-counter cupboard for storing the PCR supplies that do not need to be refrigerated or 
frozen.  
In addition to the room itself, 3 to 6 m2 of space is required for an anteroom, leading to the 
pre-amplification area. The anteroom should have space for a small table where disposable 
gowns and shoe covers can be kept, and coat hangers on the wall for laboratory coats that are 
to be used exclusively during reagent preparation. 
The spaces between the door and its frames need to be sealed, in order to prevent dust and 
other contaminants from entering the area. Many laboratories have their pre-amplification 
area as far away as possible from the post-amplification area, some are even located on 
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2. DNA extraction area (specimen processing area) 
 
This area is used exclusively for sample preparation. Under no circumstances should any 
previously amplified PCR products (amplicons) be handled anywhere in this room or area. 
Similarly, reagent preparation must not be carried out in this room, but in the pre-
amplification room described above.  
In order to perform the LPA, the sputum specimens containing live bacilli and normal flora 
must first be decontaminated using the N-acetyl-L-cysteine (NALC)-sodium hydroxide 
(NaOH) method, which includes concentration by centrifugation and proper buffering with a 
phosphate solution (pH 6.8). DNA for the LPA is extracted from the concentrated sediment 
of the specimen after solid and/or liquid cultures have been inoculated and a smear has been 
prepared. At present, the test is validated for smear-positive specimens that have been 
decontaminated using this method. These manipulations, and subsequent steps of the DNA 
extraction for the LPA, may create aerosols that pose a major health risk to the operator and 
may also cross-contaminate specimens if appropriate containment measures are not followed. 
Thus, all manipulations must be done in a BSC in order to filter the aerosols produced, 
thereby protecting the operator and minimizing sample-to-sample contamination. It is also 
crucial that the centrifuges used during the manipulations have aerosol-tight rotors. Both 
Figure 3: Pre-amplification area. 
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precautionary measures are designed to increase personal safety and to comply with the 
standards for a BSL-2 and BSL-3 laboratory.  
As stated previously, if patient material (clinical specimens) is to be tested directly in the 
LPA, the NALC-NaOH decontamination method and subsequent DNA extractions should be 
executed in a BSC under BSL-2 conditions. However, if the LPA is going to be performed on 
cultured bacterial isolates (from liquid or solid media), the laboratory is required to adhere to 
BSL-3 standards.  
A dedicated air supply with no recirculation of air is desirable for a BSL-2 laboratory and 
required for a BSL-3 laboratory. It is also essential for negative pressure to be established in 
this laboratory so that all incoming air is drawn into the BSC and filtered through HEPA 
filters before release into the outside environment. The laboratory should be free of draughts, 
since any disturbances in the airflow of the BSC may cause infectious aerosols to escape and 
possibly infect the operator and other staff as well. 
 The DNA extraction equipment (Figure 4), i.e. the microfuge, heating block, ultrasonic 
water bath, and positive-displacement pipettes1 or any other consumables (such as filter tips, 
1.5 ml O-ring screw-top tubes, plastic loops, 3 ml Pasteur pipettes, etc.), should be dedicated 
to this room and never used in any other room.  
Due to the limited availability of BSCs and dedicated space in some laboratories, the BSC 
that is used to extract the DNA, can also be used for the addition of the DNA to the PCR 
master mix.  
Note: This can only be done if the BSC has been decontaminated after specimen processing 
and DNA extraction with 1% sodium hypochlorite followed by 70% ethanol. It is also 
important to ensure that the person who prepares and aliquots the PCR master mix in the 
ultra-clean pre-amplification area does so before working on either the original specimen, 
the extracted DNA or the amplified products. 
                                                                
1 The positive-displacement pipettes prevent aerosol carry-over created during pipetting, thus reducing 
the possibility of sample-to-sample contamination. 
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3. Amplification & post-amplification area(s) 
 
The final stages of the LPA procedure take place in this area (Figure 5), which is a BSL-1 
laboratory. It can be considered a “dirty laboratory”, since we are working with the amplified 
products, or amplicons.  
If there is an area dedicated to template addition, it must also have positive pressure inside. 
As with the pre-amplification room, any air currents are pushed back into the anteroom upon 
entering. Again, the air-conditioner must be placed directly opposite the door, with the 
condenser on the outside of the building.  
The post-amplification stage of the LPA procedure is made up of a number of smaller steps. 
It is strongly advised that dedicated areas be set aside for these individual procedures (Figure 
6), including: 
A. A strip preparation bench. 
B. A bench for the addition of the amplicons to the denaturing solution. 
C. A bench for the hybridisation machine(s). 
Figure 4: Equipment used in the DNA extraction area 
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D. A bench for the “pasting” the hybridised strips to the datasheet and interpretation of the 
strips. 
E. A bench next to the sink for the drying of the re-usable plastics such as the PCR racks, the 
1.5 ml eppendorf tube racks, the trays (should the GT-Blot 48 be in use), the discard 
container, and the measuring cylinders. 
B 
Figure 5: (A) Amplification and (B) Post-amplification areas. As mentioned in the text, the ideal facility would 
have these two areas in separate rooms. 
Note: There is no BSC/PCR cabinet in Area (A), since this room in this particular facility is dedicated to the 
addition of the template DNA. As mentioned previously, template addition can also be carried out in the DNA 
extraction area, provided there is a suitable BSC. 
A 
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The need for this “separation” of work areas within the laboratory will aid in contamination 
prevention and helps with the natural workflow. It is also recommended that the sink be 
cleaned daily with 5% sodium hypochlorite and 70% alcohol. In addition, a container filled 
with sodium hypochlorite should be used to decontaminate all re-usable consumables, 
especially the racks that are used for 1.5 ml and PCR tubes. The containers for the freshly 
prepared 1% sodium hypochlorite and 70% alcohol, to be used in each of the four areas, must 
also be immersed in these two decontamination solutions before they are filled and placed in 
their respective areas. Also, pipettes and benches should be wiped with these solutions both 
before and after the day‟s procedure. 
D E 
B C A 
Figure 6: Dedicated bench spaces in the post-amplification area. (A) Strip preparation bench, (B) Amplicon 
denaturation bench, (C) Hybridization machine bench, (D) Post hybridization bench for pasting of the strips 
and interpretation thereof, and (E) The “Clean Area” bench. Note the sealable blue plastic container, which 
contains sodium hypochlorite. The eppendorf and PCR racks are dipped in this solution in order to 
decontaminate them before they are used again. 
Stellenbosch University  http://scholar.sun.ac.za
142 Chapter 5 
 
 
Each laboratory should have a small under-counter cupboard, to act as an “immediate” stock 
cupboard, where all consumables required for detection and interpretation will be kept. 
The amplification and post-amplification rooms must be locked when not in use to ensure 
controlled access. It is also recommended that self-closing door devices are installed to help 
control air movement. General cleaning staff should not enter these rooms, move equipment 
around or clean the floor with a mop that has been used to clean other laboratories. Many 
laboratories have found that these actions introduce contaminants that interfere with the PCR 
reaction. Thorough decontamination of the laboratory is then required before testing can 
resume, which significantly delays the testing turn-around time, with a subsequent negative 




The “backbones” of the PCR facility are the 3 or 4 dedicated areas that will be used for the 
different steps of the procedure. It is recommended that all equipment, pipettes etc., be 
labeled with a different colour of masking tape, based on the area in which they are used, e.g., 
red for the pre-amplification area, green for the DNA extraction area, blue for the 
amplification area and yellow for the post-amplification area. This ensures that the equipment 
will stay dedicated to each area. Also, violations can be clearly seen by visual inspection, e.g. 
if a “blue” labeled pipette is found in a “green” area, where it should not be. 
GENERAL INFRASTRUCTURE REQUIREMENTS 
 
A detailed list of all laboratory equipment and necessities required to optimally perform the 




Cleanliness is of utmost importance in the PCR facility. All walls, floors, doors, door 
handles, ceilings, light-switches, sinks and bench-tops must be smooth and easy to clean. 
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Surfaces must be impermeable to liquids and resistant to harsh disinfectants, since everything 
must be cleaned thoroughly and often.  
If existing “rooms” are to be converted into PCR “rooms”, it is essential that the walls be 
repainted white with high-gloss enamel or other gloss-based paint. This will ensure easy 
cleaning of the walls. The floors must be covered with vinyl, linoleum or ceramic tiles 
(carpets should not be used anywhere). The use of melamine bench-tops is suggested because 
of their impermeability. Wooden bench tops should not be used, as tiny crevices in the top 




A reliable and adequate supply of electricity is a necessity. Some of the LPA associated 
reagents need to be refrigerated or frozen, and the various machines used in the procedure 
require electricity. Circuit breakers must be able to accommodate the electrical demand 
needed to operate the various laboratory equipment, and all electrical boxes and wiring 
should be certified to avoid surges that might render the equipment inoperable. An 
Uninterrupted Power Supply (UPS) device, or a back-up generator is recommended, 
especially if the supply of electricity is sporadic. If information is available on planned power 





The laboratory may be located in a geographical region of the world that routinely 
experiences high temperatures. With additional heat generated by refrigerators, freezers, 
autoclaves and some equipment used in the LPA, there must be sufficient air conditioning to 
offset both the heat from the environment and from the equipment, especially in laboratories 
with low-ceilings where heat has a tendency to build up rapidly.  
Air conditioner units must be placed in an outside wall with a condensate drain line, but 
should not be placed in close proximity to ducts and vents to the outside, since this will allow 
potentially infectious air to be re-circulated into the laboratory. The opening around the air 
conditioner must be properly sealed to avoid dust or other exogenous contaminants from 
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entering the laboratory. Care should also be taken to ensure that the vents of the air 
conditioners are aimed away from BSCs, so as to avoid disturbances that would direct fumes 
and potential aerosols toward laboratory workers.  
 
BIOLOGICAL SAFETY CABINETS 
 
BSCs must be placed in contained or low traffic areas and orientated in such a way that 
draughts and air disturbances across the cabinet are limited. If a new BSC is to be purchased, 
entry doors must be wide enough to accommodate the cabinet. Professional staff should 
install the BSCs and perform bi-annual servicing and annual certification.  
 
EXTRACTOR FANS  
 
Extractor fans are placed in the laboratory to create negative air pressure. Air pressure should 
be the most negative in the areas where the most potentially infectious work is performed. An 
extractor fan should also be placed near the autoclave to aid in exhausting excess heat. 
Extractor fans should always be placed on an outside wall so that they will not vent into a 
corridor. The area where the exhaust is vented should not be a high traffic area or an area 
with nearby air intakes, as this might pull the exhaust back into the building.  
There should be no extractor fan in the reagent preparation room since infectious material is 
not processed here and the negative pressure generated may bring in contaminants when the 
door is opened.  
PLACEMENT OF LABORATORY EQUIPMENT 
 
A detailed reasoning behind the design of the laboratory is provided below. 
 
Biological safety cabinet 
 
The BSC should be placed in the contained laboratory area that will be considered the BSL-2 
or BSL-3 suite. This is the area where all infectious specimen manipulation will take place 
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and which is separate from all other laboratory areas. If a spill should occur while 
manipulating infectious material, staff exposure will be limited since the negative air pressure 





Most air conditioners are single units and not part of a centralized system. When deciding 
where to place these units, special attention should be paid to the direction of the airflow, 
especially if there is no choice but to place the units in close proximity to the BSC. As stated 
previously, BSCs are very sensitive to disruptions in airflow, so these must be minimized for 
the BSC to work properly. The vents or louvers should be angled toward the ceiling to 
disperse the flow of air. The air conditioner unit may need to be turned off for a short time 
when working in the pre-amplification room, in order to avoid excessive air movements that 
may lead to contamination of reagents. 
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The autoclave is needed to disinfect laboratory waste generated in the different areas of the 
laboratory. Because autoclaves generate a great deal of heat, they should be located far away 
from the refrigerator and freezer. If the freezer is located near the autoclave, the excess heat 
produced by the autoclave will unnecessarily tax the freezer motor and decrease its life. A 
floor model autoclave should be placed under an extractor fan, in order to exhaust the heat 
and steam produced by the autoclave. It is essential to have two autoclaves in the facility: one 
to sterilize “clean” things that will be used again, and the other to disinfect the “dirty” 




Carts should be conveniently located to transport specimens, cultures, or waste within the 
laboratory. When transporting infectious materials it is always much safer to use a cart rather 
than carrying items by hand. It is important to note that carts used in the specimen 
preparation room or the amplification and post-amplification rooms should never be taken 
into the reagent preparation room. 
 
Laboratory coat racks 
 
Coat racks should be placed at the entrance to the laboratory, near the hand sink so that 
laboratory coats can be donned before entering the laboratory and removed when preparing to 
exit the laboratory, before hand washing. There should be a separate coat rack near the 
entrance to the BSL-3 laboratory for staff member to leave the BSL-1 or BSL-2 laboratory 
coat and put on a separate laboratory gown and other appropriate personal protective 
equipment (PPE) for BSL-3 work. It is advisable to wear over-shoes both in the BSL-3 and in 
the reagent preparation area to avoid exiting the BSL-3 area with contaminated shoes, or 
contaminating the clean reagent preparation area. 
 
Stellenbosch University  http://scholar.sun.ac.za
Molecular Detection of Drug-Resistant Tuberculosis By Line Probe Assay - Laboratory 
Manual for Resource-Limited Settings   147 
 
 
Biohazard waste containers 
 
Waste containers should be placed conveniently throughout the laboratory, near work stations 
where biohazard waste is generated and near doors where gloves can be disposed of before 
exiting an area. Pipettes, glass slides, and other sharps need to be placed in special “sharps” 
containers that are puncture resistant. All biohazard waste should be autoclaved, chemically 




Hand sinks must be placed in convenient areas of the laboratory, especially near laboratory 
exits, for hand washing: following removal of PPE, but before exiting the laboratory; when 
moving from one laboratory area to another; and after work has been completed. The sinks 
should always be kept clean, connected to a constant supply of clean water, and stocked with 




An eye wash station should be located near a sink that is connected to a consistent clean 
water source, so that in the event of use, the sink can be flushed with clean water and drained. 
If the eye wash station is mounted onto the wall, the station must contain a sealed bottle of 




Fire extinguishers should be placed in easily accessible locations in the laboratory. All 
laboratory staff should be trained on what to do in case of a fire, including being aware of the 
location and operation of the extinguishers. 
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Biohazard spill kit 
 
It is good to have two spill kits; one should be placed in the BSL-2 or BSL-3 area to clean 
spills that occur inside the BSC or other contained area. The other should be located outside 
the containment laboratory. This second spill kit should be used when a spill occurs outside 
the BSC and personnel have been alerted to exit the laboratory. After the lab has been 
vacated for a previously specified amount of time, the PPE, disinfecting equipment, and 





The emergency shower should be available for use if caustic chemicals come into contact 
with a large area of a worker‟s body and requires flushing. It is not necessary for the shower 
to be in the laboratory, but it is recommended it be in close proximity to the laboratory, in the 
event of an emergency. 
 
Safety Centrifuge (with aerosol sealed rotor) 
 
The safety centrifuge is used to concentrate specimens during processing. If the centrifuge 
has an aerosol-sealed rotor it should be located within the BSL-2 or BSL-3 suite, optimally 
near the BSC, in order to limit staff exposure to potential aerosols. If it does not have a 
sealed rotor it must be placed under a BSC or Extractor Fan.  
Note: All equipment involved in specimen processing should be kept in the same room or area. 
Sonicator 
 
The sonicator used in the DNA extraction procedure should be placed in the specimen 
preparation area. The sonicator‟s water tank should be emptied and the insides of the tank 
wiped out with 70% alcohol after each use. 
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The heat block used in the DNA extraction procedure should be placed in the specimen 
preparation area. This instrument can be placed inside the BSC or on a bench top in the BSL-
2 or BSL-3 laboratory. At this point in the procedure, the specimens are enclosed in 1.5 ml 
tubes with screw caps, and thus will not flip open during the heating process, when pressure 
builds up inside the tubes. Alternatively, boil-proof eppendorf tubes can also be used. 
 
PCR Hood in reagent preparation area 
 
A PCR hood can be placed in the reagent preparation area and used to prepare the master mix 
and aliquot appropriate portions into the PCR tubes. Using the hood will decrease the 
possibility of contamination of the reagents or combined master mix. However, the use of 
such a hood is optional, and “on-the-bench” preparation can be done cleanly without the 
introduction of contaminants, provided the area is sufficiently separated from other parts of 
the laboratory.  
 
PCR Hood for addition of DNA to master mix 
 
As in the reagent preparation area, the operator may use a PCR hood for the addition of the 
extracted DNA to the master mix contained in the PCR tubes, thereby decreasing the risk of 
contamination during this step in the procedure. The PCR hood should be placed either in the 
specimen preparation area or in a separate room.  
It is important to note that, by this stage of the process, the DNA preparations are non-
infectious. Original specimens or isolates containing live TB should always be handled in a 
BSC and never under a PCR hood. The main advantage of using a PCR hood is to separate 
the work areas used for DNA extraction (in the BSC) and addition of the DNA to the master 
mix. This lowers the chances for contamination of the PCR reaction with previously 
processed specimens. In conjunction with appropriate cleaning, the UV light in the PCR 
Hood will destroy any possible contaminating DNA. 
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PCR clean freezer (-20º) 
 
This freezer should be located in the reagent preparation area and used to store the PCR 
reagents (components of the master mix). It should not be placed near sources of intense heat, 
such as autoclaves. Because refrigerators and freezers produce large amounts of heat 
themselves, sufficient air conditioning is required to offset the heat production. A special 
effort should be made to keep the filters clean in both refrigerators and freezers in order to 
increase their life span. 
DNA extract freezer (-20 or -80°C) 
 
This freezer should be located in the specimen preparation (BSL-2 or BSL-3) area to store 
the DNA samples that have been extracted from clinical specimens. 
 
Specimen refrigerator (4-8°C) and/or freezer (-20 or -80°C) 
 
This refrigerator should be located in the specimen preparation (BSL-2 or BSL-3) area to 
store clinical specimens. 
 
Refrigerator for post-amplification reagent (4-8°C) 
 
This refrigerator should be located in the amplification/post-amplification area to store specific 








This instrument should also be placed in the amplification/post-amplification area. 
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Figure 7: Suggested lay-out for the pre-amplification area, with adjacent anteroom. 
SUMMARY STATEMENT 
 
The main drawback of PCR technology is the “false-positive” results that occur when reagents 
are contaminated with PCR products (amplicons) from previously-positive samples. This can 
be a considerable problem, even in the most fastidious laboratories, and has led to the 
requirement for dedicated rooms or areas for the different steps in the procedure. All TB 
laboratories that currently use the LPA, or are planning to do so, must have the appropriate 
laboratory infrastructure in place in order to avoid sample contamination and produce reliable 
results. Figures 7 to 11 are suggested laboratory lay-outs to ensure that all infrastructural 
needs are appropriately met.  
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Figure 9: Suggested lay-out for the post-amplification area.  
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Figure 11: Amalgamated lay-out of the three PCR areas. Note that this fits into the “skeleton” observed in Figure 
1. The door in the corridor creates an additional anteroom for the molecular diagnosis of M. tuberculosis.  
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PRINCIPLE OF THE PROCEDURE 
 
The GenoType® MTBDRplus test is based on DNA•STRIP® technology and allows for 
the molecular identification of the Mycobacterium tuberculosis complex (which includes M. 
tuberculosis, M. canettii, M. africanum, M. microti, M. bovis and M. bovis BCG) and its 
associated genotypic susceptibilities to Rifampicin (RMP) and Isoniazid (INH). This assay 
can test smear-positive patient material, cultured isolates from various media sources and 
NaOH-NALC decontaminated specimens. 
In wild-type M. tuberculosis strains (susceptible strains), RMP and INH inhibit the activity of 
enzymes involved in RNA and cell wall synthesis respectively, thereby killing the bacilli 
(Figure 12). However, resistant strains have mutations in genes encoding these critical 
enzymes, thereby altering the structure of the proteins so that a complex cannot be formed 
between the altered enzymes and the drugs. The bacilli with these specific mutations 
(resistant bacilli) can therefore still replicate and multiply in the presence of the drug. 
The molecular identification of RMP resistance is accomplished by detecting the most 
significant mutations in the 81-bp (base pair) region of the rpoB gene (which encodes the β-
subunit of RNA polymerase, the essential enzyme that is inactivated by RMP). High-level 
resistance to INH is detected by screening for the most common mutations in the katG gene 
(which encodes catalase, the enzyme that activates INH). Low-level resistance to INH is 
detected by screening for mutations in the promoter region of the inhA gene (which encodes 
the NADH enoyl ACP reductase, involved in cell wall biosynthesis). 
As stated above, when testing uncultured specimens, only NaOH-NALC pre-treated patient 
material that is acid-fast bacilli (AFB) smear-positive (based on the smear grading of 1+ or 
more) can be used. If the smear results are scanty or negative, the specimen must first be 
cultured and subsequent positive culture isolates used for the line probe assay (LPA). Routine 
NaOH-NALC decontamination practices should be followed as per the publication by the 
U.S. Center for Disease Control and Prevention (CDC) entitled “Public Health 
Mycobacteriology: A Guide for the Level III Laboratory”.  
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Use of the LPA eliminates the diagnostic delay associated with phenotypic conventional drug 
susceptibility testing since it provides a “snapshot” of the genotype of a particular strain of 
the M. tuberculosis complex within a few hours. The genotypic pattern is then used to 
interpret the drug susceptibility pattern for a particular strain of M. tuberculosis. When using 
the LPA, the bacilli‟s DNA is first extracted, and then regions of genes associated with INH 
and RMP resistance are amplified from the DNA using the Polymerase Chain Reaction 
(PCR). Following the PCR, reverse hybridization of the amplified DNA is performed on 
membrane strips: the banding pattern on the strips provides a visual interpretation of the 
genotype of the bacilli being tested. 
  
Figure 12*: First Line treatment of tuberculosis (TB) for drug susceptible strains. 
*Obtained from the National Institute of Allergy and Infectious Diseases (NIAID) www.niaid.nih.gov. 
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 The molecular LPA can therefore be divided into three procedures (Figure 13): 
1. DNA extraction from NaOH-NALC decontaminated smear positive specimens, or from 
cultured isolates (solid or liquid media); 
2. A multiplex PCR with conditions that are specific for the type of specimen that was 
extracted and; 
3. Reverse hybridization, where probes (reaction zones or bands) on the strips are used to 
interrogate the M. tuberculosis target DNA associated with RMP and INH resistance by 
detecting sequences complementary to the probes on the strip. 





Figure 13: Schematic representation of the three LPA procedures. The first procedure is DNA 
extraction, followed by amplification of genes with biotinylated primers. Then, the amplified DNA is 
hybridized to probes and the bands visually detected by means of a colour-forming enzymatic 
reaction involving streptavidin adhering to biotinylated primers.  
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The LPA diagnostic technique is based on the PCR amplification of specific regions of DNA. 
DNA must therefore be extracted from the specimen under investigation in order to make a 
genotypic diagnosis of the drug susceptibility pattern. The extraction of the DNA from the 
AFB in the specimen is done by sonification after partial cell lysis during a heat-killing step. 
Figure 14 illustrates the principle of obtaining the DNA from the tubercule bacilli. 
An initial centrifugation step concentrates the bacilli at the bottom of the microcentrifuge 
tube to form the bacterial containing “pellet”. The supernatant, which may consist of either 
the neutralising buffer from the NaOH-NALC decontamination procedure, Tween® 80 
saline, MGIT growth liquid, or molecular grade water (if colonies were picked from solid 
media), should be discarded. The pellet should be resuspended in molecular grade water, to 
ensure that the suspension of extracted DNA is free of impurities that might inhibit the PCR 
reaction. The tubercle bacilli tend to clump so the resuspended solution should be mixed well 
so that it appears slightly opaque (milky). This will ensure that the dispersed bacilli will be 
killed during the heat-inactivation step and a higher yield of DNA obtained.  
The heat generated by the heating-block, hot air oven or water-bath is meant to kill the bacilli 
and partially lyse the cells, thereby rendering the solution non-infectious. The solution can be 
now be transferred out of the BSL-3 laboratory for performance of the rest of the assay. The 
powerful ultrasonic shockwaves created by the sonicator disrupt the cell walls of the 
tubercule bacilli, causing further cell lysis, and releasing the DNA and other cell debris into 
the molecular grade water. The final centrifugation step, at maximum speed, is needed to 
separate the impure cell debris (containing the cell wall, proteins and other macromolecules) 
from the DNA. The heavier debris will form the pellet and the lighter DNA (free from 
impurities) will be suspended in the supernatant (molecular grade water). The extracted DNA 
is now pure and should be stored at 4ºC until the next day, when it will be added to the 
master mix and the procedure continued. 
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Figure 14: Illustration of the principle of the DNA extraction procedure. (A) Bacterial DNA is found in the 
chromosome. (B) The cells in the specimen will be disrupted by heat and sonication to lyse the cells thereby 
releasing the DNA into the supernatant. (C) The DNA consists of corresponding base pair nucleotides (A=T 
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Polymerase Chain Reaction (PCR) is an in vitro method for amplifying target DNA 
sequences. It is referred to as a “chain reaction” because newly synthesised DNA strands 
serve as templates for further synthesis of DNA strands in subsequent cycles. This technique 
allows us to generate millions of copies of specific DNA fragments (containing the genes of 
interest) from a small amount of DNA (Figure 15).  
 
Within a heterogeneous mixture of DNA sequences, only specific DNA sequences are 
amplified due to the use of DNA primers that are complementary to DNA regions of interest 
and bind these preferentially. For successful amplification, the PCR requires the presence of: 
1. Target DNA that will serve as the template to be amplified; 
2. Primers (short oligonucleotides of between 18 and 26 base pairs) that will recognise their 
corresponding sequence on the single stranded DNA and initiate the reaction; 
3. DNA precursors (the four deoxynucleoside triphosphates, dATP, dCTP, dGTP and 
dTTP) which will be used as building blocks during the elongation of the single stranded 
DNA and; 
Figure 15: Representation of the DNA Extraction from a specimen and its subsequent 
amplification. The gene(s) of interest such as rpoB, katG and inhA, associated with RMP and INH 
resistance, respectively, will be amplified due to the specificity of the primers. 
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4. A thermostable Thermis aquaticus DNA polymerase (Hot Start Taq) which will elongate 
the DNA molecule by facilitating the incorporation of the free nucleotides onto the end of 
the primer, according to the complementary base on the single stranded target DNA.  
These reactions are fundamental in ensuring that sufficient DNA is amplified and will be 
easily detected in the hybridization process. Figure 16 illustrates the PCR cycle where 
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After 30 cycles of amplification, the DNA products will be in the order of 230 (two to the 
thirtieth power), with sufficient product to be easily visualized as a distinct band when bound 
to probes on the LPA strip. Figure 17 illustrates the exponential amplification of the DNA 
during the chain reaction event. 
  
Figure 16: Diagrammatic representation of the Polymerase Chain Reaction (PCR) where 30 to 40 cycles of three steps are 
repeated. (A) Denaturation of the double-stranded DNA into single-stranded DNA at 95ºC for 25 seconds, (B) Annealing of 
the forward and reverse primers at 53ºC for 40 seconds, and (C) DNA polymerase mediated Elongation/Extension of the 








mediated by DNA 
polymerase (Taq) 
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Thus, the PCR procedure relies on three sequential steps: 
1. Denaturation  
2. Annealing 
3. Extension / Elongation 
 This allows the primers to gain access to ssDNA templates. During the Annealing process 
(step 2), the reaction mixture is cooled to a lower temperature (50 - 65°C), thereby allowing 
for the primers to select and anneal (or “attach”) to their complementary positions on the 
ssDNA. During Extension/Elongation (step 3), the ssDNA/primer couplings are heated to 
70ºC and the heat stable Thermis aquaticus (Taq) DNA polymerase will transcribe the 
complementary strands, in conjunction with the PCR buffer, dNTP‟s and magnesium (Mg2+). 
This results in dsDNA copies of the regions of interest. By continuously repeating these three 
Figure 17: Principle of the PCR. Genomic DNA is denatured, the primers anneal to specific regions 
within the gene, and DNA polymerase enables the extension of the primers to form 2 copies of the 
gene. The procedure is exponential, and two copies will become 4, 4 will become 8, etc. After the 30th 
cycle, the amount will be in the order of 230. 
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steps, in a “chain reaction”, exponential amplification of the original target DNA (or 
template) will occur (Figure 18).  
 
If hot start PCR is to be used, an initial extended heating phase (95ºC) is needed to ensure the 
removal of an antibody that inhibits the Hot Start DNA polymerase activity before the start 
of the PCR cycle. This method also ensures that there is no non-specific binding of the 
primers to the template DNA, before the denaturation cycle starts at 95ºC. 
It is essential that the correct cycle setting be used for the different specimen types: sputum 
specimens should undergo 40 cycles, but only 30 cycles should be used for cultured isolates. 
  
 
Figure 18: Simplified diagram of the PCR, where a single specific fragment (gene of interest) in the DNA is 
amplified to produce multiple copies of the same specific fragment. 
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OPTIMIZATION OF THE PCR REACTION 
 
There is no need to optimise the GenoType® MTBDRplus LPA since the manufacturer has 
already determined the various factors involved in the PCR reaction. However, if a home-
brew PCR reaction is to be developed and validated, the following issues need to be 
considered:  
 The Choice of primers  
The GenoType® MTBDRplus LPA is a multiplex PCR and thus there are several primer 
sets in the PNM mix. Every PCR assay has at least one set of two (2) primers: a Forward 
primer and Reverse primer located at either end of the region to be amplified. When 
designing or choosing primers for a home-brew PCR, the following factors must be 
considered: the size of the DNA fragment; the GC content, melting temperature, and 
specificity of the primers; and the possibility of primer-dimer formation (complementary 
regions within the primers that would result in folding back on itself or annealing with 
the other primer).  
 The Annealing temperature 
The annealing temperature is the most critical determinant of the specificity of the PCR 
and is chosen according to the melting temperatures of the primers. When optimising a 
PCR assay with a new primer set, it is advisable to test different annealing temperatures 
(mostly between 50°C and 65°C) so that a temperature that will result in optimal 
specificity can be chosen. 
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 The MgCl2 concentration 
The concentration of MgCl2 has a marked influence on the specificity of the binding of 
the primers and hence the specificity of the PCR. The Mg2+ forms soluble complexes 
with the free nucleotides allowing for the DNA polymerase to recognise them as 
substrates during the amplification procedure. The MgCl2 must be thoroughly thawed and 
mixed so that the solution is homogenous and the final concentration in the master mix is 
exact. Standard buffers are commonly used with a final concentration of 1.5mM MgCl2. 
Since the GenoType® MTBDRplus LPA is a commercial product that has been optimised, it 
is very important to keep all components as constant as possible in order to reduce the 
chances of failure and to ensure that there are no variations in the PCR yield.  
DNA POLYMERASE 
 
During the reagent preparation procedure, all the PCR reagents are mixed together before the 
initial heat denaturation step. This combination of reaction components and DNA should be 
kept on ice before loading into the thermal cycler, since exposure to ambient temperatures 
will usually increase the chances of non-specific binding of the primers to the DNA. For this 
reason, it is recommended that HotStarTaq® from Qiagen be used when preparing the master 
mix as it reduces non-specific product amplification during the heating of the thermal cycler 
at the beginning of the PCR. This product ensures that the amplification cannot start until the 
reaction temperature is above that where non-specific annealing of primers to template DNA 
may occur (Figure 19). Thus, the DNA polymerase will only be activated when the thermal 
cycler reaches 95ºC. The optimum working temperature of the Taq enzyme is 80ºC so the 
annealing temperature of 70ºC ensures that the primers will bind specifically to the ssDNA.  
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DNA hybridization is one of the oldest molecular techniques and is based on the natural 
event of complementary strands of ssDNA hybridising or binding to each other to form 
dsDNA. As the first step in the hybridization procedure, the dsDNA in a sample is rendered 
single-stranded by chemical denaturation. This allows it to bind to a complementary single-
stranded probe. The reaction is accomplished by two essential nucleic acid base parings: 
cytosine (C) forms a base pair with guanine (G), and adenine (A) forms a base pair with 
thymidine (T). For the hybridization to take place there must be a very high degree of 
complementary base pairing between the two single strands of DNA.  
In “normal” hybridization reactions, the unlabelled target DNA is fixed onto a nitrocellulose 
membrane and exposed, most often, to only a single radio- or biotin-labelled probe that is in 
the fluidic state. The LPA reverses this approach, and makes use of Reverse Hybridization. 
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This expands the scope of the assay by allowing interrogation and differentiation of a large 
number of wild-type and mutant sites within the rpoB, katG and inhA regions. In this assay, 
the biotin-labelled amplicons (amplified DNA of the genes of interest generated during 
amplification of the target DNA) are in the fluidic state and the wild-type and/or mutated 
probes (reaction zones) are unlabelled and immobilized as bands onto the positively charged 









Following hybridization of the biotin-labeled amplicons to the reaction zones, the strips are 
exposed to a streptavidin-alkaline phosphatase conjugate. The ligands biotin (a natural 
occurring vitamin) and streptavidin (a bacterial protein) have a high affinity for one another 
and binding takes place at band sites on the strip where hybridization has occurred. Next, the 
enzyme alkaline phosphatase conjugated to the streptavidin reacts with hydrogen peroxide, 
allowing the colorimetric detection of the bound biotin-streptavidin complex. The specific 
regions of genes (wild-type or mutant) present in the heterogeneous mixture of the target 
ssDNA can be thus be detected.   
The following incubation, washing, and rinsing steps are carried out sequentially during the 
hybridization procedure and are described in detail below:   
1. Chemical denaturation of the amplified products; 
2. Hybridization of the single-stranded-biotin-labelled amplicons to membrane-bound 
probes; 
3. Stringent washing of the non-specifically bound amplicons; 
4. Addition of a streptavidin /alkaline phosphatase (AP) conjugate and; 
5. An AP-mediated staining reaction.  
Figure 20: Overview of the LPA hybridization procedure. 
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In order for the hybridization process to take place, the biotinylated dsDNA must be 
separated into ssDNA that can recognize and bind to complementary probes on the strip 
(Figure 21). The LPA uses sodium hydroxide (NaOH) to denature the dsDNA by breaking 
the hydrogen bonds between the paired nucleotides. The resulting ssDNA can then be used 




In order to hybridize, the biotinylated-single-stranded amplicons in solution must have a 
specific sequence that is perfectly complementary to specific probes (wild-type or mutant) on 
the strip (Figure 22). The temperature at which the amplicon and the probe hybridize is 
determined by the strand length, the chemical environment and the nucleotide base pairs. It is 
important to understand that the hybridization conditions are critical in ensuring formation of 
stable hybrids. The LPA method uses an optimal temperature that will allow precise 
hybridization of the amplicons to the probes. If the temperature of a specific test is higher 
than recommended, there may be no binding at all, and if the temperature is too low, there 
may be non-specific binding to various reaction zones on the strip. Furthermore, monovalent 
cations in the hybridization buffer stabilize exact nucleotide matches between the probe and 
the ssDNA. After the hybridization step, the buffer solution containing the unhybridized 
ssDNA is removed, and the strip is then exposed to a stringent washing step that disrupts any 
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Figure 21: Chemical denaturation with sodium hydroxide (DEN buffer) of the biotinylated double-
stranded DNA (dsDNA) into biotinylated single stranded DNA (ssDNA). This allows the ssDNA to 
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Figure 22: Hybridization of the PCR-amplicons to the probe in the green hybridization buffer (HYB). Note 
the top ssDNA strand (within the blue box) perfectly matches the probe on the strip, while the strand on the 
lower right has a single nucleotide mis-match (red arrow). 
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Single nucleotide mismatches (e.g. A-G) are unstable at high stringency washes. After the 
hybridization step has been completed, a high stringency wash at 45ºC (in red stringent wash 
buffer, STR) will ensure that any potential mismatches that may have formed between the 
hybridized amplicon and the probe are removed (Figure 23). This wash is essential in order 





The conjugation buffer consists of a streptavidin-alkaline phosphatase, which recognises the 
biotinylated primers (Figure 24) that are hybridized to probes on the membrane. If this step 
is accidentally skipped, the strips will have no banding patterns at all.   
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 mismatch !
Figure 23: Stringent wash removal of non-specifically bound amplicons. (A) 100% nucleotide recognition 
(A=T & C≡G) resulting in a perfect match between the amplicon and the probe. (B) A mismatch at a single 
nucleotide position. The stringent wash removes this amplicon from the probe in order to eliminate non-
specific hybridization bands.  
B 
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The visualization of the banding patterns is produced when the substrate (hydrogen peroxide) 
reacts with the alkaline phosphatase and undergoes a calorimetric change (Figure 25), that 
turns the bound amplicons purplish-brown. The intensity of colour in the bands is directly 
related to the number of amplicons that hybridise to the probes, and indirectly to the numbers 







Figure 24: Conjugation of the Streptavidin-Alkaline Phosphatase to the biotinylated primer end of the 
amplified product.  
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RINSE BUFFER & DEIONISED/DISTILLED WATER 
 
The rinse buffer washes away the salts and “soapiness” of the two pre-heated hybridization 
buffers from the test strips. The rinse buffer also removes the excess conjugate buffer, 
thereby ensuring that the strip will not have high level of background staining. After the 
second post-conjugate rinse, water is added to remove the salts in the rinse buffer. The two 
final washing steps post-substrate development also require the use of water to stop the 
colorimetric reaction and to remove excess substrate buffer that may also result in increased 
background noise. 
Figure 26 illustrates the hybridization of the amplicons onto the clean strip and what the 
strips will look like after the colorimetric reaction that allows the visualisation of the banding 
patterns. The interpretation score card (template) should then be aligned with the banding 











Figure 25: Colorimetric detection of the banding patterns on the strip by means of enzymatic reaction 
of the substrate with the alkaline phosphates. The banding on the strips is produced by the conversion 
of the substrate 5-bromo-4-chloro-3-indolyl phosphate/nitroblue tetrazolium Chloride into a 
purple/brown precipitate. 
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Figure 26: From (A) concept and principle to (B) real-life visualization of the banding patterns 
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Annealing: The joining of two complementary DNA strands (primer and the single stranded 
DNA) to form a double strand. 
 
Complementary DNA: The bases of DNA forms specific pairings. Two strands whose 
nucleotides form a sequence of perfect pairings that enable them to form a stable double 
strand are referred to as complementary strands.  
 
DNA: deoxyribonucleic acid, the chemical substance of genes.  
 
Nucleic acids:  Molecules that consist of long chains of paired nucleotides. 
 
Nucleotides: Basic building blocks of DNA; they compromise the four base pairs adenine, 
thymine, cytosine and guanine (A,T,C and G), a sugar and at least one phosphate group. 
 
Primer: A short DNA fragment (oligonucleotides) with a defined sequence that serves as an 
extension point for polymerases. 
 
Polymerases: Enzymes that link individual nucleotides together to form long DNA chains. 
 
Sequence: The order of the nucleotides in DNA. 
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Chapter 4:  
PROCEDURE FOR THE 
LINE PROBE ASSAY 
 
In order to perform the GenoType® MTBDRplus line probe assay (LPA), it is essential that 
the diagnostic testing is founded on a strong Quality Assurance program, that the laboratory 
infrastructure adheres to guidelines developed by the WHO, and that the required equipment 
is functioning properly. Each run of the LPA must be performed using the exact same 
procedure under identical conditions so that the banding patterns on the strips are consistent 
and interpretable. Contamination can have a devastating impact on the patient, the laboratory, 
and the budget, so efforts to prevent it must be instituted in each of the different procedural 
areas.  
The complete LPA procedure for specimen extraction, amplification, hybridization and test 
interpretation is summarized in Figure 27. In addition to carefully following the steps 
outlined in the procedure, it is essential to guard against cross- or carry-over contamination 
during the following essential steps: the NaOH-NALC decontamination procedure; the 
extraction procedure; the template addition procedure; and the hybridization procedure. 
Ideally, each of the four procedures must be done in dedicated areas, as outlined in the 
Infrastructure chapter. Even if this is so, the different procedures must be carried out with the 
utmost care in order to avoid contamination.  
Good laboratory practice requires that the specimen preparation be done on a separate day (or 
early in the day). Once the extraction procedure is completed, the DNA should be kept at 4ºC 
until the next day. If the DNA is going to be used later in the week, the DNA can be frozen at 
- 20ºC. The day after the DNA extraction (day two), the reagent preparation, template 
addition (amplification) and hybridization (detection) can be sequentially done, thereby 
ensuring a unidirectional workflow. 
This chapter will describe the individual steps of the LPA in detail. The required 
contamination control at each step is also stressed, but described in more detail in the chapter 
on contamination control. 
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OVERALL CONTAMINATION CONTROL 
 
DNA and amplicon contamination must be prevented at all times. It is especially important 
that no supplies or equipment from the amplification and hybridization (“dirty”) areas are 
ever taken into the areas dedicated for reagent preparation, specimen processing or template 
addition. Likewise, items used in any of the other areas should not be taken into the reagent 







Free DNA  
Figure 27: Illustration of the DNA-strip technology by Hain LifeScience. The GenoType® MTBDRplus molecular 
LPA is divided into three procedures: (1) DNA extraction from NaOH-NALC decontaminated smear positive 
specimens or from cultured isolates (solid or liquid media), (2) a multiplex Polymerase Chain Reaction 
amplification (PCR) and (3) the reverse hybridization (including detection and evaluation).  
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different areas. Figure 28 gives a diagrammatic representation of DNA contamination 
control. 
 
ORGANIZING SPECIMENS TO BE TESTED 
 
Following staining and reading of the smears prepared from the NaOH-NALC 
decontaminated sputum specimens, the tubes that contain the AFB smear-positive specimens 
should be selected from all those tested and placed into a rack. Similarly, all the AFB smear-
positive cultured isolates must also be selected and placed into an appropriately sized rack. 
An empty space should be left in the first hole of each of the racks so that, once an aliquot 
has been transferred from the first specimen tube into the tube for DNA extraction, the 
specimen tube can be moved across to the empty space. This process should be repeated as 
each specimen is transferred, so that there is always a space between the specimens that have 
been transferred and those specimens that have yet to be transferred. Although the extraction 
Figure 28: DNA Contamination safeguard procedure. 
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procedure is similar for processed specimens and isolates, it is necessary to keep these two 
groups separated and well labeled since the PCR thermal cycler conditions are different for 
the different specimen types. 
Before starting the DNA extraction procedure, worksheets listing the specimens must be 
created. First, the initial accession numbers for each of the specimens should be listed in 
numerical order (lowest number to highest number) on a worksheet. Each specimen can be 
then be allocated a simpler worksheet number that will be used for labeling the tubes and 
strips during the procedure. One or more worksheets should be created for the processed 
specimens that are to be tested, with other worksheets created for the isolates to be tested. 
The thermal cycler program to be used for each batch to be amplified should also be noted on 
the worksheet, e.g. processed specimens require 40 amplification cycles, while isolates only 
require 30 cycles (Table 4). 
Once the worksheet(s) have been created, the worksheets and specimens must be double-
checked to ensure that the specimen numbers on the worksheet correspond to the numbers of 
the specimens in the rack. This is an important step in preventing laboratory mix-ups. 
When the worksheet and specimens are in order, a duplicate set of 1.5 ml screw-cap conical 
microcentrifuge tubes should be placed into an appropriately sized rack and labelled. It is 
recommended that the first set of tubes have the corresponding specimen worksheet number 
on their lids, and the second set of tubes have both the specimen worksheet number on their 
lids and the unique patient identifier number on their sides. These numbers must correspond 
to the original accession patient numbers, and to the worksheet number of that particular 
specimen in the batch.  
In addition, the first set of tubes must be marked on one side with a small line or dot. This 
mark must face towards the center when loading the tubes into the microfuge. As the 
microfuge has a fixed-angle rotor of 45º, the pellet will be found on the opposite side of the 
mark following centrifugation. This enables the easy visualization of the pellet when 
removing the supernatant.  
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Specimen Type Specimen Source 40X cycles 30X cycles 
Direct patient 
material from a 
clinical specimen 
NaOH-NALC decontaminated 
smear-positive sputum.  
 
 








ZN positive tuberculosis (TB) 
nutrient broth.  
 
 
ZN positive blood culture bottles 
(Myco-F-Lytic) that is inoculated 
onto 6.6 Middlebrook control 
slopes. These specimens will then be 
harvested from solid media, which 
does not contain heme-compounds 
that will inhibit the PCR. 
  




ZN positive 6.6 Middlebrook control 
slopes inoculated from blood culture 
bottles (the colonies closest to the 
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It is recommended that specimens are grouped according to the capacity of the microfuge 
used. For example, if there are 93 specimens to be extracted and the microfuge can 
accommodate a maximum of 24 specimens, then the batch of 93 should be sub-divided into 3 
groups of 24 and one of 21. Please note that when the centrifuge is run with an odd number of 
tubes it must always be balanced with water blanks.  
PREPARATION OF SUPPLIES AND EQUIPMENT 
 
Before starting the DNA extraction procedure, the specimen preparation checklist should be 
consulted to ensure that all the tools, materials and consumables for the procedure are to 
hand, and there is enough stock to complete the entire procedure. All material containing live 
bacilli (infectious material) should be manipulated inside the BSC during the specimen 
preparation procedure. The items required for this step should therefore be placed near the 
BSC, but not in the BSC until it is disinfected (as described below). The pipettes required for 
extraction are a P1000 and a P200, which should be colour-coded and numbered as pipettes 1 
and 2 respectively. The pipettes or consumables that are used for DNA extraction should 
never be taken from other areas used in later stages of the LPA procedure. Similarly, supplies 
should never be taken to the Reagent Preparation Area from this area or any other area used 
in later stages of the LPA.  
ISO-15189 requires that all molecular diagnostic laboratories use commercially prepared 
filtered pipette tips. It is also required that screw cap tubes are used when transferring 
suspensions of live bacilli. However, care must be taken when using screw cap tubes for both 
the live bacilli and the extracted DNA. If the tubes become mixed up, the operator may 
become exposed to live bacilli. It is therefore advisable to use two different coloured screw 
cap tubes, e.g. “colourless” for live bacilli and “green” for extracted DNA.  
Before use, the BSC must be disinfected using appropriate decontamination agents. 
Appropriate personal protective equipment (PPE), as described in the Biosafety section of the 
Infrastructure chapter, must be worn when working in the BSL3 laboratory. The PPE 
required in the BSL3 laboratory is suitable for all TB diagnostic purposes, including: 
specimen processing and decontamination; centrifugation; inoculation of specimens into 
MGIT growth media; preparation of smears from processed specimens and cultures; 
manipulation of cultured isolates; inoculation of cultured isolates onto solid or into liquid 
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media for drug susceptibility testing (DST); biochemical testing to identify TB (Capilia); and 
DNA extraction of smear-positive samples (before heat-kill) for LPA testing. Double gloving 
during the extraction procedure is advised since it ensures that the operator will always have 
gloves on if the outer gloves become contaminated. In addition, the second pair of gloves 
must be removed before moving out of the safety cabinet and replaced before moving back 
into the BSC, between each step of the purification procedure. 
After donning the PPE, the magnehelic pressure gauge in the exhaust duct must be checked 
for any drop in pressure across the filters. If the pressure has dropped below the optimal 
levels, the work must be moved to a functional BSC. If the BSC is functioning properly, the 
cabinet must then be decontaminated with freshly prepared hypochlorite (1% working 
solution from a 5% stock solution), aired for 20 minutes, and then wiped with 70% alcohol. It 
is important to ensure that all the surfaces on the inside are properly decontaminated before 
placing the required equipment and consumables into the cabinet. 
Note: The label on the commercial hypochlorite bottle should always be checked to ensure 
that the concentration is between 4.5 and 5%. Never purchase commercial undiluted bleach if 
the concentration of the product is below 2%. The initial concentration of the undiluted 
hypochlorite is required to calculate the dilution needed to prepare a fresh solution of 1% 
hypochlorite (usually 200 ml of 5% bleach in 800 ml of water).  
Items should be placed inside the cabinet according to the handedness of the extractor so that 
the process is unidirectional, i.e. working from a “clean side” to a “dirty side”. It is advised 
that the specimens be kept on one side of the BSC, with the vortex placed directly next to 
them. A tray lined with a hypochlorite-soaked paper towel should be placed in the middle of 
the BSC and used as the immediate working surface (details below). The filter tips and 
pipettes should be placed towards the back of the BSC, behind the tray. The waste containers 
should be placed on the opposite side of the BSC from the specimens, and the pre-labeled 
screw-cap tubes should be placed on the immediate working surface tray (Figure 29). All 
items should be decontaminated by working from one side to the other (as described above), 
first with the 1% hypochlorite, then, working in the same direction, with the 70% alcohol. 
This will give all the items an equal amount of exposure to the hypochlorite. When placing 
items inside the BSC, care must be taken so that the grill is not blocked. All subsequent 
manipulations must be carried out at least 12 cm away from the front grill, on the working 
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surface tray. Equipment that may generate an aerosol, such as the vortex, must be placed 
towards the back of the BSC. 
 
To prepare the immediate working surface, an area in the centre of the BSC should be 
covered with an absorbent paper towel and sprayed with 1% hypochlorite. If there happens to 
be a spill, this will prevent contamination of the BSC and the outside of specimen tubes. 
Ideally, the hypochlorite-soaked towel should be placed in a stainless steel tray, as shown in 
Figure 3, so that any spillage is contained within the tray. A discard container, lined with a 
plastic bag and sprayed with 1% hypochlorite, should be available for discarding the used tips 
(solid waste). The plastic bag should not be over-loaded with used tips, since a large number 
of tips may puncture the bag. Liquid waste should be discarded into a 50 ml disposable tube 
that contains approximately 15 ml of 5% hypochlorite. By separating the solid and liquid 
waste, spillage of liquid waste is avoided, should the plastic bag be accidentally punctured. 
Figure 29: Placement of tools and consumables around the hypochlorite soaked towel on 
the immediate working surface tray in the BSC. 
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As mentioned above, it is advisable to leave a space (Figure 30) in the racks between the 
specimens that have been transferred into the 1.5 ml conical screw-cap tubes and those that 
still need to be transferred. It is very important that a different pipette tip is used for each 
specimen, and that the tip is discarded into the solid waste container immediately after. 
Liquid specimens should be well mixed (by vortexing) before the desired volume is 
transferred into a labelled conical 1.5 ml screw-top tube. The transfer volumes for different 
specimen types required for the extraction procedure are shown in Table 5. 
It is essential that only one specimen tube is opened at a time during this part of the LPA, and 
several others. The lids on the other specimens must remain securely closed. Containers or 
centrifuge tubes should never be left open in the BSC.  
  
Figure 30: Example of the “space” that needs to be left to distinguish between 
specimens that already have been transferred into the 1.5 ml screw-cap conical tubes 
from those that still need to be transferred.  
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Table 5: Specific volumes required according to the different specimen types. 
 
 
Specimen Type Transfer Volume 
Direct patient material 500 l 
Isolates from liquid media* 1,000 l 
Isolates from solid media** 300 l 
 
* Vortex for 1 minute to break up the clumped bacilli inside the MGIT growth medium. Vortex again once the 
isolates are transferred to ensure the complete break-up of flakes and clumps. 
** Colonies picked from solid media and resuspended in molecular grade water should be vortexed for 1 minute 
to completely break up the colonies and clumps. 
 
If clinical specimens are frozen after the NaOH-NALC decontamination stage, they must be 
thoroughly thawed before starting the extraction procedure. If, after the preparation of the 
smear and culture, the residual volume is not enough to perform the LPA, Tween® 80 saline 
can be added to the sample to make up the required 500 µl. The detergent Tween® 80 also 
helps eliminate clumping of the bacilli, thereby making the specimen more homogeneous. 
Tubercle bacilli tend to clump together during growth, therefore suspensions of liquid media 
must be vortexed before transferring the 1000 µl of specimen into the 1.5 ml conical tube. 
Vortexing ensures that the liquid is homogeneous and that sufficient bacilli are transferred for 
DNA extraction. For solid media, representative colonies should be picked using disposable 
plastic loops and then re-suspended in 300 µl of molecular grade water and vortexed. Care 
must be taken to ensure that portions of the egg-based LJ medium are not scraped off along 
with the bacterial colonies, as some components can inhibit the PCR reaction.  
Once the specimens have been organized in batches according to specimen type and 
aliquoted into the 1.5 ml conical tubes, the specimen-containing tubes (50 ml disposable 
tubes, MGIT cultures and solid media slopes) can be wiped with hypochlorite and removed 
from the BSC. The aliquoted 1.5 ml conical tubes should also be wiped with hypochlorite 
before being placed in the aerosol-tight rotor of the 24-well capacity microfuge (with the dots 
on the tubes facing the centre). Always ensure that the rotor lid is securely in place before 
closing the machine and starting centrifugation. The bacterial suspensions must be 
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centrifuged for 15 minutes at 10,000 x g in order to form a decent pellet. Although the pellet 
may not be visible after centrifugation, the marking on the tube will indicate where the pellet 
should be and the laboratorian must work carefully around that area when removing the 
supernatant.  
When the centrifuge has stopped, the lid should not be opened for 2 - 5 minutes to allow any 
aerosols created during centrifugation to settle. Ideally, the tubes should be removed from the 
aerosol-tight rotor inside the BSC, in case a tube broke during centrifugation. After opening 
the rotor, the tubes should be removed very carefully and placed in a rack on the working 
surface inside the BSC. The tubes should stand in the rack for 1 - 2 minutes before opening to 
allow aerosols to settle. During this time the next 24 specimens can be placed in the 
microfuge and centrifuged for 15 minutes. After the last batch of live specimens has been 
centrifuged, the rotor and its lid must be wiped with a bactericidal disinfectant, followed by 
70% alcohol. This decontamination will ensure that no live bacilli could come into contact 
with the tubes during the final spin in the extraction procedure. 
Following centrifugation, the supernatant fluid must be removed from the pelleted specimens. 
The cap should be removed from the first tube and the pellet or pellet mark located. Once 
identified, a P1000 pipette (1 ml pipette) fitted with a filter tip must be used to gently aspirate 
the supernatant from the tube without disturbing the pellet. The supernatant fluid must be 
discarded into the liquid waste container and the tip discarded into the solid waste bag. The 
supernatants of subsequent specimens are to be removed and discarded in the same fashion, 
with a new filter tip for each sample. Only one specimen tube should be opened at a time. If 
the pellet is disrupted, the tube needs to be centrifuged again. 
Once the supernatants of the 24 specimens have been removed and discarded, each pellet 
should be resuspended in 100 l of molecular grade water, using a P200 pipette and filter tip 
(Figure 31). The molecular grade water can be aliquoted from larger containers into 
McCartney bottles, and the smaller aliquots (working stock) made into 1.5 ml tubes, using 
sterile technique. Using the 1.5 ml tubes of molecular grade water for the resuspension step 
will prevent the stock water from becoming contaminated from continual opening and closing 
of the container. The addition of 100 l of molecular grade water to each sample should be 
followed by vigorous pipetting. To ensure that the pellet is thoroughly resuspended, the tube 
should also be vortexed for 1 - 2 minutes. 
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Figure 31: Resuspension of the bacterial pellet with 100 µl molecular grade water using a 
P200 pipette (200 l pipette). 
To ensure efficient heat-kill, the bacteria must be thoroughly suspended. The suspension may 
have a slightly milky appearance, however if clumps are visible these should be crushed 
using a filter tip and followed by repeated vortexing.  
After the pellet has been resuspended, the specimens must be heat-killed at 95ºC for 20 
minutes. The outside of the tubes should be wiped with a damp hypochlorite-soaked paper 
towel before being placed in the hot air oven (or heat block or water bath) for the heat-kill 
inactivation step. Provided the inactivation is carried out at the correct temperature, the heat 
both kills the bacilli and aids in the disruption of the cell wall, rendering the specimen non-
infectious. The heat-kill instrument must always be pre-warmed and the temperature checked 
immediately before placing the specimens in it. 
It is recommended that a small hot air oven be used for the heat inactivation step since the 
small condensation droplets that form in the caps of the screw-cap tubes may contain viable 
Mycobacterium tuberculosis bacilli. When using a heat block or water bath, these caps might 
not reach 95ºC during the 20 minute incubation. If either of these instruments is used, the lids 
of the screw-cap tubes should be tapped to merge the droplets and then be quickly swung 
down by hand, forcing the droplet to fall back into the suspension. If a water bath was used 
for the heat kill step, the lids of the tubes must be tightly closed in order to prevent 
contamination of the water. The same floating rack can be used in the ultrasonic waterbath.  
While the first batch of 24 specimens is heat inactivated, the second batch can be removed 
from the rotor, placed inside the BSC and the pellets resuspended, as described above. 
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An ultrasonic waterbath is used to further disrupt the bacilli. This must be filled with distilled 
water to the level recommended by the manufacturer and the water must then be degassed by 
sonication for 15 minutes before any specimens are placed into the filled tank. By exposing 
the distilled water to sonication, tiny bubbles of gas present in the water implode, ensuring 
that the specimens will be optimally targeted by the high pulse frequencies during sonication. 
Following heat-kill, the first batch of 24 specimens should be placed in floating racks that 
will keep the tubes up-right in the ultrasonic waterbath. The solutions in the tubes should be 
below the surface of the water, thereby exposing the heat-killed bacilli to the high-pulse 
frequencies generated during sonication. The sonication must be carried out at 100% power 
for 15 minutes at room temperature. Afterwards, the floating rack containing the tubes should 
be removed from the ultrasonic waterbath and placed on paper towel to remove the water on 
the outside of the tubes. After all batches of tubes have been sonicated, the water must be 
discarded and the instrument cleaned with 1% hypochlorite followed by 70% alcohol. 
Once the first batch of 24 specimens have been placed in the ultrasonic waterbath, the second 
batch that has been resuspended in 100 l of molecular grade water can be placed into the hot 
air oven (heat block or water bath) for the heat inactivation stage.  
Following sonication, the first batch of 24 specimens must be placed in the microfuge rotor. 
If possible, two centrifuges should be used: one for the first centrifugation of suspensions of 
live bacilli, and the second for separating the extracted DNA from the cell debris. However, if 
using the same microfuge rotor, this should have been wiped with a disinfectant after the final 
centrifugation of the specimens containing live bacilli. As before, the marked lids of the tubes 
must be facing towards the centre of the microfuge. Even though the specimens are no longer 
viable, it is good laboratory practice to transfer the tubes from the floating rack to the rotor 
inside the BSC. After placing the closed rotor into the centrifuge, the sonicated specimens 
must be spun down at 13,000 x g for 5 minutes. If the pellet has not formed properly, or if it 
dislodges after the centrifugation, the specimen(s) can be centrifuged for up to 15 minutes.  
After this centrifugation step, the supernatant (approximate 100 µl) must be carefully 
aspirated with a filter tip and transferred into the duplicate tube that was labelled prior to the 
extraction procedure. The supernatant now contains the DNA (to be used for the 
amplification procedure) and the pellet contains the cell debris created during the heat-kill 
and sonication steps. The pellet must not be disturbed when aspirating the supernatant 
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because there may be inhibitors in the debris that could cause the subsequent amplification to 
fail. Screw-cap tubes are recommended for storing the extracted DNA, but either screw-cap 
or flip-top tubes can be used. The use of flip-top tubes can result in aerosol contamination if 
the tubes are snapped open quickly.  
Once extracted, the DNA must be placed into a 4ºC refrigerator and used for amplification 
within 1 - 7 days. If the DNA is kept for too long at 4ºC it may degrade enough to prevent 
clear results. In addition, LPA is a rapid test that can provide results within 1 - 2 days: it 
makes very little sense to wait a week before completing the test. The leftover processed 
sputum specimens must be kept at - 20ºC, and the liquid and solid media isolates can be kept 
indefinitely at room temperature. If the amplification is not successful, these stored 
specimens can be used to re-extract the DNA.  
Figure 32 is a diagrammatic representation of the entire DNA extraction procedure. Please 
note that, according to the figure, suspensions of cells from solid media can be heat-killed 
directly in the 300 µl of water, without the initial centrifugation step. However, it may be best 
for these suspensions to undergo the same initial centrifugation and resuspension procedure 
as the specimens from other sources. This will standardize and simplify the extraction 
procedure especially if several batches of different specimen types are being performed 
during the same day. 
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Figure 32: Work-flow diagram illustrating the different steps of the DNA extraction 
procedure. 
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It is critical that the area used for reagent preparation is kept clear of contamination. Clean 
paper towels (not a piece of cloth) must be used to decontaminate the surfaces and 
equipment. When performing the weekly area-specific decontamination procedures, this area 
must be cleaned first, and should not be entered after cleaning any of the other areas. 
 As described in the chapter on contamination control, shoe covers must be put on before 
entering the reagent preparation area. The following briefly describes the recommended 
method for putting on shoe covers: 
 Stand in front of the door leading to the reagent preparation room 
 Lift one leg and cover the shoe on that foot 
 Keep the foot with the covered shoe in the air 
 Open the door and place the foot with the covered shoe on the floor inside the room (The 
foot with the uncovered shoe will still be on the floor outside the room) 
 Lift the leg outside the room and cover the shoe on that foot 
 Keep the foot with the second covered shoe in the air 
 Step inside the reagent preparation area with the second covered shoe and close the door. 
 
Once inside the room, the powder-free gloves and dedicated laboratory coat should be worn, 
and the work area decontaminated with freshly prepared 1% hypochlorite (20 minutes) 
followed by 70% alcohol. The tools and equipment should also be wiped with 1% 
hypochlorite followed by 70% alcohol as described above for the supplies in the BSC. Kits 
containing the reagents should be removed from the refrigerator and freezer. In order to avoid 
degradation of the reagents, the master mix reagents must be kept in a tabletop cooler, 
especially the Hot Start Thermis aquaticus (Taq) DNA polymerase. Sterile molecular grade 
water should be aliquoted into smaller 1.5 ml tubes to avoid contamination of the stock 
bottles.  
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Before preparing each day‟s master mix, it is necessary to know how many specimens need 
to be tested. The number must include the specimens and the required controls plus one or 
two more to account for loss of volume on pipette tips. The master mix is made up of 5 
components with a total volume of 45 l for each PCR reaction (35 µl of the PNM mix, 5 µl 
of buffer, 2 µl of MgCl2, 3 µl of H2O and  0.2 µl of Taq polymerase). These volumes should 
be used in the calculations. It is recommended that a table showing master mix volumes (see 
Table 6) should be permanently placed on the bench top to assist in the calculations of the 
volumes needed for each day‟s master mix. 
 
The molecular grade water and other reagent preparation solutions must be stored in the 
reagent preparation (DNA free) area. Three pipettes must be dedicated to this area and 
labeled number 3 (P1000), number 4 (P200) and number 5 (P10) (Figure 33). 
Before starting the procedure, all reagents must be completely thawed. Once thawed, the 
calculated amounts of the different components can be aliquoted into a 1.5 ml screw cap with 
O-ring (the same type used for the initial specimen spin down). The master mix should be 
prepared in the order listed in Table 6: first the PNM Mix, then 10X buffer, MgCl2, molecular 
grade water and Hot Start Taq polymerase. Visual inspection of the addition of the DNA 
polymerase to the master mix should be done to ensure that it has not been left out. Only one 
reagent vial should be opened at a time: when the desired volume has been removed, it 
should be closed immediately and placed back in the tabletop mini cooler. After all 
components have been added to the vial and the lid screwed back on, the master mix can be 
PRODUCT 1X 2X 8X 24X 24X + 2X
PNM MIX   35 μl 70 μl 280 μl 840 μl 910 μl 
BUFFER      5 μl 10 μl 40 μl 120 μl 130 μl 
MgCl2                2 μl 4 μl 16 μl 48 μl 52 μl 
H2O 3 μl 6 μl 24 μl 72 μl 78 μl 
TAQ 0.2 μl 0.4 μl 1.6 μl 4.8 μl 5.2 μl 
TOTAL 45 μl 90 μl 360 μl 1080 μl 1170 μl 
POSSIBLE REACTION VOLUMES
Table 6: PCR master mix reaction volume table 
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gently vortexed and spun down in a mini-centrifuge for 10 - 15 seconds. The master mix 
must not be vortexed too vigorously, since this action may disrupt the integrity of the primers 
in the PNM. In the absence of a vortex and/or a mini-centrifuge, the tube can be gently 
inverted to homogenize the various components. Any residual fluid in the cap can be swung 
down by hand or pipetted out and transferred back into the master mix. 
If more than one vial of master mix is being prepared, the same tip can be used when adding 
the same components into one or more vials. However, care must be taken not to immerse the 
tip in the master mix in one vial if it will be placed back into the reagent stock (e.g. to retrieve 
reagent for another vial). Most importantly, a new filter tip must be used when transferring 
each different reagent. A new tube of molecular grade water must be used each day, and 
discarded after the master mix preparation. After the master mix has been well mixed, the 45 
l required for each specimen should be transferred into the PCR tubes. Figure 34 illustrates 
the reagent preparation procedure.  
  
Figure 33: Area specific numbering of the pipettes. Shown here are the pipettes that are used 
in the reagent preparation area.  
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Figure 34: Work-flow diagram illustrating the different steps of the reagent preparation 
procedure. 
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The PCR tubes should be removed from the plastic bag by letting them drop out naturally, 
and not by hand, since reaching into the bag may contaminate other tubes. Only the sides of 
the tubes should be labeled since ink on the lid will come off when the heated lid of the 
thermal cycler presses down on it. The PCR tubes should be labeled according to the number 
of specimens plus controls, as determined by the worksheets that were created during the 
sample preparation. However, the worksheets cannot be brought into this area so the 
laboratorian must remember how many tubes need to be labeled. The numbered PCR tubes 
should be placed in numerical order in the PCR rack, opened, filled with 45 l of the master 
mix and immediately closed. In order to test for contamination in the master mix, 5 l of the 
molecular grade water used to prepare the mixture should be added to the 45 l of master mix 
in one of the negative control tubes. 
Once all tubes have been closed, the PCR tubes can be covered with the lid of the PCR rack 
and moved to the side of the bench or taken out of the reagent preparation area for template 
addition. If a glass beaker is used (ideally containing ice), aluminum foil must be placed over 
the beaker and the PCR tubes placed in small holes in the foil. The tube-pierced foil should 
be covered with another piece of foil and moved to the side of the bench or taken out of the 
reagent preparation area. If the procedure will not be completed until the next day, the PCR 
tubes should be stored at - 20oC. 
Once the PCR tubes containing the 45 µl of master mix are removed from the reagent 
preparation areas, the working surface, pipettes, tip racks and hood must be cleaned with the 
freshly prepared 1% hypochlorite (for 20 minutes), followed by 70% alcohol. If the work has 
been performed inside a PCR hood, the working area and equipment should also be treated 
with UV light. While the UV light is on in the PCR hood, a notice may be posted stating: 
“UV-irradiation in process – do not enter”. Before leaving this area, use a checklist to make a 
quick assessment of the stock of reagents and consumables that will be required when 
preparing the next batch of master mix. When leaving, the laboratory coat dedicated to this 
area must remain in the reagent preparation area and cover-shoes must be removed once 
outside the reagent preparation area. 
Contamination can be prevented by labeling the tools, instruments and decontamination 
bottles and ensuring that these items are not used interchangeably between the different areas. 
As mentioned above, the pipettes required for the reagent preparation procedure are 
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numbered as pipettes 3, 4 and 5 respectively (Figure 33). The labels demonstrate that the 
pipettes are dedicated to this specific area and re-enforces the uni-directional approach to the 
work. The pipettes must be decontaminated before calibration, and it is recommended that the 
pipettes are autoclaved on a regular basis. The use of a PCR hood with a fitted UV-lamp is 
recommended as another approach to control contamination. High throughput laboratories 
may consider using the 8-strip 0.2 ml tubes for PCR, however this requires very strict 
contamination prevention procedures. Single PCR tubes (0.2 ml) are therefore preferred. 
TEMPLATE (DNA) ADDITION  
 
If the facility has four areas dedicated to the LPA, the addition of the DNA can be done 
directly on a decontaminated bench in the template addition room (the use of a PCR hood is 
optional). If the facility has only three areas, a PCR hood must be used since the template 
addition will be taking place in the BSL2 or BSL3 laboratory where the DNA extraction was 
performed. The PCR hood should be dedicated to molecular work and used to prevent any 
exogenous DNA, contaminants or inhibitors from entering the reaction tubes. A BSC 
dedicated to molecular work can also be used for template addition, however it should not be 
the same BSC where the DNA extraction work was performed.  
If the master mix was made on day one, before the DNA was extracted from the specimens, 
the PCR tubes should be removed from the - 20ºC freezer, taken to the template addition 
room or PCR hood in the BSL2/3 laboratory and thawed.  
Cover-shoes, laboratory coats and powder-free gloves dedicated to this area must be worn, 
and strict procedures to prevent contamination followed (as described above for the reagent 
preparation area). After donning the required PPE, the bench or PCR hood and the equipment 
and consumables must be decontaminated with 1% hypochlorite followed by 70% alcohol. 
The bottles for these decontamination solutions must be dedicated to this area, and 
specifically labeled to indicate that they are only for use in the template addition area. The 
pipette and tip-box containing the filter tips must be wiped with the two decontamination 
solutions, and the discard bag sprayed with 1% hypochlorite to kill off any contaminants 
from the discarded tips.  
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Due to its backbone of phosphate ions, DNA is negatively charged and may adhere to the 
walls of the plastic tubes. The 1.5 ml tubes must therefore be gently agitated to mix the 
suspensions of extracted DNA, immediately before adding the samples to the respective PCR 
tubes. Once adequately mixed, 5 l of each sample should be added to the corresponding tube 
containing 45 l of master mix and then mixed by gently pipetting up and down a few times. 
The PCR tube must be closed immediately after. Only one tube should be open at a time. The 
tip must be discarded into the waste bag and a new filter tip used for the addition of each 
sample.  
Depending on the location of the thermal cycler, the closed PCR tubes can either be placed 
directly into the instrument, or covered before transporting them to another area. If the closed 
tubes are to be moved in a PCR rack, the lid of the rack must be closed to cover the tubes. If a 
beaker covered with aluminum foil is used, an additional piece of foil should be used to cover 
the tubes completely. Once covered, the DNA-containing PCR tubes can be taken to the area 
where the thermal cycler is located.  
Before leaving the template addition area, the bench surface, pipette, tip box and other 
consumables used must be decontaminated. If a PCR hood was used, the items used should 
be decontaminated and then removed from the hood. Once the items have been removed, the 
hood or the bench surface must be decontaminated using the freshly prepared 1% 
hypochlorite for 20 minutes, followed by 70% alcohol. 
Figure 35 illustrates the template addition procedure and subsequent loading of the thermal 
cycler where the DNA will be amplified.  
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Figure 35: Work-flow diagram illustrating the steps of the template addition procedure. Here the 
DNA that was extracted in the BSL3 BSC is added to the aliquoted master mix that was prepared 
in the reagent preparation area. 
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AMPLIFICATION IN THE THERMAL CYCLER 
 
The PCR tubes containing the DNA should have been previously labelled according to the 
type of specimen (either direct processed specimen or isolate from solid or liquid media). 
This information is essential to select the appropriate PCR conditions for the thermal cycler. 
Before the PCR tubes are placed into the thermal cycler, they should be mixed slightly and 
spun down for 5 - 10 seconds in a mini-centrifuge.  
The following 40 cycle (10 + 30) thermal cycler program should be used if DNA from direct 
processed specimens is being amplified:  
 Denaturation at 95°C for 15 minutes;  
 10 cycles of denaturation at 95°C for 30 seconds and elongation at 58°C for 120 seconds; 
 An additional 30 cycles of denaturation at 95°C for 25 seconds, annealing at 53°C for 40 
seconds, elongation at 70°C for 40 seconds; 
 Final extension at 70°C for 8 minutes.  
 
For DNA from cultured isolates, a 30 cycle (10 + 20) thermal cycler program is required:  
 Denaturation at 95°C for 15 minutes;  
 10 cycles of denaturation at 95°C for 30 seconds and elongation at 58°C for 120 seconds; 
 An additional 20 cycles of denaturation at 95°C for 25 seconds, annealing at 53°C for 40 
seconds, elongation at 70°C for 40 seconds; 
 Final extension at 70°C for 8 minutes. 
 
Once amplified, the PCR tubes must be carefully removed from the thermal cycler, and 
placed into the PCR rack or the foil-covered beaker, and covered appropriately. Care should 
be taken to prevent the opening of any tubes, since amplicons from open tubes may be 
aerosolized and contaminate the machine and surrounding area. Before taking the PCR tubes 
to the hybridization /detection area, the thermal cyclers must be decontaminated with a 
solution that will not harm the surface of the instrument (such as Contrad®), followed with 
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70% alcohol. The PCR tubes containing the amplicons must never be taken back into the 
reagent preparation or specimen preparation areas: they must be taken to the hybridization 
and detection area only.  
Hybridization and detection procedures should be carried out immediately after the 
amplification procedure. If it is necessary to postpone the hybridization until the following 
day, the amplicons must be stored in a dedicated area at 4ºC. The amplicons may be stored 
for a maximum of one week. However, the intended use of LPA is to provide results with a 
rapid turn-around time, so the final steps should be performed as soon as possible after 
amplification. 
After the hybridization and detection processes have been completed and the results found to 
be satisfactory, the amplicons should be placed into a biohazard bag and discarded in a 
dedicated sealable waste bin. The bins must never be filled to overflowing, and the contents 
of the bins must eventually be removed and destroyed by autoclaving or incineration. The 
beaker that was used to store the PCR tubes containing amplicons must be autoclaved and the 
PCR rack must be decontaminated in 1% hypochlorite and wiped clean with 70% alcohol 
before re-use.  
HYBRIDIZATION AND DETECTION 
 
The hybridization procedure should be performed directly after the amplicons are taken out 
of the thermal cycler, however the amplicons may be kept at 4ºC over night and hybridization 
performed the following day. 
Before starting the final procedure, ensure that all the materials and tools required to perform 
the hybridization procedure are readily available. The checklist that was created specifically 
for this area should be used to determine which items are required. Powder-free gloves and 
laboratory coats dedicated to this area must be used. The work area should be organized so 
that one works from the amplicons to the tray, from the tray to the TwinCubator®, from the 
TwinCubator® to the score sheets, and from the score sheets to the worksheet where the 
interpreted results will be recorded. In addition, there must be a “clean” area on the bench 
where the strip preparation can take place. 
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Before starting the first step, the work area must be decontaminated with freshly diluted 1% 
hypochlorite for 20 minutes, followed by 70% alcohol. Once decontaminated, the work area 
can be covered with clean paper towels. A discard container lined with a plastic bag and 
containing a small amount of freshly diluted 1% hypochlorite should be assembled. Figure 
36 gives an illustrated over-view of the hybridization process using the manually operated 
TwinCubator®. 
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Figure 36: Work-flow diagram illustrating the different steps of the Hybridization and 
Detection procedure using the Twincubator. 
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Preparation of the strips 
 
It is recommended that a dedicated bench or section in the hybridization area be used to 
number the new strips. This area should not be in close proximity to where the denaturation 
will be performed. Clean tweezers or forceps dedicated to the handling of the new strips 
should be used. When removing the new strips from the tube, the tube should be tipped 
slightly and gently tapped so that the strips begin to slide out. The strips should be grasped on 
the shorter side of the blue line, removed from the tubes one at a time, and gently placed on a 
clean sheet of paper. To number the strips, the tweezer‟s point should be placed on top of the 
blue line to stabilize the strip and the strip numbered using waterproof ink. The numbering on 
the strip must correspond to the numerical order of the specimens on the worksheet.  
 
Denaturation of DNA 
 
In order for the hybridization to take place, the double stranded DNA amplicons must be 
denatured into single strands, thereby allowing for the formation of amplicon-probe hybrids. 
To begin this procedure, a new or clean TwinCubator® tray should be removed from the kit 
and placed on the bench top. This same tray will be used for the next three steps: 
denaturation, hybridization and detection. Using the same filter tip, 20 l of the denaturing 
buffer (DEN) should be dispensed into the corner of each well of the tray. By carefully 
opening the PCR tubes one at a time and using a new tip for each, 20 l of the DNA 
amplicons should be added to the denaturing buffer (DEN) and gently mixed by pipetting up 
and down at least 5 times. It is critical that the solutions be mixed very gently: splashing 
would contaminate adjacent well(s) and excess force might puncture the tray. If the tray is 
unknowingly punctured, buffers and solutions might leak into the hybridization platform, 
resulting in amplicon contamination. Once all the amplicons have been added to the 
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Operation of the TwinCubator® 
 
The TwinCubator® must be set on the program that is specific for the LPA (see the user 
manual and the Equipment chapter). Figure 37 shows the TwinCubator® control panel. To 
power-up the TwinCubator®, the start button (A) must be pressed. Once the start button has 
been pressed, the back arrow (B) should be pressed immediately, in order to pause the 
machine. Halting the timed steps in the procedure will allow the TwinCubator® platform to 
warm to 45ºC, the temperature required to begin the hybridization procedure.  
Before starting the incubations, the inside of the glass lid of the TwinCubator® may be 
covered with aluminum foil. Condensation will likely be present on the foil after each 
incubation step and should be wiped off between steps. Each of the following incubation, 
washing and rinsing steps should be carried out in a volume of 1 ml on a shaking platform - 
Figure 37: The TwinCubator® control panel. This instrument allows for manual hybridization of the 
amplicons to the probes on the strip. The Start button (A) is used to power-up the machine, and the Reverse 
arrow button (B) is used to pause the machine immediately after the start button has been pressed. Once the 
machine has reached 45ºC, the Forward arrow button (C) must be pressed to begin the first step in the 
hybridization process. Button C will be used throughout the procedure to pause and begin all the steps, 
including pauses needed for aspirating and dispensing solutions and buffers. Refer to the user manual and 
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either the TwinCubator® or the automated hybridizer. The same tray is used throughout the 
procedure and the previous buffers or solutions must be aspirated before the new ones are 
added. At the end of each incubation step, an alarm will sound. The forward arrow (C) should 
then be pressed to pause the run and the current buffer/solution removed. The next 
buffer/solution should then be added and the forward arrow (C) pressed to begin the next 
step. The machine is programmed to time each step correctly, as well as indicate which buffer 
is required for the subsequent steps.  
After the 5-minute denaturation step, 1 ml of the pre-warmed hybridization buffer (HYB) 
should be added to the wells using a P1000 pipette. By adding the buffer to the opposite end 
of the well from the denaturation solution, the same filter tip can be used for all wells. The 
tray should then be carefully tilted back and forth so that the purple denaturation solution and 
green hybridization buffer are well mixed. The tray can now be placed on the TwinCubator® 
and the strips added to each well. The labeled strips should be grasped with the tweezers on 
the numbered end, placed halfway inside the well with the numbers facing upwards, and 
carefully released so they slide under the liquid. Care must be taken to ensure that the 
tweezers or forceps do not come into contact with the solution in the wells. For successful 
hybridization, the strips must be completely covered by the liquid. If a strip is turned over or 
incompletely covered, it must be carefully re-positioned using a clean filter tip. 
When the machine reaches 45ºC, the cover should be closed over the tray, and the forward 
arrow button (C) pressed to start the 30 minute hybridization step. Figure 38 illustrates the 
denaturation and pre-hybridization steps. 
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An alarm will indicate when 30 minutes has elapsed. The forward arrow (C) should then be 
pressed to pause the run. The glass panel lid should be opened and the condensate that 
formed during the incubation wiped off. The HYB buffer should be aspirated from each well 
using either a Pasteur pipette or the P1000 pipette with a filter tip. The Pasteur pipette or filter 
tip, and the spent buffer, should be discarded into a plastic bag or 50 ml tube containing a 
small amount of 5% hypochlorite. The liquid should not be decanted into a sink or container 
at this stage in the procedure, as the liquid contains unbound amplicons that may contaminate 
the work area.  
 
Stringent wash  
 
After the green hybridization buffer has been aspirated, 1 ml of the pre-heated red stringent 
wash buffer (STR) must be dispensed into the tray, either by individual pipetting or using a 
multi-channel pipette. When a multi-channel pipette is used, the filter tips must be kept 
directly above the wells so that the strips do not come into contact with the tips. If a single 
channel P1000 pipette is used, a clean filter tip must be used for each well. Once all the strip-
Figure 38: Initial pre-hybridization procedures. (A) The blue denaturing buffer (DEN) is loaded into a corner of 
the tray using the same tip. After the denaturing buffer has been added, the purple coloured DNA product is added 
to the DEN. The colour change is a good indicator of where the present specimen was added and (B) where to load 
the next specimen. A new filter tip must be used for each specimen. After the 5-minute denaturing time, pre-
warmed hybridization buffer (HYB) must be added at the top part of the well, so the amplicons do not come into 
contact with the filter tip (C). Immediately after adding the HYB to all the wells, mix the solutions by gently tilting 
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containing wells have been filled, the glass panel lid should be closed and the forward arrow 
(C) pressed to start the stringent wash step. 
During this 15 minute incubation at 45oC, any non-specifically bound amplicons will be 
removed from the probes on the strip. When the alarm sounds, the forward arrow button must 
be pressed to pause the run. The glass panel lid should be opened, the condensate wiped from 
the lid or the aluminum foil, and the STR buffer aspirated and disposed of with a Pasteur 
pipette or a P1000 pipette into 5% hypochlorite. As described previously for the HYB buffer, 
the used STR wash buffers must not be removed from the tray by tipping it over and 
decanting. Only after the first rinse can the liquid from all the wells be decanted together into 
a plastic container containing 1% hypochlorite. 
 
Rinsing off the stringent wash solution 
 
To wash off excess STR buffer, 1 ml of Rinse (RIN) is added to the strip-containing wells. 
The glass panel lid must be closed and the forward arrow button pressed to begin a 1 minute 
wash step. When the alarm goes off, the right arrow button should be pressed to pause the 
run. The lid should be opened and wiped clean of any condensate. The RIN solution can be 
aspirated by transfer pipette, P1000 pipette or simply decanted into a container with 1% 
hypochlorite. The tray must be carefully removed from the hybridization platform so that no 
splashing occurs. From this step onwards, there is no need to use different filter tips for the 




After the RIN solution has been discarded, 1 ml of the previously prepared Conjugate 
solution should be dispensed into each well. As stated above, there is no need to change tips. 
The glass panel lid must be closed and the forward arrow button pressed to begin the 30 
minute incubation on the TwinCubator®. The temperature reading on the TwinCubator® 
should by now be almost down to room temperature. When the alarm goes off, the forward 
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arrow button should be pressed to pause the run. The lid should be opened and wiped clean of 
condensate, and the liquid in the tray decanted into a container with 1% hypochlorite. 
 
Removal of the unbound conjugant 
 
The strips must then be washed twice with 1 ml of Rinse solution (RIN) to wash off the 
excess CON solution. Once the RIN has been dispensed into the strip-containing wells, the 
lid closed and the forward arrow button pressed, a 1 minute rinse in the TwinCubator® will 
begin. When the alarm sounds, press right arrow button to pause, decant the RIN solution and 
add the second 1 ml of RIN into the strip-containing wells. Repeat the 1 minute wash in the 
TwinCubator®, and decant the second RIN wash liquid.  
 
Final rinse with distilled water 
 
To wash off the RIN solution, 1 ml of sterile distilled water (dH2O) should be added to each 
strip-containing well, and a 1 minute wash performed on the TwinCubator®. When this wash 




After the distilled water rinse has been discarded, 1 ml of the Substrate solution (prepared 
earlier) should be dispensed into each well. Once again there is no need to change tips. Close 
the glass panel and press the forward arrow button and allow the strips to incubate for 5 - 15 
minutes on the TwinCubator®. When the alarm goes off, press the forward arrow button to 
pause the run. Open the glass panel and aspirate or decant the Substrate solution. 
It is important to note that the reaction time of the colour development may vary. If the 
intensity of the banding pattern is strong after only a few minutes, the reaction should be 
stopped. If the intensity is still weak after 15 minutes, the strips should be allowed to incubate 
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longer. However, care must be taken not to allow too long an incubation as artifacts may 
develop, which may lead to incorrect interpretation of the result(s). 
 
Stopping colour development by removal of substrate 
 
In order to stop the colour development, the substrate must be removed, and the strips washed 
twice with sterile distilled water (dH2O). Dispense 1 ml of dH2O into the strip-containing 
wells, close the glass panel lid and press the forward arrow button for a 1 minute wash. When 
the alarm goes off, press the right arrow to pause the run, decant or aspirate the wash and add 
the second 1 ml of dH2O into the strip-containing wells. Close the glass panel and press the 
forward arrow button and allow washing for 1 minute. When the alarm goes off, press the 
right arrow to end the run, and aspirate or decant the wash. 
It is critically important to remove the excess conjugate and substrate solutions. Failure to do 
so will likely result in increased background staining, making the strip very difficult to 
interpret. 
 
Transfer of hybridized strips 
 
The developed strips must now be dried and transferred to the GenoType® MTBDRplus 
scoresheet. A pair of clean or disposable tweezers, dedicated to removing hybridized strips, 
should be used to remove the strips from the TwinCubator® tray and place them onto 
absorbent paper. It is recommended that the strip be partially dried and then placed onto the 
scoresheet. The water will act as a “fixative” and prevent the strip from “jumping” towards 
the cellophane tape that is used to fix the strips onto the scoresheet. Once taped and 
completely dried on the scoresheet, the strips are ready for interpretation. The Interpretation 
and Reporting chapter should now be consulted to determine the results of the LPA. 
Alternatively, the GenoScan® automated scanner can be used. The strips must remain in the 
tray and dry completely before they can be scanned. Any wetness on the strip(s) will deflect 
the beams of the scanner and either prevent the scanner from recognizing any of the strips in 
the tray, or result in badly scanned strip(s). 
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Decontamination of the hybridization area  
 
The hybridization area is considered the “dirtiest” area, since it poses the greatest risk of 
contamination to the other dedicated areas. It is therefore essential that the supplies, 
instruments and decontamination bottles be labeled accordingly. These should never be used 
in any of the other areas, once they have been installed and used in the hybridization area. It 
is also essential that the area be thoroughly decontaminated after the work is completed. 
Dedicated laboratory coats, worn for the hybridization and detection procedures, must stay in 
this area. Gloves must always be changed if they become contaminated with amplicons. The 
two different tweezers or forceps, dedicated to either handling of the unhybridized strips or 
the post-hybridization transfer of strips to the scoresheet, must be clearly labeled and 
decontaminated after use. 
Once the hybridized strips have been interpreted and the results determined, the PCR tubes 
(containing the remaining amplicons) must be discarded into a plastic bag, sealed and then 
discarded into a dedicated sealable plastic drum or biomedical waste box, which should be 
kept far away from the areas used for reagent and strip preparation. The pipettes required in 
the hybridization area are a P1000 and a P200. These can be numbered as pipettes 7 and 8 
respectively (Figure 39).  
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The work area, pipettes, racks and instruments must be cleaned with freshly diluted 1% 
hypochlorite for 20 minutes, followed by 70% alcohol. The tray should be cleaned with 
Contrad® and/or 70% alcohol, followed by a final wash with sterile distilled water. Cleaning 
the tray with hypochlorite may leave residual bleach in the tray, which would destroy the 
DNA amplicons during the next use. If hypochlorite decontamination is performed, it is 
therefore recommended that sterile distilled water be used to thoroughly rinse the strip trays 
and tweezers afterwards. These supplies can also be subjected to UV-irradiation to eliminate 
any residual amplicons. Once decontaminated, the dedicated trays and tweezers or forceps 
must be placed in a sealed plastic bag. 
It is recommended that this area have dedicated spray flasks or beakers of 1% hypochlorite 
and 70% alcohol for the cleaning of surfaces, instruments and tools. The hybridization area 
should also have dedicated tip boxes and a plastic container filled with 1% bleach for 
decontaminating the used PCR and 1.5 ml tube racks. The two tube racks are the only items 
that can be taken back to the reagent area (for the PCR racks) and specimen preparation area 
(for the 1.5 ml tube racks). Nothing else must ever be returned to these two areas.  
 
 
Figure 39: Area specific numbering of the pipettes. Shown here are the pipettes that are used in the 
hybridization area. 
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Preparation and use of the GT-Blot automated hybridizer  
 
The same pre-heating procedures are to be followed when using the GT-Blot 48 automated 
hybridizer. The two pre-heated ready-to-use buffers, the prepared conjugate and substrate 
solutions, the rinse aid and the de-ionized water must be placed into the colour-coded slots of 
the machine. The colour-coded suction heads must then be placed into the corresponding 
solutions.  
The number of wells can be selected, up to a maximum of 48 per run. When started, the 
machine pre-heats the two hybridization buffers at 45ºC for 15 minutes. Once the pre-heating 
is completed, the tray with the denatured amplicons and numbered strips must be placed into 
the machine. The HYB buffer will therefore be added after the strips have been loaded into 
the tray. It is essential that the denaturation solution in the well does not come into contact 
with the strip before the hybridization buffer is added. The machine will automatically 
aspirate and dispense the subsequent hybridization buffers and solutions. 
Once the hybridization is complete, the strips can either be air-dried or dried using the heat 
transfer between the hybridization tray and the hybridization platform. The strips can then be 
placed onto the scoresheets and fixed with cellophane tape. As described above, it is 
recommended that this be carried out while the strips are only partially dry. If the 
GenoScan® is used, the fully dried strips can be scanned into the Blotrix® software, which 
will generate an automated read-out of the banding patterns. However, the final result on the 
read-out must be verified by eye, since the machine may occasionally misread or misnumber 
the banding patterns on a strip. 
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GENERAL COMMENTS  
 
Carry- & cross-over contamination 
 
If there are mixed susceptible/resistant-banding patterns on a single strip it might be due to 
cross- or carry-over contamination. However, hetero-resistant strains may produce a mixed 
banding pattern on a strip. It is recommended that the strips flanking the strip in question be 
investigated to see if they have banding patterns with similar mutations. If the flanking strips 
are both susceptible or the mutation bands differ from those on the strip with an unusual 
pattern, the result indicates the presence of a hetero-resistant strain. The Interpretation and 




It is recommended that the specimen preparation step be performed on a separate day, or 
earlier in the day, from the rest of the procedure. The extracted DNA can be stored in a 4ºC 
fridge or frozen at - 20ºC until required. If the DNA is extracted on day one, then the reagent 
preparation, amplification and subsequent hybridization can be done on day two. This re-
enforces a unidirectional workflow within the laboratory. There should be a BSC that is 
exclusively used for DNA extraction, and a PCR hood that is exclusively used for DNA 
template addition to the tubes containing the PCR master mix. Reagent preparation should 
always be done at the start of the work day and can be done on day one, provided that it is 
done before starting the DNA extraction. If the reagent preparation and DNA extraction are 
both performed on day one, the tubes containing the PCR master mix can be removed from 
the    - 20ºC freezer early on day two and the previously extracted DNA added and amplified. 
This would allow the procedure to be completed earlier in the day, improving the overall 
turn-around time.  
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Positive and negative controls 
 
It is recommended that the Quality Control samples be placed in the last three PCR tubes in 
the amplification procedure and the last three strips of the run during the hybridization 
procedure. The third to last control must be the positive control; the second to last, the 
extraction negative control; and the last one must be the negative master mix control.  
The H37Rv laboratory strain should be added as the positive control during the DNA 
extraction procedure. If an H37Rv laboratory strain is unavailable, a susceptible strain of 
known genotype can be heat-killed, sonicated and used as the positive control. If there are no 
bands on the positive control strip, it can be concluded that the amplification procedure 
failed. If this control exhibits a mixed pattern, this indicates cross- or carry-over 
contamination. 
The negative controls test for contamination of the molecular grade water stock used to 
resuspend the pellet before the heat kill (specimen preparation area), and the molecular grade 
water that was used to bring the master mix solution to volume (reagent preparation area). 
The negative control strips must only have the CC and AC bands, and no other bands should 
be visible. The presence of the TUB band is an indication of contamination. Positive results 




It is very important that the laboratorian(s) who carry out the various steps involved in the 
LPA sign the relevant worksheet. If there is contamination or a problem with the assay, this 
can then be traced to a specific area and to the person who performed the work. A record 
must therefore be kept for each batch, indicating which laboratorian: 
 Decontaminated the direct patient material using the NaOH-NALC method; 
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 Read the smears; 
 Extracted the DNA from the specimens; 
 Prepared the master mix; 
 Added the template DNA; 
 Carried out the hybridization of the amplicons. 
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With the introduction of newer technologies aimed at diagnosing TB and/or its associated 
mono/MDR-drug resistance susceptibility pattern directly from sputum/decontaminated 
sputum, a new version of the MTBDRplus® LPA has been developed. The MTBDRplus® 
version 2 (v.2) is aimed for use on pulmonary and extra-pulmonary direct decontaminated 
smear positive and smear negative sputums, which will be of great benefit to patients who are 
co-infected with HIV/AIDS. 
 
MTBDRplus®: Version 1 vs. Version 2 
 
There are three major differences between the methodology used for version 1 and version 2 
of the MTBDRplus® LPA, and these differences are associated with the extraction, master 




The first difference is that the need for the present manual extraction method by means of 
sonification, as outlined in chapter 4, must now be replaced with the manual GenoLyse® 




The GenoLyse® method allows for the manual extraction of genomic bacterial from direct 
patient material. Upon receipt the GenoLyse® kit components are ready-to-use (Figure 40) 
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and DNA can be extracted within 20 minutes. The method of extraction is almost similar to 
the one described in Chapter 4 (Figure 41). The difference using this method is that after the 
first centrifugation step, the pellet is resuspended into 100ul of the yellow lysis buffer (A-
LYS) by physically dislodging the pellet my means of consecutive up and down pipetting 
with the lysis buffer and/or vortexing. The combined effort will result in a higher yield of 
DNA. Once resuspended, the specimen is to be incubated/heat-killed for 5 min at 95°C in 
either a hot-air oven, water bath or dry-block. Once the 5 minutes has elapsed, the lysate must 
be spun down briefly, after which an equal amount (100ul) of the neutralization buffer (A-
NB) must be added and vortexed for 5 seconds. After vortexing, the neutralized lysate must 
be spun down for 5 minutes at top speed. Finally, 100ul of the supernatant is to be aliquoted 
into a clean tube, where 5ul of the extract is to be used in the template addition 
(amplification) area.   
 
Always ensure that the residual specimen is thoroughly vortexed prior to aliquoting it for the 
extraction procedure to ensure homogeneity of the specimen, since failure to do so might 
influence the sensitivity of the test. In addition, it is good laboratory practice to aliquot a 
working stock of the GenoLyse® buffers into smaller 1.5 ml tubes, based on the amount of 
specimens to be extracted, in order to prevent contamination of the stock solution. 
  
Figure 40: The GenoLyse® DNA extraction kit. 
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The most important aspect however is that by using the GenoLyse® method there is a 
considerable reduction in overall cost and time, since there is a reduction in usage of 
consumables (less tips used), labour (faster method) and equipment (the use of an ultrasonic 
water bath is no longer required). 
 
Master Mix Preparation 
 
The second and most important difference is both the decreased possibility of introducing 
contamination into the pre-amplification area due to decreased liquid handling during the 
master mix preparation where only two pipetting steps are required to obtain a fully reactive 
master mix resulting in lesser time spent in this area, as well as the cost-reducing benefit of 
not having to purchase additional DNA polymerase. In version 2, the master mix consists 
only of Amplification mix A (AM-A) that contains the 10X buffer, nucleotides and DNA 
polymerase. Amplification mix B (AM-B) contains the MgCl2, the biotinylated primers and 
dye. For one PCR reaction, 10ul of reagent A must be mixed with 35ul of reagent B which 
results in the normal volume of 45ul, exactly the same as for version 1, but less pipetting 
steps are involved  (Figure 42).  
 
Figure 41: DNA extraction with the GenoLyse® method 
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Based on the amount of specimens in the batch from which DNA is to be extracted, the 
corresponding amount required for the aliquoted master mix is obtained by multiplying the 
batch size with the respective reagent volume, plus one or two extra for correction of volume 
loss during the aliquoting of the master mix into the PCR tubes. Amplification mixes A and B 





The third difference is that of an increase in the amount of PCR cycles for direct 
decontaminated smear positive and smears negative sputums where 50 PCR cycles are 
required instead of the 40 PCR cycles used in version 1, which will take a little bit longer. 
There is no difference in the amount of cycles used for cultured specimens (30 cycles as per 
usual).  
Figure 42: Preparation of master mix using the MTBDRplus® Version 2 kit 
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Hybridization and Interpretation of Results 
 
The reverse-hybridization step and the interpretation of results, remains exactly the same as 




All chemicals/reagents and consumables required for pre-amplification must be separated 
from the area where cultivation of bacteria, DNA addition and amplification in a thermal 
cycler takes place. Please refer to Chapter 2. 
 
STORAGE OF THE MTBDRplus® Ver. 2 KIT COMPONENTS UPON 
ARRIVAL 
 
Version 2 consists of the GenoLyse® extraction buffers, as well as kit component 1 of 2 and 
kit component 2 of 2. Component 1 of 2 consists of the membrane strips which are coated 
with specific probes, the denaturing buffer the hybridization-, stringent wash-, rinse buffers 
as well as the conjugate-, and substrate concentrates and diluents. Kit component 2 of 2 (the 
amplification mixes AM-A and AM-B) must be placed in the -20°C freezer in the pre-
amplification area upon receipt of the kit (these must be separated from products that contain 
DNA). The hybridization buffers (component 1 of 2) must be stored in the post-amplification 
area, and the GenoLyse® buffers must stored in a fridge in the extraction area. 
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REAGENTS AND THEIR STORAGE 
 
Expired or heat-damaged reagents should never be used. If these inappropriate or damaged 
reagents are used, many problems will occur, including invalid results, poor diagnostic 
accuracy, and delayed turn-around times. Such issues can cause significant harm to patients 
and to a laboratory‟s reputation among clinicians and other health care personnel. It is 
therefore essential that reagents are stored correctly, used in order of receipt, and monitored 
for expiration dates on a regular basis. These simple and reasonable activities are essential 
components of Good Laboratory Practice.  
This chapter will discuss the different reagents that are used in the line probe assay (LPA) for 
the identification of Mycobacterium tuberculosis and its associated drug susceptibility pattern 
(Appendix A, Table 1). The reagents include those in the GenoType® MTBDRplus LPA kit 
and the Qiagen HotStarTaq® DNA polymerase. Other reagents used for the LPA that are not 
included in the kit are sodium hypochlorite, absolute ethanol (96% v/v), molecular grade 
water, distilled water, and a non-corrosive disinfectant such as Contrad®.  
A few handy tips for high-throughput laboratories will also be described, and the chapter will 
conclude with examples of reagent-specific log sheets. These log sheets must be filled out 
and kept for all reagents used in the molecular areas. In addition to their importance for 
assessments and accreditation purposes, the log sheets are essential if it becomes necessary to 
perform a retrospective check on reagents that were used to test a specific specimen with 
questionable results.  
GenoType® MTBDRplus KIT 
 
Like other GenoType® kits from the same manufacturer, the GenoType® MTBDRplus LPA 
assay kit is produced so that the hybridization and detection solutions are not specific for that 
kit. The major difference between the different LPAs is the DNA sequences of the primers in 
the Primer-Nucleotide-Mix (PNM) mix and the probes adhered to the nitrocellulose 
membrane strips. The kit components, colour-coded to aid in identification of each reagent, 
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include two vials of blue Denaturing buffer (DEN), one bottle of green Hybridization buffer 
(HYB), one bottle of red Stringent wash buffer (STR) and three bottles of transparent Rinsing 
buffer (RIN). The Conjugate (CON) and Substrate (SUB) solutions are mixed from the 
concentrates (CON-C, orange and SUB-C, yellow), and from transparent diluent (CON-D 
and SUB-D). In addition to the buffers, there are two tubes of nitrocellulose membrane strips 
and two vials of purple PNM. The number of strips is dependent on the specific kit ordered 
(12, 24 or 96 strips). New kits should be stored at 2 - 8ºC. However, upon opening each kit, 
storage conditions for the different components will differ, as described in the following 
sections. All reagents should be labelled with the date the kit was opened.  
 
HYBRIDIZATION, STRINGENT WASH AND RINSE BUFFER 
 
When opening a new kit, the green hybridization buffer (HYB) and to a lesser extent the red 
stringent wash buffer (STR) will have formed precipitates or crystals due to the kit‟s storage 
at 2 - 8ºC. Once opened, these two buffers, along with the rinse buffer (RIN), can be stored at 
room temperature (Figure 43). Stability and heat-stress experiments have indicated that even 
after the storage of these three reagents at 45ºC for three months, good quality results were 
obtained with their use. After the HYB and STR buffers have reached room temperature, they 
should be shaken until visual inspections determine that all crystals have dissolved. Before 
the actual hybridization process can begin, the HYB and STR buffers must be pre-heated to 
between 37 and 45ºC, either in a waterbath or in the automated hybridization machine. The 
CON and SUB components must continue to be stored at 2 - 8ºC after a new kit is opened, 
but should be taken out before starting the hybridization process, so that they reach room 
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Figure 43: Ambient temperature storage of the HYB and STR buffers (requiring pre-heating before the 
hybridization process) and the RIN buffer. The lids are dated to ensure the reagents are not outdated and are used 




CONJUGATE AND SUBSTRATE SOLUTIONS 
 
The diluents and concentrates of the CON and SUB solutions are to be stored at      2 - 8ºC. 
The solutions must be made up fresh for each run and this can be done either before or during 
the hybridization procedure. The concentration ratios are the same for both the CON and 
SUB solutions: 10 l of the concentrate added to 1 ml of the diluent. These volumes need to 
be multiplied by the number of tests performed, e.g. 48 tests will require 480 l of 
concentrate and 48 ml of diluent. The diluted SUB should be stored in the dark after 
preparation, either in a closed drawer or wrapped in foil. 
DENATURING BUFFER AND STRIPS 
 
The denaturing buffer and strips can be stored at 2 – 8ºC in a plastic box or the lid of an old 
tip box, labelled with the date the kit was opened.  
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PRIMER-NUCLEOTIDE MIX (PNM) 
 
Once it has been removed from the kit, the PNM solution is usually stored at - 20ºC. 
However, as the unopened kit is stored between 2 - 8ºC, the PNM solution can also be stored 
at this temperature, as shown by in-house stability and stress experiments. It is important to 
note that the PNM of all the different GenoType® kits are colored purple and could easily be 
mistaken for each other. If the wrong solution is used, the results obtained would be 
inconclusive, and time and expensive reagents would have been wasted. A strategy to prevent 
this from happening is to assign kit-specific drawers in the - 20ºC freezer, e.g. the top drawer 
can be allocated to the GenoType® MTBDRplus kit and the bottom drawer to the 
Mycobacterium CM kit. In addition to this, the PCR rack where master mixes are stored in 
the - 20ºC freezer can also be given a dedicated colour, e.g. a blue rack might indicate that the 
master mix is for the GenoType® MTBDRplus assay, while another colour would indicate 
that the mixes are to be used for another assay.  
 
HotStarTaq® DNA POLYMERASE 
 
The DNA polymerase used in the LPA must be shipped from the supplier on dry ice, and, 
upon receipt, should immediately stored in a constant temperature freezer at     - 20ºC. Should 
the DNA polymerase (Taq) arrive in the afternoon when staff members have already worked 
with DNA and/or amplicons and thus cannot re-enter the pre-amplification area, the package 
may have to stay at room temperature overnight. One night at room temperature will not 
affect the activity of the enzyme, since it has been shown to retain its full activity for up to 2 
weeks at room temperature. When moving the Taq polymerase to the pre-amplification area, 
contamination preventive measures must be adhered to (wearing gloves, overshoes etc.), and 
the vials should be dated, initialed and stored in the - 20ºC freezer until use.  
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SODIUM HYPOCHLORITE AND ABSOLUTE ETHANOL 
 
It is essential that all areas have their own dedicated pair of spray bottles, one containing 1% 
sodium hypochlorite and the other 70% ethanol. 
The most common sodium hypochlorite commercial stock concentrations are either 5% or 
3%. These solutions must be diluted to prepare the working stock of 1% (e.g. 100 ml of 5% 
sodium hypochlorite plus 400 ml of distilled water = 500 ml of 1% sodium hypochlorite). 
The concentration of the commercial sodium hypochlorite can be checked with pH dipsticks, 
and should never be less than 2%. Sodium hypochlorite is light sensitive and will lose 
effectiveness if continually exposed to light. The stock solution must therefore be stored in a 
dark or light-tight container. Should the TB laboratory order the commercial sodium 
hypochlorite in 20 L drums, the stock solution can be transferred into a clean 5 L brown glass 
bottle for ease of use. The working stock must be made up fresh each week and stored at 
room temperature, preferably in dark spray bottles.  
Absolute ethanol (96%) can be stored at room temperature and does not need to be in a dark 
bottle. The 96% ethanol stock is to be used to make up the 70% alcohol working stock (e.g. 
700 ml absolute ethanol plus 300 ml distilled water = 1L of 70% alcohol). This solution can 
be stored in spray bottles at room temperature. 
 
MOLECULAR GRADE WATER AND DISTILLED WATER  
 
To ensure that the PCR reaction will not be inhibited by exogenous contaminants, molecular 
grade water (MGW) must be “Type 1 water” as described by the National Committee on 
Clinical Laboratory Standards (NCCLS). NCCLS Type 1 water is purified molecular grade 
water that is deionised, double distilled, autoclaved, and free of any endonucleases, 
ribonucleases and proteases (causing “nicking” activities). MGW can be stored at room 
temperature in a DNA free environment. Type 1 water usually comes in 1 L bottles, and 
should be aliquoted into sterile      125 ml bottles to prevent stock contamination. The mouth 
of the sterile bottles should be flamed when aliquoting the MGW to ensure sterility during the 
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Figure 44: 25 L container with stopcock, containing distilled water. 
transfer. The aliquoted MGW can also be autoclaved in the 125 ml bottles, and smaller 
aliquots can be made into 1.5 ml tubes. This strategy is critical for preventing contamination 
that may occur when bottles of MGW are repeatedly opened.  
Distilled water can be obtained from a laboratory that has a water purification system, such as 
the Millipore® system. If the water purification system is far away from the area of use, it is 
suggested that a 25 L container with a stopcock be used to store the distilled water (Figure 
44). However, algae may form on the inside of the 25 L container after a period of time 
standing on the bench. The container should be checked regularly for algae or other 
contaminants. If needed, the container should be cleaned with sodium hypochlorite and rinsed 
thoroughly to remove any left-over sodium hypochlorite that may interfere with the 




Decontamination reagents, such as Contrad® should be kept at room temperature and stored 
in a secure location next to the sodium hypochlorite and absolute ethanol stock solutions. It is 
suggested that these solutions be placed in a container lined with sand, in case a chemical 
spill should occur. 
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REAGENT LOT NUMBERS 
 
Quality assurance in the laboratory requires that the lot numbers of all reagents used to 
perform a diagnostic test be documented on Reagent Log Sheets. This practice allows for 
reagent-related troubleshooting and rapid identification of manufacturing errors that may 
have led to analytical failure of the test. Each of the reagents used in the pre-amplification 
room, such as the 10X buffer, MgCl2, and Qiagen HotStarTaq® DNA polymerase, will have 
individual reagent lot numbers. These different lot numbers must be documented on a reagent 
log sheet dedicated to this area. 
With regards to unopened kits of the GenoType® MTBDRplus, it is necessary to date and 
sign the kit when received (Figure 45A). Both the lot number on the outside of the kit 
(Figure 45B), and that of the strips found inside the kit, are to be documented on the reagent 
specific log sheet. If detailed information is needed on the components of a specific kit 
(Figure 45C), Hain Lifescience can be contacted, but must be provided with the specific lot 
number of the GenoType® MTBDRplus kit.  
 
  
Figure 45: GenoType® MTBDRplus reagents lot number documentation procedures. (A) Dating and 
initialling of stock received, (B) Kit LOT number of the kit (LOT ISO 0080), (C) Example of 
component lot numbers for the different reagents to be found in kit LOT ISO 0074). The expiration 
date is listed on this page and must be documented elsewhere.  
A 
B C 
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The second reagent lot number required is that of the strips. The sticker on the vial contains 
all the relevant information about the strips and can quite easily be removed and adhered to a 
reagent log sheet (Figure 46).  
All this information can be documented on the GenoType® MTBDRplus reagent log sheet 
for the post-amplification area (Appendix A, Figure 1A & 1B), as well as the reagents used 
for the Mycobacterium CM kit (Appendix A, Figure 2). An example of the reagent log sheet 
for the reagents used in the pre-amplification area is shown in Appendix A, Figure 3. The lot 
numbers of the MGW and decontamination reagents, initials of the person who made the 
working solutions, and dates prepared should also be documented.  
It is important to note that the log sheets described in this section are more appropriate for 
high-throughput laboratories where more than 100 LPAs are done on a daily basis. If the 
laboratory does not perform as many tests per day, the lot numbers can be written out by hand 
in the appropriate blocks of the log sheet or, alternatively, the laboratory can develop and 
customize reagent log sheets to meet their needs.  
Figure 46: Example of the GenoType® MTBDRplus kits‟ essential LOT numbers requiring 
documentation. The lot numbers of the strips are seen on the sticker that is peeled and pasted onto the 
log sheet.  
Stock receipt date 
Complete Kit Lot number. (The 
expiration date of the kit LOT 
number is to be found on the 
outside of the box.)  
Strip Expiration Date 
Strips lot number 
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ROTATION OF STOCK 
 
Sufficient stock should be on hand for at least two weeks. It is useful to monitor and 
document monthly stock usage, and order the amount needed between orders plus two more 
for unforeseen increased workloads. Another important means of stock control is to 
document the amount of reagents left at the end of each day (Appendix A, Figure 4). 
 
GenoType® MTBDRplus kit 
 
When receiving GenoType® MTBDRplus kits, the date received should be written on the 
box and initials placed next to the date. The lot numbers of the unopened kits must be 
checked and those with the lowest lot numbers should be placed on the top or most 
convenient shelf of the refrigerator, and those with higher lot numbers on the bottom shelves, 
e.g. lot ISO 0075 must be used before lot ISO 0080, since the lower numbered lot will expire 
before the higher numbered lot. As the kits are used and new stock arrives, the older stock 
should be moved up to the top shelf and the new stock placed on the bottom shelf to ensure 
that the older stock is used first. Any additional Reagent Sets for the GenoType® 
MTBDRplus kits should be rotated and used in the same manner. When opening a new kit, 
all the reagents should be dated and signed on the lid, and stored in separate trays or 




A - 20ºC freezer is required for the pre-amplification laboratory. For storage of reagents, it is 
recommended that three plastic container boxes (e.g. cryogenic 10x10 boxes) and a mini 
cooler be placed in the freezer. The mini cooler is an insulated container that will keep 
reagents cold when removed from the freezer and placed on the work bench or in the PCR 
hood. The reagents that come with the DNA polymerase can be stored in the 10x10 
containers. It is recommended that the reagents be placed directly into these containers upon 
arrival, rather than leaving them in the original package. This way, the remaining stock is 
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visible and can be assessed whenever a tube is taken out and used, and essential components 
of the master mix can be ordered before the stock is depleted. If reagents are out of stock, 
there will be a delay in the turn-around time and a backlog of work will build up. It is 
important to place orders well in advance by taking regular stock inventories and being aware 
of the suppliers‟ ordering processes and delivery schedules. 
PCR reagents can be unpacked into the plastic freezer boxes as follows: the first can be used 
to store the 10X buffer, the second for the MgCl2, and the third for the DNA polymerase. The 
reagents must be placed into these containers in an organized way so that it is known which 
tubes should be used first (tubes received recently will expire later than those received 
previously). A sticker from the original box with the expiration date may be pulled off and 
placed inside the plastic box as a reminder (Figure 47).  
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SAFEGUARDING OF STOCK SOLUTIONS 
 
If small numbers of LPAs are tested in each run, it is recommended that smaller volumes of 
hybridization solutions are aliquoted into 15 ml or 50 ml tubes, after all crystals have 
dissolved. This applies to other stock solutions as well (e.g. the MGW discussed previously) 





Figure 47: (A) Stocking of DNA polymerase into 10x10 boxes upon arrival with Reagent lot numbers 
included, indicating the expiration date to manage stock rotation. Note that the enzymes are packed into 
separate batches due to the different expiration dates of the two different deliveries. The enzymes with the 
earliest expiry date must be used first. (B) Expiration date information of the DNA polymerase. (C) The 
reagent information and expiration dates of the enzyme and the associated buffers and co-factors are 
found in the inside of the box‟s lid and can be peeled off and placed into the 10X10 box as seen in Figure 
9A. (D) Division of DNA polymerase stock, GenoType® MTBDRplus pre-made master mix and CM pre-
made master mix.  
A B 
C D 
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Strips for the LPA can be pre-marked and stored in a light-tight container until they are ready 
to be used, either later that day or the following day. This will allow the operator to begin the 
hybridization procedure as soon as the amplicons are ready, and will therefore reduce the 
turn-around time for the test results. The exposure to room temperature will not reduce the 
signal strength of the strips, if used within the next two days. However, leaving pre-labelled 
strips at room temperature for extended periods of time is not recommended.  
 
Conjugate and substrate solutions 
 
In a high-throughput laboratory that uses an automated hybridization machine, such as the 
GT-Blot 48, all of the CON-C and SUB-C vials (120 l) can be added to their respective 
CON-D and SUB-D (120 ml) bottles. If there are left-over solutions, these can be placed back 
into the refrigerator and used the following day. After adding the concentrate solutions to the 
diluent bottles, it is recommended that a small volume of the diluent be added back to the 
empty concentrate vial, the solution mixed in the vial, and then transferred once again to the 
120 ml bottle. This will ensure that all residual reagent is removed from the vial. The bottle 




When the laboratory is temporarily understaffed, for any number of reasons, master mixes 
that will last for a week or two can be prepared, as long as they are stored at - 20ºC until use. 
Master mixes can also be made a day in advance, however staff not enter the pre-
amplification area once they have extracted the bacterial DNA, added the template DNA to 
the master mix or added amplicons to the denaturing solution prior to hybridization.  
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In high-throughput molecular mycobacteriology laboratories, there is a need to batch 
specimens so that many assays can be performed simultaneously and turn-around times can 
be reduced. In order to optimize performance and maximize output, contamination prevention 
and control must be seriously addressed. The presence of specific amplified products 
(amplicons), resulting from DNA in either the original specimen or from exogenous 
contamination, may predict the presence of Mycobacterium tuberculosis and any associated 
drug susceptibility or resistance. Chances of incorrect diagnoses due to molecular 
contamination problems can place patients at great risk. The most effective way to control 
contamination is by preventing its occurrence in the first place. Strategies for contamination 
prevention and control are described in this chapter. 
“Contamination” in the mycobacteriology laboratory is usually associated with the growth of 
unwanted bacteria or fungi in either the mycobacterial growth indicator tube (MGIT) liquid 
media or on solid-media slopes (used for conventional drug-susceptibility testing). In addition 
to contaminating organisms, sample-to-sample contamination (cross-contamination) may also 
occur. Such contamination can result in the misdiagnosis of M. tuberculosis, and can have a 
negative impact on the clinical outcome of the patient. However, when performing the 
polymerase chain reaction (PCR)-based GenoType® MTBDRplus line probe assay (LPA), 
“contamination” refers to the erroneous introduction of previously amplified DNA products 
(amplicons) or other contaminants or inhibitors into the reaction tube. Whatever the source of 
the contaminant, an incorrect diagnosis of M. tuberculosis and its drug susceptibility pattern 
is likely to occur.  
This chapter will discuss PCR contamination and how to prevent and control it both before 
and during amplification of DNA templates. It will also aim to provide direction on how to 
eliminate PCR contamination in the different areas of the molecular diagnostic laboratory. In 
addition, strategies on how to perform adequate but not excessive monitoring and screening 
of all pre- and post-amplification areas for potential contaminants will be discussed. 
Appendix B contains information on avoiding contamination during reagent preparation and 
on procedures for the cleaning of equipment used in the LPA. 
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Although the World Health Organization (WHO) indicated that the ideal configuration for 
performing the LPA is the use of four separate rooms or areas, their guidelines also indicate 
that it is acceptable for the amplification (area 3) and post-amplification (area 4) areas to be 
combined. The material in this chapter will be presented based on laboratories that have four 
areas dedicated to the LPA. However, since many laboratories in high-burden countries have 
only three areas, this material should be understandable and readily adaptable to those 
circumstances. 
 
CLEAN, CLEAN, CLEAN 
 
The main challenge for laboratories performing PCR is the maintenance of a clean and 
healthy working environment by ensuring that all contaminants are eliminated from the four 
work areas. The preventable contamination control measures discussed below should be 
implemented and incorporated into already existing Quality Assurance (QA) measures. The 
laboratory manager, as well as the technical and support staff, must all adopt a pro-active 
approach towards contamination control. This will not only reduce the risk of contamination 
within the PCR facility, but will also help with the smooth running of the laboratory: having 
to deal with a contamination problem results in a back-log of specimens to be tested. Initially, 
the turn-around time (TAT) of the laboratory will be negatively affected and, once the 
contamination problem is resolved, a great deal of time will be required to process the 
accumulated specimens.  
The major sources of contamination of DNA samples and PCR reagents in a laboratory are 
amplified DNA products that are spread throughout the laboratory on aerosols and dust. 
Other contaminants include DNA from the technicians‟ skin and hair roots. This concern 
emphasizes the need for PCR staff to wear powder-free gloves, over-shoes and a hairnet, 
especially if the manipulation of DNA and DNA products are done in the absence of a hood 
or contained workspace. In addition, the potential for contamination is the main reason that 
the different areas of the laboratory must be well-separated, as described in Chapter 2: 
Infrastructure Requirements. 
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Trafficking of pipettes between areas designated for specific tasks must be avoided at all 
costs. The most common type of contamination is the introduction of previously amplified 
sequences (amplicons) into a new reaction. This can occur when pipettes previously used in 
the post-amplification area are taken to the pre-amplification area and used to prepare the 
master mix, or are taken to the template addition area and used to add template DNA to the 
master mix. To avoid this, reagent master mixes must never be prepared using pipettes from 
areas 1, 3 or 4. It is especially important to avoid pipettes that have been used to manipulate 
extraction, amplification or post-amplification products. 
Note: it is a good idea to keep a clean set of pipettes on hand in each area in case there is a 
pipette malfunction or breakage during use.  
Pipette-related contamination is caused when a contaminated pipette or contaminated tip 
introduces amplicons or DNA into other samples. This problem can be prevented by using 
sterilized filter tips and by wiping the pipette after each day‟s use with 1% sodium 
hypochlorite (followed by wiping with 70% alcohol, so that the bleach does not corrode the 
pipette). Autoclaving the pipette may be necessary if contamination is obvious. It is important 
to remember that each specimen requires a separate tip and the tip must be changed after the 
pipetting of each sample. 
Sample-to-pipette contamination occurs when samples or aerosols enter the core of the 
pipette. To prevent liquids and aerosols from entering the pipette body, the pipette should be 
held vertically when pipetting, and aerosol-free filter tips should be used. Also, the pipette‟s 
push-button should be released slowly to further prevent aerosols. 
Sample-to-sample (carry-over) contamination occurs when the remains of one sample mixes 
with the next sample inside a re-used pipette tip. Both of these instances may cause a false 
test result. 
 
Avoiding PCR contamination 
 
Stellenbosch University  http://scholar.sun.ac.za
238 Chapter 5 
 
 
As already mentioned, contamination of new PCR reactions with amplicons from previous 
reactions is the most common source of false-positive results. The best approach to avoid this 
problem is to develop a comprehensive contamination control program (CCP) prior to 
implementing the LPA. General CCP requirements that must be followed in order to aid in 
the prevention of contamination are outlined and discussed below. 
 
Building blocks of a comprehensive CCP: 
 
1. Space and time separation of pre- and post-amplification procedures 
a. Four (or three) rooms that are physically separated from each other must be 
dedicated to the four different procedures as per infrastructure requirements.  
b. The master mix should be prepared first thing in the morning by a staff member 
before he/she performs other procedures such as the template addition, 
amplification and hybridization. Optimally, a staff member who does not perform 
these procedures should prepare the master mix. 
2. All areas must have their own dedicated supplies of consumables relevant to the work 
done in that specific area. 
a. Separate supplies of pipettes, pipette tips, PCR tubes, and reagents must be kept 
specifically for PCR and not be used for any other procedure. “On-hand” stock, 
as well as back-up stock of all the consumables and reagents should be available 
in each room.  
3. Good quality disposable Nitrile and/or powder-free gloves must be worn at all times and 
changed frequently. 
a. If the powder used in latex gloves enters the PCR tubes, the reaction may be 
inhibited. Also, DNA contaminants may be carried along with the powder. 
b. It is essential that new gloves be worn when entering each PCR area, and used 
gloves be removed and disposed of when the work has been completed and 
before exiting each area. Wearing gloves is especially important when taking out 
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strips that are to be marked prior to hybridization, handling concentrated DNA 
samples and hybridization reactions, decontaminating work areas and tube racks 
before re-use, and whenever a splash occurs. 
4. Certain reagents, consumables and equipment such as distilled water, 1.5 ml tubes, PCR 
tubes and tips should be sterilized, if possible, in a clean autoclave before use.  
a. When buying pipettes, those that are either fully or partially autoclavable should 
be selected to ensure that possible contaminants can be eliminated. 
5. Dedicated laboratory gowns and over-shoes should be worn, especially in the room for 
reagent preparation, in order to prevent carry-over contamination from contaminants that 
the technical staff could have picked up via their clothing and foot-wear in other areas of 
the laboratory. 
6. It is preferable that master mix preparations and template additions be set up in a 
biological safety cabinet or PCR hood. 
a. The biological safety cabinet or PCR hood must be dedicated for the use of 
trained personnel who perform the LPA. If the laboratory does not possess a 
biological safety cabinet or PCR hood, the work can be done on the bench in a 
separate room dedicated to this process.  
b. Reagent preparation and template additions must be done in separate areas (areas 
2 and 3) and those areas must be completely isolated from area 4, where the PCR 
products are detected. 
7. Cleaning as an important means of contamination control. 
a. Meticulous cleaning with freshly prepared 1% sodium hypochlorite and 70% 
alcohol of surfaces, pipettes and instruments should be done before and after 
performing each procedure. 
b. Alternatively, other decontamination reagents mentioned below can be used 
instead of sodium hypochlorite. 
8. Measures must be taken to avoid contaminating stock and working solutions of reagents.  
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a. When practical, reagents should be aliquoted soon after receipt into the smaller 
amounts needed for each batch of specimens.  
b. Only the amount of PCR and hybridization reagents needed for each day‟s work 
should be prepared. 
9. Positive and negative controls must be carefully prepared and used with each PCR batch. 
a. One or more negative controls containing molecular grade water instead of DNA 
template must always be included when performing PCR (even if only one 
specimen is being tested). Ensure that the last two reaction tubes in the run are the 
positive (H37Rv) and negative controls.  
b. Molecular grade water used during suspension of the DNA template should be 
used as a negative control; likewise, molecular grade water used to bring the 
master mix to volume can be added as an additional negative control. 
c. Reagent or water contamination has occurred if banding patterns other than the 
two internal controls are seen in any negative control. 
d. A mistake such as “number-dropping” can be easily detected if a positive control 
(H37Rv) is placed in a fixed spot in the middle of a batch (i.e. number 24 in a 
batch of 48). If the result is interpreted as anything other than fully susceptible to 
RMP and INH, a laboratory error has occurred.  
10. Use of ultra-violet light (if possible) 
a. UV-irradiation will destroy all DNA fragments inside the PCR hood or biological 
safety cabinet, as well as any fragments on the pipettes. However, care should be 
taken to ensure that the template DNA is never be exposed to UV-irradiation 
since this treatment will break up the DNA and result in a false negative result or 
weak signal on the strip.  
11. Adding reagents and DNA template to the PCR tubes.  
a. The master mix must be aliquoted into the PCR tubes in area 2 before working 
with DNA or amplicons in other areas. Because this is a clean room and each tube 
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will receive the same volume of the master mix, a single pipette tip can be used 
for all tubes.  
b. The DNA template can be added to the PCR tubes containing the master mix in 
either the DNA extraction area or the amplification area. The template DNA must 
always be added last. 
c. When adding the DNA to “8-strip” PCR tubes, only one row should be opened at 
a time. The pipette containing the DNA template should not be placed over any 
open tubes other than the one receiving the sample. By moving the pipette 
directly over the entire row, there is a risk of exposing other open tubes to the 
wrong sample.  
d. Single PCR reaction tubes that are opened one at a time further minimize the 
chances of contamination. However, the use of single tubes is time consuming 
and generally more suitable for low-throughput laboratories. 
12. It is suggested that the LPA not be used as a diagnostic tool in a tuberculosis (TB) 
research laboratory, but in a dedicated PCR facility. Work performed in such a 
laboratory is likely to generate potentially contaminating amplicons that may be difficult 
to control should contamination arise. Such contamination can result in incorrect 
diagnoses and serious implications for patients.  
 
PREVENTION OF SAMPLE CONTAMINATION 
  
Sample contamination is a critical problem for nucleic acid-based screening assays due to the 
extreme sensitivity of PCR. There are a number of ways that this problem can occur: 
1. Carry-over contamination occurs when either the DNA from the specimen that is being 
extracted (in area 1) enters an adjacent tube(s), or when amplicons (in areas 3 and 4) 
enter the PCR tube or detection well. Amplicon contamination, more than other types of 
contamination, is likely to lead to incorrect interpretations and end in negative impact on 
patient care.  
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2. Sample contamination can also result from external sources such as contaminated 
surfaces (floors, counter tops, instruments). Laboratory policies must ensure that PCR 
areas are access controlled to prevent trafficking by all staff members who might 
unknowingly carry contaminants from areas 1, 3 and 4 to the PCR clean area 2. 
3. Contamination due to a mistake by the operator usually occurs when the attention of 
the technician performing the assay has been diverted by external sources or by personal 
thoughts. For example, the operator could be preoccupied enough to add two DNA 
specimens to the same PCR reaction tube, or overlook obvious splash-over from one 
hybridization well to another. To help avoid such situations, it is suggested that there be 
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AREA-SPECIFIC SAMPLE CONTAMINATION 
 
Pre-amplification area (Area 2): 
The pre-amplification area (master mix preparation area) should only be used by the operator 
assigned to perform this task. The amplification and post-amplification duties should be done 
by another operator. However, with staffing shortages, the same operator may perform all 
three procedures, so long as the master mixes are made first, followed by DNA addition and 
finally amplification and hybridization. Of course, it is critical that operators do not re-enter 
the pre-amplification area after working in the amplification and post-amplification areas. To 
prevent re-entry, a notice such as “NO ENTRY AFTER 10 AM” should be posted.  
For the pre-amplification area, the following rules should always be adhered to: 
 The pre-amplification area is to be used for one purpose only – preparation and 
aliquoting of the PCR master mix.  
 It is recommended that reagents used for the master mix be stored in this area whenever 
possible. 
 Pipettes and other instruments and supplies needed for master mix preparation must be 
kept in this area and are to be used exclusively for pre-PCR activities. 
 No thermal cyclers or amplicons should ever be brought into this area, and no reagents 
or supplies should be brought back after being removed.  
 There should be dedicated cleaning supplies and brooms for this area, which should also 
be stored in the room. Cleaning should be performed by PCR laboratory staff, and not by 
general cleaning personnel. This will prevent accidental introduction of PCR products, 
dust, and other potential contaminants from other areas. 
Laboratory clothing: 
 Disposable shoe covers should be stored in the ante-room of the pre-amplification area 
and put on in the following manner: Cover the first shoe and step with the covered shoe 
into the pre-amplification area, keeping the uncovered shoe on the outside. Once 
balanced, lift the exposed shoe, cover it, enter the area and close the door behind you.  
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 No used laboratory coats, surgical gowns, gloves or opened boxes of gloves are to be 
taken into this area.  
Reagent handling: 
 Always use only positive displacement pipettes and aerosol-free tips (barrier filter tips). 
 Reagents for the master mix that are stored in the freezer must be allowed to thaw 
completely. After thawing, the contents must be mixed well before pipetting to ensure 
uniform concentrations of all the components. 
 Reagents should not be shared or used with different kits. The components of each 
reagent have been specifically formulated and reagents from different kits will not be 
compatible. 
 Each reagent tube should be closed and moved aside before working with the next 
reagent on the list to rule out contamination of the preceding reagent with subsequent 
solutions. This also ensures that a reagent will not be overlooked or added twice. 
 If multiple rounds of PCR are to be conducted on the same day, all master mixes must 
be prepared and aliquoted into the reaction tubes all at once (in area 2) and then moved 
to the area where the DNA template will be added. It is important that the correct 
number of reaction tubes be prepared and then moved to the amplification area, since it 
will not be possible to go back into the pre-amplification area once DNA is added to the 
PCR tubes. 
 
AMPLIFICATION AND POST-AMPLIFICATION AREA(S): 
 
 As mentioned above, one should never, under any circumstances, re-enter the pre-
amplification area (area 2) on the same day that one has been working in the 
amplification and post-amplification areas (areas 3 & 4). Amplicons circulating in these 
areas can stick to clothes, hair, shoes, etc. 
 Before and after each experiment, all surfaces should be decontaminated by wiping with 
dilute bleach (10%) followed by 70% ethanol. 
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 Care should be taken when opening PCR tubes following amplification. In order to 
prevent the release of liquid near the top of the tube or on the inside of the cap, the tubes 
can be swung down hard by hand, or quickly centrifuged in a small micro-centrifuge. 
Then the caps should be carefully opened either one by one, or one strip at a time.  
 If the GT-Blot 48 automated hybridization system is used in the laboratory, the waste 
tubes must be placed into a 25 L capacity drum. Thus, all the liquid waste containing 
massive quantities of amplicons will safely drain into the drum. To ensure that these un-
hybridized amplicons are destroyed and the contamination risk is reduced, it is 
recommended that approximately 500 ml of undiluted sodium hypochlorite be poured 
into the drum. In addition, the bottom of the drum must be placed in a large plastic tray 
that could capture any over-flow from the 25 L drum. This precautionary measure 
prevents the escape and spread of amplicons throughout the laboratory, and also 
eliminates the chance of staff being injured by slipping on soapy liquid waste. The same 
guidelines are recommended if the GT-Blot 20 and a smaller drum are used instead. 
 Normally, a low-throughput laboratory will use the TwinCubator® manual hybridization 
and detection system. The contamination prevention strategy for this system depends on 
the size of the batch of specimens to be tested. To prevent contamination of the “stock” 
solution of each reagent, the desired amount of each reagent should be aliquoted into 50 
ml tubes before beginning the procedure. When removing the waste liquids from the 
wells following the hybridization, washing and detection steps, the liquids must be 
discarded into  50 ml tubes containing a quantity of undiluted sodium hypochlorite. This 
is an approach similar to the decontamination of liquid wastes in the GT-Blot systems.  
 Great care must be taken to avoid storing or manipulating post-amplification products 
(area 4) close to the reagents that will be used in the pre-amplification- and amplification 
areas (areas 2 & 3). For example, in the amplification and post-amplification laboratory, 
it is very important that the liquid waste bucket is kept far away from the “strip 
preparation area” as well as the “clean area” where the racks are washed and stored. The 
sealable amplicon waste bucket can be placed underneath a designated “liquid 
hybridization waste” sink.  
 It is highly unlikely that contamination of reagents would occur during the commercial 
manufacturing process. However, there have been cases where commercial preparations 
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of Thermis aquaticus (Taq) polymerase have been found to be contaminated with 
bacterial DNA. Fortunately, this should not affect the ability of the kit to amplify DNA 
from M. tuberculosis. 
 
STORING REAGENTS AND OTHER CONSUMABLES 
 
When the DNA polymerase is delivered it must be stored at - 20ºC immediately upon arrival. 
The styrofoam box should be wiped clean with undiluted sodium hypochlorite before taking 
it into the pre-amplification area. As usually done upon entering this area, shoe covers, gloves 
and a clean laboratory coat should be worn. Once inside the area, the box should be wiped 
again with both sodium hypochlorite and 70% alcohol. A scalpel blade, dedicated to this area, 
should be used to open the box. The small DNA polymerase boxes should be removed, wiped 
and placed in the - 20ºC freezer.  
Re-stocking of consumables for all the different laboratory areas should be done on a weekly 
basis to ensure that a constant supply is available in each area. This can be done before the 
weekly scheduled PCR facility clean-up at the end of the week. 
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CONTAMINATION! NOW WHAT? 
 
Monitoring for DNA contamination is an important part of the molecular diagnostic 
laboratory, and laboratory policy requires immediate action and investigation if 
contamination is identified or suspected. 
 
Sentinel test for PCR contamination 
 
Other than including the negative (water) control as described above, monitoring should also 
include regular sentinel tests to confirm that there is no amplified or genomic DNA present in 
the four PCR areas. 
Sentinel testing is performed periodically to monitor for potential contamination within all 
the areas of the PCR facility. Detecting the root cause of contamination is necessary to be 
able to eliminate the problem. Once the contamination has been dealt with, the existing 
procedures can be adapted to prevent further incidents and thus improve the day-to-day 
performance of the laboratory.  
 The recommended procedure is as follows:  
1. Three or more 1.5 ml tubes should be filled with 100 µl of sterile molecular grade water, 
and left uncapped in each of the four areas at different locations (e.g. inside the hoods, on 
the benches, near the thermal cyclers, etc.).  
2. At the end of the day, the tubes should be collected and closed.  
3. The next day, a portion of the water in each tube should be tested in the PCR reaction, 
followed by the LPA. Positive and negative controls should be included in the batch. 
It is suggested that sentinel testing be done in all areas on a quarterly basis. The hybridised 
strips should be kept together with the log sheet, documenting where each of the open tubes 
had been placed. Sentinel testing immediately identifies a contamination problem area should 
any of the strips come up as “positive”. Such a problem necessitates the need for immediate 
changes in current laboratory procedures to prevent aerosol contamination. 
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A positive sentinel test 
 
Guidelines are given below as to how to deal with a positive sentinel test: 
1. The laboratory director or supervisor must be notified immediately if any area has a 
positive sentinel test. 
2. Specimen testing must be stopped until the root cause of the contamination has been 
found and corrected.  
3. The laboratory director or supervisor should initiate a thorough investigation to identify 
the source of contamination. 
4. All reported areas of contamination MUST be thoroughly cleaned with 10% bleach and 
other sentinel tests performed in these areas.  
5. To identify the source of contamination, the investigation may require additional sentinel 
tests of other laboratory surfaces. 
6. The laboratory director or supervisor should review all test results since the last negative 
sentinel test and the current positive test. If necessary, corrected or amended reports 
should be sent to the institution submitting the specimen.  
7. When the repeated sentinel tests are negative and the investigation has been completed, 
the laboratory director or supervisor will indicate that specimen testing can resume.  
8. Laboratory procedures and policies should be reviewed and modified as needed to help 
prevent future incidences of contamination. 
 
Internal reagent controls 
 
The AC band on the LPA serves as the positive control for the amplification reaction and is 
included in order to detect the presence of inhibitory substances that could mask the detection 
of DNA. The negative control contains all reagents used except template DNA, and thus 
potential contamination can be identified by the presence of the AC band, the TUB band, 
and/or any of the rpoB bands in the negative control.  
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Decontamination control measures 
 
Contamination can and will occur at times and may be extremely difficult to recognize. The 
following inactivation or sterilization protocols have been developed: 
1. Chemical: sodium hypochlorite or 1M HCl 
2. Enzymatic methods: It is possible to remove contamination by pre-treating the master 
mix with a restriction enzyme or DNase treatment to digest the amplified PCR product. 
This must be done according to strict protocol to ensure that the DNA template is not 
digested. 
3. Photo-chemical (UV-irradiation): PCR primers are more resistant to ultraviolet 
irradiation than target DNA. It has been reported that pre-exposure of a PCR mixture to 
UV light, for example from a germicidal lamp, can very efficiently eliminate 
contamination. 
   
Decontamination procedures 
 
The following processes should effectively destroy exogenous DNA: 
 Chemical/Enzymatic degradation: 
 
These methods are the most reliable and cost-effective ways to get rid of contamination. 
Surface decontamination of the workplace and contact areas, including the walls and floor 
should be carried out using the following agents: 
o 10% sodium hypochlorite, followed by 70% EtOH.  
o Contrad®, followed by 70% EtOH. 
o Ultraseptin®, followed by 70% EtOH. 
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o Incidin®, followed by 70% EtOH. 
Enzymatic methods that can be incorporated into the decontamination procedure may include 
the treatment of the reagents with restriction enzymes or by making use of Uracil n-
glycosylase (UNG), which hydrolyses the Uracil incorporated into amplicons. However, most 
diagnostic mycobacteriology laboratories, which are starting or already have a molecular 
division, would not normally use these expensive reagents.  
According to the U.S. Centers for Disease Control and Prevention (CDC), chlorine solutions 
gradually lose strength; so diluted solutions should be made fresh regularly, if not daily. 
Cleaning with bleach must be followed 70% ethanol (EtOH) to eliminate the possibility of 
introducing bleach into the sample and to remove the bleach so it does not corrode surfaces 
and instruments. EtOH alone, even 70% strength as employed in microbiology settings to 
prevent transfer of pathogens, is not sufficient to rid a surface of exogenous DNA. 
 
 Decontamination with UV irradiation: 
Another means of decontaminating hoods, reagents, pipettes, tubes, etc., is exposure to UV 
light. Most biological safety cabinets are equipped with a UV light source. It is generally 
accepted that UV exposure at 254nm for a minimum of 5 minutes is sufficient to disinfect 
and destroy extraneous DNA on surfaces. Laboratory SOPs for PCR hoods often include UV 
exposure steps as long as 30 minutes before and after each use. Wiping with bleach and 
alcohol is still warranted,  since only contaminants on exposed surfaces will be eliminated by 
the UV light. 
Recommended UV irradiation:  
o >10 min with 100 uJ/min UV (254 nm) for tubes and reagents (not the enzyme) 
o >8 h with 400 uW/cm2 UV (distance <1m) for decontamination of work surfaces 
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Reagents, consumables and tools 
 
Applicable consumables and tools such as forceps, microcentrifuge tubes, PCR tubes (if not 
sterile when purchased), racks, containers, and other items should be autoclaved in a clean 
autoclave prior to use. It is a good practice to apply autoclave tape to items being sterilized to 
test the autoclave‟s efficacy and differentiate between items that have and have not been 
autoclaved. The staff must pay careful attention to the heat stability of plastics that are to be 
autoclaved. Some plastics can break down during autoclaving and become more porous and 
prone to harboring contaminants. Most commercial filter tips are sterile when purchased. A 
new aliquot of sterile molecular grade water must be used to eliminate water-based 
contaminants. All other reagents must be assessed for possible contamination as well. 
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GOLDEN RULES FOR CONTAMINATION PREVENTION 
 
Before attempting to use the GenoType® MTBDRplus LPA, and/or any other molecular 
mycobacterial identification product, it is essential that the laboratory meet the specific 4 (or 
3) room specifications as set out in Chapter 2: Infrastructure requirements. In addition, the 
division of labour between the pre- and post-amplification areas will greatly minimise the 
chance of contaminants carried by the operators. Keeping the areas well separated and careful 
attention on the part of all personnel is the key to preventing contamination. The appropriate 
technical skills, careful reagent handling, as well as well planned procedures and daily work 
flow are also essential components. Even though chemical decontamination with sodium 
hypochlorite and alcohol is an effective deterrent, these other critical elements must be in 
place to avoid contamination problems. 
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Chapter 8: QUALITY ASSURANCE 
 
ISO 15189 provides guidelines on several Quality Assurance issues including: the collection 
of patient samples; the acceptable turn-around-times from specimen receipt to reporting of 
results; and the role of the laboratory in training and education for health care providers, both 
at point-of-care and in the laboratory. Application of these standards will ensure that good 
laboratory practices are followed in each laboratory. Regulatory and professional bodies 
within each country should monitor all laboratories to ensure adherence to the quality 
standards listed in ISO 15189. 
During assessment by a regulatory body, when laboratories are found to be adhering to the 
standards in ISO 15189, the status of the laboratory should be documented through an 
accreditation process. Accreditation indicates to the health care community that a laboratory 
can produce competent results on a consistent and sustainable basis. Accreditation should be 
granted in stages dependent on the capacity of the laboratory. Importantly, the accreditation 
status should be in effect for a limited period of time, so that the laboratory is assessed on a 
regular basis and is responsible for maintaining the quality of testing by continuously 
improving services and moving up in accreditation status.  
Quality Assurance (QA) programs consist of activities within all sections of the laboratory 
that are needed in order to ensure that testing is being performed according to ISO 15189 
standards. QA depends on Internal Quality Control (IQC), External Quality Assessment 
(EQA) and an effective Quality Improvement (QI) program. To successfully implement the 
line probe assay (LPA), a QA program must be in place for the diagnostic mycobacteriology 
laboratory. This section describes in detail the elements of a QA program that are essential 
for accurate LPA testing and interpretation. 
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SMEAR QUALITY AND INTERPRETATION 
 
The QA of the LPA begins with proper training of laboratory staff, both tuberculosis (TB) 
microscopists and those who perform the LPA. As mentioned in other chapters, the 
successful result of the LPA is determined by accurate reading of the smear. A clear 
indication that the preparation or interpretation of the smears is not being performed 
accurately is the lack of correlation between the LPA results on processed sputum specimens 
and the culture results. Also, if smears from processed specimens are incorrectly reported as 
positive, much time will be wasted in resolving weak or negative LPA results. Furthermore, it 
is very important that the acid-fast bacilli (AFB) observed on the smears prepared from 
isolates grown in liquid media should be arranged as the serpentine cords typical of 
Mycobacterium tuberculosis. If the microscopist sees AFB organized as “scattered” rods, this 
morphology should be noted on the worksheet for subsequent follow-up as a potential NTM. 
Specimens should not be tested in the LPA unnecessarily if a NTM is suspected.  
MOLECULAR LPA QC 
 
The purpose of a Quality Control (QC) system is to ensure that the results of each test are 
accurate. Because PCR is able to detect very small quantities of DNA, special attention must 
be paid to QC procedures. Failure to adhere to the QC procedures can result in lack of ability 
to detect either false positive results due to contamination with DNA and amplicons, or false 
negative results due to contamination with inhibitors.  
INFRASTRUCTURE 
 
Infrastructure forms the cornerstone of QA within the laboratory‟s PCR facility. Physically 
separating the areas used for the different molecular procedures allows for unidirectional 
workflow and reduced risk of contamination. Molecular operational activities require that the 
specimen preparation area (DNA extraction lab), reagent preparation area (pre-amplification 
lab), template addition, amplification, and hybridization/detection area (post-amplification 
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lab) be individually enclosed and separated from one another. The reagent preparation area 
requires positive pressure to prevent introduction of contaminants, whilst the specimen 
preparation and hybridization/detection areas require negative pressure to adhere to the BSL-
3 guidelines on biosafety, and to keep the exogenous DNA and amplicons in the area itself. 
Under no circumstances can anything from the specimen preparation area be taken into the 
reagent preparation area. Nor can anything from the amplification and hybridization/detection 
areas be taken into the specimen or reagent preparation areas. Chapter 2: Infrastructure 
Requirements provides more details on these dedicated facilities.  
To ensure that the physical barriers against contamination are effective, it is necessary to 
perform quarterly sentinel tests within these areas (See Chapter 7: Contamination Control). 
The strips of the LPA-tested sentinels should be documented on a LPA score sheet that is 
dedicated to the quarterly sentinel testing. This documentation will then serve as proof that 
environmental quality control checks are in place. If the sentinel testing is positive for 
contamination, immediate corrective and/or preventative action should be taken to clear the 
area(s) of the contaminant(s). Proof of the corrective and/or preventative action also needs to 
be documented.  
 
TRAINING OF STAFF 
 
As with microscopy, the QA of the LPA starts with appropriately trained staff. Laboratory 
staff performing the LPA must be deemed competent in performing molecular analysis before 
working on patient specimens. Training must begin with liquid handling skills and validation 
of the accuracy of the pipettes. The required documentation of staff training must include the 
dates for the start of the LPA training and the demonstration of competence to perform the 
assay independently, and include dates for training received on safety and general laboratory 
QA. Once deemed competent to perform the LPA, each staff member should test specimens 
sent for LPA analysis for either an Inter-Laboratory Comparative Analysis (ILCA), or 
External Quality Assessment (EQA). Accurate results on these specimens will provide 
documented proof of ongoing competency. In addition to training on the LPA itself, training 
is also required on the proper use, care and maintenance of all equipment used in the assay. 
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For example, if the thermal cycler has not yet been programmed, or if it has been 
programmed for a different number of cycles than needed for the specimens being tested, the 
individual performing the LPA must be able to accurately program the instrument.  
In addition to training and competency records, staff personnel files must contain personal 
information including educational background and professional registrations as well as all 
other certificates of qualification. Health evaluations and information on any TB exposure 
may also be included. The personnel file will determine if the person is qualified to perform 
the LPA according to ISO 15189 requirements.  
 
DIVISION OF LABOUR 
 
In order for the molecular TB laboratory to function optimally, to maintain the best possible 
turn-around times, and to lessen chances for contamination, it is recommended that the LPA 
should not be performed from start to finish by a single staff member. Instead, the assay 
process should be broken up so that different staff members are performing separate parts of 
the procedure in the different rooms. Because separation of the work may make it difficult for 
staff to remain competent in performing all steps in the procedure, staff should rotate to 
different areas on a regular basis, for example weekly.  
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STANDARD OPERATING PROCEDURES (SOPs) 
 
All methods used in the laboratory for the LPA must be saved as “master copies” in the 
laboratory‟s Standard Operating Procedures (SOPs) manual. Each SOP must include a 
description of the OBJECTIVE or PURPOSE of the method, the PRINCIPLE, the 
RESPONSIBILITY of the person(s) who performs the procedure, the PROCEDURE itself, 
the TYPE OF SPECIMEN tested, the number of QC controls and corrective actions for QC 
failures, LIMITATIONS of the method, and the MAINTENANCE, VALIDATION, and 
CALIBRATION of the equipment. All of these sections will differ for each specific SOP and 
some sections may not apply to all SOPs. 
Step-by-step descriptions of the procedures (Bench Operating Procedures [BOPs] based on 
the SOPs) performed at a particular bench or room must be kept at each work site. A flow 
chart (ideally a copy that has been laminated) with detailed steps for each procedure can be 




QA documentation will include manuals or files created to store procedural documentation of 
all aspects of the laboratory, and will serve as documented proof of QA within the laboratory 
during an accreditation investigation. It is recommended that the documentation consist of the 
following sections:  
1. Standard Operating Procedures (SOPs)  
2. Equipment: one file for each group of instruments 
3. Internal Quality Control: containing documentation of the quarterly sentinel tests, with 
the strips included as proof, in addition to other IQC documentation 
4. External Quality Assessment: containing the results from inter-laboratory comparative 
analysis and panel testing from participation in EQA programs 
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5. Reagents: documenting the reagents used during the month and their respective lot 
numbers 
6. Safety: containing the first aid kit inventory for each month and the eye wash log sheet 
indicating weekly replacement of the saline solution 
7. Audit: containing problems or non-compliances to ISO 15189 found during assessments 
by internal auditors and the accreditation body 
8. General: containing the cleaning and maintenance log sheets of the dedicated areas 
9. Templates: containing all the operational templates used within the laboratory 
10. A Laboratory Quality Management manual may also be included, with contents 




This manual should be categorized into four sub-sections: 
1. General: containing the detailed description of each method including sampling, 
organograms, workflow diagrams, publications, and other relevant information. 
2. Test Method: containing Bench Operating Procedures (BOPs) for all tests performed. 
3. Equipment: containing SOPs on the use, maintenance, calibration, etc. of all the 
laboratory equipment. 
4. Information Technology: containing SOPs on how to use the Laboratory Information 
Management System (LIMS), e.g. how to create a worksheet, enter a result, or review a 
result. 
All “master copies” of the SOPs used in the laboratory must be kept in the SOP Manual. 
These SOPs must be updated on an annual basis in case there was a change in the procedure 
during the year. SOPs must also be reviewed and signed by all staff annually. 
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All equipment in use must have a manual or section of a manual containing records 
pertaining to each “event” in the life of that particular piece of equipment. This file must 
contain all the details of each instrument in the form of an “Equipment history log sheet”, 
which in turn must contain the instrument number, serial number, inventory number, model 
name and number, date received, date placed, and current location. In addition, the manual 
must contain the validation and calibration reports, temperature chart records if applicable, 
service and repair records, maintenance records, respective SOP for the particular instrument, 
as well as the instruction manual for easy access should the machine develop problems.  
Equipment should be grouped according to type and thus all microfuges should be in one 
section, all thermal cyclers in another, and so on for all the equipment used. Each type of 
equipment will likely have various sub-sections as shown in Figure 48. Servicing schedules 
for the different apparatuses must be placed on a notice board nearby to serve as a reminder 
that periodic services are required. The equipment SOPs must also state the number and types 
of services that are required each year for each tool. 
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TB MOLECULAR  DIAGNOSTIC DIVISION
VALIDATION
TB MOLECULAR  DIAGNOSTIC DIVISION
CALIBRATION
TB MOLECULAR  DIAGNOSTIC DIVISION
MAINTENANCE
TB MOLECULAR  DIAGNOSTIC DIVISION
SERVICE & 
REPAIRS
TB MOLECULAR  DIAGNOSTIC DIVISION
MANUALS
TB MOLECULAR  DIAGNOSTIC DIVISION
MICROFUGES
Figure 48: Example of the Microfuges Manual with its dedicated sub-sections. The log 
sheets pertaining to each piece of equipment must be filed in the corresponding sub-division. 
 
The recommended sub-sections for each type of equipment such as micro-centrifuges should 
include the following: 
1. Equipment list.  
2. An individual history log sheet for each piece of equipment, containing information 
about the model number, serial number, current location. 
3. SOPs: containing instructions on the use, maintenance, validation, of the instrument. 
4. Service and repairs: containing all the service reports and supporting documentation 
(proof that the instrument has been serviced as required by the manufacturer). 
5. Validation: containing the validation results after a service or repair to verify that the 
instrument is functional. 
6. Calibration: containing the calibration certificates given by the qualified service 
technician. 
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7. Decontamination SOP: containing the decontamination procedures specific to an 
instrument and/or the laboratory decontamination SOP. 
8. Decontamination clearance certificates: these certificates guarantee that the piece of 
equipment to be serviced has been decontaminated according to the manufacturers‟ 
instructions and that it does not pose any biohazard to the service technician.  
9. Manuals: containing the operating instructions as specified by the manufacturer. If the 
manual is too heavy or big, the front page can be copied and placed in the file, stating 
that the manual can be retrieved from the cabinet in which it is kept in the laboratory. 
The Equipment manual with sections for all the types of equipment is an essential part of QA, 
since ISO 15189 requires that the records of all the technical contents of the laboratory are 
kept. Proper maintenance ensures that the useful life of the equipment is extended. The 
documentation of servicing and maintenance found in the manual can serve as an invaluable 
tool when troubleshooting is required. The manual also provides information on the 




The GenoType® MTBDRplus kit (Hain Lifescience) and the HotStarTaq® (Qiagen) are 
commercially produced and thus a copy of the manufacturers‟ instructions and specifications 
must be kept in the Reagent Manual. Also, monthly reagent log sheets used to document all 
the different reagents and their lot numbers must be kept in the manual. This will include the 
reagent log sheets of the DNA polymerase and master mix associated reagents, the lot 
numbers of the strips inside the GenoType® MTBDRplus kit, the itemised reagent log sheet 
(available from Hain Lifescience) with the lot numbers of the hybridization solutions, and the 
stock control log sheet for a particular month. All this information is needed when trying to 
troubleshoot problems and identify possible sources of contamination.  
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SPECIFIC RECOMMENDATIONS FOR PROCEDURAL QC 
 
Note: For ease of instruction, the batches described below will consist of 93 clinical 
specimens and 3 controls. Numbers used in the actual performance of the LPA will vary 
according to the workload in each laboratory.  
In the laboratory, it is required that each patient receive a unique patient identifier number as 
an essential safeguard against specimen mix up. Even when specimens have unique numbers, 
there may be a mix up with the batch numbers or with the tests requested. This problem may 
be noticed only after the results have been sent to clinicians, who will be initiating treatment 
based on the laboratory results. This error can be very serious, especially if a patient who is 
actually infected with MDR-TB is diagnosed as TB negative, or vice versa, a TB negative 
patient is put on treatment for MDR-TB. Thus the QC procedures described below are 
critically important to ensure that the results on patient specimens are accurate.  
The thermal cycler capacity determines the maximum number of specimens to be batched 
together onto each worksheet. If the thermal cycler has a 96-well capacity, a maximum of 93 
clinical specimens and 3 controls can be tested during a single 30 or 40 cycle PCR run. 
Usually, a thermal cycler run takes approximately 2 - 2.5 hours, and thus one can perform up 
to three batches of 93 clinical specimens (279 patients) per day. The positive and negative 
controls will always constitute the last 3 spaces in the batch irrespective of the number of 
specimens to be tested. Because different types of specimens can be tested, there should be 
different worksheets created for each type of specimen, and different PCR runs for a batch of 
processed patient material (sputum) versus a batch of cultured isolates. When thinking about 
the correct number of amplification cycles for the different specimen types, it is good to 
remember that “less is more”: because there is “less” DNA extracted from sputum specimens 
than from cultured isolates, “more” (40 cycles) will be required for sputum specimens than 
for isolates (30 cycles). This does not apply to the hybridization and detection processes since 
the test parameters during those steps are the same for all specimen types. 
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QC during DNA extraction procedure 
 
Two sets of clean screw cap 1.5 ml tubes will be needed for each specimen during the DNA 
extraction procedure. These tubes are to be marked and labelled according to the organization 
of the batch on the worksheet (see Chapter 4: LPA Procedure) as follows. The tubes 
containing the live bacilli or patient specimen can be marked only with the number from the 
worksheet. The second tube, which will contain the extracted DNA, will have both the 
worksheet number written on the lid and the unique patient identifier number written on the 
side, or affixed as a label (Figure 49) It is recommended that the first tube in every batch of 
extracted DNA should be labelled with a coloured sticker (Figure 50), and the worksheet 
number written on it.  
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Figure 49: (A) The tube (here containing extracted DNA) will have the unique patient ID on its side and the 
corresponding worksheet number on its lid (circled in red). The number on the lid corresponds to the number of the 
screw-cap tube containing the live bacilli or patient specimen, which in turn corresponds to the number on the 
worksheet. (B & C) The batch number of the specimens that were extracted is written on a larger label that is taped 
to the side of the rack. The rack that contained the live bacilli would have had an identical label on it. The date on 
which the extraction was done, and the signature of the person who did the extraction must be on the label. The 
Extraction positive control (H37Rv) and the Extraction negative control (ENC) are numbers 94 and 95 respectively. 
Tube number 96 acts as place holder for the master mix negative control (MNC). Please note that the unique patient 
identifier numbers in example (A) consists of 8 digits (SGT 30397***), and the specimens are not to be confused as 
all being SGT30397. 
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It is important that each specimen should be tested correctly according to the request from the 
clinician. Communication within the laboratory is an important part of each laboratory‟s QA 
program. If, for example, the clinician has requested identification of any AFB present, the 
DNA of a specimen that was smear-positive but negative for M. tuberculosis on the 
GenoType® MTBDRplus LPA should be labelled appropriately to ensure testing in the 
CM/AS kit (if available) for identification of NTM. Failure to indicate that the CM/AS kit is 
needed would result in the specimen being unnecessarily tested again in the GenoType® 
MTBDRplus LPA, and wasting valuable time and reagents.  
As described in Chapter 4: LPA Procedure, it is recommended that the first “space” in all 
racks be left open for the subsequent moving of tubes after completing each transfer or 
addition of specimen, reagent or DNA. The space where the first tube was will then be open 
to receive the second tube after transfer or addition has taken place. This should be done for 
all racks of tubes during each step in the procedure. In addition, there should be enough 
finger space so that each tube can be picked up individually. Figure 51 shows an example of 
how the tubes should be placed into the tube rack.  
  
Direct patient material (sputa) 
Cultured specimens (MGIT) 
Contaminated ZN+ cultured specimens 
Blood culture (6.6 Middlebrooks) 
Repeat Specimens 





Figure 50: Examples of colour-coding of the different specimen types, and test method required 
for the specific colour. 
CM/AS® 
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Equipment readings should always be taken before beginning the extraction process. This 
applies to the BSC, centrifuge, hot air oven (or heat block or water bath) and sonicator. It is 
important to stress that a faulty BSC should not be used. If other instruments are out of range, 





Figure 51: Example of a tube rack containing marked tubes that contain DNA extracted from a 
batch of 93 specimens. Note that provision has been made for ample “finger-space” between the 
specimen rows. (A) After adding the DNA from the first tube into its respective PCR tube, the tube 
can be placed into the space provided as indicated by the arrow, thus differentiating between DNA 
that has been added and DNA that still needs to be added. (B) The first number in every batch is 
marked with a specific coloured sticker to indicate the type of specimen. The label also contains the 
number of the worksheet (PCRTB 2010). The red sticker indicates that the DNA was extracted 
from cultured isolates, indicating that 30 PCR cycles must be used. (C) Tube 94 is the extraction 
positive control (H37Rv). (D) Tube 95 is the extraction Negative Control (ENC) with water used to 
re-suspend the pellets. (E) Tube 96 (black circle on the lid) is the master mix negative control 
(MNC).  
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as soon as possible if they are not delivering the correct volumes. Failure to check the 
functionality of the instruments prior to processing could result in wasted specimens, time, 
consumables, or perhaps all of the above. For example, if it were established at the end of the 
procedure that the hot air oven or heat block used for DNA extraction had been set at 70ºC 
instead of 95oC, the results of the entire procedure would be questionable, since weak signals 
would likely be seen on the strips due to insufficient cell lysis and low levels of DNA. Also, 
some bacilli may have survived the heat-kill step and staff may have been unknowingly 
exposed to infection. 
 
QC during the preparation of the master mix 
 
The QC required for this area relies mainly on: 
1. The proper functioning of the pipettes (which need to be calibrated on a quarterly or bi-
annual basis); 
2. The homogeneity of the different reagents used; 
3. The ability of the refrigerator/freezer to maintain - 20ºC. 
Visual inspection of the reagent volumes when drawn up inside the filter tips will also help 
with QC, thus ensuring that the volumes added to the master mix tube are correct. Reagents 
such as the 10X buffer and MgCl2 must be properly thawed to ensure that the concentrations 
of the components are evenly distributed throughout the vial. A common problem that occurs 
during the preparation of the master mix is that the operator forgets to add the DNA 
polymerase. It is advised that the master mix be held up to the light while adding the DNA 
polymerase in order to visually verify that it has been added to the purple PNM buffer 
solution (Figure 52).  
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The DNA polymerase needs to be stored at - 20ºC, and thus the freezer in the pre-
amplification area needs to be monitored by daily checks to ensure that the temperature stays 
at - 20ºC. It is recommended that insulated coolers previously stored at - 20ºC be used on the 
bench-top to keep the DNA polymerase cold while preparing the master mix. The lot 
numbers and expiration dates of the DNA polymerase and the PNM mix need to be 
documented on reagent log sheets dedicated to this room. When a new lot of polymerase is 
received, quality control specimens should be tested using the new reagent. The new 
polymerase must be accepted only if the results are comparable to those from previous lot 
numbers. A permanent marker pen and a normal black-inked pen, dedicated for the use of the 
labelling of the PCR tubes and PCR rack, as well as the log sheet documentation, are needed 
Figure 52: Visual inspection of the addition of DNA polymerase to the PCR master mix. (A) Tip containing the 
DNA polymerase is inserted in the middle of the tube to prevent contamination. Note that the purple PNM mix is 
homogeneous prior to addition of the enzyme. (B) When adding the DNA polymerase to the PNM mix, the 
enzyme starts out with a higher viscosity than that of the PNM mix and one sees a cording effect. (C) The 
“cords” then sink to the bottom of the tube. The PNM master mix will become heterogeneous again once the 
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in this area. Pens or markers from other sections of the laboratory should not be brought into 
the reagent preparation area. 
The numbering of the tubes (containing the 45 µl of aliquoted master mix) must be 
standardized to maintain continuity throughout the entire process. This numbering is essential 
in case the PCR rack containing the tubes with the DNA or amplicons is accidentally 
dropped, and the tubes need to be re-arranged into the correct order. If the tubes are 
numbered, they can be correctly rearranged in the rack, thereby eliminating the chances for 
specimen mix-ups. Figure 53 illustrates a recommended method for numbering these small 
tubes in a 96-tube PCR rack. 
Always make sure that all the PCR reaction tubes have received the PNM master mix. To see 
if one or more tubes have been accidentally skipped, the PCR rack can simply be held upright 
above ones head and visually inspected from below (Figure 54) 
 
  
Figure 53: Numbering of the PCR reaction tubes on the sides of the lid. To ensure 
consistency these numbers must always remain in this format if 93 clinical 














Stellenbosch University  http://scholar.sun.ac.za
Molecular Detection of Drug-Resistant Tuberculosis By Line Probe Assay - Laboratory 
Manual for Resource-Limited Settings 271 
 
Figure 54: Visual verification that 45 µl of the master mix has been added to all tubes. By carefully 
lifting the PCR rack with the PCR tubes containing the master mix, it is easy to spot a skipped tube. 
Note that one tube has been skipped in this example. If the operator does not check for skipped 
tubes, one specimen in the batch of 93 specimens will not be amplified, delaying the turnaround 
time for that specimen.  
 
 
The person who prepared the master mix must initial the side of the lid of the PCR rack and 
also write the date when the mix was made (Figure 55).  
Figure 55: Initials of the person who prepared the master mix. If the reagent preparation was 
done in advance, the aliquoted PCR tubes must be stored at - 20ºC and used soon after removal 
from the freezer. 
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QC during DNA template addition 
 
It is critically important to ensure that the thermal cycler program selected for each run 
corresponds to the type of specimen to be amplified. Cultured isolates should never be 
amplified for 40 cycles, since the DNA polymerase will be depleted within the first few 
cycles due to the increased amount of DNA present. In addition, the caps of the PCR tubes 
should not contain any liquid when loaded into the thermal cycler. If liquid is present in the 
cap, the volume in the reaction mixture will be reduced, and will have a negative influence on 
the amplification efficiency. It is also advised to check the PCR reaction tubes for any 
bubbles that are caught between the bottom of the reaction tube and the reaction mixture 
(Figure 56). Failure to get rid of the bubbles will result in uneven temperature distribution 
within the reaction tube.  
If more than one thermal cycler is used, they should be numbered, e.g. thermal cycler 1 and 
thermal cycler 2. It is also recommended that dedicated numbers corresponding to the 
numbers on the PCR tubes be assigned to the wells of the thermal cycler (Figure 57). The 
first PCR tube, containing the DNA of the first specimen on the worksheet, must always be 
placed into well number one of the thermal cycler. This ensures consistency for all 
subsequent PCR reactions. Once the reaction tubes have been loaded and the lid of the 
Figure 56: Examples of what to look for during visual inspection of the PCR reaction tubes 
before they are placed in the thermal cycler. (A) No liquid should be in the domed-caps. If 
seen, the tubes can be briefly spun down in a mini-fuge or swung down by hand. (B) All 
bubbles at the bottom of the PCR reaction tubes must be cleared by lightly tapping the 
bottom of the tubes on the bench (without getting any of the liquid in the lid), or spinning in 
a mini-fuge.  
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thermal cycler is closed, the thermal cycler program should be checked to ensure that the 
volume to be amplified is set to 50 l. 
Once the thermal cycler is running, the information that was transcribed onto the tape on the 
side of the Eppendorf racks containing the extracted DNA (figure 2) should be transcribed 
onto the lid of the PCR rack (Figure 58). The person who added the template DNA to the 
PCR reaction tubes must also initial and date the top of the lid.  
  
Figure 57: Example of a thermal cycler indicating the designated wells for the respective PCR tubes. 
The numbering of the PCR tubes must correspond to the numbering on the thermal cycler.  
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QC during the hybridization and detection procedure 
 
One of the key factors of internal quality control is consistency in the numbering process. The 
strip marked with the number 1 must correspond with the first specimen that was extracted, 
amplified and added to the denaturing buffer in the hybridization well. A dedicated pair of 
forceps must be used to handle the un-hybridized strips. The strips should be placed on a 
Figure 58: Example of labelling the lid of the PCR rack so it contains all the information required for 
proper QC: the identification number of the thermal cycler; the date that the DNA templates were 
added; the worksheet number of the batch of specimens; the controls; and the staff member who added 
the template DNA. (A) The thermal cycler identification number should be on the top left of the lid of 
the PCR rack. (B) The date of the amplification should be on the top right-hand side of the lid. In this 
example, the worksheet number (e.g. PCRTB 2010) that was written on the tape and placed on the side 
of the tube rack was transcribed onto the lid of the PCR rack in exactly the same sequence. (C) 
Example of the worksheet information that was transcribed onto the PCR rack after the DNA was 
added. Note that different batches extracted from the same type of specimen can be merged into the 
same PCR run, granted that the same number of cycles is required. For example, this merged run can 
contain cultured isolates; isolates from solid media that were inoculated from different sources. 
However, it is recommended that smaller batches must each have a positive control and negative 
controls. (D) The person who added the DNA to the tubes with the master mix must sign at the bottom 
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clean sheet of paper after they are numbered. It is important to note that the strips are 
positively charged and static energy between two strips will cause them to “stick” together. 
Care should be taken to avoid placing two strips that are stuck together into the same well. If 
using the automated hybridizer (GT-Blot 48), the strips that are marked from 1 to 48 should 
be used for the first half of a batch of 96, and the strips marked from 49 to 96 should be used 
for the second half of the batch. The automated hybridiser can also be used for less than 48 
specimens. The number of wells into which hybridization buffers are dispensed can be 
adjusted, and thus if there are 30 specimens to hybridize, the machine can be set to dispense 
the hybridization solutions only into the first 30 wells. The rest of the wells will be filled with 
distilled water to ensure an even temperature across the heating platform. If fewer specimens 
are amplified, the TwinCubator® (12 strip capacity) can be used with one or two 
hybridization runs depending on the number of specimens. Each run must use a clean tray in 
the TwinCubator®.  
 
Testing the quality of the strips: 
Pooling amplicons from known positive reactions will enable monitoring of the reaction 
bands on a new lot of strips. Thus, amplicons from a fully susceptible strain and an MDR 
strain can be mixed and hybridized. A mixed banding pattern should result and indicate that 
all probes on the strip are working properly.  
 
“Tips” for accurate addition 
 
Coincidentally, a box of filter tips also contains 96 tips, and thus batches of 96 specimens or 
isolates will require two boxes of 200 µl filter tips (for resuspension of the pellet during 
extraction and removal of the supernatant) as well as 2 boxes of   20 µl filter tips (one for 
template addition to the PCR master mix and the other for addition of the amplicons to the 
denaturing solution). If there are tips left over in the box after the procedure has been 
completed, it is possible that the operator used one tip twice, resulting in cross-contamination, 
or that a PCR reaction tube/hybridization well was missed, resulting in “number dropping”. 
Thus, the used and unused tips can function as “guides” when performing liquid handling. 
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For example, when adding DNA to the master mix, the number of empty holes in the tip box 
must correspond to the number of DNA tubes that have moved up a space. Likewise, the 
number of unused tips still inside the box must correspond to the number of tubes with DNA 
that still needs to be added to the master mix. Exceptions can happen if a tip becomes 
contaminated or falls off the pipette. It is suggested that a spare rack of tips be kept on hand 
to replace the missing tip so that the tip numbers and organization continue to correspond to 
the number of tubes. 
 
Bringing it all together 
 
Once the amplicons are loaded into a specific machine, in the exact order in which the DNA 
was amplified, the information that was transcribed onto the side and lid of the PCR rack 
(Figure 59) can be transferred to a tracking list for the LPA (Figure 60).  
  
Figure 59: Example of the PCR rack containing all the information required for QC 
of the pre-amplification and template addition areas. Note that the PCR master mix 
was prepared a day in advance and stored at - 20ºC.  
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Specimen Origin to be marked 
Worksheet number generated by Laboratory 




Figure 60: Example of the tracking list used for quality control. The upper section is for the actual test 
procedure, whilst the two bottom sections are for repeat examinations requested by the reviewer for various 
reasons. A step-wise documentation procedure indicates (A) the individual who extracted the DNA, (B) 
prepared the master mix, (C) added the template DNA, (D) hybridized the amplicons and interpreted the results, 
(E) double checked the interpreted and transcribed results, (F) entered the results into the LIMS, and (G) 
reviewed the results. (H) The red dot indicates the amount of resistant specimens requiring second line drug 
susceptibility testing. The extracted DNA on these (stored at 4ºC) can be tested the next day with the 
GenoType® MTBDRsl kit.  
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The tracking list ensures the traceability of each of the specimens and should be attached to 
the front of the worksheet that was created for the specimens before they were extracted. The 
thermal cycler number and the hybridizing machine number must be documented on the 
score sheets containing the transferred hybridized strips (Figure 61).  
 
Figure 61: The specimens on this datasheet were amplified in Thermal Cycler 1 and hybridized on GT-
Blot 2. The specimens can be traced to these machines. Their manuals will contain the service 
documentation (functional validations) as required by ISO 15189. The individual who interpreted the 
results or scanned the strip into the GenoScan® reader should sign at the bottom of the page.  
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SYSTEMATIC USE OF POSITIVE AND NEGATIVE QUALITY CONTROLS 
 
In order to demonstrate competency for the LPA, positive and negative QC samples must be 
performed on a routine basis for each batch of specimens. A batch of samples is defined as a 
group of samples that are processed, amplified and hybridized at the same time, under the 
same conditions, using the same PCR master mix, thermal cycler and hybridization solutions 
on the same hybridization platform. It is required that each batch of specimens tested with the 
LPA must have an “extraction positive control” (ATCC strain H37Rv), an “extraction 
negative control”, and a “PCR master mix negative control” (Figure 62). The extraction 
positive control (H37Rv) checks the extraction procedure and also verifies that the LPA is 
capable of detecting the M. tuberculosis complex, as well as all the WT (wild type) regions 
associated with a pan-susceptible strain of M. tuberculosis. It must be stressed that cross-
contamination can occur with the positive H37Rv control and thus it is required that this 
control, along with the negative controls, be placed at the end of the batch. The “extraction 
negative control” (molecular grade water that was used to resuspend the pellet during the 
extraction procedure) monitors for contamination throughout the entire LPA procedure (DNA 
extraction, master mix preparation, template addition, and hybridization). The “PCR master 
mix negative control” (molecular grade water that was used to bring the master mix to 
volume) verifies that no contaminating nucleic acids / amplicons have been introduced into 
the master mix. 
The amplification control (AC) on the LPA strip functions as both the internal “PCR positive 
control” and the “inhibition positive control”. A positive AC band verifies that the PCR 
master mix and reagents used during the hybridization procedure were prepared correctly. 
The AC band will not appear if there are PCR inhibitors in the extracted material. The strips 
for the two negative controls must be positive only at the conjugate control (CC) and AC 
bands.  
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Figure 62: The H37Rv extraction positive control is shown in strip number 9 and the extraction 





The GenoType® MTBDRplus LPA kit does not have a positive control included in the kit 
and so an in-house strain is required for the M. tuberculosis positive control. The original 
reference strain can be obtained from the ATCC or a well-characterized pan-susceptible 
strain should be used. The isolate should be “sub-cultured” onto 5 replicate slopes to make 
“stock cultures”. Each of these in turn can be “sub-cultured” 5 times on a monthly basis to 
make the “working cultures” that are used with every batch. The strain can be used for as 
long as it is viable and demonstrates the correct morphology and susceptibility patterns. If the 
intensity of the banding pattern starts to deviate from what is normally seen, a new working 
stock culture must be used. Care must be taken not to make excessive sub-cultures from the 
same vial: this may result in variations due to spontaneous mutations. Also, isolates that have 
been opened many times may become contaminated.  
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Upon failure of the positive control, all samples in that batch should be considered invalid, 
since all negative patient samples may be false-negatives. If this happens, the batch needs to 
be repeated from the beginning of the extraction procedure through to the end of the 
hybridization and detection. Before beginning to repeat the procedure, all equipment, stock 
control specimens, reagents, etc., need to be checked for abnormalities and problems 
corrected. It may be that the M. tuberculosis H37Rv control strain was omitted during the 
processing, or that the DNA extraction was poorly done.  
When contamination is seen in one or both of the negative controls, all work must be stopped 
immediately and an analysis done to identify and eliminate the source of contamination. All 
areas and equipment must be thoroughly decontaminated and additional environmental 
checks (sentinel testing) must be performed. It may be that the unidirectional work-flow 
between the dedicated areas was corrupted and contaminants were introduced into the work 
area(s). Once the source of the problem has been identified, the person responsible for the 
contamination of the controls must be counselled and a corrective action document prepared. 
To ensure that the contamination event does not happen again, preventative action steps 
should be instituted immediately.  
If the contamination source cannot be identified, extra measures need to be taken at each step 
of the procedure. For example, if a batch is contaminated, the reagents should be replaced 
with new reagents and the LPA repeated. If the second run is still contaminated, the pipettes 
should be replaced with a new set of pipettes and the run repeated. If this run is clean, it is 
likely that the pipettes were contaminated and the problem can be solved once the 
contaminated pipettes are decontaminated and autoclaved.  
Additional PCR negative controls can also be included in a run to further pinpoint the source 
of contamination. These include: 
1. Equipment blanks, where sterile molecular grade water is passed through the equipment 
and processed as a PCR negative control; 
2. Surface swabs, where the swab is resuspended in the molecular grade water and run as a 
PCR negative control; 
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3. Sentinel testing, as mentioned previously. 
Sentinel tubes should be placed where the liquid handling takes place and not in the corner 
where no work is being done. It is advised that the laboratory have an SOP for ”Repeat 
examination due to analytical failure”. This SOP should describe all possibilities that need to 
be evaluated when examinations fail, and should include corrective and preventative actions. 
 
REAGENT & CONSUMABLE PERFORMANCE 
 
To ensure consistent results between currently used reagents and newly received reagents, 
lot-to-lot testing must be done when the new reagent‟s lot number differs from that of the 
reagents currently in use. It is suggested that an H37Rv positive control, an MDR strain, an 
INH-mono resistant strain and a RIF-mono resistant strain, along with two negative controls 
should be used to determine the efficacy of the new lot of reagents. All reagents used must be 
tested for contaminants, including the molecular grade water. This allows for the regular 
monitoring of reagent performance and needs to be documented in the Manual for Reagents. 
By ensuring that the reagents are reliable, the work can continue without disruptions due to 
issues with these supplies. Similarly, the filter tips used for liquid handling also need to be 
monitored, since there might be manufacturing errors that could result in incorrect volumes of 
liquid delivered by the tip.  
ROUTINE TEMPERATURE CHECKS 
 
 All temperature-controlled instruments used for the LPA must be monitored on a daily basis 
to ensure proper functioning. The refrigerators and freezers where the reagents are stored 
must be checked for fluctuations in temperature. If one sees that the banding patterns have 
changed slightly from what was previously seen, this may be due to incorrect temperatures in 
the refrigerator where the reagents are stored. The ambient room temperature must also be 
monitored, since incubation of the substrate may need to be extended in colder conditions. In 
addition to the routine temperature checks of the equipment, periodic maintenance and 
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calibration of equipment are required. The maintenance should be done as outlined in the 
SOP for that particular piece of equipment and the calibration/servicing schedule should be 
adhered to strictly. 
INTER-READER VARIABILITY 
 
As discussed in Chapter 8: Interpretation and Reporting, there might be inter-reader 
variability when interpreting the banding patterns on the LPA. The method of interpretation 
of the banding patterns differs between the paper-based method, where the strips are cello 
taped onto the score sheet and visually interpreted, and the computer-based method, where 
the strips are left in the hybridization tray and scanned into a LPA specific computer 
program, GenoScan®, which interprets the results electronically. It is recommended that the 
paper-based method be mastered before switching over to the computer-based method. Even 
though the strips are electronically interpreted, the operator must have prior knowledge of the 
paper-based method to review the scanning and interpretation done by the GenoScan® 
reader. This is a way to double-check the computer-analysed banding patterns before 
electronically saving the results. After the operator is satisfied with the electronic read-out, 
the GenoScan® provides a printout of the scanned strips. The GenoScan® and laboratory 
information management system (LIMS) can be interfaced in order to directly link the 
automated read-out from the scanner to the LIMS, thereby eliminating potential transcription 
errors. In addition, the GenoScan® reader allows the operator to adjust the cut-off values of 
the banding patterns to compensate for background staining. 
DOUBLE CHECKING OF LPA RESULTS 
 
Laboratories must have a system in place for a two-person double checking of the strip 
banding patterns. The person who interprets the LPA results, either directly from the paper-
based score sheets or indirectly from the electronic printouts, is responsible for the 
transcription onto the worksheet as well as entering the transcribed results into the LIMS. 
Due to inter-reader variability upon interpretation of the strips as well as transcription errors, 
it is required that the interpretation and transcription of the results be checked again by a 
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supervisor in charge of molecular testing, or another competent staff member. After the 
supervisor has validated the results, the laboratory manager will use the LIMS to check that 
the results have been entered correctly. It is recommended that, upon reviewing a specimen 
that was found to be MDR on the LPA, the reviewer send out a report as soon as possible, 
indicating the patient to be MDR. This may potentially aid the initiation of early treatment.  
PANEL TESTING / PROFICIENCY TESTING 
 
The diagnostic proficiency of the molecular TB laboratory can be evaluated by participating 
in an External Quality Assessment (EQA) program. EQA is an important tool whereby the 
ability of the laboratory to accurately diagnose a panel of well-characterized specimens 
(spiked sputum or DNA) is measured.  
POTENTIAL EQA PRACTICES FOR MOLECULAR LPA TESTING 
 
EQA testing should cover all the steps in the LPA, from specimen preparation right through 
to master mix preparation, amplification and hybridization. It is suggested that panel testing 
of aliquots of well-characterized heat killed cultures be diluted and adjusted to 500 µl, 
thereby mimicking processed clinical specimens. This panel can consist of the following 
strains or strains in duplicate (a duplicate panel enables to see if concordant results can be 
obtained on the same sample): 
 A pan-susceptible strain (H37Rv) 
 An INH mono-resistant strain harbouring a katG mutation 
 An INH mono-resistant strain harbouring an inhA mutation;  
 A RIF mono-resistant strain harbouring a common rpoB mutation 
 A RIF mono-resistant strain harbouring an uncommon rpoB mutation 
 MDR strains with both common and uncommon rpoB, katG and/or inhA mutations; 
 A NTM strain. 
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This method is relatively cheap and safe and also allows for the easy dissemination of these 
panels and can be standardized for all participating laboratories. The negative aspect of such 
a panel is that it does not control for the NaOH-NALC decontamination process, which forms 
an integral part of the specimen preparation process.  
Another LPA EQA panel that can be considered is that of blinded testing of duplicate clinical 
specimens. It can consist of 25 duplicate specimens from the same patients, labelled A and B 
for each patient, or 25 duplicate clinical specimens. This allows for the analysis of 
concordance and invalid results between the duplicate specimens, as well as the accuracy of 
the positive controls and the purity of negative controls. However, it may prove difficult to 
organize a collection of panels that needs to be sent to various sites, in addition to finding 
appropriate blinded selections of clinical specimens. 
 
CURRENT EQA PROGRAMMES 
 
Currently there is no well-established supra-national EQA program for molecular testing for 
TB but some EQA programs have been implemented on national levels. In South Africa, for 
example, the National Health Laboratory Service (NHLS) participates in three different types 
of Quality Assurance programmes. The first is an Inter-Laboratory Comparative Analysis 
(ILCA) where the National Institute for Infectious Diseases (NICD) and National 
Tuberculosis Reference Laboratory (NTBRL) sends a panel of 10 specimens consisting of 
non-infectious DNA for LPA proficiency testing. This panel consists of the DNA from the 
following strains: at least 1 pan susceptible strain; 1 RMP mono-resistant strain with a 
common rpoB mutation; 1 RMP mono-resistant strain with a less common rpoB mutation; 3 
MDR strains with varied mutational banding patterns in the rpoB, katG and inhA genes; 1 
INH mono-resistant strain with a common katG mutant; 1 INH mono-resistant strain with a 
common inhA mutant; and 2 different NTM‟s. It is advised that the panels should not be fixed 
in format and the panel of TB strains should be shuffled. The NTM‟s species included must 
also be different with each round of the EQA. However, this ILCA does not control for 
specimen preparation.  
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The second panel, sent by the Medical Research Council (MRC), consists of 20 live M. 
tuberculosis specimens that must be subjected to NaOH-NALC decontamination in order to 
make a smear and MGIT inoculation. Afterwards, the LPA is performed on these cultures. 
This method allows for the complete proficiency testing of the laboratory, since it takes all 
benches into consideration. The last panel, sent by the NHLS Quality Assurance department, 
also consists of 4 live specimens. Once again, all tests performed by the laboratory must be 
done on these four specimens. Two of these specimens are TB strains, whilst 1 is a NTM and 
the other an E. coli. These three EQA programmes assure that the whole LPA procedure is 
tested for. 
It is very important that the reference laboratory preparing the proficiency test specimens 
should perform the test on the same platform, i.e. the LPA that will be used by participating 
laboratories before sending out the panel. It should also be noted that mutations in rpoB 
accounts for approximately 96% of the strains with resistance to RIF. Therefore, 4% of the 
strains that are found to be resistant to RIF in liquid media would be interpreted as 
susceptible in the LPA. This will result in a discrepancy between the results of the two 
assays, and may have a negative impact on the outcome of the proficiency testing. This is 
another reason why reference laboratories must confirm the results for the specimens using 
the same method used by the participating laboratories. 
The panels must be treated as routine specimens by the participants and included in the 
regular workload. The panels must also be performed by the personnel who routinely perform 
the LPA. This means that the results of the panel testing can also serve as an ongoing 
competency assessment of the person who performed the tests. If the results are sub-standard, 
the person who did the panel testing needs to be re-trained in order to ensure the he or she 
produces quality results.  
Another approach to proficiency testing of the LPA has been developed by the FIND India 
office. In this approach, the proficiency of the laboratory is assessed based on the blinded 
duplicate testing of 50 smear-positive specimens. Laboratories are required to exhibit 
concordances of more the 95% on blinded duplicate specimens, with less than 10% 
unsuccessful amplifications and clean negative control results (no contamination). This 
approach allows for the easy and immediate identification of basic problems with the 
performance of the procedure and enables the laboratory to immediately implement 
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corrective actions as soon as the results become available, rather than waiting for feedback 
from the reference laboratory.  
QUALITY INDICATORS FOR LPA  
 
In order to monitor the quality of the laboratory, the laboratory must develop, implement and 
maintain various quality indicators. An important indicator is the turn-around time that 
should be monitored in three parts. The first indicator is the time from when the specimen 
was taken from the patient until it was received in the laboratory (1 - 2 days). If there is a 
delay in turn-around time, the laboratory should consider another specimen delivery service 
provider that is able to deliver the specimens within 1 - 2 days. The second indicator is the 
time in the laboratory from the receipt of the specimen, through the decontamination with 
NaOH-NALC process and the reading and reporting of the smear result (1 - 2 days). The 
third part will consist of the time required for extraction of the smear-positive specimens 
through the performance and reporting of the LPA result (1 - 2 days). The total turn-around 
time for these three processes should not exceed 7 days. However, if cultured isolates are 
used for the LPA, the turn-around time for the complete diagnostic test procedures will be 
extended due to the time required for growth detection. The turn-around time of the LPA 
could then be based on the date when the culture became positive for AFB, until the reporting 
of the LPA result (2 days). Monitoring these indicators allows for the determination of which 
specific part of the procedure is responsible for any possible delays.  
It is suggested that 10% of all M. tuberculosis strains that are susceptible to RIF and INH in 
the LPA should be cultured and once growth is detected, conventional DST and a repeat LPA 
should be performed. If there are discrepant results between the LPA and the conventional 
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DATA MANAGENT & STORAGE 
 
It is important to routinely record and store all the raw data (both valid and invalid) obtained 
from the membrane strips (Figure 63). This information is necessary for future 
troubleshooting as well as for accreditation purposes. The databank must preferably be 
electronic, so that results can be emailed to reference laboratories, with the potential for the 
creation of a web-based online learning centre (e-EQA). The raw data in the databank should 
contain common and uncommon mutational patterns, unusual patterns due to NTMs, mixed 
patterns due to hetero-resistance or partially interpretable patterns, as well as invalid results 
due to contamination of the negative controls or weak banding patterns.  
As previously mentioned, it is recommended that the supervisor and/or manager evaluate the 
raw data not only before sending the report to the clinician, but also before submitting it to 
the databank in order to ensure that both the interpretation and transcription were correct, that 
the controls were consistent, and that the forms are complete. This is also helpful should an 
independent accreditation body ask to see the banding patterns. In addition, about 20% of all 
the results for a particular day must be re-checked in a blinded fashion to make sure that the 
results were interpreted and reviewed correctly. If any discrepancies arise, the test must be 
repeated and the clinician notified. After a non-conforming event, corrective action can take 
place in the form of re-training if the reason for it was due to interpretation of the banding 
pattern. 
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Figure 63: Example of a file containing documentation of the raw data from the 
LPA strips. 
It is suggested that copies of the paper-based LPA score sheet be made immediately after the 
results have been interpreted and transcribed since the resolution of the bands tend to fade 
with time. If the GenoScan® is being used, the electronic files should be saved into a 
monthly folder and backed-up on a monthly basis (e.g. onto a CD, which should be kept in a 
safe place). It is recommended that these records be kept at an off-site company, where the 
data is fire- and flood-proof.   
From this databank, an “EQA strip panel” can be created to test for proficiency in the 
interpretation of results in different laboratories, and can also be used as an ongoing 
competency tool for the personnel doing the LPA on a routine basis. The web-based e-EQA 
learning site can also be used to assess the competency of the personnel. This strip EQA 
could consist of a panel of 20 strips, 10 with valid results, 10 with invalid results and 5 with 




It is required by ISO standards that documentation of test results must be kept for a specified 
period of time. If the laboratory processes high volumes of approximately 200 LPAs per day, 
it is suggested that monthly files of the score sheets be kept (Figure 63). If the testing 
volumes are small, the raw data can be filed quarterly. In addition to meeting the 
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requirements set out by the accreditation standards, the storage of test results also enables the 
laboratory to go back into a patient‟s history and see banding patterns from previous 
specimens. These files allow for traceability of patient specimens, and also serve as a record 
of the internal positive and negative controls used during each run.  
In addition, storage of the raw data assists the laboratory with troubleshooting. Should there 
be a specific problem with the assay, one can refer to these files as a starting point for the 
investigation. For example, if it was noticed that the strip at position number 5 on the score 
sheet is always un-interpretable while the rest are clear, it would suggest that the 5th well of 
the thermal cycler is faulty (provided the wells are assigned specific numbers). The 5th well 
of the thermal cycler must then be by-passed (not used). 
Note: It is usually economically not viable to repair or purchase a new thermal cycler 




The GenoType® MTBDRplus LPA is CE marked for In-Vitro Diagnostics, and existing 
validation data by HAIN LifeScience and scientific articles documenting the reliability of the 
test are adequate for the required validation purposes. However, each laboratory must 
validate the LPA against current drug susceptibility tests used in that particular laboratory 
before implementing the test as routine practice. In addition, the laboratory also needs to 
perform validations of all equipment, controls and procedures used for the LPA in order to 
establish if the equipment is functional; the control strains are correct; the procedures are 
being followed; and, most importantly, if the results correlate with that of other laboratory 
tests, including conventional drug susceptibility testing. When completed, the different 
validation documentation can be filed into their dedicated procedure validation manual. Once 
the analytical requirements have been established, the performance capabilities of the LPA 
can be trusted and the test implemented.  
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This chapter focused on both general and specific Quality Assurance indicators, which will 
enable the LPA laboratory to produce accurate test results and eventually become accredited. 
It is advised that the complete ISO 15189 standard guidelines be consulted in order to obtain 
detailed clauses for assessing managerial and technical competence. If the accreditation body 
of the country also makes use of another approval body that has additional requirements, the 
laboratory must obtain these guidelines and implement their standards as well. In short, the 
LPA laboratory must ensure that the policies and procedures covering all testing are 
followed, that the appropriate IQC is implemented, and that the laboratory participates in a 
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Chapter 9: INTERPRETATION AND REPORTING 
OF MOLECULAR RESULTS 
 
As with all other tools used in the diagnosis of tuberculosis (TB), the accurate reporting of 
molecular results relies not only on the correct interpretation of the line probe assay (LPA) 
banding patterns, but also on the accurate reading of the smear, either from NaOH-NALC 
decontaminated patient sputum specimens (Ziehl-Neelsen or Auramine-Rhodamine stain) or 
from cultured isolates (Ziehl-Neelsen stain). For example, if a negative smear or one that 
contains rare acid-fast bacilli (AFB) has been reported as positive (mistakenly reported as 
containing 1+ or greater AFB), the LPA performed on this specimen will be either negative 
or difficult to interpret. This is due to the much lower sensitivity of the LPA on smear-
negative culture-positive specimens than for smear-positive culture-positive specimens 
(smear grading equal to or greater than 1+). Thus, the quality and ease of interpretation of 
LPA results is dependent on the accuracy of the laboratory performing and reading smears. 
This chapter will describe the 27 reaction zones or bands found on the LPA strips. 
Explanations will be given for the criteria for scoring the bands on the strip to predict 
susceptibility or resistance to rifampicin (RMP) and isoniazid (INH). While the interpretation 
of the banding patterns on the completed LPA strips is the most interesting part of the assay, 
it can also be the most difficult. This is due to the fact that the banding patterns result from 
amplification of DNA from the total population of Mycobacterium tuberculosis cells present 
in the specimen. This bacterial population may contain various proportions of cells that differ 
in sequences in the regions of DNA found on the LPA strips. To facilitate the interpretation 
of banding patterns, this chapter will describe the basis for all presently known patterns found 
in drug-susceptible and drug-resistant strains, and also in strains with unusual banding 
patterns. In addition, the following issues will be discussed: performance indicators 
(sensitivity, specificity and reproducibility) and participation in an External Quality 
Assessment (EQA) program, recommended to monitor the performance of the LPA; the type 
of sample to be used; the conventional drug susceptibility testing (DST) results of isolates 
containing the point mutations included in the LPA strips; the limitations of the LPA in 
regards to rare but likely significant rpoB mutations not found on the LPA strip (some strains 
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with these mutations have been shown to exhibit low-level resistance to RMP); and the 
influence of the geographical setting on the negative predictive value of the LPA. 
 
THE GENOTYPE® MTBDRPLUS LPA 
 
The GenoType® MTBDRplus LPA is based on multiplex PCR technology, followed by 
reverse hybridization to detect and identify M. tuberculosis complex and to predict the 
susceptibility or resistance to the two main first-line anti-tuberculosis drugs, RMP and INH. 
The assay screens for the absence and/or presence of “wild-type” (WT) and/or “mutant” 
(MUT) DNA sequences within specific regions of three genes: rpoB (associated with RMP 
resistance) and katG and inhA (associated with high-level and low-level INH resistance, 
respectively). Each strip contains 27 reaction zones, as shown in Figure 64. 
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Figure 64: Description of the 27 reaction zones on the GenoType® MTBDRplus 
strip 
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INTERNAL QUALITY CONTROL 
 
The LPA has two internal controls on the strip shown in Figure 64: the Conjugate Control or 
CC (line no. 1), and the Amplification Control or AC (line no. 2). When positive, these 




The conjugate control (CC) documents two steps in the procedure: 
1. The efficiency of the conjugate (streptavidin-horseradish peroxidase) binding to the 
biotinylated primers (incorporated into the PCR products that have been hybridized to 
specific probes on the strip) and;  
2. The efficiency of the substrate (hydrogen peroxide) reaction with the conjugate to detect 
the positive bands (Figure 65). 
If the CC band is negative, either or both of these steps must have been unsuccessful and the 
hybridization process must be repeated. The absence of the CC band may be due to expired 
reagents or to an analytical error during the procedure, e.g. incorrect dilutions of the 
conjugate and/or substrate solutions, or the substrate or conjugate solutions were left out (or 
one was used twice). In these cases, no colorimetric reaction would develop on the CC band 
or any of the other bands. The entire LPA procedure will not need to be repeated from the 
beginning since the PCR reaction mix contains sufficient volume to perform the hybridization 
reaction twice, if necessary. However, the entire hybridization process must be repeated. Care 
should be taken to avoid such mistakes since expensive reagents will be wasted and there will 
be a negative impact on the turn-around time in the laboratory. 
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The presence of the amplification control (AC) band indicates that the DNA extraction and 
PCR procedures were carried out successfully. A control product (amplicon) is generated 
during the PCR reaction and once denatured will bind to the AC probe on the strip (Figure 
66).  
  
Figure 65: Conjugate Control (highlighted in red) as seen on the GenoType® MTBDRplus test strip. 
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This AC band will be positive for all known Mycobacterium species. Thus, this band is not 
specific for the M. tuberculosis complex. However, if the specimen is positive for AFB, this 
band should be present. The AC band should always appear less intense than the positive test 
signals (CC and TUB bands). The intensity of the AC band functions as the baseline 
against which all other bands on the strip are to be interpreted/“scored” (as described 
below). 
The only instance where the strip can still be interpreted as a valid test when the AC band is 
absent is when other bands, such as TUB, rpoB, katG and inhA locus controls and their 
respective bands are present. This somewhat rare result is thought to be primarily due to 
competition among the AC, TUB, rpoB, katG, and inhA primers for the limited amount of 
DNA polymerase that is in the amplification master mix. 
If the AC band, along with other WT bands, is missing, it is likely that the PCR reaction was 
unsuccessful. Troubleshooting efforts should consider the following possible scenarios: 
 When AC bands of all strips in a batch are missing, either a problem occurred or a 
mistake was made during the master mix setup (e.g. using expired reagents or not adding 
Figure 66: Amplification Control (highlighted in red) as seen on the GenoType® MTBDRplus  test strip. 
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the DNA polymerase), or during the PCR amplification (e.g. using a wrong program or a 
PCR machine failure). 
 When AC bands are missing in only one or a few strips in a batch, either the 
concentrated pellet for these samples may have been lost during the DNA extraction 
process, or PCR inhibitors were present, or the DNA was not added to the PCR mix. 
When troubleshooting to see if a PCR reaction was successful, the products can be visualized 
following electrophoresis on a 1.5% agarose gel stained with ethidium bromide. It is 
recommended that when first introducing the LPA procedure into a laboratory, performance 
of a gel should be done routinely to ensure successful amplification prior to the hybridization 
step. If the PCR reaction was successful, three separate bands will be observed on the gel. 
Only three bands will be seen since the fragment sizes of all the amplicons produced are quite 
similar in size.  
Stellenbosch University  http://scholar.sun.ac.za
Molecular Detection of Drug-Resistant Tuberculosis By Line Probe Assay - Laboratory Manual for 
Resource-Limited Settings 299 
 
 
M. TUBERCULOSIS IDENTIFICATION BAND 
 
The TUB reaction band (Figure 67) is only present if the DNA amplified is from members of 
the M. tuberculosis complex. Even when other bands are present, if the TUB band is absent 
the bacterium does not belong to the M. tuberculosis complex. The presence of non-
tuberculous mycobacteria (NTM) in the patient specimen can result in random banding 
patterns, with several species testing positive at the rpoB WT bands 1, 4, 5 or 8. A NTM 
banding pattern may actually resemble that of the M. tuberculosis complex, however, the 
TUB band will not be present (Figure 68). In busy laboratories, sufficient time must be spent 
analyzing each strip to ensure that the TUB band is present. The eye tends to recognise 
familiar banding patterns: some TUB-negative patterns could be incorrectly interpreted as a 
valid result for M. tuberculosis complex if only glanced at briefly. If there is a need to further 
identify a TUB-negative AFB, either the Common Mycobacteria (CM) or the Additional 
Species (AS) LPA kit can be used.  
 
 
Figure 67: The TUB band (highlighted in red) will be present only if the DNA belongs to a member of the M. 
tuberculosis complex.  
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MTB - B 
MTB - C 
Figure 68: (A) The highlighted strip shows an example of the reaction zones where NTM such as M. intracellulare 
most commonly hybridize. (B) This example indicates how an incorrect diagnosis can be made due to NTM 
mimicking a “familiar” banding pattern for RMP mono-resistance. (C) Another example of common reaction 
zones for NTM. (D) The CM/AS kit was used to identify the NTM observed in A as M. intracellulare. 
Interestingly, the NTM exhibiting the banding patterns in B was also identified as M. intracellulare. (E) The NTM 
in C was identified as M. peregrinum on the CM/AS kit. MTB - = Negative for M. tuberculosis complex; MTB+ = 






MTB + S/S 
A 
MTB + S/S 
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rpoB, katG and inhA gene LOCUS CONTROL BANDS 
 
The gene locus control bands for the three genes analyzed on the strip (rpoB, katG and inhA) 
are located on the strip just before their respective WT and MUT bands (Figure 69). These 
bands must always be present for the assay to be considered a valid test. However, when only 
one gene locus control band is missing, the validation of results for the two other genes is not 
affected and they can be interpreted. Only the results for the gene with a missing locus 
control band are not interpretable. In all the cases, if the TUB band is absent, the organism 
does not belong to the M. tuberculosis complex even if these and other bands are present. 
 
  
Figure 69: The three respective locus control bands for rpoB, katG, and inhA (all highlighted in red), where the gene 
specific regions are detected.  
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WILD TYPE (WT) REACTION ZONES 
 
The term “wild-type” (WT) refers to the visible characteristics (phenotype) of the most 
common form of a species that has been grown in its natural environmental conditions. The 
phenotype in turn is determined by the organism’s genetic makeup (genotype). As relates to 
this assay, the WT phenotype is drug-susceptible M. tuberculosis. The WT reactions zones 
on the strip contain probes that comprise the areas containing the most common resistance-
associated mutation sites of the three respective genes being interrogated. If all the WT 
probes give a positive signal, there is no detectable mutation within the examined regions, 
and the interpretation is that the strain is predicted to be sensitive to the respective 
antibiotic(s) (Figure 70, strip 1). 
If one or more WT probes of a gene are missing, it is likely that there are one or more 
Figure 70: The banding pattern on strip number 1 shows that all the WT probes for the respective antibiotics are present 
(boxed in red). This pattern indicates that the strain is predicted to be susceptible to both RMP and INH. In contrast, strip 
number 3 indicates susceptibility to RMP, but the banding pattern of the inhA reactions zones are different from those 
observed on strip number 1, indicating resistance to INH (blue box). It is very important however, to examine both the katG 
and inhA banding patterns before reporting the final result for INH.  
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mutations within the examined region, and the strain is considered to be resistant to the 
respective antibiotic(s) (Figure 70, strip 3). However, some exceptions can occur due to 
silent mutations, since such changes do not result in an amino acid exchange or a 
modification of the phenotype. 
MUTATION (MUT) REACTION ZONES 
 
When a mutation occurs, the amplicon cannot bind to the corresponding WT probe on the 
strip because of a mismatch between the amplicon and the probe. If the mutation corresponds 
to one of the common resistance-associated mutations that are included in the MUT probes 
on the strip, the amplicon will “recognize” and bind to this probe, predicting that the strain is 
resistant to the specific antibiotic. The 8 rpoB WT reaction zones and the 4 corresponding 
MUT probes are shown in Figure 71 (A).  
Accordingly, if MUT 1 is present, WT 3 and WT 4 should be absent, if MUT 2A or 2B are 
present, WT 7 should be absent (as shown in Figure 71 (B)), and if MUT 3 is present WT 8 
should be absent (as shown in Figure 71 (C & E)). Conversely, if the mutation in the WT 
region is not one of the common mutations included in the MUT probes, both the WT and the 
corresponding MUT bands will be absent. 
However, examples from specimens tested thus far have shown that exceptions to these 
patterns can occur. For example, WT 7 and the MUT 2A and MUT 2B bands can all be 
absent as shown in Figure 71 (D). This pattern indicates that there is a mutation in the WT 
region, but that it is neither of the common mutations included on the strip. Thus, the absence 
of a signal for at least one of the rpoB WT probes, with or without the presence of a MUT 
band, indicates that the strain should be predicted to be resistant to RMP. The presence of less 
common mutations within rpoB that result in absent bands for either WT 1, 2, 5, or 6 reaction 
zones (which lack corresponding mutation specific capture probes) also should be interpreted 
as prediction of resistance to RMP.  
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INH MONOR  
MDR 
INH MONOR  
RIF MONOR  
RIF MONOR  
SUSCEPTIBLE  
Figure 71: (A) rpoB gene region illustrating the 8 WT probes and the 4 corresponding MUT probes. 
Strips B to E show the WT bands with or without the corresponding MUT bands. For example, the WT 7 
band (no. 11) is absent in both (B) and (D), but only strip (B) has the corresponding MUT 2A band (no. 
14). In strips (C & E), the WT 8 band is missing while the corresponding MUT 3 bands (no. 16) are 
present. Final susceptibility results are shown in white. 
Note: Red numbers indicate valid reaction zones, green numbers indicate no band or artefacts that are 
less intense than the AC band (no. 2) and are thus not considered as valid).  
511 513 516 518 522 526 531 533
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The common mutational sites at katG and inhA are not as varied as those within rpoB. The 
absence of the katG WT band is usually accompanied by the presence of either the katG 
MUT 1 or MUT 2 band, as seen in Table 7A. In addition, the absence of the inhA WT 1 
band is usually accompanied by the presence of either the inhA MUT 1 or MUT 2 band, and 
the absence of the inhA WT 2 probe is usually accompanied by the presence of either the 
inhA MUT 3A or MUT 3B probe, as seen in Table 7B. Examples of possible katG and inhA 










Missing wild type probe Analyzed nucleic acid position Mutation probe  Mutation 
inhA WT1 - 15 inhA MUT1 C15T 
 - 16 inhA MUT2 A16G 
 inhA WT2 -8 inhA MUT3A T8C 
 inhA MUT3B T8A 
Missing wild type probe Analyzed codon  Mutation probe Mutation 
katGWT 315 katG MUT1 S315T1 
 katG MUT2 S315T2 
 
Table 7A: katG probes 
 
Table 7B: inhA probes 
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PATTERN RECOGNITION OF THE rpoB, katG AND inhA PROBES 
 
It is crucial that the banding pattern of the H37Rv wild type (pan-susceptible) strain, shown in 
Figure 73, be regarded as the „baseline” pattern against which all other patterns are to be 
scored or interpreted. Strains with a banding pattern identical to the “baseline” must be 
reported as predicted to be sensitive to RMP and INH. Should any banding pattern deviate 
from the “baseline” patterns for rpoB (for RMP resistance) and katG and inhA (for INH high- 
and low-level resistance respectively), the strains must be reported as predicted to be resistant 
to the respective drug(s) as shown in Figure 74. Previous studies have demonstrated that the 
mutations in katG at codon 315 confer high-level resistance to INH, while mutations within 










Figure 729: INH resistance-associated banding patterns (katG and inhA). (A) The absence of the inhA 
WT1 band (no. 22) is accompanied by the presence of the inhA MUT 1 band (no. 24). (D) The absence of 
the katG WT band (no. 18) is accompanied by the presence of the katG MUT1 band (no. 19), and the 
same mutation seen in strip (A) is observed for the inhA gene. Strips (B) and (C) both represent strains 
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Figure 73: Banding pattern of H37Rv pan-susceptible M. tuberculosis. (A) The internal control reaction 
zones 1 (CC), 2 (AC) are present indicating that the DNA extraction, amplification and hybridization 
steps were successful. (B) Reaction zone 3 (TUB) is present, thus identifying the specimen as positive for 
M. tuberculosis complex. (C) The rpoB locus control (reaction zone 4) and all the rpoB wild-type probes 
(zones 5 to 12) are present, indicating susceptibility to RMP. (D) The katG locus control (zone 17) and 
katG wild-type probe (zone 18), as well as (E) the inhA locus control (zone 21) and its associated wild-
type probes (zones 22 and 23), shows that the same strain also exhibits susceptibility to INH.  
Fully susceptible = S/S 
A B C D E 
Figure 74: Illustration of typical LPA banding patterns of different strains. Strip 1: a pan-susceptible 
strain (baseline banding pattern); strips 2, 4 and 5: different patterns of MDR strains; strip 3: an INH-
mono resistant strain. Note that the banding patterns of the INH mono-resistant strain and the MDR 
strains differ from each other, and clearly deviate from the “baseline” banding pattern, observed on 
Strip 1.  
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KatG S315T mutation is the most common mutation in INH-resistant strains, accounting for 
50–95% of INH-resistant clinical isolates. In contrast to these rather conserved mutations 
within katG and inhA, mutations in the rpoB gene occur at several sites within an 81 base pair 
(bp) region considered to be a mutational “hot spot”. These mutations result in a protein that 
is still functional but that will not be bound and inactivated by RMP (thus allowing the cells 
to grow in the presence of the drug). Mutations in this region are present in up to 96% of all 
strains that are resistant to RMP (Figure 70, strip 1).  
Note: Remember to first score the individual bands on the strip and, once finished, score that 
whole strip against the H37Rv positive control strip. 
 
ALIGNING THE STRIPS ON THE SCORE SHEET 
 
When the hybridization and development processes have been completed, align the CC, AC 
and TUB bands seen on the strips with the respective lines on the score sheet (Figure 75).  
Note: To ensure this alignment is correct, each strip must be checked prior to hybridization 
to ensure that its size corresponds to the size of the scorecard template provided with each 
kit. Incorrectly sized strips will result in inaccurate interpretation of the strips. 
Once properly aligned on the score sheet, the strips should be taped down using several strips 
of transparent cellophane tape. To facilitate the taping, it‟s suggested that each strip of the 
tape should be wide enough to cover three of the LPA strips. The resistance status of the 
specimen can then be determined by aligning the scorecard template with the taped LPA 
strips. 
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Procedural note: It is recommended that there be two dedicated sets of tweezers, each 
clearly marked with a different label, for strip transfers in the post-amplification area. These 
can be labelled with stickers of two different colours. For example, a pair that will be used 
for handling clean strips could have a silver label and the pair used for handling strips 
previously exposed to amplicons could have a red label. The silver labelled pair will be used 
for the removal of the clean strips from the kit packaging, for stabilizing the strips during 
labelling, and for carefully placing the numbered, unhybridized strips into the reaction wells 
containing the denatured amplicons. The clean tweezers should not come in contact with the 
liquid in the well; any needed adjustment of a strip in a well should be done with an unused 
pipette tip. The red-labelled pair will only be used at the end of the procedure for the removal 
of the hybridized and developed strips from the reaction wells. This preventative measure is 
critically important to avoid carry-over of amplicons that would cross-contaminate the strips 
prior to hybridization.  
  
Figure 75: Two LPA strips taped down on a score-sheet with the CC, AC and TUB bands 
aligned with the respective lines on the score sheet. 
 
Stellenbosch University  http://scholar.sun.ac.za
310 Chapter 5 
 
 
INCONCLUSIVE RESULTS DUE TO WEAK OR NO BANDS 
 
Inconclusive results should be an infrequent occurrence due to the high sensitivity and 
specificity of the PCR reaction, and the fidelity of the HotStarTaq® DNA polymerase. 
However, occasionally it may not be possible to clearly interpret a strip‟s banding pattern. 
When inconclusive results are obtained, the likely causes are: 
1. DNA of insufficient quantity or quality for the PCR reaction: 
This problem results in inefficient amplification and thus is the most likely cause of weak 
or no bands on the strip. As a starting point in resolving this issue, it is good practice to 
recheck the smear to ensure that it is positive. If the smear is confirmed as positive, DNA 
should be re-extracted and tested from any specimen with an inconclusive result. If the 
result of the re-extracted specimen remains inconclusive, the different options for 
proceeding depend on the type of specimen being tested. If the specimen was taken from 
a contaminated MGIT tube, an LJ slant should be inoculated to attempt to isolate pure 
colonies of M. tuberculosis for future extraction and testing. If a processed direct patient 
specimen was used initially, any left-over specimen should be extracted and tested. If 
this is not possible due to insufficient volume, the cultured specimen should be flagged 
for testing with the LPA once growth is detected. 
 
2. Using an incorrect PCR program: 
This is another important concern that should be considered. DNA extracted from the 
millions of cells in cultured isolates is much more concentrated than DNA extracted from 
the fewer cells found in direct patient specimens. If the 40-cycle PCR program is used to 
amplify such highly concentrated DNA samples (instead of the recommended 30-cycle 
program), the DNA polymerase may be depleted within the first few cycles and no 
further amplification will occur. This situation often leads to weak signals and or 
inconclusive results. 
 
3. Inadequate temperatures: 
Weak signals may also occur especially during winter months if the ambient temperature 
in the laboratory is too low to maintain the correct temperature in the GT-Blot automated 
hybridization machines. In this situation, it is recommended that the room temperature 
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setting on the instrument be adjusted to 24 - 25ºC. Alternatively, the instrument 
temperatures for the hybridization and stringent wash steps might be set too high. If one 
or both of these temperatures are too high, the denatured amplicons will bind poorly or 
not at all to the probes on the strip, and weak or no bands will be seen. 
 
4. Incomplete immersion of strips: 
Finally, the strips may not be completely immersed in the reaction mixtures during the 
incubation steps. If adjustments are needed after a strip has been placed in the well, a 
pipette tip can be used to ensure that the strip is completely immersed. After this 
adjustment, the pipette tip should be carefully removed from the well and discarded to 
avoid any potential cross-contamination.  
 
UNEXPECTED OR UNUSUAL RESULTS 
 
Checking the reagents used for the hybridization and detection process prior to beginning the 
procedure is essential to ensure valid test results. If the developed bands are faint on all strips 
that were processed together, the Hybridization buffer and/or Stringent Wash buffer may not 
have been properly pre-warmed or precipitates may be present in these reagents. If the bands 
are too weak to be interpreted with confidence, the run may need to be repeated. In contrast, a 
strong and fast colour development may occur on all bands depending on the amount of 
amplicons used and the specific reaction conditions. If this happens it is advisable to 
discontinue the substrate incubation as soon as the signals are clearly visible in order to 
prevent the development of cross-hybridizing bands (artefacts). Too many or too few bands 
may also occur unexpectedly. Strips with all WT and MUT bands, or too many bands, could 
be the result of contamination of wells by splash-over from a neighbouring well. Then again, 
lack of a WT band(s) without a corresponding MUT band could be due to uncommon 
mutations in the probe region as discussed previously. 
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HETERO-RESISTANCE OR MIXED INFECTIONS 
 
The development of resistance is an ongoing process due to natural selection and selective 
pressure exerted on M. tuberculosis by the various drugs administered to patients. Clinical 
isolates of M. tuberculosis complex are considered susceptible to a specific drug when greater 
than 99% of the cells in the population tested are killed by the drug, and are considered 
resistant when at least 1% of the cells in the population tested are resistant to killing by the 
drug. Accordingly, greater than 99% of the cells within a single susceptible strain of M. 
tuberculosis have wild-type nucleotides at resistance-associated genomic sites, whereas in a 
resistant strain, the proportion of cells in the population with mutant nucleotides at these sites 
may range from            1 - 100%. Typically most patients are infected with a few cells of a 
single strain of M. tuberculosis that is either drug susceptible (with > 99% of cells genetically 
wild-type) or drug resistant (i.e. primary resistance, with most cells already containing a 
mutation at one or more sites associated with drug resistance). LPA patterns of such both 
types of homogeneous populations are easily interpretable as described in previous sections. 
In contrast, when clinical specimens or isolates contain heterogeneous populations of M. 
tuberculosis, unexpected LPA patterns may be difficult to interpret especially when both WT 
and corresponding MUT bands in the strips are positive:  
 In patients infected with a fully susceptible strain, drug resistance can develop gradually 
during (inadequate) treatment due to selection of cells with random mutations in sites 
associated with drug resistance (i.e. secondary resistance). In this case, as the proportion 
of susceptible cells decrease and resistant cells increase, a hetero-resistant population of 
cells will be present. These cells are primarily identical throughout the genome but a 
proportion of the population differs in sites associated with drug resistance. 
 In contrast, patients infected with fully susceptible strains may develop mixed infections 
if they are co-infected with another strain that is drug resistant, resulting in a mixed 
population of two genetically distinct strains, one drug susceptible, and the other drug 
resistant.  
Although the cause of a hetero-resistant population of cells in a clinical sample or isolate 
(either by development of resistance under treatment or by mixed infection with sensitive and 
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resistant cells) cannot be determined using routine laboratory methods, the LPA is capable of 
detecting its presence since the strips contain both wild type and mutant probes for the three 
genes known to be involved in resistance to RMP and INH. 
Figure 76 demonstrates examples of LPA patterns of hetero-resistant populations as 
compared to more homogeneous populations. Such patterns are to be interpreted as indicating 
resistance to the particular drug and should be reported as such. Rapid detection of hetero-
resistance can greatly influence the clinical management of a patient by providing an 
explanation as to why the patient is not responding to the current drug regimen, and can also 
help prevent the selection of cells resistant to additional drugs. For example, it may not be 
effective to continue RMP treatment in a patient whose specimen exhibits hetero-resistance in 
rpoB. Although the RMP-susceptible cells will be killed, RMP will not be efficient in killing 
the resistant cells which may then also develop resistance to other drugs taken by the patient.  
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Figure 76: Hetero-resistant strains vs. strains with homogeneous populations. (A) Hetero-resistance to RMP is 
indicated by the presence of the rpoB MUT3 band (number 16) in addition to all the rpoB WT bands (numbers 5 to 
12). The presence of the inhA MUT1 band (number 24), in addition to the inhA WT bands (number 22 and 23) also 
indicates hetero-resistance to INH. The combined hetero-resistance to RMP and INH could indicate that one 
population has mutations in both rpoB and inhA while the other is fully susceptible, or that the two populations 
present may be mono-resistant to either RMP or INH. Note that hetero-resistance can also occur for mono-
resistance at any of the sites tested for on the strip. (B & C) Fully susceptible strains with no mutation bands 
present. (D) Close-up of MDR-TB specimen with mutations in genes rpoB and katG exhibiting hetero-resistance to 
both drugs. (E) Close-up of specimen hetero-resistant to INH (presence of the katG MUT1 band (number 19) in 
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CROSS-CONTAMINATION OF SPECIMENS 
 
Cross-contamination is another possible reason why a tested specimen may result a hetero-
resistant banding pattern on the LPA. The original specimen could have been contaminated 
with cells or DNA from M. tuberculosis from another patient specimen during one of the 
following steps: 
1. The initial NaOH-NALC decontamination;  
2. The inoculation of the MGIT tubes; 
3. The extraction of the DNA; 
4. The addition of the template DNA or; 
5. The hybridization reaction. 
If there was carry-over contamination during the NaOH-NALC decontamination process, the 
extent of this event will likely be reflected in the number of strips exhibiting hetero-
resistance. Large-scale carry-over contamination can be detected with the LPA since adjacent 
strips will likely exhibit the same unusual banding pattern indicative of a hetero-resistant 
population or the presence of more than one strain of M. tuberculosis. Including consecutive 
patient specimens in the LPA as a means of quality control can help to identify problems such 
as those described above within the whole TB diagnostic pathway. Such specimens must 
always exhibit the same banding patterns on the LPA, with the identical interpretation as to 
susceptibility or resistance (Figure 77). If the banding patterns are different, there may have 
been some mix-up in the specimens or the specimen numbers. Thus, it is important to 
thoroughly investigate the reason for the discrepancy and correct the problem.  
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Disorganization of specimens or their numbers will result in a mix-up of the sequence of 
specimens in a batch, often leading to incorrect results and the possibility of dire 
consequences for patients. Although there can be legitimate reasons for such mix-ups, these 
errors often occur when the attention of technical staff is focused on extraneous conversations 
or personal preoccupations rather than concentrating on the job at hand. In either case, it is 
very important to follow through with a thorough investigation of the problem. A mix-up in 
Figure 77: Example of consecutive patient specimens within a batch of specimens. (A) Example of the 
worksheet, created before extracting the DNA from the specimen, indicating that there are two specimens from 
the same patient (red bracket). The individual in charge of extracting the DNA should scan the worksheet for 
the same name and surname, and mark them (yellow ring). (B) The hybridized strips of the consecutive 
specimens exhibiting the exact same banding pattern. Note that rpoB WT8 (number 12) and inhA WT1 
(number 22) are absent on both, and both have the rpoB MUT3 (number 16) and inhA MUT1 (number 24). 
The individual who did the LPA will transcribe the results onto the original worksheet (blue bracket). This is 
to double check that the sequence of the specimens during the extraction process remained correct. If a number 
were to be dropped in this example, the results of one of the two specimens belonging to the same patient 
would have been different (fully susceptible) thereby immediately alarming the diagnostician that there was an 
error. This system includes additional quality control, since two diagnosticians carried out the different 
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specimens or numbers might have occurred during the NaOH-NALC decontamination 
process, the DNA extraction process, the addition of the template DNA to the PCR master 
mix, and if a single channel pipette was used during the addition of amplicons to the 
denaturing solution. All these steps should be investigated and any errors found should be 
immediately corrected. 
 
MULTIPLE SPECIMENS FROM THE SAME PATIENT 
 
The LPA banding pattern of isolates from a specific patient should be identical throughout 
the patient‟s treatment period. However, there are instances, such as the development of 
resistance, when the LPA banding pattern may change over time. It is therefore important for 
the patient that the results from previous specimens are compared to the results from current 
specimens and any discordant results investigated. The following situations could result in 
changing patterns: 
 A mix-up of specimens at the clinic or at the laboratory; 
 The patient‟s isolate is converting or has converted from drug susceptible to drug 
resistant, and the patient‟s treatment is failing; 
 The patient has been re-infected with a different strain of M. tuberculosis either during 
the treatment period (i.e. re-infection with a drug resistant or MDR strain during or 
following treatment of a susceptible strain); 
 Although rare, INH-resistant mutants can revert to a drug-susceptible phenotype in the 
absence of INH treatment. 
The clinician must be notified and more specimens requested in order to confirm the 
discordant results. If a mix-up of specimens has occurred, immediate steps need to be taken 
to identify and correct where in the process, from clinic to end result, a mistake might have 
been made. 
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Procedural note: It is recommended that the strips, after they have been taped and 
interpreted, be placed in a folder and stored in the dark. These records may play a crucial 
role in quality control, for example when a patient is tested more than once, it should be 
routine practice to refer back to results from previous specimens. It might happen that the 
results from the first and/or second patient specimen may not be the same as those of the 
patient’s third specimen. Discrepant results can be resolved by going back to strips from the 
patient’s previous specimens and comparing them. If the first two are consistent, there may 
have a mix-up of the third specimen either at the clinic or in the laboratory. In this case, a 
new specimen should be requested and tested before a report is issued.  
 
REMARKS ON INTENSITY OF SPECIFIC BANDS 
 
Bands number 6, 9, 18 and 22 
 
With the addition of the substrate solution to the hybridized strips, the colorimetric reaction 
starts taking place allowing for the visualization of the different bands on the strip. The first 
reaction zones to develop are those of rpoB WT 2 (no. 6) and rpoB WT 5 (no 9). The katG 
WT (no. 18) and inhA WT 1 (no. 22) reaction zones also exhibit this behaviour in relation to 
the other bands of their specific gene regions (Figure 78). These four bands show up as very 
intense bands on the H37Rv baseline control strip, which is the drug sensitive control strain. It 
is therefore critical to carefully study the colour intensity of these WT bands on strips from 
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If one or more of these four bands (6, 9, 18, 22) is not as intense as those on the baseline 
pattern, the specimen should be reported as resistant to the respective drug. The intensity has 
also to be compared with those of the AC band (no 2), that on each strip functions as the 
baseline against which all other bands on the strip are to be interpreted/“scored” (as described 
previously). Figure 79 and Figure 80 show examples of rpoB WT 2 band (no. 6) and katG 
WT band (no. 18) which are far less intense than the AC and WT bands in both samples, 
indicating resistance to RMP and INH respectively. 











Figure 79: The rpoB WT2 band (no. 6) on the bottom strip is far less intense than 
that of the top strip and of the AC band (no. 2). The bottom strip must then be 
interpreted as indicating resistance to RMP.  
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Band number 11 (rpoB WT 7 probe) 
 
In baseline RMP-susceptible banding patterns, the intensities of rpoB WT 7 and rpoB WT 8 
bands (strip numbers 11 and 12) are equivalent. However, on strips of RMP-resistant strains 
with the following banding patterns, the rpoB WT 7 band is more intense as compared to the 
baseline bands: 
 rpoB WT 8 band is absent, with or without presence of rpoB MUT 3  
 Both rpoB WT 8 and rpoB MUT 3 bands are present (hetero-resistance)  
Although the reasons of such associations are unknown, it is important to be attentive to more 
intense rpoB WT 7 bands because it can facilitate the detection of RMP-resistant banding 





Figure 80: The banding pattern on the bottom strip (red arrow), shows the absence of the katG WT 
band (no. 18). In addition to being resistant to RMP, this absence indicates that the strain is resistant 
to INH as well, thereby identifying the strain as MDR.  
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Figure 81: Examples of LPA patterns where different RMP-resistant banding patterns are accompanied by rpoB 
WT 7 bands (number 11) much more intense than those observed on any of the other strips in that particular run. 
From A to F, each one of these strips is shown into a red square to differentiate them from the other strips of the 
same run. (A) Banding pattern of a known MDR patient, where the WT 8 probe (number 12) is faint and the 
corresponding rpoB MUT 3 probe (number 16) is present. (B) Banding pattern where the WT 8 probe (number 12) 
is faint without the presence of the usually associated rpoB MUT 3 probe. Note that the rpoB WT 8 probe in A and 
B is faint and less intense than that of the AC band, reflecting heterogeneous populations with emerging resistance 
(hetero-resistant* strains). (C) Banding pattern where the WT 8 probe (number 12) is absent and the rpoB MUT 3 
present. (D) and (E) Banding pattern of hetero-resistant* strains with presence of both rpoB WT 8 and rpoB MUT 
3 probes. (F) Banding pattern of a known MDR patient with absence of both rpoB WT 8 and rpoB MUT 3 probes.  
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RARE MUTATIONS IN rpoB 
 
Considering the different causes that lead to development of resistance, it is not surprising 
that mutations associated with drug resistance have been found to occur at many sites within 
the genome of M. tuberculosis, specifically in mutational hot spots such as the 81 bp region 
of rpoB (e.g. within rpoB WT1 to rpoB WT8, see Figure  71A). 
The more commonly found mutations in this region are represented by the four MUT probes 
present on the strips. As described earlier, if MUT 1 is present, WT 3 and WT 4 should be 
absent, if MUT 2A or 2B are present, WT 5 should be absent, and if MUT 3 is present WT 8 
should be absent. However, specimens tested thus far have shown that exceptions to these 
patterns can occur. As discussed above, both WT and the corresponding MUT bands can be 
present in the case of hetero-resistance, or mixed infections. 
Figure 82: Example of the increased intensity of the rpoB WT 7 band (no. 11) on strip E as 
opposed to the intensity of WT 7 bands on other strips from the same run (A - D). Also note the 
decrease in the intensity of the rpoB WT 8 band (no. 12 in green) on strip E. The rpoB WT 8 band 
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In contrast, the absence of hybridization signals at one or more of the different rpoB WT 
reaction zones without corresponding MUT bands indicates the presence of a less common or 
rare mutation. Strips containing such banding patterns are to be interpreted as resistant to 
RMP (Figure 83) due to the fact that even a single rare mutation in this region will likely 
result in an altered protein that is resistant to inactivation by RMP. However, some argue that 
many of the single nucleotide polymorphisms that are responsible for the absence of the WT 
bands are due to silent mutations that have no effect on the protein‟s interaction with RMP. 
This controversy may have arisen since isolates containing some rarely-occurring mutations 
have been found to vary in susceptibility to RMP in conventional phenotypic assays. The lack 
of association of some rare mutations with phenotypic resistance to RMP may be due to the 
specific RMP susceptibility-testing method used, such as the proportion method (LJ or 
Middlebrook media) or on methods that are based on the manufacturers‟ instructions (e.g. the 
BACTEC 960 MGIT SIRE).  
  
C 
Figure 83: Examples, from clinical specimens, of rare mutations and the accompanying mutant 
probes in rpoB. (A) Absent WT2 (no. 6) and WT3 (no. 7) without the presence of MUT1. (B) 
Absent WT3 (no. 7) and WT4 (no. 8) without the presence of MUT1. (C) Absent WT4 (no. 8) 
and WT5 (no. 9) without the presence of MUT1. (D) Absent WT3 (no. 7) and WT4 (no. 8) with 
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Table 8, adapted from Van Deun et al., shows details from a study where isolates that were 
found to be RMP-resistant in the LPA (missing WT band but no MUT band) were sent to 
several international laboratories for conventional drug susceptibility testing. It was found 
that the RMP susceptibility results from the different laboratories were highly discordant. 
These results suggest that the strains may have an MIC that is very close to the critical 
concentration of the drug used in the various media, and thus the strains are demonstrating 
low-level resistance to RMP. It was suggested that such M. tuberculosis strains with low-
level resistance to RMP should be reported as borderline susceptible in conventional assays, 
and isolates with an absent WT band and no corresponding MUT band should be reported as 
resistant when interpreting the LPA. Clinical findings from this study also confirmed that 
RMP resistance can be missed by standard growth-based methods. Ohno et al. have observed 




Mutational events occur at random sites during normal DNA replication in bacteria. 
However, “selective pressure” will result in selection and amplification of naturally-occurring 
mutations that provide the organisms with an advantage to survive under adverse conditions 
(such as in the presence of antimicrobial drugs). This process selects for advantageous 
random mutations either of a single nucleotide resulting in an amino acid change that alters a 
gene product, or a deletion mutation of either a region of a gene or an entire gene. 
Note: The entire rpoB gene could never be deleted since this is an essential protein required 
Table 8: Characteristics of strains with mutations in the rpoB specific reaction zones (adapted from 




as per WHO Treatment Outcome
MTBDRplus® rpoB 
reaction zone
Ser531Leu 1 Failure WT8, MUT3
Leu511Pro 2 Failure WT2
Asp516Tyr 2 Failure WT3/WT4
Leu533Pro 2 Cure, with relapse WT8
His526Leu 2 Cure, with relapse WT7
His526Ser 2 Cure, with relapse WT7
Leu511Pro 2 Cure, with relapse WT2
3 
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for survival of the organism.) 
Either type of mutation in the gene target could interfere with the killing action of the drug 
and result in resistance to the drug. Figure 84 shows examples of deletions that have been 
observed in the regions tested for on the GenoType® MTBDRplus LPA.  
Figure 84: Examples of deletions in all three gene regions associated with MDR-TB on the LPA strips. (A) 
Deletion in rpoB indicative of resistance towards RMP, with additional resistance to INH as exhibited by 
katG MUT 2 band. (B) Deletion in katG indicating high-level resistance to INH, with the absent rpoB WT3 
and WT4 bands. (C) Deletion in inhA indicative of low-level resistance to INH. Again the rpoB WT3 and 
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Figure 85: Examples of the alignment and taping of the completed strips to the score sheet. The results are 
then interpreted using the scorecard provided in the kit.  
INTER-READER VARIABILITY 
 
It is very important that the banding patterns observed on the LPA are interpreted correctly. 
Interpretation of the banding patterns is usually done by eye reading (Figure 85) with the aid 
of the scorecard, thus making this part of the procedure reader-specific, with the potential for 
inter-reader variability leading to misdiagnosis and treatment failure. An existing instrument 
has been modified by Hain LifeScience to assist in the interpretation of the LPA. The 
GenoScan® laser scanner (Figure 86), electronically interprets the banding patterns on the 
GenoType® MTBDRplus LPA strips, thereby eliminating inter-reader variability and 
ensuring standardized interpretation of results. However, it is strongly advised that the 
original way of transferring and taping the hybridized strips to the score sheet, and 
interpreting them with the hand-held scorecard, as seen in Figure 85, be followed and 
subsequently mastered before attempting to introduce the GenoScan® instrument. This is 
especially true when training new staff.  
 
Stellenbosch University  http://scholar.sun.ac.za
Molecular Detection of Drug-Resistant Tuberculosis By Line Probe Assay - Laboratory Manual for 




Figure 86: Use of the GenoScan® instrument to eliminate inter-reader variability in the molecular 
mycobacteriology laboratory. (A) To eliminate typing errors, the GenoScan® automated strip scanning 
instrument uses a barcode scanner to electronically enter patient identification numbers. Note the bar-
coded stickers containing patient identification numbers as they would appear on the worklist that was 
created before the extraction process. (B & C) The printed barcodes are scanned in order to create a 
workload file on the GenoScan® instrument. (D) The interpretations need to be transcribed back onto the 
worksheet and double checked for transcription errors. Here the unique patient identification number, the 
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SENSITIVITY AND SPECIFICITY 
 
A pilot study from a high-volume public health laboratory evaluated the test characteristics of 
the GenoType® MTBDRplus LPA (Barnard, et al.). It was shown that when compared to 
conventional DST on solid media the sensitivity, specificity, positive and negative predictive 
values for the detection of resistance to RMP were 98.9%, 99.4%, 97.9, and 99.7 
respectively; for detection of resistance to INH, the values were 94.2%, 99.7%, 99.1%, and 
97.9% respectively; and for the detection of MDR, the values were 98.8%, 100%, 100%, and 
97.7% respectively. In addition, a meta-analysis by Bwanga et al., where results from five 
published studies on the GenoType® MTBDRplus were analyzed, showed that the pooled 
sensitivity and specificity for detection of resistance to RMP by the LPA were both 99%, and 
for detection of resistance to INH were 96% and 100% respectively. The meta-analyses also 
showed that the turn-around time for the GenoType® MTBDRplus assay ranged from 1 - 2 
days.  
 
TYPE OF SPECIMEN USED 
 
The type of specimen used may vary, but the GenoType® MTBDRplus has been validated 
for use on smear-positive patient material that has been decontaminated, digested and 
concentrated. It has been found that the LPA works well on both pulmonary and extra-
pulmonary specimens that have been assayed directly after NaOH-NALC decontamination. 
Contaminated MGIT cultures that are positive for AFB can also be subjected to LPA testing. 
Any M. tuberculosis DNA that is present will be detected by the TB specific primers in the 
PCR reaction.  
Isolates from blood cultures can also be tested with the LPA, provided that the AFB-positive 
blood culture is first inoculated and grown on a slope of Middlebrook medium. This transfer 
is necessary since heme-compounds in the blood culture bottles and albumin in the egg-based 
media will inhibit the PCR reaction. Once grown, colonies at the top of the Middlebrook 
slope (the driest part) should be picked off with a disposable loop, suspended in molecular 
grade water and extracted according to the kit directions. This method will take longer due to 
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the waiting period for colonies to grow on the slope, but it will allow susceptibility results to 
be reported for specimens collected in Myco-F-Lytic blood culture bottles.  
PREVALENCE OF TB AND ITS INFLUENCE ON THE LPA NEGATIVE 
PREDICTIVE VALUES 
  
The negative predictive value (NPV) of an assay, defined as the proportion of true negative 
results among test-negative subjects, is highly dependent on the prevalence of disease within 
a specific setting (high or low burden). The evaluation study done by Barnard et al. 
demonstrated negative predictive values above 97% for all variables tested. This study was 
performed in South Africa, currently ranked by WHO as 5th in terms of number of total TB 
cases (0.46 million), and fourth in terms of total numbers of MDR-TB cases (16,000) in the 
world. Because of the differences in the TB prevalence in various countries, the meta-
analyses on the LPA reports from South Africa, Italy, Spain and Germany (performed by 
Bwanga et al.) could not combine the negative-predictive values for these countries. 
 
REGIONAL DIVERSITY OF STRAINS 
 
Regional factors contribute to the development and diversity of drug resistance in M. 
tuberculosis. Some of these factors include settings with high TB incidence; geographical 
isolation of patients infected with particular M. tuberculosis strains; and patient-related risk 
factors such as the genetic make-up of individuals and their lifestyle habits. As expected, 
these factors differ between geographic locations and invariably lead to diversity of strains 
found in regional, national and international locations. It has therefore been found that strains 
in a particular region of the world can exhibit resistance-associated gene mutations other than 
those represented on the GenoType® MTBDRplus LPA. 
In addition, the different mutations and their combinations included on the GenoType® 
MTBDRplus LPA can also vary both locally and internationally. For example, mutations that 
occur within rpoB in the Western Cape of South Africa do not occur within the same codons 
in strains circulating in the neighbouring Eastern Cape province. Yet all these variants are 
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identified by the LPA as exhibiting drug resistance to RMP and must be reported as such. 
Comparisons of specific mutations and banding patterns can be extremely useful when 
looking at the epidemiology and origins of strains of TB. Such analyses allow one to follow 
strains as infected patients move from rural areas to cities, from cities back to the periphery, 
or from region to region. Policy makers and epidemiologists within a country‟s National TB 
Program should be familiar with the local strain diversity including the most commonly 
found resistance-associated mutations. If there are a number of reports of phenotypic drug 
resistance that are not confirmed by the LPA, there may be strains of M. tuberculosis 
circulating in the population with resistance-associated mutations in genes other than those 
included on the LPA. If so, the National TB Program should be alerted and ensure that such 
strains are studied further either in-house or referred to a reference laboratory for sequence 
analysis. 
 
EXTERNAL QUALITY ASSESSMENT 
 
It is important for the laboratory to have a regularly scheduled External Quality Assessment 
(EQA) program in place, in order to validate that the laboratory is capable of reporting 
correct results. If an LPA EQA program is not available nationally, laboratories within a 
country could take part in an Inter-Laboratory Comparative Analysis (ILCA) program. This 
program involves two or more local laboratories sending each other sets of DNA specimens 
for LPA testing. The results obtained by the testing laboratory are sent back to the referral 
laboratory. Subsequent comparison of the results will aid in determining the competency 
level of the laboratories involved. 
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The ILCA also functions as a measure of the reproducibility of the test, and in the past, has 
shown consistency between different laboratories for the LPA with a 100% pass rate. Figure 
87 shows an example of the results obtained with an ILCA. Although this process assesses 
the laboratory‟s competence in performing the LPA, it does not test the proficiency in 
performing the extraction process or the use of the required equipment. It would be ideal for 
all laboratories performing the LPA to participate in a national and/or international program 
that would provide proficiency testing on the complete procedure.  
   
Figure 87: An example of strips from 10 DNA specimens, results unknown, sent for External Quality 
Assessment. It is important to always include both a positive control (H37Rv) and a negative control in 
the run when performing proficiency testing.  
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REPORTING OF RESULTS 
 
Similarly to the recommended double checking of smear results to ensure that they are 
accurate and consistent, it is recommended that the interpretation of LPA strips should be 
checked by more than one staff member. Such confirmation of results is an integral part of a 
laboratory‟s Quality Assurance system. If there is a difference of opinion about the 
interpretation of any strip, a third person can be consulted, and if consensus cannot be 
reached, retesting of the specimen may be required. Figure 88 gives an example of some 
completed LPA strips and their interpretations. 
Note: It is important to be suspicious of a potential problem when two or more adjacent 
strips have similar resistance patterns. The majority of strains tested in each run are likely to 
be pan sensitive, so several resistance strains in a row should raise some suspicion that 
perhaps sample-to-sample (carry-over) contamination has occurred.  
If possible, always compare the molecular results with other laboratory results, i.e. culture, 
identification, conventional drug susceptibility testing if used and, if possible, with clinical 
findings.  
1. MTB+, RIF MONOR 
2. MTB+, FULL SUSCEPTIBILITY MDR 
5. MTB+, MDR 
3. MTB+, RIF MONOR 
4. MTB+, INH MONOR 
6. MTB+, INH MONOR 
7. MTB+, MDR 
Figure 88: Examples of banding patterns on the LPA, and the corresponding interpretations to be 
reported. A second staff member should always double check the initial reading, before entering 
the results into the Laboratory Information System. 
Note: The numbers 1 to 3 all exhibit susceptibility towards INH, but the presence and/or absence 
of the WT and MUT probes are completely different for each strip, thus eliminating the possibility 
of a carry-over event.  
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Figure 89 is intended as an interpretation exercise. The results are given on the next page.  
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INTERPRETED RESULTS OF FIGURE 89 
 
1.  MTB+  RIF-RESISTANT   INH-SUSCEPTIBLE 
2. MTB+  RIF-SUSCEPTIBLE  INH-SUSCEPTIBLE 
3. MTB+  RIF-SUSCEPTIBLE  INH-SUSCEPTIBLE 
4. MTB+  RIF-RESISTANT  INH-RESISTANT  
5. MTB+  RIF-SUSCEPTIBLE  INH-SUSCEPTIBLE 
6. MTB+  RIF-SUSCEPTIBLE  INH-SUSCEPTIBLE 
7. MTB+  RIF-SUSCEPTIBLE  INH-SUSCEPTIBLE 
8. MTB+  RIF-SUSCEPTIBLE  INH-SUSCEPTIBLE 
9. MTB+  RIF-SUSCEPTIBLE  INH-SUSCEPTIBLE 
10. MTB- 
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Chapter 10: TROUBLESHOOTING 
 
Troubleshooting must be applied when either a procedural step or the final results of a 
specific assay deviate from the routine, and especially if analytic failures are occurring on a 
regular basis. Failure of the line probe assay (LPA) may be caused by a variety of reasons: 
reagents and their storage; specimens or the specimen types; equipment and possible lack of 
maintenance; infrastructure of the facility; and personnel and their competency. The 
troubleshooting exercise should begin with the simplest and most probable cause. By 
following a systematic process of elimination, problems will be identified and ultimately lead 
to the cause of the failures. Effective troubleshooting and resolution of the problem will be 
confirmed when results are found to be valid and reliable once again. 
This chapter will focus on the most common problems that require troubleshooting in the 
molecular tuberculosis (TB) laboratory. First, the simplest reason for analytic failure 
(misinterpretation of the smear result or grading) will be discussed. Secondly, the different 
procedures and steps to troubleshoot other potential causes will be presented in table format, 
listing the problem, the most probable cause, and finally a solution or preventative measure.  
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MISINTERPRETATION OF THE SMEAR RESULTS 
 
The value of the LPA to rapidly detect TB and its associated susceptibility pattern -whether it 
is susceptible to RIF and INH, mono-resistant to either, or resistant to both (MDR) - can only 
be realized if acid-fast bacilli (AFB) smear microscopy, the most crucial and longstanding 
method for TB diagnosis, is accurately performed. For example, if the banding patterns of the 
TUB band and the rpoB WT2 and WT6 reaction zones on the LPA are present but very faint, 
the smear might have been misread as positive (grading ≥1+) when actually it should have 
been graded as scanty or perhaps negative with artefacts that were mistakenly identified as 
AFB.  
Furthermore, DNA extraction for the LPA is performed on the residual portion of the NaOH-
NALC decontaminated specimen that remains after the MGIT tube has been inoculated and 
the smear made. If the smear is negative or scanty, it is unlikely that there will be enough 
bacteria present in the residual portion to yield a sufficient amount of DNA for a successful 
LPA. Thus, if a negative or scanty smear is incorrectly interpreted as positive, the LPA will 
be unsatisfactory. If an unsatisfactory LPA result is seen, the smear (which must be kept for a 
month) should be re-read by an independent observer to validate the initial smear results. 
Usually, if a negative smear is read as positive, the MGIT culture will likely be culture 
negative.  
In addition to errors in reading of the smear, AFB-negative specimens may become 
contaminated with AFB from positive specimens or with environmental mycobacteria when 
supplies used in the NaOH-NALC specimen processing are contaminated. This situation will 
also result in un-interpretable and unsatisfactory LPA results. It is recommended that the 
aspirator flask taps be flamed between different decontamination batches, and cleaned and 
sterilized often in order to limit possible contamination of specimens. 
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DEFINITE POSITIVE SMEAR, BUT NEGATIVE LPA  
 
An AFB-positive smear but negative LPA can be due to the presence of non-tuberculous 
mycobacteria (NTM). The species-specific primers used in the GenoType® MTBDRplus 
LPA will not recognize these different species, and thus the LPA will be negative. The 
presence of NTM can be confirmed by doing a common mycobacteria (CM) LPA on the 
specimen in question. Alternatively, inhibitors may be present and interfere with the PCR 
reaction. This possibility will be discussed below. 
 
UNSATISFACTORY LPA RESULTS FROM CULTURES 
 
In order to ensure that sufficient biomass is present for DNA extraction, it is recommended 
that the growth units (GUs) on the BACTEC 960 be adjusted to a minimum of 300 GUs 
before a tube is flagged as positive. The results of the LPA are often either indeterminate or 
unsatisfactory when the assay is performed on growth from MGIT tubes with GUs of 75 or 
150. Using MGIT tubes with a minimum of 300 GUs ensures that there is enough sample 
material for several assays: a smear; identification methods; the extraction of DNA for the 
LPA; and second line drug susceptibility testing if the LPA indicates resistance to RIF and/or 
INH. If the MGIT tubes are removed from the BACTEC machines before sufficient growth 
has occurred, a poor LPA result can be anticipated. It is therefore recommended that the 
threshold value of the BACTEC machine be adjusted to 300 GUs. 
Care must be taken when picking colonies from solid media. Too many colonies will result in 
an increased amount of DNA, which may deplete the DNA polymerase early in the 
amplification procedure. Also, care must be taken not to scrape off any of the egg-based 
media, since it may inhibit the PCR reaction. 
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UNSATISFACTORY LPA RESULTS DUE TO INSUFFICIENT DNA 
POLYMERASE  
 
Faint banding patterns could be the result of insufficient DNA polymerase in the PCR master 
mix. If this is suspected, the first approach would be to assess if the pipette that was used to 
add the DNA polymerase to the master mix is delivering appropriate volumes. The pipette 
must be validated in order to ensure accuracy and precision. It is also recommended that 
whenever the different reagents and solutions are drawn up inside a filter tip, the tip should 
be visually inspected to ensure that the volume looks appropriate. If the volume is less or 
different from what is usually seen, a switch to a new tip should be made, and if the problem 
persists, a switch should be made to a different clean and validated pipette that is dedicated to 
the same area. 
 
RESISTANT BANDING PATTERN, BUT THE TUB BAND IS ABSENT 
 
When the TUB band, specific for identifying Mycobacterium tuberculosis, is absent on a strip 
but bands are present that would ordinarily indicate resistance to RIF or INH, the LPA should 
not be reported. This result is most probably due to the presence of NTM since many 
mycobacteria share similar sequences with M. tuberculosis in the resistance-associated 
regions, and may have mutations associated with resistance to these drugs. 
 
SMEAR POSITIVE, BUT THE AMPLIFICATION CONTROL BAND IS 
ABSENT 
 
The absence of the amplification control band may be the result of inhibition of the PCR due 
to the presence of a variety of contaminants: powder from gloves; haemoglobin from a blood 
stained specimen; urea; and other organic compounds. The inhibition might also be due to 
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incomplete lysis or insufficient time or temperature for the heat kill, degradation of DNA due 
to prolonged storage at incorrect temperatures, or DNA polymerase inhibition. All 
consumables used must be DNase, RNase and Pyrogen free, since these components will also 
inhibit the PCR reaction. 
 
CONTAMINATION OF THE NEGATIVE CONTROLS  
 
If any negative control in a run is positive, none of the results from the contaminated run 
should be reported to the clinician. The whole batch must be re-examined from the extraction 
stage through hybridization and subsequent interpretation of results. This problem causes a 
delay in turnaround time and has a negative impact on patient treatment. A preventative 
measure to eliminate the chances of contamination is to use ultra-violet irradiation of the 
aliquoted PNM master mix, since primers are more resistant to UV-irradiation than template 
DNA. It is very important to ensure that the aliquots are not overexposed to UV irradiation 
since this will affect the sensitivity of the reaction. Chapter 6: Contamination Control 
contains further details as well as additional preventative measures. 
 
NO BANDS SEEN ON THE LPA STRIP  
 
When no bands are seen on the LPA strip, likely causes could be failure to add a reaction 
component during the master mix preparation, selecting the wrong thermal cycler program or 
hybridization program, or failure to start the thermal cycler or hybridizing instrument 
properly. Alternatively, these instruments should be checked to ensure that they are not faulty 
with inaccurate temperatures for cycling and incubation.  
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CONTAMINATION OF A BATCH LEADING TO DISCREPANT RESULTS IN 
REPEAT BATCH 
 
When contamination occurs during the DNA extraction step, the problem will not be detected 
until the procedure is completed and the strips are read. At that time it will not be known 
where contamination occurred, so, after thorough cleaning of surfaces, the amplification, 
hybridization and detection steps should be repeated using the originally extracted DNA. If 
the strips are now clean, the results can be reported and it can be assumed that the 
contamination occurred at some time other than the DNA extraction step, and the cleaning 
likely resolved the problem. If the contamination is still present, it is likely that the 
contamination occurred during the DNA extraction step. In this case, DNA must be re-
extracted from the original specimens or cultures before proceeding with LPA. This wastes 
both time and LPA kit components, and emphasizes the importance of using rigorous 
contamination control measures for all aspects of LPA usage. 
 
STRIPS NOT HYBRIDIZING AT THE inhA REGION 
 
The strips must be completely covered in hybridization solution. If the end part of the strip 
where the inhA reaction bands are located is “surfing” on top of the solution (Figure 90) it 
should be gently pushed down by placing a pipette tip on the part of the strip that is above the 
surface. The tip can be left in place until the hybridization time has elapsed.  
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WEAK HYBRIDIZATION SIGNALS 
 
In the event of weak or questionable hybridization signals over most of a strip, the results 
should not be reported (Figure 91). Alternatively, if the results for the TUB band and most 
gene(s) are valid but the reaction bands for one particular gene are only partially developed, 
the result can be reported as positive for the M. tuberculosis complex and the results of the 
valid reaction zones can be reported. The LPA should then be repeated to confirm the results 
and fill in the information on the inconclusive gene. 
  
Figure 90: Example of strips (numbers 85 and 86) that are “surfing” in the inhA reaction zone 
region of the strip.  
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It is important to avoid interpreting the banding pattern of a specimen when only a few 
reaction zones are weak on the strip, as compared to the rest of the strips in the same run. The 
specimen might contain NTM as illustrated on the strip in Figure 92.  
Figure 91: Example of weak hybridization signals. (A) The intensities of the banding patterns in the first 
strip, blocked in red, are very weak as opposed to those of the other strips from the same run. Note that 
only the bands indicated by the red numbers are as intense as those of the AC band. (B) The signals of all 
the strips are weak. This may be due to insufficient DNA polymerase added to the master mix, or 
improper extraction procedure. (C) Possible amplification of both sputum specimens and cultured isolates 
in one PCR run using 30 cycles for both. Note that none of the weak banding patterns were interpreted. 
A 
B C 
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Figure 92: EQA 8 shows an example of weak signals at the TUB band, in addition to 
MUT3 of rpoB and others. When compared to the other strips, the TUB band is absent 
and some other bands are weakly positive due to shared homology of rpoB, katG and 
inhA genes within the mycobacterial species. 
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TABLE 9: TROUBLESHOOTING GUIDE 
 
Problem Possible Cause Solution/Prevention 
Failure to amplify  Temperature inconsistencies 
within the thermal cycler block 
that result in unequally 
distributed or inappropriate 
temperatures 
Temperature validation of the thermal cycler 
is required. If a particular well always fails to 
amplify and the rest are properly amplifying, 
that specific well should be skipped. It is more 
cost-effective to skip a well than buy a new 
machine 
Powdered gloves were used Powder-free gloves must be used. The powder 
is made from rice or corn that has become 
inedible, and may contain DNA polymerase 
inhibitors 
Impure or insufficient DNA The purity of a processed specimen should be 
checked by re-reading the smear and looking 
for artifacts or food particles that may 
resemble AFB. The parallel culture should be 
checked as well to see if it is contaminated. If 
contaminated with non-AFB, an additional 
specimen should be requested. 
The presence of inhibitors or the 
quantity of extracted DNA does 
not allow efficient amplification 
The presence of amplicons should be checked 
by running the PCR products on a 2% agarose 
gel 
Inhibition caused by heavily 
contaminated cultures 
A new specimen should be requested from the 
clinician 
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No visible amplicons 
on gel 
Poor extraction technique or 
Ethidium Bromide was not 
added to the gel 
The DNA extraction and amplification should 
be repeated. Ethidium bromide must be added 
to the gel in order to visualize the amplicons. 
The bands on the 
GenoType® 
MTBDRplus strips 
are in a fixed pattern 
that is not indicative 
of M. tuberculosis 
The wrong PNM mix was used 
during reagent preparation 
The drawers of the - 20ºC freezer must be 
organized so that the GenoType® 
MTBDRplus PNM and CM (or any other Hain 
Lifescience PNM mix) have dedicated 
drawers, thereby preventing them from being 
confused. Furthermore, the table-top cooler 
and PCR rack of the separate master mixes 
should be of a different colour so that one can 
easily identify specific reagents. 
Bands on the agarose 
gel, but weak signals 
on the strips  
Low probe concentration on the 
strips 
The amount of amplicons used in the 
hybridization reaction should be increased to 
30 l (the same volume of denaturing buffer 
should be added) 
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Denatured amplicons came into 
contact with strips 
The hybridization solution must be added to 
the denatured amplicons before placing the 
strips into the wells. This also applies to the 
automated Hybridizer, depending on the 
program setting on the machine, where either 
the strips are added after the green 
hybridization buffer (HYB) has been 
dispensed into the wells or before loading the 
tray into the machine. If the strips are added to 
the wells before the HYB has been added, it is 
important to ensure that the strips and the 
denatured amplicon solution do not come into 
contact with one another. 
Amplification but 
weak signals 
AFB smear was misinterpreted 
as positive 
 
The initial smear should be reread. If still 
positive, the extraction technique should be 
reviewed. If the smear is negative, the 
competency of the microscopist must be 
assessed and retraining offered if necessary. 
Insufficient amount of DNA due 
to poor extraction technique 
If there is enough of the sample left in the tube 
after the first extraction, the extraction must 
be repeated. If there is not enough sample left 
or if everything has been used for the first 
extraction, then the amount of DNA added to 
the PCR master mix should be increased from 
5 to 8 µl. 
High background 
colour 
Too much CON-C (streptavidin) 
added to the solution 
The conjugate solution should be prepared 
correctly by using a ratio of 1:100 when 
diluting the concentrate into the diluent 
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 Use of over-concentrated CON-
C and/or SUB-C 
Washing steps were not 
thorough enough 
The TwinCubator® or the GT-Blot should be 
checked to ensure that they are either shaking 
or oscillating properly 
The wash solutions were not 
warm enough due to very low 
ambient temperature 
The ambient temperature should be 
maintained above 21 - 22º C 
High, uneven 
background 
The strip might be contaminated The strip should always be handled with clean 
forceps on the showing the blue line (Figure 
93). Gloves should always be worn when 
handling the strips. Forceps must still be used 
even when gloves are worn, since even a 






 Figure 93: Correct handling of strips 
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Contaminated forceps Disposable forceps should be used if possible. 
If disposable forceps are not available, there 
must be two differently marked forceps in the 
hybridization area: one for the removal and 
numbering of the clean strips, and the other 
for the transfer and removal of the hybridized 
strips. The forceps should be subjected to UV-
irradiation after each use and/or 
decontaminated. Residual bleach or alcohol 
must never be left on the strip since it could 
destroy or inhibit the amplicons or probes on 
the strip and interfere with the band intensity.  
Dirty trays The trays must be washed properly after each 
use since residual salts from the hybridization 
buffers may cause an increased background in 
subsequent tests 
Insufficient pre-warming of 
hybridization buffers 
The hybridization solution must be pre-
warmed and completely free of precipitates 
before using. The viscosity of the solution 
must be low, since a gel-like buffer will only 
partially cover the strip and lead to an 
increased background.  
Insufficient hybridization buffer When using an automated Hybridizer (e.g. the 
GT-Blot 48), the tray must be checked to 
ensure that the strips are completely covered 
after the addition of each of the different 
hybridization buffers 
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Strip was upside down The strips should be checked to ensure that 
they are facing up after each addition of a 
hybridization buffer. This can be done by 
ensuring that the strip numbers are visible 
after the new buffer has been added. 
 Too large an amount of 
amplicons were denatured and 
added to the HYB 
Decrease the amount of amplicons that are 
denatured prior to the addition of the HYB. 
This will reduce the background while still 
retaining the sensitivity. 
Strip has dried out The strip should never be allowed to dry 
between pre-hybridization and hybridization 
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Strip has dried out because of a 
puncture in the hybridization 
tray, allowing the buffers to seep 
through 
The trays should be visually inspected for 
holes before adding the denaturing buffer and 
amplicons. Figure 94 shows an example of a 
punctured tray. If there are holes and it goes 











Inadequate rinsing of the strips 
after the conjugation and 
substrate steps 
According to the SOP, proper rinsing of the 
strips must be done during the two different 
steps of the procedure 
Hybridization temperature too 
high 
The temperature of the Hybridizer should be 
checked using distilled water as the medium 
for the reading. A high-quality calibrated 
thermometer should be used. If the 
temperature is out of range, the service 
technician must be contacted for repair. 
Binding to all 
reaction zones  
Non-specific binding due to too 
low temperature in the 
instrument during the 
The temperature check should be done and if 
out of range, the service technician contacted 
Figure 94: A puncture at the bottom of the tray 
allows buffer to leak into the machine. 
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Low sensitivity Incomplete binding of single 
stranded DNA to the probes due 
prolonged contact of the strip to 
the denatured amplicons in the 
absence of hybridization buffer 
This is applicable only to the automated 
Hybridizer. It is important to ensure that the 
hybridization procedure begins immediately 
upon contact of the unhybridized strip with the 
denatured amplicons. If there is a delay, the 
strips will dry out. 
Insufficient streptavidin The concentration of the conjugate solution 
must be accurately diluted by using a ratio of 
1:100 of the concentrate to the diluent 
Random 
hybridization signals 
which may look like a 
heterogeneous 
infection 
Contamination of neighbouring 
wells by spillage 
The strips on either side of a strip where 
spillage is suspected need to be investigated. 
If the flanking strips are both interpreted as 
susceptible to INH and RIF, the strain in 
question is likely hetero-resistant. The strain 
pattern needs to be carefully investigated 
before ruling out a mixed infection. If 
neighbouring strips show resistance bands, the 
hybridization must be repeated. 
Non-specific banding 
patterns 
Non-specific amplification of 
primers 
It is important to use Qiagen HotStarTaq® 
DNA polymerase. This enzyme prevents non-
specific annealing of primers at low 
temperatures that lead to generation of 
unwanted products. This may happen during 
master mix preparation or in the first cycle of 
the PCR. 
Low sensitivity on the The intensity is set too low on The sensitivity needs to be increased, and the 
strip re-scanned. Alternatively, the bands with 
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automated reader the GenoScan® reader weak signals on the reader, but valid by an eye 
reading, can be altered manually by adjusting 
the cut-off value(s) for the band(s). 
Pipetted volumes 
inaccurate 
Faulty pipette(s) The pipette(s) should be recalibrated or 
replaced if unrepairable 
Over-exposing the 
strips or missing a 
hybridization step 
during detection  
 
This is due to delaying the 
response to the signal from the 
TwinCubator® that a particular 
step in the procedure has been 
completed 
Leaving the strip exposed to a particular 
buffer will have a negative impact on the 
outcome of the strip in various ways 
depending on the specific buffer. For example, 
if strips are exposed to the conjugate or 
substrate solutions for too long, an intense 
background will be seen. If the conjugate has 
not been added, no bands will develop when 
adding the substrate. In this case, the substrate 
can be removed and the strip rinsed with 
ddH20, after which the conjugate can be added 
and the procedure completed. 
Assay failure  Stability issues (nucleases) 
 
Optimally, the template DNA should be tested 
the day after extraction following overnight 
storage at 4ºC 
Inhibitors in bloody specimens Heme causes inhibition of the PCR. The 
sputum must be processed so that all traces of 
blood are removed from the specimen prior to 
the DNA extraction. 
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Incorrect performance of the assay during any 
step will result in failure of the LPA. The SOP 
must be followed precisely. The organization 
of the PCR facility and workflow must be well 
established to prevent and combat possible 
contamination. 
Successful 
amplification, but no 
results on strips when 
the automated 
hybridizer was used 
Hybridization buffers were not 
placed in the correct order or 
their corresponding aspirator 
tubes were misplaced in the 
hybridization buffer bottles 
The plugs of the aspirator tubes that fit onto 
the bottles are colour-coded in order to avoid 
confusion. The corresponding buffer sequence 
is marked on the inside of the lid clearly 
indicating where each buffer goes (Figure 
95). The green hybridization buffer aspirating 
tube has a green plug, and the stringent wash 
buffer a red one. The orange (conjugate) and 
yellow (substrate) plugs must not be confused. 
If these are switched, there would be no colour 
reaction, since the substrate would be added to 











Figure 95: Colour coded aspirator tubes. The 
loading sequences of the buffers are indicated 
in colour-coded dots on the inside of the lid. 
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of the automated 
hybridizer  
 
One of the hybridization solution 
dispensing tubes may become 
clogged due to: failure to set the 
machine to wash the tubes; 
irregular use of the machine; or 
solutions that were not properly 
pre-warmed.  
When the machine is found to be dispensing 
into every other well, it must be stopped and 
the mouth of the tube should be de-clogged. 
An opened paper clip or other wire can be 
used. Once de-clogged, the machine should be 
restarted and allowed to dispense into the 
wells as normal. The specific step at which the 
blockage occurred can be selected on the GT-
Blot 48, and the machine can be set to 
complete the hybridization run from that point 
forward. Every other well may now have 2 ml 
of the hybridization solution. The 2 ml is not a 
problem, and with the aspiration step, all the 
liquid will be removed from the well, and 1 ml 




Failure of lysis or incomplete 
lysis (where whole cells are used 
directly as source of template 
DNA) 
The equipment used for the extraction should 
be checked to ensure that it is functional, and 
that specimens are not removed from the 
sonicator before the lysis procedure has been 
completed 
Degradation of the template 
DNA 
The DNA should not be left at room 
temperature overnight or for long periods 
before use. The freshly extracted DNA should 
be stored at 4ºC and preferably used the next 
day.  
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Polymerase inhibition Powder from gloves, impure DNA, or other 




Contamination When contamination is found, the areas must 
be thoroughly decontaminated and 
“fumigated” with sodium hypochlorite left in 
the room in an open container. All possible 
sources of contamination must be 
investigated, from the reagents to the 
equipment used. Amplicons must never be 
manipulated or stored in the proximity of the 
PCR reagents.  
Power failures  Multi-factorial It is advisable to connect an uninterruptible 
power supply (UPS) to both the thermal cycler 
and the hybridization machine in the event of 
a temporary power failure. This will prevent 
wastage of reagents and an increased 
turnaround time should a power failure occur 
during the use of the instruments. 




This may be due to the 
hybridization reagents that were 
not properly pre-warmed 
The green and red hybridization solutions 
must be pre-warmed to 45ºC 
Ambient room temperature is 
too low 
A low room temperature causes a lower 
reagent temperature, which in turn influences 
the hybridization. The central heating/cooling 
thermostat must be appropriately adjusted. 
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Insufficient amounts of CON-C 
and/or SUB-C were added to 
their respective diluents 
The volumes of the pipettes must be checked 
for accuracy 
Weak hybridization 
signals except in the 
CC zone 
Due to improper DNA extraction Insufficient template DNA (or quality thereof) 
will result in weak amplification, leading to 
weak hybridization signals. The specimen 
must be properly re-extracted, and the 
extraction equipment checked. 
Incorrect cycler setting for a 
particular type of specimen  
Direct patient material must always be 
amplified for 40X cycles, while isolates must 
be amplified for 30X cycles 
Insufficient DNA polymerase 
was added to the PNM master 
mix during reagent preparation 
It is essential that the operator pay attention 
and visually check the amount of liquid in the 
pipette tip before adding any liquid into a tube 
 The PNM and DNA polymerase 
(Taq) were frozen and thawed 
too many times (optimal 5-6 
times) 
The PNM and Taq should not be subjected to 
too many freeze-thaw cycles since this 
treatment will degrade the components. Also, 
when these solutions are in use on the bench, 
they should be stored in a tabletop cooler. 
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The master mix components 
were not thawed properly, or the 
PNM and Taq were not kept at 
the appropriate temperatures 
during storage or preparation of 
the master mix 
The components must be thoroughly thawed, 
and can be assisted by gentle inversion but not 
by vortexing. The primers may be degraded 
by such vigorous treatment. If there is still 
“ice” in any of the vials, the concentration will 
not be homogenous, and the PCR may fail. 
After thawing, the components must be kept 
in a tabletop cooler. The Taq contains glycerol 
so there is no need to thaw it before use. It 
should always be kept in the tabletop cooler 
when removed from the - 20oC freezer. 
The ambient temperature is too 
low 
A room temperature that is very low might 
cause rapid cooling of the prewarmed 
hybridization buffers. This may indirectly 
lower the temperature of incubation, and also 
cause the other reagents that are not 
prewarmed to be colder than the ideal room 
temperature (21ºC). It is suggested that the 
time for the substrate incubation should be 
increased if the ambient temperature is very 
low.  
Stellenbosch University  http://scholar.sun.ac.za
Molecular Detection of Drug-Resistant Tuberculosis By Line Probe Assay - Laboratory Manual for 
Resource-Limited Settings 359 
 
 
The incubation temperature is 
too high or too low 
An incubation temperature that is lower than 
required may result in nonspecific binding of 
the amplicons to probes on the strips. 
Alternatively, a higher incubation temperature 
may prevent binding of the amplicons to the 
probes. In addition, a higher temperature 
during the stringent wash step may result in 
weak intensities of the banding patterns. The 
temperature of the Hybridizer should be 
monitored if such problems are seen. If the 
problem persists and the thermostat on the 
Hybridizer gives an appropriate reading of 
45ºC, and a digital thermometer reads a 
different temperature that is above or below 
45ºC, the problem is likely to be with the 
machine‟s internal temperature probe. 
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The reagents have expired Reagents must always be checked for 
expiration dates and the dates must be 
documented as part of the quality control 
within the laboratory. Expired reagents must 
never be used since excessive precipitates may 
form over time. Also, care must be taken not 
to let the buffer containers remain open during 
preheating since the salt concentrations will 
increase due to evaporation. An increased salt 
concentration will result in variability in the 
intensity of the bands. Upon receipt of 
reagents, they must be dated with the day, 
month, and year received and initialed. 
Similarly, once they are placed into use, they 
must be dated and initialed. 
The ratio of concentrate to 
diluent of the conjugate and 
substrate buffers were 
incorrectly measured or 
insufficiently mixed, or the 
volume of these added to the 
strips was not 1 ml 
The procedure for the reconstitution of the 
concentrates into the diluents must be done 
precisely as directed in the SOP, and the 




staining of bands  
 
 
The strips were not completely 
immersed in reagents during the 
incubation steps 
The strips must be checked to ensure that they 
are fully immersed after the addition of each 
reagent. If necessary, a pipette tip can be 
placed on top of a strip to keep it submerged. 
Care must be taken so that buffer from a well 
with a problematic strip does not spill into any 
of the other wells. 
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Denatured amplicons were not 
properly mixed with the 
hybridization buffer before 
adding the strip to the well 
Before adding the strip to the well, the purple 
solution containing the denatured amplicons 
should be completely diffused into the green 
hybridization buffer 
Tray was not shaken properly The instruments should be checked to ensure 
that the TwinCubator® is shaking at 300 rpm 
and the GT-Blot 48 is oscillating properly 
The reusable tray had not been 
properly cleaned so residual 
amplicons remained 
The trays must be thoroughly washed and 
rinsed after each use 
Strong and fast 
colour development 
occurs after adding 
the substrate buffer 
 
This phenomenon depends on 
the amount of amplified DNA 
used and on the specific reaction 
conditions 
The incubation with substrate should be 
stopped as soon as signals are clearly visible. 
Prolonging the incubation with substrate will 
result in the development of cross-hybridizing 
bands (artifacts) that may be incorrectly 
interpreted as actual bands. 
Intense bands and 
associated artifacts  
Too much DNA in the extracted 
sample 
The extracted DNA should be diluted before 
the performing the PCR 
TABLE 9: PIPETTE TROUBLESHOOTING GUIDE 
 
Problem Possible Cause Solution/Prevention 
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Pipette cannot aspirate 
liquid 
If there is a filter, it may be 
blocked or the O-ring and 
seal ring may not be 
assembled in the correct 
order 
The filter should be replaced and the pipette 
manual consulted for further instructions 
Liquid leaks from the 
filter tip 
The nozzle cylinder may be 
loose or worn, or the plunger 
may be damaged. The O-
ring and seal ring may be 
worn, or the tip may not be 
attached correctly. 
The pipette instruction manual should be 
consulted. The filter tip should be checked to 
ensure that it is correctly attached to the 
pipette. 
The push button does not 
operate well 
Liquid has probably been 
sucked up into the body of 
the pipette 
The pipette instruction manual should be 
consulted on how to disassemble the pipette 
and clean all its parts 
Tip cannot be ejected 
from the pipette 
The nozzle in the cylinder 
might be loose 





Detailed knowledge of the functioning of the instruments is key to dealing with unforeseen 
situations. When a problem with an instrument is suspected, the troubleshooting section of 
each instruction manual must be consulted. The laboratory worker must be familiar with the 
manuals of all the equipment and must follow and apply the procedures provided in each 
instrument‟s specific troubleshooting guide.  
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HYB Buffer (Green) 
STR Wash (Red) 
RIN Buffer (Opaque) 
CON-C (Orange) 
CON-D (Transparent) 
SUB-C (Yellowish Brown) 
SUB-D (Transparent) 
DEN Buffer (Blue) 
Strips 
PNM Mix (Purple) 
HotStarTaq®  (Transparent with orange lid) 
10X PCR Buffer (Transparent with blue lid) 
MgCl2 (Transparent with yellow lid) 
Molecular Grade Water  
Sodium Hypochlorite (1%)    
Sodium Hypochlorite (5% stock solution) 
Ethanol (70%)    
Ethanol (96% stock solution) 
Distilled Water  
Contrad®    
Reagent
Area
Table 1: Area specific reagent usage 
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HAIN MTBDRplus KIT LOT NUMBER LOG SHEET
HYBRIDIZATION LABORATORY (ROOM 4) 
TB MOLECULAR  DIAGNOSTIC DIVISION
Month: ______     Year: ______  
Instructions: a) Document the LOT #, EXPIRY DATE, etc. found on the side of each kit, that is used. 
b) Lot numbers of the different reagents inside each KIT is traceable from the ISO LOT 
number of the specific kit, and full documentation of these can be obtained from HAIN 
Lifescience, Nehren, Germany.
Figure 1A: Example of the GenoType® MTBDRplus reagent and strip logsheet 
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Figure 1B: Completed GenoType® MTBDRplus reagent log sheet for the week of 12 – 16th April 2010. The “Lot 
number” is that of the kit and the expiration date is that of the strips. 
Note: The individual who did the hybridization also signs next to the strip sticker. 
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HAIN CM/AS KIT LOT NUMBER LOG SHEET
HYBRIDIZATION LABORATORY (ROOM 4)
TB MOLECULAR  DIAGNOSTIC DIVISION
Instructions: a) Document the LOT number, EXPIRY DATE, etc. of each kit that is used. 
b) Lot numbers of the different reagents inside each KIT is traceable from the ISO LOT 
number of the specific kit, and full documentation of these can be obtained from HAIN 
Lifescience, Nehren, Germany.
c)  The lot number of the membrane STRIPS must also be documented.
d) Shaded area  Period in which the pipettes are to be calibrated 
Month: ______     Year: ______  
I S O  # R C V D E X P L O T  # E X P
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )
2 ) 2 )
1 ) 1 )







































C O M P L E T E  K I T  S T R I P S
Figure 2: Example of the CM/AS kit reagent log sheet. Since this test is used less frequently, the lot 
numbers of the strips are written out individually rather than the label being attached as for the 
GenoType® MTBDRplus kit. 
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MASTER MIX COMPONENTS LOT NUMBER LOG SHEET
PRE-AMPLIFICATION LABORATORY (ROOM 2)
TB MOLECULAR  DIAGNOSTIC DIVISION
Month: ______     Year: ______  
Instruction: a) Document the LOT number and EXPIRY DATE of each component that is used. 
b) Shaded area  Period in which pipettes are to be calibrated.







































M A S T E R  M I X  C O M P O N E N T  L O T  N U M B E R  &  E X P I R A T I O N  D A T E
P N M B u f f e r M g C l2 T a q
Figure 3: Example of the PNM, 10X buffer, MgCl2 and DNA polymerase reagent log sheet. 
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TB MOLECULAR  DIAGNOSTIC DIVISION
DNA POLYMERASE & HAIN TEST KIT USAGE LOG SHEET
WEEK TAQ MTBDRplus CM/AS







WEEK TAQ MTBDRplus CM/AS







WEEK TAQ MTBDRplus CM/AS







WEEK TAQ MTBDRplus CM/AS







Instructions: a) Document, DAILY,the amount of stock that is left over in the fridge after the work for the 
day has been done. (Taq  un-used ; Kits  in un-opened boxes)
.
Figure 4: Example of stock control log sheet.  
It is the responsibility of the individual who prepared the master mix to count how many tubes of Taq 
DNA polymerase are left. The person who performed the hybridization is required to count how 
many kits are left. The staff must place their initials next to the line for the particular day. 
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A. RECIPES FOR CLEANING AGENTS 
 
1% Sodium Hypochlorite  
 
 To prepare 1% sodium hypochlorite, add 5% sodium hypochlorite concentrate to distilled 
water (dH2O) in a ratio of 1:4  
 Specifically, to prepare 1 L of 1% sodium hypochlorite, add 200 ml of 5% sodium 




 To prepare 70% ethanol, add 100% absolute ethanol to dH2O in a ratio of 7:3  
 Specifically, to prepare 1 L of 70% ethanol, add 700 ml of absolute ethanol to 300 ml of 
dH2O.  
 
Note: Fresh batches of 1% sodium hypochlorite and 70% ethanol should be made up every 
one to two days. 
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B. PROCEDURES TO PREVENT CONTAMINATION 
 
Area 1: DNA EXTRACTION ROOM 
 
 Weekly cleaning of the DNA extraction room: 
o At the beginning of each week, the DNA extraction room must be thoroughly 
cleaned. 
o Cleaning should be top-to-bottom, starting with the bench tops and finishing with 
the floor.  
o Once the upper surfaces have been cleaned, the floor should be swept with a broom. 
o The floor should be mopped with 1% sodium hypochlorite, first using the leftover 
diluted bleach and then preparing more 1% sodium hypochlorite if needed.  
o Clean the mop under running water, and spray and mop the floor with 70% alcohol. 
 
 Biological Safety Cabinet (BSC): 
Daily method:  
o Put on protective clothing, mask and gloves. 
o Clean the BSC thoroughly before and after each batch of specimens.  
o 1% sodium hypochlorite should be used first, followed by 70% ethanol after an 
interval of 30 seconds.  
o Clean the glass panel as well. Switch the hood’s light off after cleaning.   
 
 
Weekly method:  
o Put on protective clothing, mask and gloves.  
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o Prepare sufficient paper or roller towels with 1% sodium hypochlorite and 70% 
ethanol.  
o Remove the inner working surface of the BSC and clean it and the entire interior of 
the BSC thoroughly with 1% sodium hypochlorite and 70% ethanol as described 
above.  
o The glass window of the hood should be cleaned to ensure that all smudging and 
smears on the glass are eliminated.  
o Replace the metal inner working surface of the BSC.  
o After cleaning is completed, perform a smoke test to ensure that the BSC is 
functioning properly, i.e. the smoke must be “sucked” into the vents and NOT 
escape into the outside environment.    
 
 Centrifuge and heating block: 
Daily method:  
o After cleaning the BSC, clean the centrifuge and heating block the exact same way 
as the cabinet.  
o Use 1% sodium hypochlorite followed by 70% ethanol, on both the interior and 
exterior areas of these instruments.  
o The heating block should be at room temperature before beginning the cleaning. 
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 Ultrasonic water bath: 
Daily method:  
o After the BSC and centrifuge have been cleaned, clean only the exterior of the 
ultrasonic water bath as described above. 
 
Weekly method:  
o Once a week, discard the old water in the ultrasonic water bath. 
o Carefully clean the inside of the ultrasonic water bath with 1% sodium hypochlorite 
followed by 70% ethanol.  
  
Area 2: PRE-AMPLIFICATION ROOM 
 
 Precautions: 
o No entry after 10 AM. 
o Absolutely no specimens or amplicons are to be brought in or allowed to enter this 
room.  
o No reagents removed from this room should be brought back into this room.   
o No cell-phones should be brought in or used in this room. 
o Pipettes and other required instruments should always be kept in this lab and used 
exclusively for pre-PCR activities. 
o Each reagent should be set aside before working with the next reagent to avoid 
contamination of the preceding reagent with subsequent solutions. 
o All cleaning supplies and brooms for this room should be stored in this room. 
o Routine laboratory cleaning staff should not have access to this room so that 
contaminants from other areas are not unknowingly tracked in. 
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o If multiple rounds of PCR’s are to be conducted on the same day, all master mixes 
must be prepared at the same time (in area 2) and moved to area 3 for subsequent 
addition of DNA. 
 
 Weekly cleaning of the pre-amplification room: 
o At the beginning of each week, the pre-amplification room must be thoroughly 
cleaned. 
o Cleaning should be top-to-bottom, starting with the bench tops and finishing with 
the floor.  
o Once the upper surfaces have been cleaned, the floor should be swept with a broom. 
o The floor should be mopped with 1% sodium hypochlorite, first using the leftover 
diluted bleach and then preparing more 1% sodium hypochlorite if needed.  
o Clean the mop under running water, and spray and mop the floor with 70% alcohol. 
 
 Bench tops including pipettes & PCR equipment: 
Daily method:  
o Put on protective clothing, mask and gloves.  
o Clean the bench tops and PCR equipment thoroughly before work is done in this 
room.  
o As directed above, use 1% sodium hypochlorite first, followed after an interval of 30 
seconds by 70% ethanol.  
o After cleaning, the master mixes for the day should be prepared. 
o Once the reagents have been made, the surfaces and PCR equipment should be 
cleaned again as indicated above.  
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Area 3: AMPLIFICATION ROOM 
 
 Weekly cleaning of the amplification room: 
o At the beginning of each week, the amplification room must be thoroughly cleaned. 
o Cleaning should be top-to-bottom, starting with the bench tops and finishing with 
the floor.  
o Once the upper surfaces have been cleaned, the floor should be swept with a broom. 
o The floor should be mopped with 1% sodium hypochlorite, first using the leftover 
diluted bleach and then preparing more 1% sodium hypochlorite if needed.  
o Clean the mop under running water, and spray and mop the floor with 70% alcohol. 
 
 Bench tops including thermal cycler, pipettes & PCR equipment: 
Daily method:  
o Put on protective clothing, mask and gloves.  
o Clean the bench tops and PCR equipment thoroughly before the work is done in this 
room.  
o As directed above, use 1% sodium hypochlorite first, followed after an interval of 30 
seconds by 70% ethanol.  
o Carefully add the template DNA to each reaction tube and place the tubes in the 
thermal cycler. 
o After starting the thermal cycler run, clean the bench tops and PCR equipment as 
above.  
 
 Thermal cycler (PCR machine): 
Weekly method:  
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o Put on protective clothing, mask and gloves.  
o Clean the exterior of the thermal cycler thoroughly.  
o As directed above, use 1% sodium hypochlorite first, followed after an interval of 30 
seconds by 70% ethanol.  
 
Area 4: HYBRIDIZATION ROOM 
 
 Weekly cleaning of the hybridization room: 
o At the beginning of each week, the hybridization room must be thoroughly cleaned. 
o Cleaning should be top-to-bottom, starting with the bench tops and finishing with 
the floor.  
o Once the upper surfaces have been cleaned, the floor should be swept with a broom. 
o The floor should be mopped with 1% sodium hypochlorite, first using the leftover 
diluted bleach and then preparing more 1% sodium hypochlorite if needed.  
o Clean the mop under running water, and spray and mop the floor with 70% alcohol. 
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 Bench tops including GT-Blot, pipettes and equipment: 
Daily method:  
o Put on protective clothing and gloves.  
o Clean the bench tops and equipment first using 1% sodium hypochlorite, followed 
30 seconds later by 70% ethanol.   
o After the hybridization for the day has been completed, clean the bench tops again.  
o The used tips and completed PCR tubes must be placed in appropriate waste buckets 
and autoclaved to destroy any contaminating amplicons.  
o If the PCR tubes are kept after the LPA has been completed (for possible re-
hybridization), they must be stored in a refrigerator or freezer well separated from 
other reagents or kit components. 
 
 TwinCubator®: 
Daily method:  
o Put on protective clothing and gloves.  
o Clean the exterior of the TwinCubator®, and then the interior of the wells and the 
glass plate with 1% sodium hypochlorite followed by 70% ethanol. 
 
 GT-Blot hybridization machine: 
Weekly method:  
o Put on protective clothing and gloves.  
o Clean the exterior of the GT-Blot with 1% sodium hypochlorite followed by 70% 
Ethanol. 
o Select the washing cycle on the machine. 
o Add 10 ml sodium hypochlorite to the wash solution (water) 
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o Run the cleaning cycle twice, consecutively. 
o Add clean water and put the GT-Blot on a third washing cycle. 
o Take tubes out and leave to air-dry. 
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Utility of the Line Probe Assay 
In this dissertation, the use of the GenoType®MTBDRplus and GenoType® MTBDRsl 
molecular line probe assays (LPAs) to rapidly detect M. tuberculosis and its associated drug 
susceptibilities from direct smear positive patient material at the National Health Laboratory 
Service (NHLS) routine diagnostic Tuberculosis (TB) reference laboratory in Green Point, 
Cape Town has been established.This study has set a precedent for molecular diagnostics in 
South Africa as TB reference laboratories in South Africa had not previously used molecular 
biology to diagnose TB. The first paper, published in 2008 (Chapter 2), resulted in the 
endorsement by the World Health Organization of the LPAs for the rapid detection of  M. 
tuberculosis and the associated drug susceptibility profiles.  This endorsement also initiated a 
process to ensure that the correct infrastructure was in place and that training should be done 
prior to the implementation of this assay. To achieve this, a laboratory manual for resource 
limited settings was developed (Chapter 5),to ensure that these laboratories would have the 
tools required to accurately diagnose TB. This manual has been used as an aid for the training 
of laboratory staff at the International Centre for Excellence in Laboratory Training (ICELT) 
in India, the African Centre for Integrated Laboratory Training (ACILT) in South Africa, as 
well as in other resource poor countries in Africa such as Ethiopia, Lesotho, Tanzania and the 
Ivory Coast to name but a few. Subsequently, this dissertation also addressed the 
requirements and quality system essentials needed to ensure quality assurance for the 
GenoType® MTBDRplus and GeneXpert® MTB/RIF World Health Organization (WHO) 
endorsed molecular diagnostic assays (Chapter 1). 
 
Despite the implementation of the GenoType® MTBDRplus LPA as the routine diagnostic 
standard it is clearly evident that additional operational research is required to establish both 
its impact on treatment outcome and diagnostic delay. This study (Appendix A) showed that 
the efficiency of reporting of results at the NHLS needs to be improved, by ensuring that the 
pathologist/laboratory manager reviews the results as soon as they become available, since 
this phase of the “in-house” TAT ranges from 4h to 23h post result entry into the NHLS 
LIMS (unpublished data). In a recent study by Jacobson et al, it was found that the laboratory 
TAT for the Western Cape was 27 days4, but these findings does not discriminate between 
results reported from smear positive specimens and those reported from smear negative 
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culture positive LPA results. However, upon NHLS LIMS audit investigation, it was found 
that some of the results were only reviewed after 127 days (NHLS LIMS) after the results 
were entered onto the NHLS LIMS, and can be ascribed to reviewer negligence. It is 
suggested that daily reviewing lists be pulled from the NHLS LIMS in order to screen for any 
non-reviewed results and, once reviewed, the results (especially MDR and XDR results) be 
immediately phoned, faxed, or emailed to the clinicians and records should be kept of these 
notifications to them. In addition, a novel method of patient recall needs to be developed as 
recent findings has shown that treatment initiation even after the introduction of the LPA only 
starts after approximately 60 days in the Western Cape4 and 62 days in the Northern Cape5.  
The roll out of the WHO endorsed GeneXpert® MTB/RIF assay has changed the sensitivity 
of rapid TB diagnostics on a national scale. However, this assay has limited utility in 
providing comprehensive drug susceptibility data. To address the limitation, a new version of 
the GenoType® MTBDRplus LPA assay was developed and compared to the GeneXpert® 
MTB/RIF assay (Chapter 4). The results showed that the diagnostic performance of both 
assays was equivalent with the exception that the GenoType® MTBDRplus (v2.0) LPA assay 
also provided information in isoniazid (INH) susceptibility.  
 
Pending WHO Endorsement for the GenoType® MTBDRsl LPA 
The data obtained from the evaluation study of the GenoType® MTBDRsl LPA (Chapter 3) 
has been requested by the Strategic and Technical Advisory Group for TB (STAG-TB) which 
is currently under review for recommendation to the WHO in order to endorse the use of this 
molecular assay to detect resistance to the second-line drugs. In our study we showed that the 
implementation of this assay could reduce the time to diagnosis of extensively drug-resistant 
(XDR) TB in patients to within 3 – 5 days as opposed to between 4 and 6 weeks when using 
conventional culture. This information has recently been contributed to a Cochrane review 
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The Role of the TB Diagnostic Laboratory  
Diagnostic laboratories play a critical role not only in the diagnosis of TB, but also in the 
validation and verification new assays aimed to detect TB in order to monitor the disease to 
ensure that the TB control programme is fully effective1. They also function as the link 
between new diagnostic assays developed in the research laboratory and the applicability of 
these assays in the field prior to their implementation.  
One of the high-priority topics for the improvement of TB diagnostics is the definition and 
evaluation of the performance of new diagnostic tests in terms of feasibility, cost-
effectiveness, reduced diagnostic delay and impact on clinical decision making and patient 
benefit2, as well as the rapid scale-up thereof in order to see a tangible impact in resource-
limited settings. Accurate diagnosis of active TB is a pre-requisite for any successful TB 
control programme: at the individual level, a missed case, especially if sputum smear-
positive, remains infectious to others, with the potential risk of the patient dying, while 
misdiagnosis of non-TB cases unnecessarily exposes the individual to potentially toxic drugs 
and wastes scarce public health resources3.  
Although the TB reference laboratory of the National Health Laboratory Service (NHLS) at 
Green Point is accredited by SANAS, the rapid and accurate diagnosis of TB, recognised by 
current approaches to TB diagnosis and control, is crucial for timely initiation of treatment in 
order to ultimately control the disease and thus it is required that the Quality Management 
System employed, be maintained and improved upon wherever possible. In many countries, 
including South Africa, poor quality assurance in the diagnosis of TB is a critical issue not 
only for microscopy, culture and drug susceptibility testing, but also for nucleic acid testing 
methods2. The use of molecular methods in laboratory medicine to diagnose disease and to 
guide treatment selection has not been as widely used for TB, and thus there are no specific 
requirements for molecular diagnostics. Currently there are 8 commercial molecular assays 
used for the detection of TB (5 of which are PCR-based NAAT [nucleic acid amplification 
tests] and 3 of which are isothermal based NAAT), with more to come in the future2. Chapter 
1 highlighted some of the requirements for the implementation of the 
GenoType®MTBDRplus LPA and GeneXpert®MTB/RIF assays, both from regulatory and 
implementation perspectives addressing some of the complexities involved in assuring 
quality diagnostics. 
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Diagnostic Benefits Obtained 
The use of the GeneXpert®MTB/RIF assay allows for the rapid identification of M. tuberculosis 
and rifampicin (RIF) susceptibility while the Genotype® MTBDRplus(v2.0) LPA assay will 
complement the GeneXpert®MTB/RIF screening assay by validating RIF susceptibility and 
providing information on INH susceptibility. In addition, the Genotype® MTBDRplusLPA assay 
is able to provide other important antibiotic sensitivity information which may be critical in 
guiding appropriate treatment. The utility of the GenoType® MTBDRplus LPA enables the 
identification and associated drug susceptibility pattern of a patient within two days, whilst the 
subsequent use of the GenoType ®MTBDRsl LPA provides information about the resistance to 
the second-line drugs within one day post first-line results. Thus, an XDR patient can be identified 
within 3-4 days as opposed to 4-6 weeks using conventional culture-based drug susceptibility 
testing methods. However, it is acknowledged that culture-based methods will continue to play an 
important role in drug susceptibility testing as the full repertoire of mutations conferring resistance 
remains to be determined.  
The use of the LPA in the laboratory serves as in internal quality assurance indicator, since it 
allows for the detection of carry-over contamination during the sputum decontamination process, 
and it allows for error detection during batch-processing, since the resistance determining banding 
patterns observed on the nitrocellulose strip for a specific patient specimen should always be the 
same. 
The phenomenon of hetero-resistance, primarily due to strain segregation or an superinfection, can 
be determined by the both the GenoType® MTBDRplus and GenoType® MTBDRsl LPAs, and 
the utility thereof thus allows for the detection of nascent resistance to both the first- and second-
line drugs provided that the relative proportion of drug resistant DNA is within the detection limits 
of the assay. In addition, the data obtained from the banding patterns screened for on the 
GenoType® MTBDRplus LPA can also link up with molecular epidemiology whereby one can 
study the mutational trends observed over time to determine if certain mutations are selected and 
which strains are being successfully eradicated. This allows for an investigation into the dynamics 
of the epidemic in terms of a changing strain population in this high-incidence area and this study 
is currently under way. Unpublished data from Chapter 3 revealed that the Beijing strain family 
was associated with resistance, whilst a certain banding pattern on the GenoType® 
MTBDRplusLPA assaycould be a surrogate for amikacin resistance.  This suggests that this 
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molecular diagnostic could be used as a surveillance tool to monitor changes in the epidemic and 
thereby allow for the initiation of a response plan by the National TB Control Programme. 
The characteristics of the assays as described in Chapters 2, 3 and 4, clearly demonstrate that these 
tests have revolutionized TB diagnostics.  The ability of the assays to screen for TB in HIV-co-
infected patients underscores the use of these assays where smear microscopy fails. The utility of 
the GenoType®MTBDRplus LPA and GeneXpert®MTB/RIF assays as initial screening tools for 
“ruling in” the presence of M. tuberculosis complex disease has been confirmed in Chapter 4.  
Even though the performance characteristics and evidence for the use of molecular assays in the 
diagnosis of TB had been proven to be both sensitive and specific, with the added advantage of 
decreasing the internal laboratory turn-around time, there are still many internal (pre-analytical, 
analytical and post-analytical) as well as external (e.g. manufacturers inability to meet product 
demand) factors which may hinder the effectiveness of these rapid assays to initiate and guide 
treatment of patients and thereby reduce the transmission of drug resistant strains.  
 
  




The use of the molecular assays described in this dissertation, sets the platform for further 
investigations into laboratory quality, the clinical impact of these assays and the 
epidemiological dynamics of drug resistant strains. Of critical importance however, are the 
limitations that these current molecular assays present which warrants investigation.  
 
 
Laboratory Quality Indicator Measurements 
 
Laboratory quality is measured by turn-around time. Rapid molecular diagnostic assays, 
employed to reduce the diagnostic delay, allow for monitoring of the diagnostic service to 
ensure continual improvement, and also reduces the workload at the clinic level and 
subsequently in the laboratory. To date, there are no retrospective studies which have 
scrutinized key quality indicators in the different processing phases of the diagnostic 
laboratory. The information obtained from such studies will enable the identification of intra-
laboratory bottlenecks which result in prolonged intra-laboratory turn-around times 
(diagnostic delay), and thus further studies are required to determine exactly where in the 
laboratory work-flow the respective delays and errors occur and the impact these have on 
diagnostic delay. Furthermore, banding patterns analysis from batched specimens can also be 
done to investigate if, and to what extent, cross-contamination occurs in the diagnostic 
laboratory during the decontamination process, which may result in false positive results, or 
the further delay in diagnosis due to the need to obtain a new specimen. As opposed to the 
GeneXpert® MTB/RIF assay, the GenoType® MTBDRplus/sl LPAs operates within an 
“open” system, and thus there is the possibility of reporting false-positive results and 
therefore contamination control is of critical importance in the molecular TB diagnostic 
laboratory. It is therefore essential that technical expertise and physical infrastructure (which 
will enable the separation of incompatible areas) be maintained by subscribing to 
accreditation and implementing quality indicators and as discussed in Chapters 1 and 5, 
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Clinical Impact Studies, Investigations and Drug Trials 
 
From a clinical perspective, it is envisaged that rapid results allow for early initiation of 
treatment, better patient outcome, and improved success rates in the strategy to control TB. 
The impact of the use of rapid molecular assays to reduce the time-of-specimen-collection to 
the time-to-treatment of patients with drug resistant strains needs to be determined, not only 
in rural areas but also in the urbanized areas. The findings from such studies would be 
valuable to determine, a) if there is a reduction in the number of clinic visits, if there is a 
reduction in morbidity and mortality, b) if there is a reduction in the number of TB cultures 
requested, c) if a specific health facility is erroneously following the national tuberculosis 
control program due to lack of proper communication tools such as broken fax machines 
disabling the reporting process for example, or d) if there are erratic supplies of drugs 
preventing the initiation of treatment. Most importantly however, is the reduction in the 
overall cost of care of a patient. The ability of the GenoType® CM/AS assays to differentiate 
between species allows for the discontinuation of isolation and subsequent earlier discharge 
of a patient as well as a change in the treatment regimen, whilst the early detection of TB 
allows for earlier isolation and management of the disease. The delivery of rapid results will 
also allow for enrolment of laboratory confirmed drug resistant cases in drug and vaccine 
trials, before treatment is initiated and thus rapid assays indirectly aids in drug development. 
 
 
Epidemiological Investigations, Trends in the Evolution of Drug 
Resistance, Minimum Inhibitory Concentration Studies and GeneXpert 
MTB/RIF Cycle Threshold analyses 
 
Epidemiologically, the mutation data obtained from the banding patterns of the 
GenoType®MTBDRplus LPA strips is currently being used to longitudinally quantify and 
geographically delineate the distribution of the various strains (mutational trends) circulating 
in the Western Cape, and the rest of South Africa, based on variation in mutational frequency 
of the three genes which the GenoType®MTBDRplus LPA tests for, in order to investigate 
transmission of DR strains. This assay can be seen as a tool in molecular epidemiology, not 
so much in a sense of having discriminatory power such as IS6110 DNA fingerprinting and 
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spoligotyping, but it allows for the detection of potential outbreaks or transmission of drug 
resistant strains (the banding patterns on the LPA from a certain area, over a certain period of 
time, are exactly the same). It can also enable the study of the evolution of M. tuberculosis 
during resistance development to the first line drugs.  
 
Studies, in collaboration with Carole McArthur,are underway to determine mutation specific 
Minimum Inhibitory Concentration (MIC), of the banding patterns observed on the 
GenoType® MTBDRplus and GenoType® MTBDRsl LPAs. These MIC values will be 
correlated with the WHO defined critical concentrations in order to determine the 
susceptibility profile of defined strains (LPA patterns) in order to tailor the treatment 
regimen.Additionally, GeneXpert® MTB/RIF cycle threshold (Ct) studies have been initiated 
in collaboration with Annelies van Rie, to determine possible correlations between the Ct 
values and bacillary load (which include smear status and TTP) and the rpoB mutations 
observed on the GenoType® MTBDRplus (v2.0) LPA, which is obtained from the cultured 
isolate of the follow-up specimen according to the TB Xpert Diagnostic algorithm of the City 
of Cape Town. Geospatial mapping of prevalence of rifampicin mono-resistance and the 
positive predictive value of the GeneXpert®MTB/RIF assay will also be carried out, and 
measured against the proportion of rifampicin mono-resistant isolates that are isoniazid 
resistant in order to determine if rifampicin mono-resistance can be used as a surrogate for 
MDR-TB. Association analyses with the genetic data obtained from the second-line drug 
resistance and the Ct values should also be investigated in order to obtain full benefit from 
the GeneXpert® MTB/RIF assay.   
 
DIAGNOSTIC LIMITATIONS 
The GenoType® MTBDRplus Ver 1.0 LPA is validated for use on NaOH-NALC 
decontaminated smear positive specimens only (which accounts for approximately 33% of all 
specimens which are found to be positive for M. tuberculosis in the routine diagnostic TB 
laboratory (unpublished data, NHLS LIMS)), and thus its utility could not be extended to 
include paucibacillary disease states resulting from HIV/AIDS co-infection, since it has been 
noted that between 50-60% of smear negative patients had MDR-TB (Kheertan Dheda, 
electronic communication based on clinical experience). The introduction of the GenoType® 
MTBDRplus Ver 2.0 LPA however, addressed theselimitations in order to rapidly identify 
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MDR-TB in HIV co-infected patients and children. The introduction of the GenoType® 
MTBDRsl LPA expedited the rapid diagnosis of XDR-TB, but the use thereof, similar to that 
of version 1 of the GenoType® MTBDRplusLPA, is limited to smear positive specimens 
only, since it has been found that up to 39% of smear negative samples were indeterminate 
when using the current version of the GenoType® MTBDRsl LPA6. Furthermore, it has been 
indicated that up to 82% of smear negative HIV-positive patients had XDR-TB6, and thus it is 
essential that a new version of the GenoType® MTBDRsl LPA with a higher diagnostic 
sensitivity be developed to accommodate for smear negative TB. An improved version of the 
GenoType® MTBDRsl LPA may also aim to distinguish between the second-line injectable 
drugs which in the current version it is unable to do.  
Another aspect which needs to be considered is that of genetic diversity due to the rate of 
mutations in different geographical settings, as not all M.tb strains present with the mutations 
probes currently used in the rapid molecular TB diagnostic assays and may thus influence the 
statistical parameters of these assays, and thus newer test should cover for these targets as 
well. 
Published reports8 as well as “in-house” laboratory observation both local (personal 
observation) and at the Institute for Medical Microbiology, Zurich (Akos Somoskovi, 
personal communication) has demonstrated that there are discordance between the 
GeneXpert® MTB/RIF assay and the GenoType® MTBDRplus (v2.0) LPA resulting in false 
resistance. In the report by Van Deun8there is unpublished data that states that the 
GeneXpert® MTB/RIF assay is able to detect the Leu533Pro mutation, whilst it is missed by 
the GenoType® MTBDRplus (v2.0) LPA. However, in a recent case at the Institute for 
Medical Microbiology, Zurich, it has been observed that both rapid molecular assays failed to 
identify the Leu533Pro mutation, whilst the GenoType® MTBDRplus (v2.0) LPA were able 
to detect a mutation in the katG gene, which the GeneXpert® MTB/RIF assay does not 
screen for (Akos Somoskovi, personal communication). The most important limitation of the 
GeneXpert® MTB/RIF assay is sensitivity rather than specificity, and the discordances 
observed in these different geographical settings results in confusion at the primary health 
care level and createconcern for the TB clinician. In chapter 4 it has been noted that the 
confidence intervals for specificity were wide. This phenomenon can be ascribed to the low 
prevalence of rifampicin mono-resistance in the Western Cape (4.7%) (Wendy Stevens, 
43rdUNION conference proceedings), as opposed to other provinces in South Africa. Due to 
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the inherent lack of isoniazid resistance detection of GeneXpert® MTB/RIF assay, the 
follow-up specimen of the rifampicin resistant patient (as mentioned above) is subjected to 
verification by the GenoType® MTBDRplus (v2.0) LPA, thus enabling the laboratory to 
report on isoniazid drug susceptibilities, thereby potentially curbing the emergence of multi-
drug resistance in the continuation phase. However, many laboratories lack the appropriate 
infrastructure to perform LPAs and thus, if only a GeneXpert® MTB/RIF assay is available, 
rifampicin might be unprotected, as isoniazid mono-resistance (27.3%)has been reported as 
being almost double that of rifampicin mono-resistance (15.1%) in the Western Cape7, 
suggesting that rifampicin resistance is not a marker for multi-drug resistant TB in this 
setting. 
The impact of the introduction of these two assays as well as any future assays for the rapid 
detection of TB and the associated drug susceptibilities should be further studied at both an 
operational level as well as by means of an observational cohort study. Preliminary findings 
has shown that the introduction of the GeneXpert® MTB/RIF assay in 2011 had no 
significant impact on initiation of treatment when compared to the use of the GenoType® 
MTBDRplus LPA (introduced in 2009) inseveral districts in the greater Cape Town area 
(Pren Naidoo, 43rd UNION conference proceedings). It is suggested that modeling studies be 
done in future to determine the impact of a new assay prior the introduction thereof, basedon 
the impact on the initiation of treatment.  An impact study5 done in the Northern Cape of 
South Africa showed marked differences in the “before” and “after” implementation of the 
GenoType® MTBDRpluswhere it was observed that 1) the prevalence of MDR-TB increased 
from 0.7% to 3.7% for new TB cases, 2) the median times from sputum collection to MDR 
treatment decreased from 78 days to 62 days, and 3) an increase in culture convertion at 8 
months from 27% to 52%. These “before and after” study designs are appropriate to 
determine the impact of new assays and models should be made based on these findings to 
asses future diagnostic tools.  
However, in order to address the limitations introduced by existing and future molecular 
assays, and the impact thereof, it is essential that surveillance be done on random samples. 
The issue of indeterminate rates in smear negative samples can be resolved by external 
quality assurance and quality control of molecular tests. Initially it was argued that if the 
GenoType® MTBDRplus LPA was susceptible to both first-line drugs that no culture is 
necessary and that, should resistance be detected on the GenoType® MTBDRplus LPA, the 
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specimen should be cultured and drug susceptibility testing be done for both first- and second 
line drugs in order to rearrange culture resources. However, it is suggested that even if 
specimens are found to be susceptible either the GenoType® MTBDRplus LPA or the 
GenoType® MTBDRsl LPA, that random culture and drug susceptibility testing be done on 
at least 10% of these (especially in high drug resistant and MDR settings) in order to see what 
the LPAs may miss. The same should be applied for the GeneXpert® MTB/RIF assay since it 
may also miss rifampicin resistance, thus ensuring that rifampicin is not compromised in the 
continuation phase, especially in a setting where isoniazid mono-resistance is more frequent7. 
It is therefore suggested that surveillance studies be done by randomly selecting strains found 
to be susceptible on both the GenoType® MTBDRplus/sl LPAs and the GeneXpert® 
MTB/RIF assay to determine the frequency of missed INH resistance. This is turn will 
determine if this approach is cost and labour effective or not and whether it acts as a driver 
for MDR TB in the continuation phase. Alternatively, ethambutol can be kept in the 
continuation phase, but it might be that neither approach will be lucrative at the moment for 
the TB control programs and further impact and surveillance studies are required to assess 
these questions.  
In conclusion, the goalpost to STOP TB, might have moved due to the emergence of XDR-
TB, but with the aid of WHO endorsed quality routine rapid molecular diagnostic assays 
combined with quality assured molecular diagnostics, we will be able to control TB by 
measuring molecular diagnostic quality indicators which will ensure quality assurance, which 
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contributed to the publications listed below in various ways.  Besides actively partaking in 
the study design, planning, writing and editing, a major contribution I have made is the 
implementation of the new assays into the routine diagnostic laboratory in order to produce 
results from which these studies drew its information from as well as developing a user 
manual for the GenoType® MTBDRplus LPA assay.   
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